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Keynote lecture
!
Human motion analysis using body worn sensors: 
technical issues for outcome evaluation in 
medicine and sport
Kamiar Aminian
Ecole Polytechnique Fédérale de Lausanne, Switzerland
With the progress of microtechnology is late 20 century, miniature body fixed inertial sensors were proposed for 
healthcare applications. These sensors can be used in real world conditions offering new possibilities in clinical practice 
for diagnosis and objective outcomes evaluation. More recently due to mobile communication a significant advance in 
inertial sensors was performed making this technology very promising for 3D movement analysis. This talk reviews 
some issues with regard to wearable technology and particularly those related to sensors configuration, kinematics and 
kinetics evaluation and environment conditions. The possibilities to estimate joint orientation, 3D segment translation 
and joint moment are introduced through several clinical applications. We show how joint orientation measurement 
based on body fixed sensors can be used for outcome evaluation after knee ligament rupture. The possibility to estimate 
ground reaction force, ankle force and moment based on inertial sensors and pressure insoles are also described in 
patients with ankle arthritis. 3D gait analysis in clinical environment is shown through foot worn inertial sensors in two 
cohorts of elderly subjects (more than 1500 subjects). Finally, we consider the application of inertial suit in snow sports 
and swimming as examples of restraining conditions where standard video based motion capture are difficult or 
impossible to use.
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Kinematics of a musculoskeletal model using
inertial and magnetic measurement units 
Koning B.H.W. 1,2, Van der Krogt M.M. 1,3, Baten C.T.M. 2, Koopman H.F.J.M. 1
1 Laboratory of Biomechanical Engineering, University of Twente, Enschede, The Netherlands
2 Roessingh Research and Development, Enschede, The Netherlands
3 Dept. of Rehabilitation Medicine, Research Institute MOVE, VU University Medical Center, Amsterdam,
The Netherlands
Inertial and magnetic measurement units; global optimization; joint constraints; kinematic driver
1. INTRODUCTION
Inertial and magnetic measurement units (IMMUs, [1]) are becoming a serious candidate for human 
movement analysis in clinical settings or sports [2, 3]. They are (relatively) cheap, quick and not bothered by 
typical drawbacks of optical motion capturing devices, such as occlusion of markers and restriction to a lab 
environment. Combined with instrumented force shoes [4], it enables musculoskeletal modelling based on 
ambulatory measurements. However, currently available commercial musculoskeletal modelling programs, 
such as the AnyBody Modeling System (AMS, [5]), only provide integrated routines to drive these models 
using measured optical markers. We therefore developed a new IMMU driver for the AMS, which we 
validated against default marker drivers. For this purpose we compared the right hip kinematics of  three 
simulations where we used marker drivers, IMMU drivers and a combination of both. We also compared 
simulated right thigh IMMU sensor signals (accelerometer and gyroscope) of each simulation to those 
measured by the real sensor. The results show to be promising and sensor signals can be reproduced 
accurately. However, before application of the new IMMU drivers important issues regarding sensor to 
segment calibration, appropriate joint constraints and handling of soft tissue artefacts (STAs) need to be 
solved.
2. METHODS
Definition of the IMMU driver
The IMMU driver is included in the AnyBody model in a 
way similar to the currently available marker drivers, by 
defining each IMMU twice (Figure 1). First, a model 
IMMU segment is rigidly attached to a default position on 
the model, with its orientation with respect to segment 
determined by functional calibration [2]. Secondly, a real 
IMMU segment is linked to the model IMMU using a hinge 
joint. Its orientation in global space is determined by fusion 
of the sensor signals outside the AMS [1]. Next, a three 
dimensional variable is used to define the rotation between 
the model and real IMMU using WKHDWWLWXGHµYHFWRU¶
defined by Woltring, [6];
࡭ࢂ ൌ Ƚ࢛. (1)
Where ࢛ defines the instantaneous axis of rotation in the model IMMU frame (direction cosines) and ߙ the 
angle of rotation around this axis (helical angle).
Global optimization and sensor signal reproduction
The variables  are implemented as soft constraints, which results in an over-determinate (bio)mechanical 
system. The motion of the complete model in terms of the time-dependent generalised coordinates ࢗሺݐሻ is 
determined by minimization of these soft constrains,શሺࢗǡ ݐሻ, whilst fulfilling the hard constraints defined by 
joint constraints in the biomechanical model, ઴ሺܙǡ ሻ [5].
ࢗܩ൫શሺࢗǡ ݐሻ൯
Ǥ Ǥ઴ሺࢗǡ ݐሻǤ
(2)
Figure 1 Screen capture of the slideboard experiment with 
an overlay of the AnyBody model. Top right shows the 
real (transparent) and model IMMU on the right thigh 
segment, including the local reference frames. Note the 
rotation around the sensor Y-axis.
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Once the generalised coordinates are known for the complete trial, the Karush-Kuhn-Tucker (KKT) are applied 
to calculate the model IMMU sensor signals [5]. The whole optimization scheme and reconstruction of the 
IMMU sensor signals is illustrated in Figure 2.
Weight functions
The objective function is a weighted least-square, with a constant weight.
ܩ൫શሺࢗǡ ݐሻ൯ ൌ શሺࢗǡ ݐሻ்ܹશሺࢗǡ ݐሻ (3)
In this abstract the weight of the IMMU sensors was based on setting a constraint violation of 3 degrees equal 
to a 0.5 cm marker constraint violation, resulting in an IMMU weight of 0.095 m/rad. For the simulation 
without using IMMU drivers, the weight function was set to zero, so the IMMU driver constraint violations 
and sensor signals could still be determined for the marker driven model.
Experiments
Kinematics were obtained using synchronized measurements with IMMUs (Xsens Technologies, Enschede, 
The Netherlands) and optical markers (Vicon, Oxford, United Kingdom) of a subject using a slideboard, which 
is a land training setup for speed skating. The IMMU to segment calibration was performed using the direction 
of the accelerometer signal during a neutral upright pose to define the vertical segment axis and the gyroscope 
signal (angular velocities) during a sagittal plane squat to determine the mediolateral segment axis. For the 
simulations we used a slightly adapted version of the GaitLowerExtremity model from the AnyBody Modeling 
System repository (AnyBody Technology A/S, Aalborg, Denmark), having 15 joint constraints; Pelvis/Trunk 
(ball), Hip (ball), Knee (hinge), Ankle (hinge) and Subtalar (hinge). Three simulation were performed; one 
using marker drivers, one using the new IMMU drivers and one using both drivers simultaneously. The pelvis 
was fixed to the global reference frame when using IMMU drivers, due to the lack of position information.
3. RESULTS
Figure 3 shows the right hip kinematics of one motion cycle (3.68s) for the three simulations. Hip flexion 
angles showed an offset between simulations that included IMMU drivers and the one without, and also the 
hip external rotation angles were more similar for simulation including the IMMU drivers. The hip abduction 
angles showed opposite results; these were more similar for simulations including marker drivers.
Figure 4 shows the simulated and measured sensor signals around (gyroscope) and in the direction of 
(accelerometer) the right thigh sensor Z-axis. This axis happened to be approximately aligned with the 
segment¶s mediolateral segment axis (see Figure 1), i.e. the main direction of the sideways slideboard 
movement and the segment rotation axis associated with hip flexion. All simulated gyroscope signals (Figure 
4, left) represented the measured gyroscope signals well, except where the simulated signals using marker
drivers deviate from the measured signals (0 to10% and 52 to 70%). The accelerometer signals (Figure 4,
right) simulated using IMMU drivers showed the biggest deviations from the measured signal and also a more
high frequent behaviour. Which in some cases showed great resemblance to the measured accelerometer 
signal (0-5% and 30-35%). Best correspondence with the measured accelerometer signals was achieved for 
simulations that included both drivers.
Figure 2 Optimization scheme for the new IMMU driver. Segment calibration determines the orientation of each model IMMU with 
respect to its segment of the GaitLowerExtremity model and fusion of the sensor signals during the slideboard experiment determines the 
orientation of the real IMMU in global space. The difference in orientation between the model and real IMMUs are minimized for each 
time step during the motion optimization, whilst completely fulfilling the joint constraints. After solving the optimization for the 
complete trial, model IMMU accelerometer (ࢇ ൅ ࢍ෣ ) and gyroscope signals (࣓෢) are calculating using the Karush-Kuhn-Tucker conditions.
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4. DISCUSSION
The great similarities between the right hip flexion and external rotation angles for simulations that included
IMMU drivers and abduction angles for simulations that included marker drivers (Figure 3) were caused by 
two effects. The first was a methodological difference between the IMMU and marker drivers; for marker
drivers a rotation around the segment long axis, compared to a similar rotation around one of the other axes, 
results in a smaller marker constraint violation due to the short distance of the markers to the segment long
axis. There is no such direction dependency in the IMMU driver, implicitly making the IMMU driver more 
dominant for rotations along the long axes and small segments such as the feet.
The second and more important cause was a difference in segment calibration, which for the marker driven 
model was implicitly defined by the model marker placement. Figure 5 shows the soft constraint violations of
the right thigh IMMU driver during the calibration trial. The offsets around the  sensors local X and Z-axis
(Mx, My), and thus the helical angle 0Į, when using marker drivers illustrated the difference between the 
model IMMU functional calibration and implicit marker calibration in the neutral position (10 to 12.5s).
However, it lowered during the squat movement which is a 
more relevant pose for the slideboard trial. Optimization of 
both model marker and IMMU placement on the 
biomechanical model could reduce this calibration offset.
When using the IMMU drivers the constraint violation
logically started at zero, as this was the starting pose for the 
functional calibration. But the constraint violation increased
during the squat by rotating along the Y-axis (Iy), which was
approximately aligned with the segment¶s frontal axis. This 
was caused by motion artefacts during the squat and the 
model¶s joint constraints in the knee. The latter actually 
prevented the squat movement to be simulated completely in 
the sagittal plane, which was the assumption for the used 
segment calibration procedure, unless the model¶s anatomical 
knee axis was normal to this plane. This illustrates the 
incorrectness of the used knee joint constraints.
Figure 3 Simulated hip, knee and ankle flexion angles using marker, IMMU and both drivers. The cycle started with the moment where 
the right foot hit the side of the slideboard (0%). The subject prepared for push-off by flexing the right leg, followed by the actual push-
off from 20 to 31%. The right leg was nearly extended while the subject slid to the left and was being pulled in after the left foot hit the 
board (52%). During the left leg push-off (starting at 70%) the right leg was pushed forward and lateral, and finally placed back on the 
slideboard (82%).  After which it slid to the right, without fully extending the leg, until it hit the board again (100%).
Figure 4 Simulated right thigh sensor kinematics for simulations using marker, IMMU and both drivers, compared to the measured sensor 
signals (Real). LEFT: gyroscope signals, RIGHT: accelerometer signals.
Figure 5 Values of the right thigh IMMU driver soft 
constraint violations for the marker (M) and IMMU 
driven (I) simulation of the calibration trial; a neutral 
upright body position, followed by a squat. It shows the  
[\]DWWLWXGHYHFWRUHOHPHQWVDQGKHOLFDODQJOHĮof (1).
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The early peaks (0-5%) in both measured sensor signals
of Figure 4 were the result of soft tissue artefacts (STAs)
caused by hitting the side of the board, from which it can 
be concluded that the IMMU driver is more sensitive to 
STAs. One reason is the limited amount of IMMU 
drivers, compared to the marker drivers. So the degree of 
model over-determinacy is much bigger when using 
marker drivers, effectively filtering the simulation output.
This also explains some the higher frequency content of
the simulated accelerometer signals when using only 
IMMU drivers. However, this hypothesis needs 
validation.
The greater similarity between the simulated and 
measured gyroscope signals for the simulation using 
IMMU drivers was expected, as the real IMMU orientation was based on integration of the gyroscopic signal 
and the only deviation between the real and model IMMU was caused by the joint constraints. Direct 
comparison of the accelerometer signals was limited by the difference in segment calibration, inducing a 
different gravitational component, and also because pelvic fixation when using IMMU drivers eliminated an 
important component of the linear acceleration. Both causes for accelerometer signal difference were
eliminated by removing the model estimate of the gravitational component and including one marker driver at 
the pelvis in the simulation using IMMU drivers (Figure 6). The resulting net linear acceleration estimates
showed no further offset. So it can be concluded that the possible bias caused by the (a priori) estimated 
position of the model IMMU on the segment, and its effect on the net acceleration (ܽ ൌ ɘଶݎ), was negligible.
In conclusion, we have developed a new kinematic driver for the AnyBody Modeling System that uses the 
orientation estimate obtained from sensor fusion of 3D accelerometers, gyroscopes and magnetometers. After 
the motion optimization, model sensor signals were calculated and compared to the measured sensor signals.
It was even possible to further investigate the individual sensor signals by decomposition of the accelerometer 
signal. Results showed promising, but also illustrated the need for a more accurate sensor to segment 
calibration using a more task and pose specific method or minimization of the difference between simulated 
and measured sensor signals. Additionally, negative effects of the joint constraints and STAs on the resulting 
motion should be evaluated. Some effects of STAs could be reduced by using multiple sensors for each 
segment or by lowering the sensor weight functions for segments and directions where STAs are expected. To
enable analysis of the accelerometer signals and improve the model¶s global accelerations (and thus inertial 
forces) global position constraints are necessary, such as GPS or UWB measurements, estimates of the centre 
of mass [4] or by implementing boundary conditions during contact with the environment.
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Figure 6 Simulated right thigh sensor net accelerations by 
subtracting the gravity component in the model IMMU frame
for simulations using marker drivers and the IMMU drivers 
with one marker placed at the right anterior superior iliac 
spine (RASI) instead of pelvic fixation. The real IMMU net 
acceleration (Sensor) is calculated by subtracting gravity in 
the real IMMU frame.
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Development of independent walking and gait 
stability in infants using inertial sensors
(A longitudinal study to evaluate the development of different strategies, 
coordination and stability in new walkers: preliminary results)
Bisi M.C. 1, Riva F. 1, Stagni R. 1
1 Department of Electronic Computer Science and Systems, University of Bologna, Bologna, Italy
Despite the number of studies that analyzed the development of independent walking in literature, the 
number of infants included was always small and only few studies performed longitudinal observations.
The aim of the present study was to collect longitudinally data from a large group of infants (>20) using 
inertial sensors over a 6-months period after the onset of independent walking. This database will allow 
evaluating the changes in gait temporal parameters, stability and coordination at the beginning of 
independent walking. Moreover, it will permit to observe when and how the development of pendulum 
mechanism occurs. Since there is not a commonly accepted way to define or quantify locomotor 
stability, the collected data will permit also to apply and evaluate the stability indexes proposed in 
literature, looking for the index that better describes infant locomotor stability and its relation to infant 
risk of falls.
New walkers; Gait stability; development of independent walking.
1. INTRODUCTION 
Many studies have been observing infants at the onset of walking in order to evaluate the development of 
different strategies and coordination [1,2,3]. These studies regard most of the times small groups (<10) and 
only few studies observed longitudinally the evolution of independent walking (on 2 or 5 subjects) [4,5].
An important aspect of the development of independent walking is how gait stability is gained by toddlers 
during the first months of walking experience, which is directly related to a decreasing risk of falling. Despite 
its importance, this aspect has not been studied yet, probably because there is not a commonly accepted way 
to define or quantify locomotor stability [6]. Many stability indexes have been proposed in literature for 
clinical application, including methods coming from dynamical systems analysis. The problem in validating 
these methods is the necessity to identify a-priori instable individuals. Given that infants at the onset of 
independent walking can be assumed a-priori unstable and that with months of experience their gait will tend 
to be more and more stable, the application of these methods could lead to i) the evaluation of which of the
proposed indexes is the best estimator of gait stability and to ii) the identification of how infant locomotor 
stability changes with months of walking experience and relates with daily falls. 
To the authors¶ knowledge, the development of infant independent walking was always assessed using 
optoelectronic or video-based data. The use of wireless inertial sensors is more practical when aiming at the 
measurements of large populations. Moreover inertial sensors can be worn under the clothes facilitating the 
experiments with infants who are not distracted by markers and can freely walk and move in any 
environment. 
The aims of the present study were
i) to observe longitudinally a large group of infants (>20) using inertial sensors over a 6-months period after 
the onset of independent walking (period in which the most dramatic changes of maturation of many gait 
parameters occurs [7]). This database will allow evaluating the changes in gait temporal parameters, 
stability and coordination at the beginning of independent walking. Moreover it will permit to evaluate 
when and how the development of pendulum mechanism occurs. 
ii) to apply and evaluate the stability indexes proposed in literature (variability, local stability and orbital 
stability), looking for the index that better describes infant locomotor stability and its relation to infant 
risk of falls.
Up to now only seven infants were tested and only some tests for each one, thus, the presented results are only 
preliminary.
2. MATERIALS AND METHODS
Seven healthy infants (77±2cm, 9.3±0.8kg, 13±1months at the time of the first test) were included in the 
study. The tests were scheduled ones a month after the onset of independent walking for three months and one 
after six months. When possible a test during the very first week of independent walking was performed. The 
3DAHM2012
8
onset of independent walking was defined DVWKHFKLOG¶VDELOLW\WRSHUIRUP5 consecutive steps without help.
The schedule of the tests performed up to now is shown in Table 1.
Table 1.  Timesheet of the performed tests.
sbj n° 1 week 1 month 2 months 3 months 6months
1 x x
2 x x
3 x
4 x
5 x x x
6 x x x
7 x
All of the infants were full-term at birth and had no known developmental delays. 
The participants were asked to walk at self-selected speed. Two tri-axial wireless inertial sensors (OPALS, 
Apdm, USA) were used to measure accelerations and angular velocity of body segments.
The test was repeated twice, changing the position of one inertial sensor:
1) Test 1: the inertial sensors were mounted respectively on the lower back and on the right lower leg.
Measures of accelerations and angular velocity of the trunk and of the right leg were recorded. 
2) Test 2: the inertial sensors were mounted on the lower legs. Measures of accelerations and angular 
velocity of the two legs were recorded. 
Right heel strike (HS) and toe off (TO) instants were estimated from the mediolateral angular velocity of the 
lower limb, looking at the sharp negative peaks involving medium and relative high frequencies just before 
(TO) and after (HS) the swing phase [8]. For all the participants 10 consecutive strides were analyzed: 10 was
the maximum number of strides obtained in the less experienced infant.
Analyzed gait parameters
a) Temporal parameters:
Mean stride (stride), swing (swing), stance (stance) and double support (DST) times were calculated. 
b) Regularity:
Step-, stride- regularity were evaluated using trunk vertical acceleration [9].
c) Variability:
Strides were time-normalized and at each percentage of the stride cycle mean standard deviation between 
strides was calculated for the trunk kinematics in the medio-lateral plane, both in acceleration (SDa) and 
in angular velocity (SDv). Subsequently, these estimates were averaged over the normalized stride cycle 
resulting in variability measures.
Measures of gait stability
d) Variability.
As calculated for the gait parameters.
e) Local stability
State spaces were created using the linear acceleration of the trunk in all three directions. Local stability 
was estimated by calculating short-term and long-term Lyapunov exponents (sLE and LE) on three delay 
embedded state spaces (v-vertical (v), medio-lateral (ml) and antero-posterior (ap)). 
f) Orbital stability
Orbital stability was calculated via maximum Floquet multipliers (FM) on a state space composed by 
trunk acceleration data in the three directions. 
3. RESULTS
The results of two infants on which three tests were performed are shown in Fig. 1a, 1b, 2a, 2b, 3a, 3b.
Gait temporal parameters showed that the infants increased the swing phase while reducing DST, and stance. 
The coordination indexes were always below 0.5 with opposite trend between the two infants (one showed 
growing and the other decreasing indexes).
Short Lyapunov exponent decreased with months of experience while long Lyapunov exponents and Floquet 
Multipliers were almost constant. Variability increased with walking experience starting from the first month
of independent walking.
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Figure 1 a) Swing (red), stance (green) and DST (blue) expressed as percentage of mean stride time at 
different months of walking experience. b) Step regularity (red) and stride regularity (blue) at different 
months of walking experience. Squares and diamonds represent the two different subjects.
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Figure 2 a) variability of trunk mediolateral acceleration, SDa (red), and of angular velocity, SDv (blue) at 
different months of walking experience. b) Floquet multipliers at different months of walking experience.
Squares and diamonds represent respectively the two subjects.
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Figure 3 a) Short Lyapunov exponents calculated with the three linear accelerations (vertical (red),
mediolateral (green) and anteroposterior (blue)) at different months of walking experience. b) Long Lyapunov 
exponents calculated with the three linear accelerations (vertical (red), mediolateral (green) and 
anteroposterior (blue)) at different months of walking experience. Squares and diamonds represent 
respectively the two subjects.
4. DISCUSSION
The discussed results refer only to two infants since they were the only two who participated to the test more 
than twice. Therefore these conclusions are not generalizable and have to be further discussed when the data 
of the other infants will be available.
Gait parameters
Gait temporal parameters showed that the infants increased the swing phase while reducing DST and stance
phases with experience, evidencing the fear of falling at the onset of walking.
Gait regularity was low in all the tests, as expected. The trends were opposite for the two infants (one showed 
increasing and the other decreasing indexes): more data will show if this trends are significant or not.
Variability measures showed a slight decrease from the first week to the first month of walking experience 
and then increased with months: this preliminary results suggest that during the first month of independent 
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walking the infants consolidate the first gait pattern they learnt, reducing variability and then, from month 1 to 
3, infants looked for different strategies being more stable and conscious of their capabilities.
Measures of gait stability
Short Lyapunov exponents decreased with months of experience while long Lyapunov exponents and Floquet 
Multipliers were almost constant. Variability measures increased with month indicating theoretically a less 
stable gait. From these results it appears that only Short Lyapunov exponents can distinguish the variations in 
stability of the infant indicating correctly that the infant is going toward a more a priori stable gait pattern, that 
is toward a minor risk of falling.
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This study proposed a new metric to assess the arm mobility based on the monitoring of daily activity 
using inertial sensors. Forty-one healthy participants and 21 patients suffering from rotator cuff tear 
disease were evaluated using a clinical questionnaire and one day measurement of the arm kinematics. 
Arm movements were detected from inertial data, and characterized by their velocity. Cumulative 
distribution of the velocities of each patient was compared to the reference distribution of controls,
using the Kolmogorov-Smirnov distance. This distance was significantly correlated to clinical score.
Moreover, it was used to compute the probability of ³healthiness RIDUPPRYHPHQW´ for each patient.
The approach, based on the mobility of daily activity, offers an effective way to quantify the deviation 
of one patient from the group of controls.
Arm usage; daily activity; inertial sensors
1. INTRODUCTION 
Patients with shoulder disorders are restricted in their arm function [1]. Assessment of arm movements during 
daily life conditions is thus essential for the evaluation of upper limb function and of the surgery outcome. 
Wearable measurement systems are useful tools to monitor upper limb movements in real-life condition. Such
systems have been used to classify upper limb usage and non-usage [2] or to report the frequency of movement 
[3]. Even if those quantifications of movements are important, there is also a need to evaluate the quality of the 
movement. Previous studies showed that parameters related to velocity and acceleration are relevant metrics in 
order to evaluate the effect of pathology and pain on the mobility, and to estimate the difference between 
patient and healthy groups [4]. Therefore the first goal of this study was to propose a new metric for the 
assessment of the 3D arm velocity during the day based on body worn sensors. The second aim was to evaluate 
the sensitivity of this metric to discriminate healthy and painful shoulders.
2. MATERIAL AND METHODS
Patients and Measurements
Forty-one control subjects (34 ± 9 year old) and twenty-one patients (53 ± 9 years old) with rotator cuff disease 
were enrolled. Patients were assessed before surgery (baseline) and after surgery (at 3, 6 and 12 months). 
Participants completed the Constant score [5], a clinical evaluation containing measurement of range of motion 
and force as well as subjective items evaluated by the patient, scored up to 100 points. The participants were 
then monitored during 7 hours in real world conditions and during their usual activity. Inertial modules with 
miniature three-dimensional gyroscope and accelerometer were fixed on each humerus and on the sternum 
(Fig. 1). The inertial modules were linked to an embedded datalogger (Physilog®, CH) worn at the waist and 
recording the data at 200 Hz.
Data Analysis
The movements of the humerus during daily activity were detected using the angular velocity of the arm and 
thorax [6]. Walking episodes were identified using the inertial signal of the trunk [7]. For each detected 
movement in non-walking periods, the mean arm velocity was extracted according to the angular velocity 
norms. The empirical cumulative distribution function (CDF) of the arm velocity was then estimated for the 
whole day, with the hypothesis that painful arms would present a function shifted to the low velocities
compared to healthy arms. First, all detected movements of the dominant and non-dominant arms of the control 
group were used to define a reference CDF for dominant, respectively non-dominant sides. Then, the CDF of 
each painful side was compared to the dominant, respectively non-dominant reference depending on the side of 
the pathology, using the Kolmogorov-Smirnov distance (KS) [8], a non-parametric statistical distance. A 
typical painful arm of a patient affected on the dominant side is compared to the reference in Fig. 2.
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Figure 1.  Measurement system: A) Inertial modules attached to the dorsal part of humerus and to the 
sternum; B) Detail of an inertial module with tri-axial gyroscope and accelerometer.
Figure 2.  A typical cumulative distribution function (CDF) for the painful dominant side of one patient before 
surgery (in dashed line) and for the reference for dominant side. It can be observed that the painful arm 
presents higher probabilities for low arm velocity, leading to a KS distance of +0.15.
The KS distance for the controls and the patients at baseline and follows-up were computed. After verifying the 
normality assumption with Shapiro-Wilk test for each group, differences between groups were evaluated by a t-
test. Then, the KS distance of each patient was compared to the values of the control group using the z-score 
and the corresponding probability to be similar to the control group, called prhealthy, the probability of
³KHDOWKLQHVV RI DUPPRYHPHQW´. Finally, multiple regression analysis was used to estimate the relationship
between the KS distance and the clinical score within patients. 
3. RESULTS
The reference CDF for dominant and non-dominant sides were built based on data of the control group. The 
KS distance between each arm and its reference are reported in Table 1. These values were normally
distributed for all groups. prhealthy was computed for each patient and summarized in Table 2. Finally the 
relationship between the KS distance and the Constant score within patients, illustrated on Fig. 3, was 
evaluated using a regression on the Constant score with KS distance and time of evaluation as fixed factors
and the subject as a random factor. The effect of the KS distance was significant (F = 73.9, p < 0.0001), and it
corresponds to a coefficient of determination reaching 0.55 (r = 0.74).
Table 1.  Means and standard deviations of the KS distance for the controls and for the painful and healthy 
sides of patients. Significant differences with the control group (p < 0.01) are indicated with *.
Baseline 3 months 6 months 12 months
Painful sides 0.15 ± 0.11 * 0.16 ± 0.13 * 0.09 ± 0.11 * 0.08 ± 0.11 *
Healthy sides 0.03 ± 0.10 0.01 ± 0.09 0.02 ± 0.09 0.00 ± 0.10
Controls 0.00 ± 0.10
Table 2.  Number of patients according to the value of the probability of ³healthiness of arm movement´,
prhealthy.
Baseline 3 months 6 months 12 months
prhealthy < 0.25 15 13 9 8
0.25 < prhealthy < 0.5 2 3 4 2
0.5 < prhealthy < 0.75 2 3 5 4
prhealthy > 0.75 2 2 3 7
A) B)
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Figure 3. Values of the Constant score relative to the KS distance for the painful arms at baseline and 3, 6 and 
12 months after surgery (R
2
= 0.55).
4. DISCUSSION
The analysis of the distribution of the arm velocity during non-walking episodes highlighted differences 
between pathological arms of patients and a reference based on typical healthy participants. Indeed, KS 
distance showed that the painful arms are significantly different from the controls at each stage of evaluation,
and that this distance started to decrease at 6 months after surgery. At 12 months follow-up, the patient group
still presented a difference in the distribution of the arm velocity, meaning that, in average, the patients were
not able to perform arm movements with velocities comparable to healthy subjects.
The multiple regression analysis showed a significant relationship between the KS distance and the Constant 
score. The KS distance explained 55% of the variance of the clinical score. The unexplained part can at least 
partially come from the additional information provided by the measurement of velocity ability during usual 
daily activity.
The proposed approach allowed defining a new metric for the ³healthiness of arm movement´, prhealthy, based 
on the 3D components of arm angular velocity of the movements performed during a day. In this way, each 
patient was evaluated individually: seven patients appeared to have recovered a normal arm velocity as they 
had a prhealthy of at least 0.75 at 12 months after surgery. On the opposite, ten patients still presented a prhealthy
lower than 0.50. Through them, five patients had a Constant score higher than 72 points, which is in the range 
of the values for healthy subjects [9]. Even though the clinical evaluation was good, the assessment based on 
arm velocity showed a lack of mobility. The analysis of arm velocities in daily environment provides thus an
objective assessment of the upper limb mobility, which is complementary to the evaluation given by the
Constant clinical score.
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Inertial and magnetic sensors, attached to various segments of the human hand, can be used to measure 
movements of the hand. This paper proposes a new method to assess hand kinematics by applying an 
Extended Kalman Filter in which prior information of the hand is fused with actual measurements 
obtained from various sensors. 
Keywords - hand kinematics, inertial movement sensing, instrumented glove, sensor fusion
1. INTRODUCTION 
Analysis of hand kinematics is important in several application areas, such as rehabilitation, sports and 
ergonomics. In particular, ambulatory tracking of the whole hand configuration is valuable for kinematic 
assessment under daily life conditions. Current instrumented glove systems primary use resistive, magnetic or 
optical sensing methods [1]. A common drawback of these systems is that the sensing elements are mounted 
across the phalangeal joints, which requires an accurate alignment of body and sensor axes. Moreover, sensors 
that measure joints with multiple degrees of freedom (DoF) are difficult to calibrate because they often suffer 
from crosstalk due to misalignments. Finally, current instrumented gloves do not measure the translational 
and rotational movements of the complete hand, which is important when assessing the functionality of hand 
movements.
Inertial sensors combined with magnetic sensors have proven to be accurate in estimating orientations without 
the need for external actuators or cameras [2]. The development of MEMS technology resulted in tiny and 
low-cost Inertial Measurement Units (IMU’s) that could be implemented in textile clothing easily without 
impairing the freedom of movement and tactile sensations. 
It is the objective within the PowerSensor project [3,4] to assess the kinematics of the hand using 3D inertial 
and magnetic sensors, which are attached to the various segments of the hand. To minimize hardware needs, 
our current version only allows for tracking of the thumb and index finger with 3D accelerometer and 
magnetometer pairs, and in addition to, tracking of the hand with a full IMU. However, the described 
algorithm can handle all fingers and thumb in parallel, so as to capture the movement of all degrees of 
freedom of the hand. 
2. METHODS
Theory
The human hand is a highly articulated system but one that is also highly constrained. It’s skeleton can be 
modeled with 21 internal DoF (Fig 1). The distal interphalangeal (DIP) joints and proximal interphalangeal 
(PIP) joints of each finger have one DoF each, while the metacarpophalangeal (MCP) joints have two DoF. 
Unlike the fingers, the thumb has five DoF. There are two at the trapeziometacarpal (TM) joint, two DoF at 
the metacarpophalangeal (MCP) joint and the remaining DoF is located at the interphalangeal (IP) joint [1].
Figure 1. (Left) Capital bones of the human hand. Joints are indicated with their abbreviations. (Right) 
Defined coordinate frames within the various bones of the index finger.
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Estimation of kinematics at any one time is calculated using an Extended Kalman Filter (EKF). The Kalman 
filter requires a model that describes the evolution of the process and the relation between the measurements 
taken and the current states, which are the relative segment orientations. The articulated finger and thumb 
were modeled as two kinematic chains originating from the hand coordinate frame (!! ). This frame is 
defined by the y-axis pointing to the MCP joint, the z-axis pointing outwards with respect to the dorsal side of 
the palm and the x-axis is defined according the right-handed coordinate frame (Fig. 1). The position of the 
fingertip (!!
! ) in global frame (!! ) is obtained after transformation of the fingertip expressed in the distal 
segment (!!
! ), which can be described by multiplication of subsequent transformation matrices (H) (Fig. 2):
This net transformation !! !" ) contains a rotational part !!!!" !, which is the orientation matrix as function of 
the net quaternion, and a translational part !!
! , which is the distal segment expressed in global frame. The 
former is estimated using the Kalman filter whereas the latter is measured in advance. In addition, the
orientation of the sensors with respect to the particular segment is obtained during a calibration measurement. 
Relative orientation estimates between two linked segments are used for the Kalman’s filter input. To estimate 
the orientation we use a 3D accelerometer as an inclination estimate and a 3D magnetometer to estimate the 
heading. Now, solving the following cost function result in the optimal orientation estimate (!!! ) between 
two linked segments, for example the hand (H) and the proximal phalanx (M) [5]:
The optimal orientation (!!" ) transforms the set of independent vectors measured at the proximal phalanx
into a second set of independent vectors, measured at the hand.
Next, during a measurement update the Kalman filter applies dimensionality constraints of the particular joint
using a virtual measurement. The angle around the constrained axis of rotation, for example endo-exoration of 
the MCP joint, should be zero in the optimal case [2]. In case of the MCP joint this can be measured using the 
dot product of the hand’s x-axis (!!
! ) and the z-axis of the proximal finger segment after transformation to the 
hand’s coordinate frame (!!!!! !!!
! ).
Figure 2. Modeled kinematic chain of four rigid bodies illustrating the hand with one finger. To all segments 
an accelerometer plus magnetometer pair was attached. Given are the vectors describing the position of both 
the joint and the IMU to its prior coordinate frame.
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(a) (b)
Figure 3. (a) Single sensor PCB containing a 3D accelerometer and 3D magnetometer (b) Instrumented glove. 
The PCB’s are mounted in a synthetic housing (white). These sensor housings can be expanded with markers 
for optical measurements. In addition a full 3D IMU (orange, back of the hand is visible. The subject
repeatedly made contact with the tips of index finger and thumb (pinch task). 
Experimental methods
Multiple, custom made, printed circuit boards (PCB’s) equipped with a 3D accelerometer and magnetometer 
pair have been developed (Fig. 3a). They were mounted to the proximal and medial digits of both the index 
finger and the thumb. In addition a commercial IMU (Xsens technologies), containing a 3D rate gyroscope, 
3D magnetometer and 3D accelerometer) was attached to the back of the hand (Fig. 3b). Sensor data is 
captured by a microcontroller and subsequently transmitted via USB to a computer where it has been 
processed offline in Matlab.
3. RESULTS
As an example trial, one subject performed a pinching task, i.e. the thumb and index finger start completely 
extended and are subsequently brought in contact by flexing the particular joints (Fig. 3b and 4). 
Figure 4. Pose estimate of the hand, index finger and thumb during a pinch task (Fig. 3b). Both index and 
thumb chains originate from the wrist. The axes of joint coordinate frames and end-effectors of both thumb 
and finger chains are indicated (x is blue, y is green and z is red)
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4. DISCUSSION
The accuracy of the system is currently being evaluated using an optical reference system (PTI VisualEyez 
4000). 
It should be noted that an inaccurate calibration of sensor to segment orientation causes incorrect orientation 
updates. We are currently working on a sophisticated calibration method that should result in a more accurate 
calibration.
The current method determines the relative orientation using 3D accelerometer and magnetometer pair 
outputs. It is assumed that the difference in inertial acceleration between two subsequent segments is zero or 
at least small compared to the gravitational acceleration. Hence, during tasks with large finger accelerations 
(dynamic tasks like piano playing) the error of estimated orientation will be significant. Moreover, it is 
assumed that both magnetometers are exposed to the same magnetic fields. Local field disturbances to either 
of both sensors will also result in incorrect orientation estimates. 
Therefore a new glove system is currently under development where, in addition to the current sensory, 3D 
rate gyroscopes will be applied to estimate the orientation under conditions with large inertial acceleration and 
disturbed magnetic fields.  
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Characterisation of input parameter
influence on dynamic orbital stability of 
walking
(An in-silico and experimental analysis on the effects on maximum Floquet 
multipliers of implementations of orbital stability technique and of 
experimental noise)
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Still in literature there is no consensus on how to define or quantify locomotor stability. Nevertheless, 
locomotor stability represents an important issue in clinical assessment procedures. Orbital stability 
analysis applied to biomechanics (and in particular to walking) can help reaching such definition, but 
still this technique is deemed to be controversial, possibly because of the lack of a standard 
implementation. The aim of this study was to analyse the influence of the number of analysed gait 
cycles and of the experimental measurement noise on the orbital stability analysis outcomes (maximum 
Floquet multipliers). In-silico and experimental analysis were conducted on acceleration data. The 
number of cycles included in the analysis strongly influenced the stability result, while simulated 
experimental noise did not affect maximum Floquet multipliers. Experimental analysis generally 
confirmed these results, showing similar trends.
Orbital stability; Walking; Fall risk; Floquet multipliers; Elderly
1. INTRODUCTION 
Falls in elderly represent a major community and public health problem, with large clinical and economic 
consequences [1,2]. The identification of individual chronic characteristics associated with falling is of 
fundamental importance for the clinicians [3]. In particular, a better understanding of locomotor stability is a 
critical issue in clinical assessment procedures [4]. Many stability indices have been proposed for clinical 
application [5–9], but still there is no commonly accepted way to define or quantify locomotor stability [10].
The application of stability analysis of nonlinear dynamic systems to biomechanics can lead to a 
comprehensive definition of locomotor stability.
Many human tasks are structurally cyclic, and show a periodic-like behaviour. With this assumption, a motor 
task can be treated as a nonlinear dynamic system: biomechanical variables (e.g. joint angles, accelerations) 
vary during the temporal evolution of the task, defining a system that continuously changes over time. 
Techniques of nonlinear stability analysis basically consist in the quantification of the tendency of an orbit 
(defined by the temporal evolution of a set of variables called state space) to diverge or converge to the 
previous one or to an attracting limit cycle. Two main approaches for nonlinear stability analysis in 
biomechanics are present in literature: local and orbital stability analysis [10]. In particular, orbital stability 
analysis seems a promising approach for the definition of a reliable motor stability index [11–13]. This 
approach can be applied to periodic systems with a limit cycle behaviour; it has been extensively used in the 
study of passive dynamic walking robots [14], and in the last years it has been applied also to biomechanics 
[4]. Fundamental indicators of orbital stability are maximum Floquet multipliers (maxFM) quantifying, 
discretely from one cycle to the next, the tendency of the system's states to return to the periodic limit cycle 
orbit after small perturbations [10].
Despite the good premises, the use of maxFM in the assessment of fall risk has been deemed controversial [9].
A possible cause of this controversy lies in the lack of a “standard” implementation of this technique, being 
the technique relatively novel in biomechanics. When dealing with biomechanical time series, orbital stability 
implementation is not straightforward; for example, the minimum and optimum number of task cycles to 
include in the analysis to obtain reliable stability results is not defined. Moreover, it is yet not clear how the 
experimental noise can affect maxFM calculation.
The aim of the present study was to analyse the influence on the final results of orbital stability analysis, 
applied to walking, of the number of analysed cycles and of the experimental measurement noise. First an in-
silico analysis was implemented on a 5-link walking model [15], which provided walking patterns of known 
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stability with a more physiological characterization of walking pattern than previous studies performed on 2-
link models [16,17]. Then, results of in-silico analysis were verified experimentally on 10 subjects performing 
long overground walks.
2. MATERIALS AND METHODS
An in-silico orbital stability analysis of a 5-link stable walking model [15] was performed. The analysis was 
performed for increasing number of cycles (from 10 to 300) on two acceleration based state spaces (one
composed by noise free acceleration signals and one composed by signals affected by simulated experimental 
noise). Experimental analysis was then performed to reproduce the conditions implemented in the model. 
Orbital stability was calculated using an established technique [13]. If maxFM have magnitude < 1, 
perturbations tend to shrink by the next repetition, and the system remains stable. 
In-silico data
The 2-dimensional, five-link biped walking model analysed [15] consisted in one trunk, two thigh and two 
shank segments. Model orientation was described by stance and swing knee angles, stance and swing hip 
angles and upper body angle (φk,sw, φk,st, φh,st, φh,sw, φub, all with respect to gravity). The model was adapted to 
perform 300 consecutive steps. Accelerations of the trunk segment at the level of the fifth lumbar vertebra (l5)
were calculated. Realistic instrumentation noise was added to acceleration signals of the trunk segment at the
level of l5. The aim was to simulate signals that could be obtained from an inertial sensor located in that area.
White noise with an SNR of 10 dB and alignment error with a normal distribution and a standard deviation of 
0.1 degrees were added.
Experimental data
10 healthy young subjects [age 28 ± 3 years, height 174 ± 11 cm, weight 67 ± 13 kg] were involved in the 
study. Subjects gave informed consent before participating. Two synchronized triaxial inertial sensors (Opal, 
APDM, Portland, OR, USA) were placed on the subjects at the level of l5 and of the right shank. Sampling
rate was 128 Hz. The subjects were instructed to walk normally at their preferred speed on a 250 m long road.
Data processing
For both model and experimental data, stride cycles were considered as the time between each right heel 
strike and resampled to be 100 samples long. For experimental data, right heel strike instants were estimated 
from the angular velocity of the lower limb with a method based on wavelet analysis [18].,Angular velocity of 
the lower limb was measured with the inertial sensor placed on the right shank. Both for model and 
experimental data, orbital stability analysis was performed on a state space composed by the accelerations in 
the anterior-posterior (AP) and vertical (V) direction of the trunk at the level of l5 (Eq. 1). 
SS(t) = al 5,vt (t), al 5,ap (t)[ ] ∈ℜ2 (1)
Mean values of maximum Floquet multipliers across the gait cycle were calculated upon increasing number of 
strides (from 10 to 300 for model data, from 10 to 160 for experimental data).
3. RESULTS
MaxFM calculated on in-silico data showed a different behavior with respect of the number of gait cycles 
(Figure 1a); for less than 30 cycles, values of maxFM gradually decrease, starting from values near (or above) 
one, indicating very poor stability. Nevertheless, the model is known to be stable, so these values are 
incoherent with the model and not believed to be reliable. From about 30 cycles on, values of maxFM 
stabilize around 0.34, with a standard deviation of about 0.09. Results coming from analysis of noisy 
accelerations signals are very similar to the ones obtained from noise-free signals; the value of maxFM tend to 
stabilize around 0.34 from about 30 cycles on. MaxFM calculated on experimental data showed decreasing 
value for increasing number of cycles analysed (Figure 1b), reaching values close to 0.4 for 80 cycles on, with 
a standard deviation of about 0.1.
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Figure 1. a) Mean maxFM values across the step cycle calculated on state spaces composed by vertical and 
anterior-posterior l5 accelerations (noisy and clean) coming from the model for increasing number of step 
cycles used in the calculations. b) Mean maxFM values across the step cycle calculated on state spaces 
composed by vertical and anterior-posterior l5 accelerations coming from experimental trials for increasing 
number of step cycles used in the calculations.
4. DISCUSSION
In this explorative study orbital stability analysis have been applied to 5-link stable walking model, with the 
aim to better understand the influence of number of analysed cycles and experimental noise on the stability 
results. Simulated experimental noise were also generated and added to the signals coming from the model, in 
order to reproduce experimental conditions. Results were then compared to experimental results obtained 
from a sample of 10 young subjects walking at their preferred speed.
The number of cycles included in the analysis strongly influenced the stability result; it seems to play a 
fundamental role when trying to obtain a reliable orbital stability measure. Orbital stability analysis conducted 
on “clean” acceleration signals coming from the stable walking model resulted in maxFM values that tend to 
the value of 0.34, with a strong dependance from the number of cycles considered; at least 30 cycles are 
needed to reach this value analysing a state space containing vertical and anterior-posterior accelerations of l5.
Analysis of noisy accelerations of l5 led basically to the same results obtained for clean signals; simulated 
inertial sensor experimental noise did not influence the maximum Floquet multiplier result and its dependance 
upon the number of analysed cycles. This leads to the conclusion that orbital stability analysis performed on 
state spaces composed by accelerations coming from inertial sensors is noise robust. 
Experimental trials results on the accelerations-based state space showed a similar trend with respect to the 
ones obtained from the analysis of the same variables derived from the model; nevertheless, the value of 
maxFM obtained was slightly higher, and so the standard deviation. A limitation of this experimental session 
was the relatively short length of the walks (160 steps) with respect to the model data.
The exploration of  the influence of experimental input parameters in orbital stability analysis led to 
interesting results. The number of analysed cycles plays a critical role in maxFM calculation; when dealing 
with acceleration data of the trunk at the level of l5, at least 30 cycles are needed to obtain a reliable value for 
the maxFM from model analysis. Preliminary experimental results show a similar trend of maxFM values for 
increasing number of cycles, but the final value for the maxFM is slightly different (0.4 instead 0.34), 
obtained from 80 cycles on. These results seem to confirm that orbital stability analysis of acceleration data 
coming from a single inertial sensor could significantly contribute to define a reliable locomotor stability 
index, but an appropriate number of gait cycles must be analysed. The possibility to obtain reliable orbital 
stability measures with a single inertial sensor could lead to advantages in the development of a simple and 
fast data acquisition protocol. 
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Motor Science Research Center
Presenter: Donato Formicola
Motor Science Research Center, School of Exercise and Sport Sciences, Università degli Studi di Torino, Italy
The Motor Science Research Center (MSRC) of the University of Turin is an International Italian research center where 
the motor activity (MA) is studied under the behavioral and neuromechanical points of view. 
MA modeling is pivotal to describe the dynamic of human motions and it needs the application of bioengineering 
procedures. Using such an approach we could define the aim of MSRC as to study the transfer function which link the 
electrical activity of the muscles with the equation of the motions calculated by the biomechanics analysis of the MA. 
For this reason, surface electromyography, force plates, qualitative electroencephalography, and three-dimensional 
motion capture systems are the tools adopted to “sense” the real world trying to model the MA. At the MSRC very 
comfortable biosensors were used to allow MA without MA without constraints. To date, an innovative markerless 
motion capture system was designed to the evaluation of sport performances and it is under modification to be adopted 
in the evaluation of daily life activities. A multidisciplinary and kinesiological approach is used to disentangle the 
outcomes from MA models. 
From the analysis of the sport techniques to the effectiveness of the daily life activities, MSRC is prone to evaluate MA 
in a range of situations: both in pathological and healthy conditions. The results can be used to help sport preparations 
and rehabilitation treatments, to improve the ergonomic of the workplaces, to prevent the onset of the injuries, and to 
counteract aging effects.
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Acceleromics: the art to use mobile 
accelerometry to improve human health
Presenter: Dr. Martin Daumer
Director SLC e.V. - The Human Motion Institute (www.thehumanmotioninstitute.org) , Managing Director Trium 
Analysis Online GmbH (www.trium.de)
We report about the outcomes of several European and national project related to capturing and analysing human 
motion data with mobile accelerometry,
comprising an accelerometry data warehouse of more the 100.000 hours of high quality recordings of human motion. A 
focus will be on the question if
the public funding has helped to bring scientific results and technological developments to the market.
1. VPHOP - The osteoporotic virtual physiological human (EU FP7 - http://www.vphop.eu/)
2. NETSIM - "Acceleromics and genomics" for cardiovascualr diseases - (EU-FP7 -
https://haemgen.haem.cam.ac.uk/netsim/)
3. IPAT - An integrated platform for measureing physical activity as outcome and treatment option in Multiple 
Sclerosis (BMBF)
4. ABMA - Advanced body motion analysis - wireless communication and sport science (BWiMi)
We describe the technology platform "actibelt" (www.actibelt.com) and the corresponding algorithms and their 
validation, inparticular fall detection, rapid tests for fall risk assessment, 
innovative measurements of real life walking speed and the use for exercise therapy. Clinical applications of this nice 
field of "computational medicine" including business models are highlighted.
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Closed-loop system for personalized and at-home
rehabilitation of people with Parkinson's Disease 
– The CuPiD research project
Presenter: Laura Rocchi
Department of Electronics, Computer Science and Systems, University of Bologna, Italy
People with Parkinson’s disease (PD) suffer from motor and cognitive impairments that severely impact mobility, fall 
risk, and multiple key aspects of functional independence. Until recently, treatment goals focused almost exclusively on 
symptom relief, but exciting recent works have demonstrated that motor learning and rehabilitation principles can be 
effective even in the presence of PD.
Optimal rehabilitation of such a neurodegenerative disease requires personalized training paradigms that patients can 
integrate into their everyday routine. Ongoing, long-term treatment in a clinical setting is not feasible, cost effective, or 
likely something that patients can comply with year after year.
CuPiD is designed to meet this challenge by means of ICT-enabled solutions and on-board intelligence, to target in 
particular mobility, cognitive function and debilitating PD symptoms such as freezing of gait. 
Key components of the CuPiD solution are: - a home-based rehabilitation system (based on unobtrusive wearable 
sensors, on-board intelligence for real-time biofeedback, virtual reality, and modular restitution interfaces); - an 
intelligent telemedicine infrastructure for remote monitoring and supervision of the rehabilitation program by a 
clinician. 
Two main application scenarios are present in the CuPiD framework: - a first set of motor learning exercises using a 
virtual reality/gaming approach; - an outdoor scenario mainly to rehabilitate gait which will integrate wearable sensors 
to detect gait phases and real time feedback returned to the user via a portable computation unit.  The motor learning 
exercises are designed to be subject-specific and tuned, in real time, to the subject’s daily condition. 
While pilot experiments are still running, an extended validation of the CuPiD system on more than 40 subjects with PD 
is planned for the second half of the project’s life.
www.cupid-project.eu
The research leading to these results has been founded by the European Union - Seventh Framework Programme 
(FP7/2007-2013) under grant agreement n°288516 (CuPiD project)
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Estimation of spatial-temporal gait 
parameters and pelvis kinematics in level 
walking based on a single inertial sensor 
Validation on normal subjects by standard gait analysis 
Bugané F.1, Benedetti M.G.3, Casadio G.1, Leardini A.2 
1 LorAn Engineering Srl, Castel Maggiore, Bologna, Italy 
2 Movement Analysis Laboratory, Istituto Ortopedico Rizzoli, Bologna, Italy 
3 Functional Recovery and Rehabilitation, Istituto Ortopedico Rizzoli, Bologna, Italy 
Lower trunk acceleration, walking, inertial sensing, validation, pelvis kinematics.
1. INTRODUCTION 
Human mobility is a fundamental requirement for a satisfactory quality of life. Level walking is a basic 
requirement for many daily activities, therefore modern gait analysis provides essential information on the 
functional capabilities of subjects [1,2]. This is obtained by measuring the kinematics and kinetics of the main 
body segments and joints using stereophotogrammetry and dynamometry in well-instrumented and 
specifically-designed laboratories. Wireless inertial sensing devices are being developed recently also for the 
assessment of spatial-temporal parameters in unobstructed environment outdoors, thus overcoming the typical 
limitations of measurements in indoor laboratory settings [3-5]. The specific scope of the present study was to 
assess the relevant performance of a novel technique based on a single wireless inertial sensing device, 
Free4Act (F4A - LorAn Engineering, Bologna, Italy), in particular to validate the estimation of the traditional 
spatial-temporal parameters once this is located on the lower trunk. The measurements obtained with this 
device and relevant original algorithms were compared with corresponding ones obtained by state-of-the-art 
gait analysis (GA). Furthermore the present study was aimed at investigating whether the same single sensor 
on the same location can provide reliably also kinematics of the pelvis during level walking.  
2. MATERIAL AND METHODS
The new portable F4A consists of a wireless network of inertial sensors for human movement analysis. The 
sensors are controlled by a data logger unit (up to 16 elements) by a ZigBee radio type communication. Each 
sensor is sized 62x36x16 mm, has a weight of 60 g, and is composed of a 3-axis accelerometer (max range ± 
6·g), a 3-axis gyroscope (full scale ± 300 deg/s) and a 3-axis magnetometer (full scale ± 6 gauss). This sensing 
device is calibrated with the gravitational acceleration immediately after manufacturing. The F4A sensor is 
attached to the subject’s waist with a semi-elastic belt, covering the L4-L5 inter-vertebral space. Ten women 
and twelve men volunteered for the first series of the validation experiments, those for spatial-temporal 
parameters estimation. The subjects were recruited among students of the University of Bologna and none had 
a previous history of muscle-skeletal, neurological, or generic gait disorders. Their age ranged from 20 to 35 
years (mean and standard deviation - SD - of age for women: 24.1 years SD 1.29; for men: 27.4 years SD
3.77), their body mass ranged from 51 to 95 kg (for women: 55.8 kg SD 5.07; for men: 79.4 kg SD 8.42) and 
their height ranged from 160 to 187 cm (for women: 166.8 cm SD 4.92; for men: 176.8 cm SD 6.20). Each 
subject was fitted with the relevant reflective markers and the F4A sensor. This motion analysis was 
performed with a sensitivity for the F4A accelerometer of 6G and a sampling frequency of 50 Hz. The 
subjects were asked to stand up and remain in the up-right posture for a few seconds, and then to walk
barefoot along a 10-m pathway, at a self-selected speed. This entailed 8 to 12 steps, according to the subject’s 
natural cadence; the central three, for the right and left full gait cycles, were analyzed also by the GA system. 
This exercise was repeated 5 times for each participant. To test the right and left step identification procedure, 
the subjects were asked to start walking always with the right foot. In a few subjects, at the beginning of the 
study, two additional F4A sensors were placed on the dorsal aspect of the forefeet. From the collected
acceleration signals, the typical spatial-temporal gait parameters [6] are then obtained. The validation of this 
system was performed by using a GA system, which included a stereophotogrammetric unit with eight M2-
cameras (Vicon 612, Vicon Motion Capture, Oxford, UK) and two dynamometric platforms (Kistler 
Instruments, Einterthur, Switzerland). For marker positioning and lower limb 3-D kinematics, a recently 
established protocol for clinical analysis was used [6,7]. All relevant raw data were first filtered by a first-
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order Butterworth low-pass filter with a cut off frequency of 2 Hz. To estimate the spatial-temporal 
parameters, the anterior-posterior (z-axis) accelerometer signal of F4A was found to be the most revealing, 
while to discriminate automatically between left and right steps, the medial-lateral (y-axis) acceleration was 
analyzed. 
Five healthy adult male volunteers were recruited for the second part of this study in which the gyroscopic 
signals were analyzed in order to describe the kinematics of the pelvis in the sagittal, frontal and transverse 
planes. Their age ranged from 34 to 44 years (mean and standard deviation - SD - of age: 38.4 years SD 3.78), 
their body mass ranged from 71 to 84 kg (76.8 kg SD 5.07) and their height ranged from 172 to 180 cm 
(175.4 cm SD 3.13). The subjects were asked to perform the same exercises described in the validation 
experiments here above. The F4A gyroscope sensitivity was set at 300 deg/s and the sampling frequency at 
100 Hz. Two different experiments were performed to assess variability of the measurements obtained. First 
intra-subject repeatability was assessed by analyzing 5 repetitions of walking exercise performed by each of 
the 5 subjects wearing own shoes. Similarly, inter-subject variability was assessed by analyzing one repetition 
from each of the 5 subjects within the same gait conditions, i.e. a single subject walked barefoot to avoid 
irregular pelvic kinematic patterns due to wearing different types of shoes. To describe kinematics of the 
pelvis all the three gyroscopic signals were elaborated, in order to obtain the tilt rotation with positive angular 
values for forward bending (gyroscope x-axis), the obliquity rotation with positive angular values for bending 
to the left side (gyroscope z-axis) and the axial rotation with positive angular values for rotation to the left 
side (gyroscope y-axis). 
3. RESULTS
Antero-posterior acceleration at L5 (Figure 1) was found cyclic, with two close positive peaks and a single 
negative peak. Corresponding signals from the sensors on the forefeet and the preliminary comparison with 
GA data suggested associating the second positive peak to heel strike. Each step was identified between two 
consecutive of these peaks, and right/left discrimination was obtained successfully for each trial. The good 
intra- and inter-subject consistency among the subjects of the parameter estimations was also supported by the 
direct observation of the anterior-posterior acceleration patterns (Figure 2); the thin standard deviation band 
demonstrates the small intra-subject variability. The curve shows a maximum peak precisely at 50% of the 
cycle, in correspondence of the heel contact of the contralateral, i.e. left, foot. Minimum peaks are at about 
10% and 60%, in correspondence of the toe-off events, respectively of the left and right feet. The three 
positive and the two negative peaks of acceleration have a very similar timing and value over the subjects. 
Based on this identification, the spatial-temporal parameters were determined; for one of these parameters, 
values obtained from all subjects are provided (Table 1). The values obtained were consistent over subjects, in 
the range of physiological gait, and in particular these compared well with corresponding values from GA-
based measurements. Less reliable results were obtained for the identification of the phases within the gait 
cycles, where significant differences were found for some subjects. In this table, most t-test values of the two 
comparisons with the GA, i.e. the gold standard, appeared to be smaller when all cycles were included,
showing that the two cycles exactly corresponding to those from GA compared better than all possible cycles 
all together. 
Figure 1. Antero-posterior acceleration signal from
the F4A sensor in a representative subject (#2) 
during the full exercise of standing and walking, 
after Butterworth low-pass filtering. The period 
when the GA system collects data is shown 
between vertical lines (dash-dot). Peaks for heel-
strike are pointed out (red circles). 
Figure 2. Anterior-posterior acceleration over the 
normalized cycle (0 - 100%) of the right leg; the cycle 
taken was the one observed also by GA. Mean (solid 
curve) and one standard deviation (grey band) are 
shown as calculated over 5 repetitions of subject #2. 
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Table 1. Left Step Duration as calculated with GA and estimated with the F4A system for each subject. 
Left Step Duration [s] 
Subjects 
GA data GA-cycle F4A data 
t-test 
All cycles F4A data 
t-test 
Mean SD Mean SD Mean SD
#1 0.50 0.01 0.48 0.01 0.086 0.48 0.02 0.105 
#2 0.54 0.02 0.55 0.03 0.603 0.55 0.02 0.338 
#3 0.54 0.01 0.54 0.02 0.783 0.56 0.02 0.110 
#4 0.55 0.01 0.58 0.03 0.197 0.58 0.03 0.209 
#5 0.53 0.01 0.55 0.03 0.262 0.56 0.03 0.066 
#6 0.54 0.01 0.53 0.02 0.065 0.54 0.02 0.623 
#7 0.56 0.01 0.56 0.03 0.639 0.56 0.02 0.886 
#8 0.59 0.01 0.60 0.04 0.312 0.60 0.03 0.719 
#9 0.54 0.01 0.54 0.02 0.589 0.55 0.02 0.356 
#10 0.47 0.01 0.50 0.03 0.164 0.48 0.03 0.381 
#11 0.54 0.02 0.56 0.06 0.841 0.57 0.03 0.203 
#12 0.51 0.02 0.47 0.02 0.093 0.48 0.02 0.100 
#13 0.53 0.01 0.49 0.03 0.094 0.50 0.03 0.220 
#14 0.52 0.01 0.53 0.02 0.912 0.53 0.01 0.630 
#15 0.54 0.02 0.55 0.01 0.333 0.56 0.01 0.359 
#16 0.48 0.01 0.47 0.01 0.185 0.49 0.02 0.278 
#17 0.53 0.02 0.54 0.02 0.551 0.55 0.01 0.206 
#18 0.58 0.02 0.62 0.05 0.206 0.63 0.01 0.067 
#19 0.52 0.02 0.49 0.03 0.077 0.50 0.01 0.080 
#20 0.56 0.02 0.56 0.02 0.573 0.56 0.02 0.907 
#21 0.54 0.03 0.56 0.05 0.296 0.77 0.45 0.302 
#22 0.61 0.03 0.61 0.02 0.955 0.81 0.45 0.397 
Mean 0.54 0.02 0.54 0.03 - 0.57 0.06 - 
Table 2. Average value and standard deviation over the walking cycle for the three pelvis rotations in space 
obtained on 5 trials of a single subject (#5b). 
Intra-subject repeatability [deg] 
Subject #5b Avg RoM SD RoM Avg Max SD Max Avg Min SD Min 
Pelvic tilt [deg] 4.64 0.38 2.66 0.35 -2.02 0.39 
Pelvic obliquity [deg] 8.1 0.22 3.42 0.11 -4.7 0.17
Pelvic rotation [deg] 11.04 1.09 5.8 0.84 -5.26 0.43 
Table 3. Maximum and minimum angular values and relative range of motion over the walking cycle for 
pelvis rotations as measured on one repetition over the group of 5 subjects walking barefoot. 
Inter-subject variability [deg] 
Subjects 
Tilt [deg] Obliquity [deg] Rotation [deg] 
Max Min RoM Max Min RoM Max Min RoM 
#1b 2.6 -0.9 3.4 2.4 -2.8 5.2 3.7 -0.9 4.5 
#2b 0.8 -1.6 2.5 4.1 -3.5 7.6 7.2 -5.1 12.2 
#3b 1.3 -1.9 3.1 2.8 -3.4 6.2 5.7 -4.2 9.8 
#4b 3.2 -0.7 3.9 5.2 -6.5 11.7 2.6 -3.6 6.2 
#5b 1.7 -1.5 3.2 2.6 -3.6 6.2 5.7 -4.1 9.8 
Mean 1.92 -1.32 3.22 3.42 -3.96 7.38 4.98 -3.58 8.5
SD 0.97 0.50 0.51 1.20 1.45 2.56 1.82 1.59 3.10 
After the gyroscopic signal elaboration, the main pelvis motion patterns in the three anatomical planes were 
also obtained. In order to verify the good intra- and inter-subject consistency of the estimated parameters, the 
maximum and minimum angular values and the relevant range of motion (RoM) were reported (Tables 2 and 
3). Intra-subject repeatability was high for all the measurements (Table 2). SD of RoM was less than 1.1° for 
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all three pelvis rotations. The most repeatable rotation within the same subject was pelvic obliquity (0.22°) 
and the least was pelvic rotation (1.09°). Inter-subject variability was moderately small (Table 3). The most 
repeatable inter-subject motion was pelvic tilt (0.51°) and the least was pelvic rotation (3.1°). 
4. DISCUSSION
The present values of spatial-temporal parameters compare well with corresponding reference data reported in 
the literature [4,8,9] from large populations of healthy subjects and by a variety of comprehensive 
instruments. Furthermore, the present results are in agreement also with those reported in previous works 
where lower trunk accelerometer signals were analyzed [10-12]. However, there are a few previous studies 
reporting these parameters for the gait cycle phases [12]. For these phases, the calculation of the parameters is 
critical, due to a difficult timing identification for the gait cycle events. This problem might be limited by 
increasing the present acquisition frequency, for which the typical two-peak curve can no longer be flattened. 
Furthermore, since the GA system uses a semiautomatic procedure for calculating the gait cycle phases, it 
might be valuable in the future to compare these parameters given by the F4A system with those obtained by 
a mat of electronic sensors, acquiring simultaneously the walking performance by the two measurement 
systems. Finally, the statistically significant difference observed for a number of these measurements does not 
diminish the overall value of the present novel technique; all spatial-temporal parameters including the 
various phases within the gait cycle can be obtained reliably despite the simple and cheap instrumentation. 
Regarding kinematics of the pelvis this study shows, though preliminarily, that also these measurements can 
be obtained reliably by a single inertial sensor. This would allow that such measurements can be taken
routinely also in standard clinical settings, though relevant further validation work should be performed. In 
the near future, some of the algorithms devised for the present system will be investigated for possible further 
improvements. However, the results obtained for the gait parameters estimation and for the pelvis kinematics 
are very encouraging, therefore the applicability of present system can be exploited in various fields of human 
movement. In the analysis of the physiology of gait, a much larger normal population size can be analyzed, 
and the effect of gender, age, weight etc. on gait performance can be addressed quantitatively. The system 
also has the potential to be of value for future quantitative assessments within routine clinical analyses of 
pathologies affecting locomotion. In particular, the quality of level walking before and after relevant 
treatments, as well as over the recommended rehabilitation program, can be monitored with these 
measurements, which do not require expensive instrumentation, large and special rooms, long patient 
preparation, and challenging clinical interpretation. 
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INTERACTION
Training and monitoring of daily-life physical interaction
with the environment after stroke
Veltink P.H.1, van Meulen F.B.1, van Beijnum B.J.F. 1, Hermens H.J. 1,3, De Rossi D. 2, Lorussi F. 2,
Tognetti A. 2, Buurke J.H. 3, Reenalda J. 3, Baten C.T.M. 3, Simons C.D.M.3, Luft A.R. 4
Schepers H.M.5, Luinge H.J.5, Paradiso R.6, Orselli R.6
1 Biomedical Signals and Systems, MIRA Institute, University of Twente, Enschede, the Netherlands,
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5Xsens Technologies B.V., Enschede, the Netherlands; 6Smartex s.r.l., Pisa, Italy
First author e-mail address: P.H.Veltink@utwente.nl
The objective of the recently started EU project INTERACTION is to develop an unobtrusive and 
modular system for monitoring the quality of daily-life activities of stroke subjects involving the upper 
and lower limbs.
Keywords ± Daily-life activity, stroke survivors, rehabilitation, ambulatory monitoring, unobtrusive 
monitoring, textile-based and micromechanical integrated sensing, distributed sensing, telemonitoring, on-
body feedback.
1. INTRODUCTION 
Persons who suffered a stroke are trained to improve adequate control over their movements with the objective 
to optimize their daily-life functional performance. Critical is how good they are able to interact physically with 
the daily-life environment, including handling objects, controlling body balance during functional ambulation 
and while interacting with the environment.
Continuous daily-life monitoring of the functional activities of stroke survivors, in their physical interaction 
with the environment, is essential for optimal guidance of rehabilitation therapy by medical professionals and 
coaching of the patient. Such information cannot be obtained with present monitoring systems.
It is the objective of the INTERACTION project to develop and validate an unobtrusive and modular system 
that enables monitoring the quality of daily-life activities and physical interactions with the environment
(Fig. 1). Data can be used to guide specific training interventions to regain upper and lower limb motor 
function after stroke.
Figure 1. The INTERACTION concept: monitoring the quality of daily-life physical interaction with the 
environment for control of body balance and upper-extremity function during daily life. The interaction quality 
is derived from muscle activation (EMG), and movement and interaction force sensed at the interface with the 
environment.
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2. METHODS
In order to realise the INTERACTION concept, the following methods are used:
x Instrumented textiles (shoes, trousers, shirt and gloves) with integrated textile-based and 
micromechanical sensors, to unobtrusively sense muscle activation (EMG), interaction forces and body 
movements
x Methods for qualitative and quantitative assessment of the dynamic interaction of a person with the 
environment, identifying activity tasks during daily-life and evaluating the quality of performance of 
these tasks, applying task-dependent performance criteria
x Telesupervision and intelligent on-body feedback, well integrated in clinical training concepts
The INTERACTION system will be evaluated in an experimental clinical setting, simulating daily-life 
conditions and demonstrated under daily-life conditions in stroke survivors.
3. PAST RESULTS
The project builds on the results of former research [1]:
x Instrumented textiles developed at the University of Pisa [2,5] (Fig. 2)
x Method to assess human body balance using instrumented shoes, measuring foot movement and ground 
reaction forces [3] (Fig. 3)
x Method to assess power exchange with the environment from inertial movement sensing and interaction 
forces [4]
Figure 2. Fabric-based human motion monitoring devices using screen printed piezoresistive rubber sensors 
and sensor track (black stripes in the garments), developed by the University of Pisa and Smartex [5]: a) upper-
limb monitoring device developed for post stroke telerehabilitation. b) instrumented glove. c) fabric-based 
motion classification garments for monitoring leg kinematics.
Figure 3. Assessment of human balance performance by estimating body center of mass movement relative to 
foot placement (a) from instrumented shoes (b) as developed and evaluated by the University of Twente, 
Xsens and Roessingh Research and Development [3].
(a) (b) (c)
(a)
(b)
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PowerGlove
Concepts and current results
Veltink P.H. 1, Kortier H.G. 1, Schepers H.M. 3, Sluiter V.I. 1,
Brookhuis R.A. 2, Lammerink T.S.J. 2, Wiegerink R.J. 2
1 Biomedical Signals and Systems, MIRA Institute; 2 Transducer Science and Technology, MESA+ Institute, 
University of Twente, Enschede, the Netherlands,  
3 Xsens Technologies B.V., Enschede, the Netherlands 
First author e-mail: p.h.veltink@utwente.nl 
Dynamic interaction between the human body and the environment can be assessed by measuring force 
and estimating velocity at their interface. A sensorized glove with movement and force sensing is 
developed in which this principles is applied. 
Keywords – inertial movement sensing, six degree-of-freedom force / moment sensing, power sensing, load 
identification, dynamic interaction. 
1. INTRODUCTION 
Measuring the physical interaction between the human body and the environment is important in medicine, 
ergonomics and sports. Potential applications include the assessment of motor performance in rehabilitation, 
measuring whether the human body is loaded within safe limits in ergonomics and training for optimal 
performance of motor activities in sports. 
The physical interaction between the human body and the environment can be assessed by measuring force and 
velocity at their interface (Fig 1a). Power transfer can be derived from the inner product of force and velocity 
[1,2], the dynamics of environment can be derived by relating movement to force under conditions in which the 
human body is the actor and the environment behaves passively and does not change in certain time periods 
[1,3]. 
It is the objective of our current PowerSensor project to demonstrate these principles and to develop a 
sensorized glove that is able to measure hand and finger movements as well as interface forces. The sensor 
system that is to be applied on the finger tips and selected finger and hand segments will include inertial and 
magnetic sensors for movement and an accurate 3D force sensor for interface forces (Fig. 1b). Optionally, the 
3D force sensor may be extended by 3D moment sensing. This paper provides an overview of our current 
research achievements in this area, with reference to papers that provide more detail. 
F
v
                                                (a)                                                          (b) 
Figure 1.  The PowerGlove concept [1]. (a) Dynamic interaction between the human body and the 
environment can be assessed by measuring force and estimating velocity at the interface, (b) a sensorized 
glove with movement and force sensing is developed in which these principles are applied. 
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Improving inertial sensor measurement of the 
relative orientation between trunk and pelvis 
using a potentiometer 
Larue C. 1, Plamondon A. 1, Desjardins P. 1,2 , Salazar E. 1, Mecheri H. 1, Sirard C. 1
1 Institut de recherche Robert-Sauvé en santé et en sécurité du travail (IRSST), Montréal, Québec, Canada 
2 Centre de recherche interdisciplinaire en réadaptation du Montréal métropolitain, Montréal, Québec, Canada 
An inertial measurement unit (IMU) was used to measure the orientation of the trunk relative to the 
pelvis in material handling workers. The potentiometer was incorporated between two IMUs to 
improve the level of accuracy in the presence of local magnetic perturbations. The prototype was tested 
on six subjects in the laboratory simulating manual material handling loads. Grood and Suntay angles 
were computed from the quaternion provided from the Kalman filter (Xsens) and from a 
complementary filter and were compared to those obtained from a 3D optoelectronic system. The 
results showed that the potentiometer proved to be an essential addition, particularly when the 
magnetometer signals were corrupted or when the gyroscopes drifted. 
Keywords- component; Inertial tracking device; accelerometers; gyroscope; magnetometer; potentiometer 
1. INTRODUCTION 
Inertial measurement units, or IMUs, are used to measure the orientation of the trunk relative to the pelvis. 
These units combine triads of accelerometers, magnetometers and gyroscopes, but magnetometers are 
particularly sensitive to local magnetic fields and are sometimes inaccurate. To overcome this problem, our 
group incorporated a potentiometer between two IMUs to improve the level of accuracy in the presence of local 
magnetic perturbations [3]. The mechanism linking the potentiometer to the IMUs does not perturb the 
magnetic field, and transmits the relative rotation between the units to a potentiometer along their longitudinal 
axes [1]. Integration of the potentiometer data into a fusion algorithm has already been presented but the 
prototype used has been improved and tested on six subjects in the laboratory [1][2][3]. The purpose of this 
paper is to present the new development associated with our system comprised of two IMUs and one 
potentiometer. Five sequences of movements of different duration were performed by six subjects, including a 
task that lasted around 10 minutes of simulated manual material load handling. A workplace environment was 
recreated in the laboratory where some ferromagnetic perturbations were imposed.  
2. MATERIAL AND METHODS
The system is based on two Xsens ® Motion Tracker sensors connected to their Xbus Master unit.   The raw 
data and the orientation in quaternion from their Kalman filter are collected on a PDA (Personal Digital 
Assistant) via a CSharp application. A potentiometer is fixed by a flexible shaft between a thorax IMU and a 
pelvis IMU (Fig. 1).  
Figure 1. Illustration of the inertial measurement system. 
Xsens® IMU 
Potentiometer
Flexible stainless steel shaft 
Plastic pulley 
Latex tube as  
non magnetic  
spring 
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The potentiometer measures the torsion along the flexible shaft. The shaft’s flexibility gives the possibilities of 
flexion/extension movement without perturbing the potentiometer’s rotary reading. The angle between the two 
IMUs measured by the potentiometer is the one around an axis that can be calculated by the Crawford approach 
(1) [5] (Fig. 3). For example, vector i
G
in Fig. 2a represents the vertical orientation of the trunk sensor, and 'i
G
that of the pelvis. For pure flexion/extension, the angle is represented by I when 0T   (Fig. 2b). Lateral 
flexion is defined by a non null I  and T  angles as seen in Fig. 3. 
Figure 2. Illustration of  a) Pure flexion/extension and  b) Sagittal plus lateral flexion  
From these two angles, we can define the 12i
G
 axis as in (1)(Fig. 3).  
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An angle W measured around this axis between 0h
G
and hc
G
on Fig. 3, corresponds to the angle measured by the 
potentiometer on the flexible shaft between the trunk and the pelvis. 
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2
h i j u    (2)         1
2
' 'h i j u (3) 
Once calibrated, the measured voltage between potentiometer’s leads gives us the angle that should correspond 
toW computed with the estimated orientation from the IMUs. The sensors’ output, i.e., their absolute orientation 
in an Earth coordinate system, is in quaternion form. Once the output has been estimated for each sensor, the 
relative orientation between the pelvis and the thorax is calculated; it is then possible to estimate the torsion 
angleW using Crawford’s method. 
Figure 3. Rotation angle description 
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The quaternion form of the outputs is difficult to interpret and is therefore transformed into direction cosines 
where the three angles of Grood and Suntay are found [4]: flexion-extension (angle alpha), lateral bending 
(angle beta) and axial rotation (angle gamma). The angle most sensitive to magnetic field disturbance is the 
gamma angle. Comparing the two torsion angles, the one from the IMUs and the one from the potentiometer 
allow a correction to gamma.  
Two fusion algorithms were used to estimate the quaternions, a Kalman filter (K) and a complementary filter 
(C). Once the quaternions and the Grood and Suntay angles were calculated with both fusion algorithms, the 
errors about the gamma angle (relative angle) were evaluated. Four types of gamma errors were computed: 1) 
the error from the Kalman filter (RK); 2) the error from the Kalman filter corrected by the potentiometer 
(RCorK); 3) the error from the complementary filter (RC); 4) the error from the complementary filter corrected 
by the potentiometer (RCorC), where R symbolize relative.  
3. RESULTS
Fig. 4 shows RMS errors on the Grood & Suntay gamma angle (torsion) for the sequence of movements 4 and 
5 (the longest ones) performed by the 6 subjects. All represent the errors in the Grood & Suntay gamma 
computed from the relative quaternion. Note that the results presented in sequence 5 are the most important 
ones because they represent the longer task simulating manual handling.  In Table 1, gamma’s errors for all 
sequences are given. As an example, RMS errors reach 66 degrees in sequence 5 for computed results from the 
Kalman filter. This error is due to a drift in gamma as can be seen in Fig. 5. For that data set, the correction 
induced in gamma by the potentiometer substantially reduces the error.  
Figure 4.  RMS errors in degrees for the six subjects, sequences 4 and 5 
Table 1. RMS gamma errors estimated under different experimental conditions. Sequences 1, 2 and 3 last less 
than 2 minutes, sequence 4 approximately 6 minutes, and sequence 5 more than 10 minutes.  
Subject Sequence Gamma_RK Gamma_RCorK Correction Gamma_RC Gamma_RCorC Correction Significant drift 
1 1 2 2 0 1 2 -2 no drift 
1 2 2 1 1 3 1 2 no drift 
1 3 1 2 -1 6 2 4 no drift 
1 4 3 3 0 3 3 1 no drift 
1 5 3 2 1 10 4 6 no drift 
2 1 1 1 0 1 1 0 no drift 
2 2 2 2 0 6 5 0 no drift 
2 3 2 2 0 4 2 1 no drift 
2 4 4 3 1 7 5 1 no drift 
2 5 9 4 5 16 9 7 no drift 
3 1 3 3 0 2 2 0 no drift 
3 3 1 2 -1 5 2 3 no drift 
3 4 5 3 2 5 6 0 no drift 
3 5 18 9 9 18 10 8 no drift 
4 1 2 1 1 1 1 0 no drift 
4 2 2 2 -1 4 4 0 no drift 
4 3 2 1 1 4 2 2 no drift 
4 4 2 1 1 4 3 1 no drift 
4 5 5 3 3 11 5 6 no drift 
5 1 8 3 5 1 1 0 drift 
5 2 32 4 27 5 4 0 drift 
5 3 57 2 55 5 3 2 drift 
5 4 31 13 18 6 5 1 drift 
5 5 4 2 2 8 4 4 no drift 
6 1 8 2 6 1 4 -3 drift 
6 2 29 5 24 4 2 2 drift 
6 3 60 1 58 5 2 3 drift 
6 5 66 23 43 14 11 2 drift 
Note: There is no subject 3 for the movement 2 sequence and no subject 6 for sequence 4. 
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4. DISCUSSION
The results show that the potentiometer used in combination with the Kalman and the complementary filters 
reduced the errors in the “torsion” axis. The Kalman filter seems to give better results than our complementary 
filter for most of the cases. The poor performance of the Kalman filter for subjects 5 and 6 is related to a drift in 
the output data.  This drift appears to be a problem and limits the accuracy of the results. Fig. 5 shows the plot 
of alpha, beta and gamma from the 3D optoelectronic system and the Kalman filter for subject 6 in sequence 5. 
The drift in gamma can be seen, as well as the gamma corrected by the potentiometer. Comparison of the W
computed from Crawford with the one measured with the potentiometer is a good way of determining whether 
there is a drift in gamma.  
Figure 5. ALPHA, BETA and GAMMA between Optotrak and Kalman, Subject 6 sequence 5 
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Motion sensors for measurement of gait 
modifications in knee osteoarthritis
Tim V. Wrigley 1, Daniel T.H. Lai 2, Alistair Shilton 1
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1. INTRODUCTION 
While there has been considerable work on inertial sensors for human movement measurement over the last 
decade, considerable difficulties remain. As such, practical applications of these sensors are still limited, both 
within and outside the research domain. Accurate body position measurement by such sensors, commensurate 
with that achievable by laboratory-based optical motion capture systems, and over anything more that short 
periods of time, remains a somewhat elusive prospect. Conversely, accurate measurement of body segment 
orientation is more feasible. The best prospects for practical and useful application of motion sensors in 
research and clinical contexts are therefore most logically where there is a ‘nexus’ between a demonstrated, 
validated need, and the specific capabilities and limitations of the sensors. The prospects for successful 
implementation are heightened where the need cannot be met effectively in other ways. An application that can 
be achieved with a minimal number of sensors is more likely to be successful than one which requires many 
sensors. One particular area in which motion sensors are needed  -  and where inertial sensors may be the most 
practical option  -  is for portable, field-based (clinic, home, and outdoors) movement sensing for the 
assessment and conservative management of osteoarthritis. 
Osteoarthritis (OA) is a chronic condition affecting up to a third of older adults. The major symptom of OA is 
pain. There is no cure, and OA greatly affects quality of life and leads to high medical costs. OA is particularly 
common in the medial tibiofemoral joint, where joint loading is closely related to disease progression [1]. 
Conservative strategies are needed to slow disease progression in osteoarthritis, reduce pain, improve function, 
and enhance quality of life. Joint load reduction has been the focus of attempts to identify effective strategies.
Knee joint loading can be affected by specific variations in the kinematics of walking by people with OA [2]. 
Indeed patients with painful OA naturally adopt ways of walking that may reduce knee joint pain, such as 
lateral trunk lean [3], and such natural strategies are also associated with reduced loading on the knee joint [4].
Furthermore, OA patients can be trained to walk in these ways that reduce knee loading [5]. Because of the 
quite precise nature of the kinematic gait modifications required to achieve optimal joint load reduction [5], 
real-time movement biofeedback can facilitate adoption of the specific gait changes by providing patients with 
simple but accurate information as they walk during the training phase, regarding the magnitude of the 
modification desired and their success in achieving it. In some cases, modifications will be difficult to teach 
patients without such feedback. While real-time movement biofeedback systems built on top of complex 3D 
motion capture systems have been shown to aid instruction for knee load reduction in OA [5, 6], deployment of 
these effective strategies outside the laboratory will require a less expensive and complex approach.
Fortunately, modifications such as lateral trunk lean require only body segment orientation measurement, and
at only one segment; thus their measurement is potentially feasible with inertial sensors.
While there is a growing understanding of the relative efficacy of various gait modifications for reducing knee 
load in OA, the understanding of what OA patients naturally do to reduce load is incomplete. In particular, how 
patients ambulate in more realistic environments than 3D gait labs  -  as they go about their activities of daily 
living  –  still requires study. Therefore, in addition to the need for a motion sensor system that could be 
deployed to clinics, there is also a need for ‘remote monitoring’, to understand movement of OA patients in 
more realistic environments away from the lab or clinic.
This paper describes the development of two systems based on inertial sensors, one suitable for use in a fixed 
environment such as a clinic, and another for remote motion monitoring of OA patients. Both systems utilize 
similar sensors, but use different strategies for data transmission. Given the need for specialized data fusion 
algorithms to derive final measures from the raw inertial sensor data, it is also important to evaluate the 
accuracy of these devices for the specific intended application before using them with OA patients.
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2. MATERIAL AND METHODS
System one
The first system, for monitoring in a fixed environment such as a clinic, is based on the x-IMU sensor (x-io 
Technologies, UK), which includes a triaxial accelerometer (± 8g), gyroscope (± 2000 deg/s), and 
magnetometer (although we do not currently utilize the magnetometer, because of the well-known problems of 
magnetic distortion), integrated with an IMU-3000 motion processor (InvenSense). Device orientation is 
estimated from the former two sensors via a complementary filter, quaternion-based algorithm [7]. It 
communicates with the data acquisition computer via Bluetooth or direct USB connection. The encoded real-
time serial data stream is decoded in our custom Matlab software to yield device orientation angles.
System two
The inertial sensor is similar to that used in the first system, but was custom-constructed from different 
components: a triaxial accelerometer (± 5g) and gyroscope (± 1200 deg/s), connected to a microcontroller 
(Freescale Coldfire), and Bluetooth transceiver (Parani ESD 200). Calibration is according to [8], and 
orientation is calculated using the same above-mentioned algorithm [7]. In contrast to system one, this sensor 
device transmits movement data to an Android smartphone. A custom application running on the smartphone 
then transmits the data to a remote server via wireless internet or 3G mobile phone networks. Therefore, the 
system can be used either when in range of a wireless internet network (eg in the home), or anywhere via the 
3G phone network (eg outside the home). At the server end, data can be observed and recorded in real-time. 
Data is also recorded on the phone, and data files can also be transmitted transparently to the server after data 
collection in a non-real-time, ‘store-and-forward’ scheme, again via available wireless or 3G networks. The
Android application also samples data from the phone’s onboard accelerometer and the Android ‘location 
service’ (GPS- and phone network tower-based location tracking) for monitoring overall body movement.
Common evaluation methods
As the measurement aims of these systems are similar, they were evaluated at the same time using similar 
methods. The accuracy of the devices for measuring lateral trunk lean was assessed against a Vicon MX optical 
motion capture system (Oxford, UK). Training a patient to employ a gait modification strategy typically 
involves an initial phase where the patient performs the modification while standing in place. Thus the first 
evaluation test simulated ‘standing’ lateral trunk lean of a ‘trunk’ base plate, to which a triad of three reflective 
markers and the sensor device under test were attached. This rig was suspended, aligned with the laboratory 
frontal plane, and physically oscillated to simulate side-to-side lateral trunk lean. A second evaluation test then 
utilized the same rig attached to the thorax of a subject walking along the laboratory walkway, using somewhat 
exaggerated lateral trunk lean. The location of the marker triad on the trunk rig was reconstructed in Vicon 
Nexus software. Trunk lean angle was determined by a custom Vicon Body Builder model that calculated lean 
of the rig coordinate system in relation to the laboratory frontal plane as the first angle in a Cardan angle 
sequence, in the same way we have previously used in an OA context [5, 9, 10]. This angle was initially 
compared to the equivalent quaternion-derived Cardan angle from the x-IMU device (system one). The same 
tests were repeated with the remote sensor system (system two), using data transmission via Bluetooth, 
Android smartphone, and wireless internet.
3. RESULTS
System one
The ‘standing’ test showed a very close match between the trunk lean Cardan angle calculated from the Vicon 
marker triad and the x-IMU sensor; the walking test also showed a close match between the two angles (Fig. 1).
System two
Similar to system one, the tests of system two showed a good match between the trunk lean Cardan angle 
calculated from the Vicon marker triad and the custom IMU sensor (Fig. 2).
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Figure 1.  Trunk lean Cardan angle calculated by Vicon (-) and inertial sensor system one (-) during 
‘standing’ (left) and walking (right) tests.
Figure 2. Trunk lean Cardan angle calculated by Vicon (-) and inertial sensor system two (-) during 
‘standing’ (left) and walking (right) tests.
4. DISCUSSION
The two sensor systems were capable of measuring lateral trunk lean angles similar to those measured by a lab-
based, 3D optical motion analysis system (Vicon MX). As such, they appear suitable for monitoring trunk lean 
angle in knee OA patients outside the 3D gait laboratory. The results for system one are also consistent with the 
more general accuracy testing for this device in [7].
There is a ‘dose-response’ relationship for gait modifications in OA – the extent of the load reduction is closely 
related to the magnitude of the gait modification [5]. Relatively small variations in the magnitude of 
modifications can affect the reduction in knee loading. Therefore, good system precision is important in this 
context. This poses a considerable challenge for the measurement of gait modification strategies outside the 
laboratory. However, the results suggest that a sufficient level of accuracy is achievable with the tested sensor 
systems.
In considering what measurements can realistically be moved out of the gait lab for use in more ‘portable’
biofeedback systems, one is still faced with certain limitations in current sensor technology and processing. 
Although data fusion algorithms for derivation of device orientation from accelerometers and gyroscopes  -  
such as that used here  -  are not trivial, the conservative aspirations for the two systems for viable, single-
device trunk lean measurement were met. More complex measures may not be as readily achieved. Knee 
loading in OA is generally assessed in the lab by measurement of the external knee adduction moment (KAM), 
requiring both body position and ground reaction force measurement. Despite the development of force-
instrumented and position-sensing shoes [11, 12], the immediate prospects for knee load measures to be made 
widely, cost-effectively, and unobtrusively in the field in free-moving conditions are not as yet encouraging
[13]. We have taken the approach in the gait lab, and now potentially outside it, to generate biofeedback of the 
kinematic gait changes that lead to KAM reduction, not feedback of the KAM itself. We have used this 
approach successfully with OA patients to achieve acute load reduction [5], and we and others have used 
similar feedback systems with healthy subjects [10, 14-16]. The results presented here suggest that the inertial 
sensor systems can perform similarly as a basis for this feedback as the lab-based systems, when measuring the 
orientation of the trunk.
The impetus for the development of the remote monitoring system was not only the need for understanding gait 
modifications in knee OA, but also the increasing general interest in remote health monitoring. In Australia, the 
imminent rollout of the "National Broadband Network" (NBN) promises a higher bandwidth network, 
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potentially scalable to accommodate ‘dense’ data transmitted from many patients. The increasing prevalence of 
higher-bandwidth consumer networks around the world raises the prospect of wider motion monitoring for 
research, clinical, and general health applications.
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The aim of this study was to test the performance of an automatic tracking software of features, 
FeatureTracker, developed for underwater motion analysis, and to compare it with another 
commercially available software, SIMI Motion System. Samples of 19 video recordings of different
aquatic exercises (n=2340 frames) were manually tracked using the SIMI software in order to 
determine the markers center coordinates. Then they were automatically tracked using both the 
FeatureTracker and the SIMI software as follows: an operator stopped the automatic procedure in case
the distance between the calculated marker and the reference one was higher than 4 pixels and then the 
action proceeded with a manual intervention in order to correct the cursor position. In all exercise 
modes, the manual intervention was required the 12% of the complete tracking procedure for the 
FeatureTracker and the 28% for the SIMI one, thus demonstrating the optimal automatic tracking 
performance of FeatureTracker. Therefore, the FeatureTracker software can be considered a valid tool 
for underwater motion analysis. 
Keywords-automatic tracking; passive markers; sport; swimming
1. INTRODUCTION 
Different computer software are used to track markers attached or fixed to the human body in order to 
measure the variables related to swimming performance. Markers’ tracking has been considered as a gold 
standard procedure because of its high accuracy. Furthermore, such a procedure allows to present intuitively 
and informatively some relevant data for coaches and swimmers [1]. Manual tracking, however, requires an 
extensive amount of time and it is operator dependent, thus resulting unreliable because the margin of human 
error is high [2, 3]. Therefore, different software were developed with the aim of automatically tracking the 
markers in human motion analysis. This automation achieves good precision and requires little time to 
analyze the data [4], though at the cost of being expensive, complex and bulky [2]. Taken for itself, tracking is
a solved problem, but it’s not easy to select features that can be tracked properly and that correspond to 
physical points in the world [5]. The different techniques for automatic tracking of objects which have been 
proposed in the literature can be divided into “point tracking” and “kernel tracking” approaches [6]. The 
“point tracking” approach is based on the detection of points that represents objects in consecutive frames. 
Commonly used point detectors include the Harris corner detector and Difference-of-Gaussians, Fast Hessian 
and Center-Surround Extrema detectors [7]. On the other hand, the “kernel tracking” methods represent the 
objects as primitive shapes, and compute their motion from frame to frame. The simplest approach is 
represented by the template matching, in which a similarity measure, e.g. cross correlation, is used to search 
the object template in each image. Alternatively, the motion in a region can be computed exploiting optical 
flow methods, assuming small displacements and brightness constancy, as in the Kanade-Lucas-Tomasi 
(KLT) feature tracker [8, 9]. In this contest, a software for automatic tracking of user-defined features has 
been developed starting from a freely available, open-source implementation of the KLT feature tracker [8]. 
The performance of this software in underwater motion analysis was tested and compared with that of another 
commercially available software.
2. MATERIAL AND METHODS
Algorithm theoretical background
The used feature-tracking algorithm aims to individuate the displacement of small patches between two 
consecutive images. Under the assumption of brightness constancy, changes in the image intensity are only 
due to motion: the intensity of a patch , where x are the coordinates of its centroid, should correspond to 
the intensity of patch in the following image, being d the displacement that has occurred on the 
image plane. The value of d is calculated by minimizing the residual error:
I(x)
J(x) = I(x − d)
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(1)
over all the pixels that compose the patch W:
(2)
For small displacements, the intensity function can be approximated by its Taylor series expansion truncated 
to the linear term:
(3)
where g is the spatial gradient of the first image around x. This yields to a closed form solution of the 
minimization problem, as the residual becomes a quadratic function of the displacement d:
(4)
The first-order approximation however is likely to determine inaccurate determinations of d, especially at 
high-curvature points in the image intensity function, and for finite displacements (not approaching zero). 
Therefore, the minimization step is repeated iteratively in a Newton-Raphson style, upon registration of the 
image patches according to the current solution.
Experimental analysis
Sample of 19 AVI video files (720 x 572 pixels, 50 frames/second) was used to perform the manual and 
automatic tracking. Color analog cameras (TS-6021PSC, Tracer Technology Co. Ltd) were used to collect 
videos, connected to a computer through an Analog to Digital Video Converter (Canopus ADVC55, Grass 
Valley, USA, LLC). The cameras were automatically synchronized with an ad-hoc software application [10].
Three passive markers were positioned on key anatomical landmarks of exercising subjects, according to the 
activity performed. Black on white and white on black contrasts between the markers and relevant 
background were used. The examined videos were divided into five sets, according to the underwater activity 
performed: 1) two videos of walking on a water treadmill; 2) two videos of running simulation on a water 
elliptical machine; 3) six videos of passive-towing swimming in a prone position, using a full body swimsuit 
(n= 3 videos) or a traditional brief swimsuit (n=3 videos); 4) three videos of flutter kick; 5) six videos of front 
crawl swimming, recorded using six cameras positioned in order to maximize the visualization of the right 
upper limb. Each video was tracked manually by an experienced operator using the manual-tracking mode of 
the SIMI software (SIMI Reality Motion Systems GmbH, version 7.5.288), with the aim to determine a gold 
standard for the 2D coordinates of the center of the markers. Then, the 19 videos were tracked automatically
by using both the SIMI and the FeatureTracker software. SIMI is one of the most popular software in human 
movement research, whereas FeatureTracker is a software specifically developed to perform the automatic 
tracking of passive markers, providing a simple user interface to Birchfield’s implementation of the KLT 
tracker [11]. For both software, an operator stopped the automatic tracking procedure and performed a manual 
intervention to correct the software’s cursor position in the case that, for at least one marker, the distance 
between the calculated center of the marker and the reference one (i.e., that determined using the manual 
tracking) was higher than 4 pixels. A 4-pixel threshold was used as corresponding to the radius of markers.
Given the multidirectional movements of the limbs and trunk during the performed activities, some markers 
were not visible in some frames. In such cases, the frame was excluded from calculation, i.e., the manual and 
automatic tracking were performed only on visible markers (n=2340). In order to analyze the software’s
automatic tracking performance, the proportion of manual interventions was compared using odds ratios, both 
in the single exercise modes and in the whole sample of frames. 
3. RESULTS
The number of frames requiring or not the manual interventions for the SIMI and the FeatureTracker software 
are shown in Table 1. In all sets of videos, an OR lower than 1 was found demonstrating that the averaged 
proportion of the manual interventions in SIMI (28%) and FeatureTracker (12%) was different (p <0.05). The 
only exception was the “Towed swimming” exercise mode, in which both the software required almost no 
manual interventions. 
J(x)− I(x − d)( )2
d J(x)− I(x − d)( )2W∫ dA
l(x − d) = l(x)− g ⋅d
(ggT )dA
W∫( )d = (J(x)− I(x))gdAW∫
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Table 1. The automatic tracking performance of the SIMI and the FeatureTracker software
Exercise Software Automatic
a
Manual
b
%
c
OR
d
95% CI for OR 
e
Front Crawl
SIMI 432 219 51
0.34 026 – 0.44
FeatureTracker 556 95 17
Running
SIMI 158 136 86
0.24 0.16 – 0.35
FeatureTracker 244 50 21
Towed
SIMI 496 0 0
∞ 1 – ∞FeatureTracker 492 4 1
Flutter kick
SIMI 310 79 26
0.67 0.46 – 0.98
FeatureTracker 332 57 17
Walking
SIMI 440 70 16
0.55 0.37 – 0.83
FeatureTracker 469 41 9
Total
SIMI 1836 504 28
0.43 0.36 – 0.51
FeatureTracker 2093 247 12
a. Automatic tracking; b. Manual intervention; c. %: Percentage of manual intervention;
d. OR: Odds Ratio; e. CI: Confidence Interval
4. DISCUSSION
The aim of this study was to analyze the automatic tracking performance of two software: the FeatureTracker, 
a software specifically designed to automatically track passive markers in the aquatic environment, and the
SIMI, a software often used in biomechanics laboratories for the kinematic analysis of sport gestures. It is
important to have an automatic tracking system that works with minimal necessity of manual correction and 
non-operator dependent in order to save time. To this purpose, the amount of manual interventions during the 
automatic tracking procedure was assessed. The manual intervention percentage for the various sets of videos 
ranged from 0% to 86% for SIMI and 1% to 21% for FeatureTracker. The odds ratios computed by the 
number of frames automatically tracked and those that required a manual intervention was less than 1 
showing that the automatic tracking performance of FeatureTracker in all sets of videos, with exception of 
“Towed swimming” exercise mode, was different to that of SIMI (p<0,05).
The automatic tracking of markers in aquatic environment requires special attention from the video recording 
procedure until the tracking itself. First, hindrances that may hinder the clear identification of markers by the
underwater cameras must be avoided. Bubbles, visibility of the marker in a particular frame and water 
transparency are examples of possible obstacles that may limit the visualization of markers during underwater 
activities. Another factor that influences a correct identification of markers is the inadequate video quality due 
to a low contrast between “marker – anatomical landmark – background”. In the sets of videos in which a 
higher proportion of manual interventions was necessary, some of the factors previously mentioned were 
actually present. For example, in "Front Crawl Swimming", the multidirectional movements of the upper 
limbs that continuously alternated between shoulder internal-external rotation, elbow flexion-extension and 
forearm pronation-supination, did not allow an optimal markers’ visualization in all frames. In addition, it was
not possible to record the markers placed on the hand and elbow by the underwater cameras when they lifted
water during the aerial phase in the front crawl stroke. In "Running", the contrast between “marker –
anatomical landmark – background” was not high enough to allow the correct identification of the markers in 
certain frames by both the software, whereas in "Flutter Kick swimming" the rapid movements of the lower 
limbs produced bubbles that obscured the identification of the marker located in the ankle. On the other hand,
the "towed swimming" was characterized by all the needed conditions for a proper identification of markers.
Even at the highest speeds of movement, there were no bubbles and the contrast between “marker –
anatomical landmark – background” was good, allowing a correct automatic tracking to both the software. 
Another issue to be pointed out concerns the link between the automatic tracking performance and the type of 
marker used, because the software’s algorithms are situation-specific. Reflective passive markers are the most 
used in the analysis of human movement, but it is known they are not suitable for underwater motion analysis.
There are some passive underwater marker consisting of a spherical body covered in a retro-reflective tape 
that is designed to work underwater, as those from Qualiysis Motion Sytem Analysis [12], but they may be
uncomfortable for swimmers and can increase the drag effect. A viable solution is the use of markers drawn 
on the skin or on the swimsuit. Thus, in this study, three types of markers were used: full black circles on the 
light skin, partial black circles (two empty quarters and two full quarters) on the light skin, and full white 
circles on the dark swimsuit. As the sets of videos and the criterion used by the operator to identify the 
markers were the same, one probable reason for the difference of the automatic tracking performance between 
both software is related to the calculation method used to automatically identify the markers. The method 
used by FeatureTracker is an open-source implementation of the KLT feature tracker described by Lucas and 
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Kanade (1981), whilst the automatic tracking method used by SIMI is a closed-source, i.e., not available for 
consulting.  Moreover, an out-of-date SIMI version was used, so perhaps another result can be obtained using 
the newest release of the SIMI software. Hence, the FeatureTracker can be used in researches approaching 
automatic tracking of passive markers during underwater motion analysis because of its optimal performance.
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The introduction of rubber suits abruptly improved the swimming performance. However, it is not still 
clear how this kind of suit affects the drag of swimmers. The purpose of the present study was to 
analyze how the trunk and lower limbs hydrodynamic position, induced by wearing a rubber swimsuit, 
affects the Dp in front crawl swimming. Fourteen male high-level swimmers performed six 20-m trials 
of passive swimming at increasing velocities (1.0, 1.2, 1.4, 1.6, 1.8 and 2.0 m/s). The whole protocol was 
repeated in random order wearing a brief-traditional suit and a full-body synthetic rubber swimsuit. 
The present data showed that the synthetic rubber swimsuit induced an increase of the legs inclination 
with a raising effect similar to that involved by a pull-buoy. As the drag is reduced by changing the 
body position during gliding, a modified position of the lower limbs may be a further factor 
contributing to the passive drag reduction observed when using a full-body swimsuit.   
Glide swimming; passive drag; performance; technology (key words)
INTRODUCTION 
The slowing down action (drag) due to the water’s viscosity is the reason for the reduction of displacement 
velocity in the water with respect to the air [1]. The swimmer’s drag, due in its majority (>50%) to the shape 
of the body (pressure drag) and for a lower proportion to characteristics of the boundary layer around the body 
(friction drag) and to wave formation (wave drag), [2] is then the variable that most affects the swimming 
performance. Full-body swimsuits, initially manufactured using a textile material, are known to considerably 
reduce the active drag of a swimmer [3] as well as the passive drag (Dp), i.e. that measured when towing the 
swimmer in the best glide position [4; 5]. The horizontal position assumed by a gliding swimmer allows to 
reduce the frontal cross-section of the body and the pressure drag [6], being actually a performing position. A 
reduction of the energy cost of swimming is obtained when contrasting the lower limbs sinking [7]. The trunk 
inclination determined by the legs sinking affects the swimmer’s drag due to a higher body cross-section [8]. 
In 2008, some manufacturers, exploiting the fact that technical rules were not yet well defined at that time, put 
some rubber parts on textile suits, and then produced the first full-body synthetic rubber (polyurethane or 
neoprene) swimsuits. The introduction of rubber suits abruptly  improved the swimming performances [9]. 
However, it is not still clear how this kind of suit affects the drag of swimmers [10]. Some authors postulated 
that such a swimsuit may have some kind of biomechanical effects as those determined by rubberized panels 
put in parts of the body in which the water collides with the highest pressure [11], or the high mechanical 
compression and the subsequent energetic benefits [12]. To our knowledge, however, no study has explained 
the actual reasons for which the swimming velocity increase when using a rubber swimsuit, or how this kind 
of swimsuit may affect the swimmer’s position. Therefore, the purpose of the present study was to analyze 
how the trunk and lower limbs hydrodynamic position, induced by wearing a rubber swimsuit, affects the Dp 
in front crawl swimming. 
MATERIAL AND METHODS
Fourteen male high-level swimmers (age 24 ± 4 years, body length 180 ± 4 cm and body mass 73.5 ± 3.9 kg) 
were involved. The swimmers performed six 20-m trials of passive swimming: from the best glide position 
(i.e. a prone position with hand between arms), they were towed at the surface by means of an 
electromechanical motor (Ben-Hur, ApLap Roma) (Zamparo, 2009) at increasing velocities (1.0, 1.2, 1.4, 1.6, 
1.8 and 2.0 m/s). The whole protocol was repeated in random order two times, namely when wearing a brief-
traditional suit (TS, Sali, Arena, Italy) and a full-body (shoulder to ankle) synthetic rubber swimsuit (RS, X-
glide Power-skin, Arena, Italy). The force needed to tow a swimmers at a given velocity equalled to the Dp 
for that swimmer at that velocity, and was recorded using a specific software (ApLap, Sport DAQ, Italy). 
Furthermore, the swimmers were filmed at a sampling rate of 50 Hz with an underwater camera (Sony Hyper 
Had, TS-6021PSC, Japan) placed perpendicular to the their displacement direction on a sagittal view. The 
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number of frames elaborated were from a minimum of 30 to a maximum of 60 depending on the towing 
velocity. Anatomical landmarks were drawn on the inferior angle of scapula, greater trochanter, and head of 
the fibula (Fig. 1). The markers on the skin were visible through the full body suit, thus it was possible to 
verify the correspondence between the markers in the two conditions. The digitalization of the positions of 
features on each video sequence, namely tracking, was automatically performed by an ad-hoc software based 
on [13]. Then, the following angles were computed: TI, between the horizontal and the trunk segment (angle 
of scapula - greater trochanter); LI, between the horizontal and the lower limbs segment (greater Trochanter - 
head of the Fibula). In order to roughly have an accuracy index, the distance between greater trochanter and 
the head of the fibula was estimated for all frames of a subject at all towing velocities, the standard deviation 
value was 0.8 cm. Paired Student’s t-tests were used to assess the differences between the mean values of 
dependent variables (TI, LI and Dp) as assessed respectively in the two considered swimsuit conditions. 
Significance was set at Į = 0.05. 
Figure 1.  Swimmer in the best glide position. 
RESULTS
When pooling together the data of all the velocities, the mean (± SD) TI angle was of 172.8 ± 3.3 degrees for S 
and of 171.6 ± 4.0 degrees for RS (p>0.05), whereas the mean LI angle was significantly larger in RS (188.4 ± 
3.9) compared to S (185.5 ± 3.7). Figure 2 displays the mean TI and LI values recorded in S and RS at each of 
the six considered towing velocities. Concerning TI values, no significant differences were found between S 
and RS, with the exception of the 1.6 m/s, showing a higher trunk incline in the traditional suit (p=0.043). 
Conversely, the mean LI angle was significanly larger when the swimmers wore the rubbers swimsuit at all the 
considered velocities. The mean (± SD) Dp values were similar between the two conditions at the lowest 
velocities (< 1.6 m/s), whereas Dp was significantly lower in RS at the highest velocities (1.6 to 2.0 m/s) (Table 
1). 
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Figure 2.   Mean and SD of trunk and legs incline at the examined towing velocities ( p<0.05). 
Table 1. Mean ± SD passive drag values at the examined towing velocities for the traditional swimsuit (S) and 
the rubber full-body swimsuit (RS) 
Passive drag 
Towing velocity (m/s) 
1.0 1.2 1.4 1.6 1.8 2.0 
Pd in S (N) 29.3 ± 4.7 42.2 ± 9.5 56.7 ± 6.4 71.8 ± 10.0 90.0 ± 11.6 120.3 ± 15.1 
Pd in Rs (N) 28.8 ± 4.9 41.4 ± 6.8 54.0 ± 9.5 65.8 ± 9.2 a 77.9 ± 9.6 a 102.7 ± 13.8 a
a. Significantly different in S vs. Rs; p < 0.05 
DISCUSSION
An unprecedented increase of swimming performances has been determined in last years by the introduction of 
rubber full-body swimsuits [9]. This study aimed to analyze the changes in the body position of a gliding 
swimmer induced by wearing such a kind of swimsuit. This aspect is of great interest for the analysis of the 
swimming performance, as the body position may affect the hydrodynamic resistances and thus the swimming 
velocity [14]. An horizontal body position involves a limited frontal impact area [6]. In fact, the effective 
frontal impact area of a swimmer is determined as the product between the frontal impact section, a variable 
independent from the used swimsuit, and the inclination of the swimmer’s body with respect to the 
displacement direction [1]. The present results confirms the argument that the trunk position during passive 
gliding is not substantially affected by the swimsuit [15] as TI showed no relevant differences between R and 
RS. Therefore, the effective impact area does not change when using a rubber full-body suit. Conversely, at all 
the velocities, LI was significantly higher in RS vs. S, actually affecting the swimmers’ position. The rubber 
full-body suit showed lower Dp values at the highest towing velocities (1.6 to 2.0 m/s). These data are in 
agreement with previous observations concerning a textile full-body suit [4; 5]. The characteristics of the super-
hydrophobic material of which the rubber suit is made could explain the Dp reduction, as a drag reduction was 
shown under condition of laminar flow [16], and, up to 50%, in turbulent flows [17]. The present data showed 
that the RS induced an increase of the legs inclination with a raising effect similar to that involved by a pull-
buoy. As the drag is reduced by changing the body position during gliding [14], a modified position of the 
lower limbs may be a further factor contributing to the Dp reduction observed when using a full-body swimsuit 
Future investigations will aim to assess the effects of the specific fabric composition of the full-body suit on 
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hydrodynamic resistances, in order to further improve the understanding of the relevant effects on swimming 
performance.  
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A fundamental need for modern biomechanical and clinical application is the ability to accurately 
capture normal and pathologic human movement. In this contest, nowadays, the aquatic environment is 
gaining an even important role within the rehabilitation world, thanks to water physical properties. 
Walking is one of the most common motor tasks in water-based exercise programs and it may be 
considered a major underwater rehabilitative tool. However state of the art marker based gait analysis 
cannot be performed in water environment, where the attachment of skin surface markers is not easy.
A markerless approach, based only on synchronized video sequences, has been proposed as a potential 
solution for underwater (UW) applications. In the present work, an automatic markerless motion 
capture system has been investigated and its accuracy in UW three-dimensional (3D) lower limbs joint 
kinematics reconstruction has been tested. The results demonstrate the feasibility of calculating 
meaningful joint kinematics from subjects walking underwater without any markers attached to the 
limb. Thus, a markerless approach seems to offer the promise of expanding the applicability of human
motion capture in an aquatic environment.
markerless gait analysis, underwater, biomechanics, 3D joint kinematics
1. INTRODUCTION 
Nowadays, the aquatic environment is gaining an even important role within the rehabilitation world, thanks to 
water physical properties. A variety of physical activities different from swimming can be proposed in water to 
take advantages of its unique characteristics. Walking is one of the most common motor tasks in water-based 
exercise programs and it may be considered a major underwater rehabilitative tool [1]. Nevertheless, at present, 
few empirical data have been collected in order to quantitatively assess its effectiveness [2]. A biomechanics 
characterization of normal and pathologic walking in water could be useful to contribute to a more appropriate 
prescription of walking in water as part of training and alternative water-based rehabilitation programs. 
However, the measurement of common biomechanical parameters during water locomotion is more 
complicated than in laboratory conditions, since most instruments are not suitable for operating in a water 
environment. Therefore, new technologies, which allow evaluating and quantifying the progression of an 
aquatic therapy, may be extremely useful, and give an important incentive to the development of even better 
rehabilitative programmes. The aim of this work is to test the applicability of a markerless approach for  
underwater gait analysis. In this context, a three-dimensional underwater markerless approach is investigated in 
order to estimate lower limb (LL) joints kinematics during gait. Underwater gait analysis of three healthy 
subjects were performed and LL joint angles evaluated. The approach proposed in Corazza et al. [3] and 
Mundermann et al. [4], that relies on video sequences of the subjects to automatically estimate their kinematics, 
was taken as starting point for the development of a novel underwater markerless motion capture system. This 
approach indeed has been successfully adopted in the clinical field [3]. In order to take into account the 
presence of water, the modified version of this algorithm presented in Ceseracciu et al. [5] has been adopted. 
The accuracy of the proposed technique has been evaluated with respect to a commercial video-based motion 
analysis system that requires manual digitization of points.
2. MATERIAL AND METHODS
Data acquisition
Three healthy male subjects were recruited (mean age and BMI were respectively 33.3±15.7 and 24.1±3.2). Six 
walking trials at a self-selected speed have been acquired with six subaqueous video cameras (TS-6021PSC, 
Tracer Technology Co. Ltd) in a swimming pool with water at 1.20 m. Each camera was connected to a 
FireWire (IEEE 1934a)-equipped notebook through an Analog to Digital Video Converter (Canopus ADVC55; 
output DV video, PAL interlaced, 25 frames/second). A total of 5 notebooks were involved: one of them was 
equipped with a PCMCIA IEEE 1394a card, which enable it to be connected to two cameras. Although in 
theory two cameras could be connected to the same FireWire controller, provided that multiple input ports are 
available, this solution has proved to be experimentally unreliable. All notebooks were linked to a hub through 
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Ethernet cables. A custom-made software that could allow to acquire data simultaneously from different A/D 
converters has been adopted in order to synchronize the acquisition from all cameras [5].
A two steps calibration algorithm has been adopted [7], performed using the Camera Calibration Toolbox for 
Matlab by Jean-Yves Bouguet (http://www.vision.caltech.edu/bouguetj/calib_doc/). Intrinsic parameters were 
calculated from a series of images of a wooden panel with checkerboard-pattern drawn on it (13 x 9 black and 
white squares, side 42 millimeters), acquired from different angulations in space. Since calibration of intrinsic 
parameters has been performed out of water, they need to be corrected for use in the underwater environment. 
The change in refractive index from air to water must be taken into account. Following the work of Lavest et 
al. [8], the focal length has to be multiplied by n = 1.333. Extrinsic (or external) parameters were instead 
obtained capturing a calibration grid of known geometry (sized 2.07 x 1.07 x 1.40 meters). 24 control points 
were identified on it, and their position relative to an embedded system of reference were known [5].
Data Analysis
The method proposed by Corazza et al. [3] was applied. In order to consider the water environment the 
background subtraction algorithm was modified according to Ceseracciu et al. [5@ 3HDUVRQ¶V FRUUHODWLRQ
analysis was used to aid in selecting which of each subject's representative walking trials were to be included in 
the computation of the mean; thus the correlation coefficient was calculated for each subject's kinematic 
parameter. Walking trials with a correlation coefficient lower than 0.75 (75%) were excluded from the 
statistical analysis [6]. For each subject, representative bands (mean ± 1 standard deviation (SD)) of the 
correlated results were thus obtained (Figure 1).
Figure 1: Example from subject 1: (a) all correlated trials used to compute the mean patterns, (b) subject 
specific band for the knee.
The same methodology has been adopted considering altogether the three control subjects¶ MRLQWV DQJOHV:
correlation has been assessed combining each subject correlated trails together. Inter-subjects mean and 
standard deviation has been calculated and thus UW Markerless Bands have been obtained (mean ± 1SD, see 
Figure 1). In order to compare UW data with the state of the art, UW  Bands have been compared with 
Normative Out of Water (OW) Bands obtained with the data of 10 healthy subjects in laboratory condition in 
Sawacha et. al [6].
Accuracy and reliability of the proposed technique were evaluated by means of comparison with traditional 
manual digitization (MAN) using a dedicated software (SIMI Reality Motion Systems GmbH). In order to 
compare the two techniques, knee joint planar angles were evaluated and root mean square distance (RMSD) 
values between angles estimated (Matlab R2011a).
3. RESULTS
Mean and SD of the angles for the hip, knee and ankle joints (considering the data of the three subjects) are 
reported in Table 1, while mean and SD values for the corresponding ranges of motion (ROM) are shown in 
Table 2.
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Table 1: Mean and SD of hip, knee and ankle joint angles.
Hip Knee Ankle
flexion-extension [deg] -14.1±13.5 14.8 ±13.8 flexion-extension [deg] -1.4±6.0
abduction-adduction [deg] 3.4±3.0 - inversion-eversion [deg] -1.7±3.0
internal-external rotation [deg] 1.4±5.4 - internal-external rotation [deg] -0.6±3.2
Table 2: Mean and SD of hip, knee and ankle joint ranges of motion (ROM).
Hip Knee Ankle
flexion-extension [deg] 61.8±19.9 50.1 ±11.8 flexion-extension [deg] 37.0±15.9
abduction-adduction [deg] 20.0±3.4 - inversion-eversion [deg] 7.6±4.0
internal-external rotation [deg] 15.6±1.9 - internal-external rotation [deg] 11.1±3.7
Resulting UW Bands for the knee flexion-extension angle from the three control subjects over the Normative 
OW Bands [3] were displayed in Fig. 2, as an example.
Figure 2: Normative OW vs UW bands for the knee joint flexion-extension angle.
RMSD mean value between knee planar angles evaluated with MAN and markerless techniques is estimated 
and found equal to 8.1°. 
An example of the knee flexion-extension angle patterns evaluated with both techniques is shown in Fig.3.
Figure 3: Knee flex/ext angles: comparison between planar angle evaluated with MAN and markerless 
technique.
4. DISCUSSION
Results show the feasibility of the present approach with respect to the sagittal plane and are in agreement with 
what reported in Barela et al. [2]. Even though 3D joint angles were estimated for hip, knee and ankle joints, 
results concerning knee abduction-adduction and internal-external rotation were not considered reliable. This 
finds agreement with the state of the art of marker based motion analysis [9] apart when multiple calibration 
technique is applied [10], and should not be considered a limitation of this specific approach. Unfortunately 
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also in the case of hip and ankle joints the estimated abduction-adduction and internal-external rotation angles 
were not find reliable due to the presence of reflexes in the water which altered the visual hull reconstruction. 
Nevertheless, an important limitation of the study is that the comparison with state of the art techniques for UW 
gait analysis was possible only by computing 2D angles. Even though markerless technique has been conceived 
aiming at 3D analysis [3], in this context, planar angles evaluation is required for the comparison with SIMI 
software. Differences between the two methodologies, however are due to the fact that SIMI planar angles 
estimation relies on anatomical landmarks (AL) identification on each video sequence by manual digitization,
meanwhile the markerless approach is based on automatic reconstruction of joint center positions. The
comparison between 3 dimensional joint angles estimated with the 2 different techniques (MAN and 
markerless) necessarily would be the next step to evaluate accuracy of the proposed technique [5]. When 
considering joint angles estimation the reconstruction of knee joint angle comes out to be the most reliable. 
Common drawbacks have been found handling underwater data with a markerless approach [5]. Background 
subtraction step is the most sensitive to the unusual aquatic environment. The presence of water causes 
continuous variation of the scene and makes necessary the adoption of an adaptive background model. The 
main problem within underwater images is represented by reflexes, which are identified as part of the 
foreground object and, consequently, extracted from the background. The moving subject shadow on the pool 
pavement is in some cases recognized as a foreground element too. To avoid its detection, more strict 
parameters can be imposed, at the expense of a loss in feet details. This may affects estimation of ankle joint 
angular patterns. A next critical step is the matching process. Since the subjects walked with the head out of 
water, the reconstructed visual hulls appear without heads, while the model has been still automatically 
generated including all body parts [3]. This also may affect the tracking procedure. Future development will 
include a modification in the model kinematic chain without accounting for the head.
A significant difference comparing the obtained UW bands with the out of water ones stands in the greater 
standard deviations (Fig. 2). Future developments will be the extension of this study to a larger sample of 
subjects in order to be able to analyze also inter-subject variations. The recruitment of a larger number of 
subjects could be useful and relevant either to establish control subjects Underwater Bands, or to be able to 
assess more general differences in the strategy of walking in UW conditions. Future developments should 
concentrate also on enhancing the background subtraction step, as well as the matching process.
Even if additional evaluations of the system are still needed, the results demonstrate the feasibility of 
calculating meaningful joint kinematics from subjects walking without any markers attached to the limb. The 
markerless framework introduced in this work should be taken as just a starting point for developing a broader 
application of markerless motion capture. Each of the modules should be independently considered and 
improved as newer methods become available, thus making markerless tracking a feasible and practical 
alternative to marker based systems. A markerless approach offers the promise of expanding the applicability 
of human motion capture, since the implementation of this new technology will allow for simple, time-
efficient, and potentially more meaningful assessments of gait in research and clinical practice.
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1. INTRODUCTION 
Human dexterity, which is in fact a trait of all primates, is based on the grasping capabilities and fine control 
provided by the joints in the hand. Intrinsic and extrinsic muscles coordinate the movement of the fingers 
allowing firm grip or precise handling of objects according to the task to be achieved [1-2]. While the thumb 
is articulated to a highly movable metacarpal bone that allows opposition movement, the other digits show 
mobility mainly in the sagittal plane, with some degree of adduction/abduction at the metacarpophalangeal 
joint. It is commonly assumed that the joints in the finger, i.e. the proximal interphalangeal (PIP) and the 
distal interphalangeal joints, work as simple hinge joints that allow flexion/extension of the phalanges. Only a 
few in-vitro studies have attempted to estimate the triplanar rotations occurring at the interphalangeal (IP) 
joints [3-4] and most of our current understanding of finger kinematics is based on in-vivo measurement of 
the sagittal-plane rotations using skin markers [5-7]. 
The kinematics and dynamics of the PIP joint are particularly critical as the distal phalanges provide long 
levers that can result in large bending moments being applied on relatively small joint surface areas. The 
latter, together with two collateral ligaments and the volar plate, help maintain stability at the joint which 
shows the largest range of motion in the hand [8]. Its morphology, which resembles the bicondylar knee joint, 
suggests that a more complex pattern of rotation may occur between proximal and middle phalanx during the 
full range of motion [9]. 
The aim of this study was to provide a more detailed description of the kinematics in the PIP joint during free 
flexion/extension movement of the fingers. Stereophotogrammetry was employed to estimate PIP joint 
rotations and translations: 1) in-vitro, using intracortical pins in a cadaver model and, 2) in–vivo, by 
employing clusters of active sensors to track the motion of the proximal and middle phalanx of the second 
(index finger), third (middle finger) and fourth digit (ring finger) in 10 subjects.
2. MATERIALS AND METHODS
In-vivo experiment
Ten male subjects (age 27±5 yrs; height 1.8±0.1 m; weight 83±16 kg) volunteered and their informed consent 
was obtained for the study performed in accordance with the ethical policies for research of the University of 
Medicine and Dentistry of New Jersey. 
The centro-dorsal portion of each proximal and middle phalanx of the tested finger was instrumented with a 
cluster of four infrared light-emitting diodes, which was attached to the skin using a 19 mm round double-
adhesive tape (Fig. 1, left). An Optotrak motion capture system (Optotrak Certus, Northern Digital Inc, 
Waterloo, Ontario, Canada) was used to track the sensors while the subject performed a full flexion/extension 
movement of the PIP joint of the instrumented finger. Five trials were performed for the second, third and 
fourth digit of the left and right hand of each subject, for a total of 50 samples recorded for each digit. 
In-vitro experiment
Six fresh-frozen hands (2 left, 4 right) from six cadavers (77±15 yrs) were defrosted, and ten digits (5 second, 
5 fourth) from these hands were used in the study. X-ray imaging was obtained to exclude those specimens 
showing severe arthritic joints.
For each tested digit, in order to allow for load application, the proximal end of the tendons of the two main 
flexor muscles (i.e. the flexor digitorum sublimis and the flexor digitorum profundus) were each sutured and 
attached to a metal wire. Similarly, metal wires were sutured to the tendon of the extensor digitorum 
communis, and to the tendon of the indicis proprius when testing the second digit.
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Each hand was firmly clamped on a custom jig and the actuator of a MTS servohydraulic testing machine 
(MTS 851, MTS Corporation, Minneapolis, MN) was employed to apply tension to the extensor tendon(s) in 
order to simulate extension at the PIP joint (Fig. 1, right). The actuator of the MTS was set to move in 
displacement control at 0.5 mm/s until maximum extension of the PIP joint was achieved. A load cell in line 
with the actuator was set to stop, hold for three seconds, and invert the motion of the actuator when the 
tension in the wire reached the desired threshold. The latter was determined for each specimen before testing 
and ranged between 15 N to 30 N. Full flexion was achieved by gradual release of the tension in the extensor 
tendons and by gravity pull of two 5 N passive weights attached to the wires of the flexor tendons. 
A rigid plate, fitted with three infra-red sensors, was bone-pinned onto the centro-lateral side of the shaft of 
each proximal and middle phalanx of the tested digit. The Optotrak motion capture system recorded the 
motion of the sensors during a full extension/flexion cycle of the PIP joint.
Kinematic protocol
A similar kinematic protocol was employed for the in-vivo and in-vitro experiment. The Optotrak digitizing 
probe was employed to associate the location of three anatomical landmarks, on the proximal and on the 
middle phalanx, to the relative cluster of sensors. The digitized points helped to establish local reference 
frames on the two phalanges, following recommendations by Wu et al. [10]. Rotations and translations at the 
PIP joint were calculated according to the joint coordinate system [11]. Neutral position of the PIP joint (0º of 
rotations; 0 mm of translations) was defined to be that of maximum extension of the finger.
3. RESULTS
In-vivo experiment 
In all digits, the profiles of the triplanar rotations and translations at the PIP joint showed good consistency 
inter-subject, and inter-side within the same subject. Exemplary temporal profiles of the triplanar rotations at 
the PIP joint of the second digit in the left hand are shown in Fig. 2. Across all subjects, and for each 
anatomical plane, there was no statistical difference in the rotation ROM between left and right side and inter-
digit on the same side (p>0.05). The mean (±SD) rotation ROMs of the PIP joint in the index finger across all 
subjects (50 samples) were: 106º±8º; 10º±7º, and 11º±5º in the sagittal, frontal and transverse planes, 
respectively. In general large flexion angles (greater than 60º) were associated with volar displacement (Fig. 
3, left) and distraction at the PIP joint.
In-vitro experiment
Flexion/extension at the PIP joint was associated with some degrees of rotation in the other two anatomical 
planes across all specimens. The interspecimen mean (±SD) rotation ROMs were: 84º±18º; 5º±2º, and 7º±4º 
in the sagittal, frontal and transverse planes, respectively. A trend for ulnar deviation and radial rotation 
(pronation) in the five second-digit specimens, and for radial deviation and ulnar rotation (supination) in the 
five fourth-digit specimens, was observed. The mean (±SD) of the translation ROMs in the three anatomical 
planes were: 0.4±0.2 mm (radial/ulnar), 1.7±0.9 mm (dorsal/volar), and 1.2±0.6 mm
(compression/distraction). All but one specimen showed volar displacement (Fig. 3, right) and compression 
with flexion of the PIP joint.
Figure 1. Left: the two four-sensor clusters attached to the proximal and middle phalanx of the middle finger of one of the
subjects who participated in the in-vivo study. The black marks are the locations of the digitized points that were used to
establish the local reference frames. Right: a 3-D rendering of the setup employed in the in-vitro experiment. Motion at
the PIP joint was simulated by pulling the tendons of the extrinsic flexor and extensor muscles. Intracortical pins allowed
for rigid fixation of the motion sensors to the proximal and middle phalanx of the tested finger.
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4. DISCUSSION
Understanding the normal ROM of the joints in the human body is critical in the clinical evaluation of joint 
pathologies/abnormalities and in designing better implants for arthroplasty. While several in-vivo studies have 
reported ROM and correlation between sagittal plane rotations of the joints in the finger during 
flexion/extension [12], only few in-vitro investigations have tried to describe the IP motion in the three 
anatomical planes [4]. Herein we have presented a pilot study, based on in-vitro and in-vivo measurements of 
joint kinematics, which helped to reach a better insight in the extent of rotations and translations of the middle 
phalanx relative to the proximal phalanx in the finger during free flexion/extension. 
Although the smaller interspecimen range of motion achieved in the in-vitro study did not allow for 
quantitative comparison with the motion recorded in-vivo, the kinematics from two experiments revealed 
some common trends. Good agreement was found between translations at the PIP joint measured in-vivo and 
in-vitro, however attention should be paid in the clinical interpretation of the data. In fact, the amount of 
measured displacement is affected by the distance of the chosen origins - of each local reference frame - to the 
axis of rotation [10].  The fourth digit showed some degrees of ulnar rotation whereas the second digit showed 
radial rotation – however, in-vivo this was most evident for the right second digit. Moreover, in the cadaver 
experiment, all second digits showed ulnar deviation whereas all fourth digits showed radial deviation – i.e. 
both digits points towards the middle finger during flexion. In-vivo, a similar trend was detected mainly in the 
fourth digit. The morphology of the joint surfaces could account for some of the digit-specific kinematic 
patterns that have been inferred in this study [9].
Figure 3. Left: in-vivo intersubject mean of the dorsal/volar translation at the PIP joint during flexion/extension of the
middle phalanx of the second (DGT2), third (DGT3) and fourth digit (DGT4) in the right hand. The mean curves have
been determined over 50 flexion/extension trials – 5 trials for each digit in 10 subjects. Right: in-vitro mean dorsal/volar
translation at the PIP joint during flexion/extension of the middle phalanx for each of the 10 specimens. The mean curves
have been determined over 5 flexion/extension trials recorded for each specimen.
Figure 2. Intersubject mean (±SD) of the triplanar rotations at the PIP joint measured in-vivo during a full
flexion/extension of the index finger in the left hand. The mean rotation angles were determined across 5 flexion/extension
trials for each of the 10 subjects, for a total of 50 samples. Positive rotation angles are flexion (FE), ulnar deviation (AA)
and radial rotation (IE).
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Both experiments had some limitations. The in-vitro protocol was designed to ensure that the maximum ROM
at the PIP joint could be achieved for each specimen. Variability was detected in the tension required to 
produce maximum flexion/extension across the specimens, however the maximum force employed was found 
to be consistent with in-vivo data on tension in the extrinsic muscles during free flexion/extension [13-14]. 
Furthermore the setup did not allow simulation of the forces exerted by the intrinsic muscles. While EMG 
studies have shown that these muscles seem to be inactive during free flexion of the finger [1-2], their 
contribution to IP joint during extension has been reported [2, 15]. In the in-vivo experiment, a double-
adhesive round tape was employed to group the sensors. Clusters of markers have been previously used to 
measure bone segment kinematics, however they are normally fitted on rigid plates. A flexible media was 
preferred because of the small space available and to limit the impediment caused to the fingers during full 
flexion. Further investigations should be performed to assess the bias from soft tissue artifacts when 
employing clusters of skin markers to measure the motion of the phalanges. 
It seems plausible that the limitations mentioned above, together with physiologic intersubject variability, 
prevented the identification of a clear pattern for rotation especially in the frontal plane. Nevertheless, within 
each subject and for each digit, a good inter-side consistency in the profile and ROM of the rotations was 
detected. This seems to support the validity of the proposed in-vivo protocol and its potential in measuring 
subject-specific kinematics in the joints of the fingers.
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1. INTRODUCTION 
Simulation of arm movement when manipulating an object requires defining a starting posture, a final one and 
a transition strategy. However, there is no unique solution due to kinematic redundancy of human body. In case 
of a 7-DOF arm model (3 for the shoulder, 2 for the elbow and 2 for the wrist), the arm pivoting angle along 
the shoulder-wrist axis is undetermined for a given hand position and orientation [1]. For an object rotation 
task, several studies [2, 3, 4] observed that different starting postures were adopted depending rotation 
amplitude. One of the explanations was that people follow the principle of end-state comfort initially proposed 
by Rosenbaum [5]. This hypothesis states that the movement is selected to ensure a comfortable final posture. 
In case of an arm rotational task described by van der Vaart [2], this hypothesis implies that one would prefer to 
adopt an arm posture further away from joint limits at the end of a motion than at the beginning whenever
possible. Another implication would be that one prefers an elbow position close to the body due to gravitation
at the end.  
Therefore, the purpose of this paper is to investigate whether the principle of end-state comfort applies to arm 
movements when rotating an object . For this, data from a previous study [6], representing arm movements for 
rotating a sphere with a large range of rotation amplitude, is to be used.
2. MATERIAL AND METHODS
Experimental data
Twelve right-handed subjects (age = 27.8 ± 5.3 years; size = 170.1 ± 9.4 cm) participated in the experiment.
From an initial posture (see Figure 1), they were asked to reach, grasp and rotate a sphere without changing 
their grip. The object was located in front of their right shoulder, at a distance of about 3/5 of their arm length 
and its axis of rotation was orthogonal to the frontal plane of the subject. Amplitudes of rotation were ranged 
from -360° (counter clockwise: CCW) to +360° (clockwise: CW), by increments of 45°, and presented in a 
randomized way. A Vicon system was used to measure the 3D trajectories of a set of 28 markers located on the 
torso, upper limb, hand and object.
Figure 1. Experimental set-up showing the subject in the rest position. The main markers in white are also illustrated. A belt was used to 
limit the torso movement when manipulating the object. A very light resistance for each increment of 45° was used to indicate rotation 
amplitude
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Figure 2. Example of two extreme arm postures (in red) allowed by joint limits for a given arm posture (in green) obtained 
experimentally. Joint limits are defined in [8]. The global torso-fixed coordinate system is centered at the shoulder S, with X, Y and Z 
being defined, respectively, aligned to the medial-lateral (M-L), posterior-anterior (P-A) and inferior-superior (I-S) anatomical directions.
Method for determining two extreme arm postures allowed by joint limits for a given hand attitude
In an earlier work by Wang [1], a geometric inverse kinematics algorithm for a 7-DOF arm model was 
proposed taking into account nonlinear joint limits, especial those of the shoulder [7]. For a given hand attitude 
including its position and orientation, two extreme arm postures allowed by joint limits can be estimated (see 
Figure 2 for an example).
Data processing
The shoulder, elbow and wrist angles were calculated using a simplified 7-DOF arm model thanks to recorded 
markers positions. The beginning and the end of the manipulation phase were determined according to the 
angular velocity of the objet (5% of the peak). Then postures at two instants were used as inputs for 
determining the two extreme arm postures allowed by joint limits. Due to loss of markers in some trials (either 
at the beginning or the end of manipulation), we were able to simulate here a total of 130 motions at the 
beginning, and 149 motions at the end of the manipulation.
Analyzed variables
Only shoulder pivoting angle remains undetermined for an imposed hand position and orientation. From a 
known arm posture, two extreme postures allowed by joint limits were simulated at the beginning and at the 
end of manipulation. Two shoulder pivoting margins are defined: a positive PDUJLQ³0´EHWZHHQWKHRULJLQDO
position of the elbow and its maximal position when rotating along the shoulder-wrist axis, a negative margin 
³0-´when rotating negatively along the shoulder-wrist axis. The total margin ³0´LV WKHVXPRI³0´DQG
³0-´
3. RESULTS
Figure 3 shows the total margin of the shoulder pivoting at the beginning and at the end of the object rotation. 
As expected, the margin decreased with the increase of rotation amplitude in both directions. Statistical analysis 
shows significant differences in the total margin M between the beginning and end of object rotation for the 
rotation amplitudes from -225° to 90° (with an exception for -45°).
Figure 4 represents the negative margin (³0-´in dark blue) and the positive margin (³0´LQlight blue) at the 
beginning of the rotation. No significant difference was observed between ³M+´ and ³0-´for CCW rotations
(from -315° to -45°), implying that the subjects were in the middle of the available range of motion when 
grasping the object. For CW rotations, negative margin ³0-´ seemed to be higher than M+ especially for small 
amplitudes (45° and 90°). It means that lower elbow position was preferred with respect to what is allowed by 
joint limits. 
Figure 5 shows the negative and positive margins ³0´ and ³0-´at the end of the rotation. Higher values of 
negative margin ³0-´ were observed especially for the tasks from -135° to +90°, meaning that subjects
preferred a low elbow position.
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Figure 3. Comparison of the total pivoting margins at the beginning (dark blue) and end (light blue) of rotation.. For each amplitude, 
significant difference EHWZHHQLQLWLDODQGILQDO³0´is shown: *p<0.05; **p<0.01; ***p<0.001.
Figure 4. Negative (³0-´dark blue) and positive (³0´ light blue) margins for shoulder pivoting angle at the beginning of object 
rotation. )RUHDFKDPSOLWXGHVLJQLILFDQWGLIIHUHQFHEHWZHHQ³0´DQG³0-´LVVKRZQSSS
4. DISCUSSION
In this paper, the end-state comfort hypothesis was investigated with arm movements when rotating an object 
with high amplitudes. Our results tend to confirm this idea. Indeed, we observed a higher margin of shoulder 
pivoting at the end of rotation than at the beginning. When looking at the negative and positive pivoting
margins, higher negative margins were generally observed at the beginning of rotation for CW tasks and at the 
end of rotation for CCW tasks. This means that subjects preferred keeping a low elbow position at the 
beginning when rotating in CW direction and at the end when rotating in CCW direction. Clearly, keeping an 
elbow position close to the body applied to both the beginning and end of rotation. This observation seems to 
suggest that movements are not only controlled so as to achieve an end-state comfort, but the comfort of 
beginning state is also considered. In addition, keeping a low elbow position also reduces shoulder pivoting. 
This goes with the principle of minimum work [9]. 
In conclusion, our results confirm the end-state comfort hypothesis. But the end-state comfort hypothesis alone 
could not explain all observations. Starting state comfort and principle of minimum work should also be 
considered. These observations will allow us to definea simulation algorithm that could give natural-looking 
motions.
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Figure 5. Final negative margin (³0-´dark blue) and positive margin (³0´light blue) for pivoting angle. Values are absolute ones and 
represent the amplitude of movement available in both directions when grasping the object before the rotation. For each amplitude, 
VLJQLILFDQWGLIIHUHQFHEHWZHHQ³0´DQG³0-´LVVKRZQSSS
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1. INTRODUCTION 
This work aims to collect new information for quantitative modeling of the posture and movement behavior 
used to grasp, hold and place work objects. This information is needed for designing work equipment and 
methods that provide workers with sufficient control over objects in object transfer tasks. Previous studies 
show that postures are affected by comfort or effort [1-3]. It can be shown that perceived effort is related to 
biomechanical factors, such as external joint load moments [4-5]. Computation of moment requires 
knowledge of the spatial relationship between the location of load with respect to the joints. 3D motion 
tracking is ideal for tracking the object and joint locations and can be used to compute joint moments for 
developing models. This paper describes the use of 3D motion tracking to collect data and develop models for 
predicting upper limb posture probabilities for given loads. 
2. METHODS
We used 3D motion tracking to determine the spatial relationship between the major joints of the upper limb 
and a work object as 10 healthy female college age subjects reached for, grasped, held and finally placed a 
work object at an arbitrary location on the work surface from which they started. Moment arms and quasi-
static load moments were estimated for the wrist, elbow and shoulder for the grasp and hold postures and used 
to compute relative load moments based on corresponding subject strengths for each posture. Models were 
then proposed that described the probability of a given posture for given relative load moments. All subjects 
gave written informed consent in accordance with our University IRB regulations. The hand lengths ranged 
from 1st percentile to 72th percentile based on the population data from Garrett [6]. The dependent variable 
was upper limb posture. The independent variable was object weight. Cylindrical objects were 25.5 cm in 
length and 7 cm in diameter with four different weights (0.3, 2.0, 3.7, and 5.4 kg). The object was supported 
on each end at elbow height with adequate horizontal and vertical finger clearance. The object height was 
adjusted to elbow height for each subject. Subjects stood one horizontal forearm length from the grip object 
with long axis of the object perpendicular to the sagittal plane of the body. Starting with their hand at the side 
of their body, subjects reach for, grasped and held the object for approximately 8s as though they were 
carrying it until they were told to put it down at a self-selected, arbitrary location and orientation. Trials were 
blocked on object weight, with the weight order randomly selected for each subject. Three trials were 
performed for each condition following several practice trials to familiarize the subjects with each condition. 
There were at least two minute breaks between trials, except for the lightest object. 
An eight-camera Qualisys motion tracking system (Qualisys Inc., Sweden) was used to record the upper body 
kinematics. Retro-reflective markers were attached to the dorsal side of middle metacarpophalangeal (MCP) 
joint of the right hand, the radial and ulnar sides of the wrist, lateral and medial epicondyles, and the acromion 
of the right arm. The position of the cylindrical object (handle) was tracked using two markers placed on the 
centers of the two ends of the object. The Qualisys system was sampled at 60 Hz. All trials were also 
videotaped using a camcorder.  
The motion data were filtered using a bidirectional second order Butterworth filter with a cut-off frequency of 
6 Hz. The frames for grasping, holding, and placing were estimated manually based on the video analysis and 
then refined by searching the nearest 30 frames of estimated frames using a threshold of 20 cm/s of the 
velocity of object center displacement. The object center position was assumed to be the average of the 
positions of the two object markers. The wrist joint center was assumed to be the average of the positions of 
the lateral and medial wrist markers. The shoulder joint center was assumed to be 10% of the upper arm 
length inferior to the acromion marker in laboratory coordinate system [7]. The elbow joint center was 
assumed to be the average of the positions of lateral and medial epicondyle markers. In the case that the 
medial epicondyle marker data was missing, the elbow joint center was calculated by offsetting the lateral 
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epicondyle marker position by half the distance between the medial and lateral epicondyles in the direction of 
the vector that is the cross product of the vector from lateral epicondyle to shoulder joint and the vector from 
lateral epicondyle to wrist joint [8]. The load moment arms were calculated from the object center to joint 
centers in x-y plane of the laboratory coordinate system. Relative moment was computed as the joint load 
moment divided by respective joint strength for that posture. Functional strength tests were conducted to 
quantify joint strengths for given posture for each subject.  
3. RESULTS
Subjects demonstrated three basic behaviors for this task (Fig. 1). In Case A (Fig. 1A), a subject grasped a 0.3 
kg cylinder using an overhand grip at elbow height, held it at elbow height using a semi-pronated posture, 
then placed it back onto the wood stand using an overhand posture. In Case B (Fig. 1B), a subject grasped a 
2.0 kg cylinder using an overhand grip, moved the object to thigh height and held it using a hook grip, then 
placed it back onto the wood stand using an overhand posture. In Case C (Fig. 1C), a subject grasped a 3.7 kg 
cylinder using an underhand grip, moved the object to shoulder height and held it using a palm grip, then 
placed it back onto the wood stand using an underhand posture.  
The frequencies of observed postures as a function of object weight are shown in Fig. 2. During grasping, 
subjects used either an overhand or an underhand posture. During holding, as weight increases, the 
frequencies of at shoulder or thigh height posture increase, while the ones for at elbow height postures (semi-
pronated grip or underhand grip) decrease. Likelihood ratio test for holding posture by object weight was 
significant with p<0.001.   
Table 1 shows the moment arms from the load to the wrist, elbow, and shoulder for grasping and for holding 
the object at elbow height, at shoulder height and thigh height. The shoulder height and thigh height are 
similar and pooled. When holding at elbow height, subjects extended their shoulder, which reduced the 
moment arm for the shoulder about 25%, but did not affect the moment arms of the elbow and wrist. When 
holding at shoulder or thigh height, the wrist, elbow, and shoulder moment arms were reduced 62%, 72%, and 
70% respectively. 
Predicted probability from logistic regression of selecting holding posture at elbow height, or at shoulder or 
thigh height is shown in Fig. 3 as function of the relative moment (%strength) of wrist, elbow, or shoulder at 
the time the weight of the object is transferred to the hand. For low load, about 20% of the subjects 
maintained the same arm posture in which they first gained control of the object, while 80% selected an at 
thigh or shoulder height posture. As the relative load moment on the wrist, elbow, and shoulder increased to 
30% of maximum, approximately 90% assumed at shoulder or thigh height posture and as the load increased 
to 90% nearly every one chose the at shoulder or thigh height posture. 
4. DISCUSSION
These data show that the postures selected to grasp, hold and place work objects are influenced by the relative 
load moments on wrist, elbow, and shoulder at the time when the hand gains control over the work object. For 
this case with the horizontal forearm and elbow and shoulder aligned vertically, the load moment is quite low 
for the wrist and they are approximately equal for the elbow and shoulder. Subjects reduced shoulder moment 
by extending shoulder for holding, which may suggest shoulder is more sensitive than the elbow. Further 
studies can now be conducted to determine if selection of at shoulder or thigh height holding posture is more 
sensitive to determine the relative sensitivity of wrist, elbow, or shoulder. This study was performed on a 
sample of ten females. Because the load moments were normalized with respect to maximum strength, we 
believe that these results should apply to males as well, but this should be verified in future studies. 
5. CONCLUSION
Three-dimensional motion tracking was used to show that the postures selected to hold objects with the hand 
are influenced by relative wrist, elbow, and shoulder load moments. It appears that the wrist, elbow, and 
shoulder exert approximately the same effect on hold posture. This observation can be confirmed in future 
studies using a an experimental protocol that produces different load moments simultaneously to the wrist, 
elbow, and shoulder. This study was based on a sample of females. Future studies should verify that there is 
not a gender effect on posture beyond that of relative joint moments. Three-dimensional motion tracking is an 
important tool for understandng and modeling work behavior. 
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Figure 1. Trajectories of the right hand middle MCP joint marker, wrist, elbow, and shoulder joint centers in 
three representative trials in laboratory coordinate system. The moments of wrist, elbow, and shoulder as 
function of time are also shown.  
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Figure 2. Frequencies of observed postures as a function of object weight (pooled for all subjects). 
Table 1. Moment arms from the load to wrist, elbow, and shoulder joints for grasping and holding postures 
(cm, mean ± SD) 
Posture Wrist (cm) Elbow (cm) Shoulder (cm) 
Grasp 9.7 ± 1.6 32.7 ± 2.5 30.7 ± 4.5 
Hold at elbow height 9.6 ± 1.5 31.7 ± 1.7 23.1 ± 3.1 
Hold at shoulder or thigh height 3.7 ± 1.7 9.2 ± 2.8 9.2 ± 2.5 
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Figure 3. Predicted probability from logistic regression of selecting holding posture at elbow height, or at 
shoulder or thigh height as function of the relative moment (%strength) of wrist, elbow, or shoulder at the 
time the weight of the object is transferred to the hand. 
7. REFERENCES
[1] Zhou, W., Armstrong, T., Wegner, D.M., and Reed, M.P. Influence of object weight and terminal 
orientation on upper limb postures during grasping, holding, and placing cylindrical object. in 
Proceedings of Human Factors and Ergonomics Society Annual Meeting. 2011. 
[2] Rosenbaum, D.A., van Heugten, C.M., and Caldwell, G.E., From cognition to biomechanics and back: 
The end-state comfort effect and the middle-is-faster effect. Acta psychologica 94(1), pp. 59-85, 1996. 
[3] Rosenbaum, D.A., Marchak, F., Barnes, H.J., Vaughan, J., Slotta, J.D., and Jorgensen, M.J., Constraints 
for action selection: Overhand versus underhand grips, in Motor representation and control, attention and 
performance xiii, M. Jeannerod, Editor. 1990, Erlbaum: Hillsdale. pp. 321-342. 
[4] Dickerson, C.R., Martin, B.J., and Chaffin, D.B., Predictors of perceived effort in the shoulder during 
load transfer tasks. Ergonomics 50(7), pp. 1004 - 1016, 2007. 
[5] Carey, E. and Gallwey, T., Effects of wrist posture, pace and exertion on discomfort. International 
Journal of Industrial Ergonomics 29(2), pp. 85-94, 2002. 
[6] Garrett, J.W., The adult human hand: Some anthropometric and biomechanical considerations. Human 
Factors 13(2), pp. 117-31, 1971. 
[7] De Leva, P., Joint center longitudinal positions computed from a selected subset of chandler's data.
Journal of Biomechanics 29(9), pp. 1231-1233, 1996. 
[8] Reed, M.P., Manary, M.A., and Schneider, L.W., Methods for measuring and representing automobile 
occupant posture. SAE Transactions: Journal of Passenger Cars 108, 1999. 
3DAHM2012
79
A 3D Model of Reach Limitations for 
Workstation Design
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The purpose of this project is to present the development plan for a reach model for workstation design 
that incorporates shoulder moment, shoulder posture, anthropometry, task duration, and duty cycle.  
Phase I of the project identifies existing software and literature with which to estimate shoulder 
strength and reach envelope. Phase II integrates task duration with shoulder strength to define volumes 
in the reach envelope in which a task can be performed continuously for 2 hours (green), performed for 
2 minutes or less every 10 minutes (red), and performed for intermediate durations (yellow). 
Ultimately, the model will be incorporated into CAD design software, via mannequins of different 
anthropometry and gender, to allow workstation designers to consider human capabilities in order to 
reduce pain and fatigue and increase the work quality in the design process. 
Keywords: shoulder, workplace, design, ergonomics, reach, fatigue
1. INTRODUCTION 
Repeated or sustained reach during assembly, maintenance or production work is associated with shoulder 
pain and injury (e.g., pipetting, dental hygiene, etc.).  The primary risk factors are shoulder moment, shoulder 
posture, and duration of exertion or duty cycle.  Some CAD design packages (e.g. Creo Mannikin, PTC; 3D-
Mannequin, Ergo-Link) include mannequins that can be manipulated for design work, but provide only simple 
reach envelopes defined with the arms fully extended, and do not consider biomechanical loads or muscle 
fatigue of the shoulder which will vary with posture and anthropometry.  Most work tasks are not performed 
at the limits of reach (i.e. arms fully extended), but are performed well within the reach envelope.  
Additionally, many work activities place the employee in awkward upper body postures for extended periods 
of time, for example, pipetting in biosafety cabinets, glove-box work, dental hygiene, and construction (Fig.
1).  Although CAD design software can be used to lay out the work area, these CAD applications do not 
provide assistance with proactively identifying workstation layouts that may compromise quality of work or 
productivity by causing shoulder fatigue or increasing the risk of shoulder pain and injury.
A current design model for evaluating the limitations of reach at work (3DSSPP, U Michigan, Ann Arbor, MI, 
USA) provides output on the percent of maximum voluntary contraction (MVC) and percent population 
capable of applying a given force at any point within the reach envelope, but the model does not account for 
reduction in shoulder strength with shoulder flexion or abduction and does not consider duration of activity 
and shoulder fatigue. The design model is also not readily integrated with CAD applications.
Figure 1. Examples of work activities that involve sustained reach: glovebox and clean room work.
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The purpose of this project is to develop a CAD integratable model for identifying 3 dimensional risk/duration  
zones that consider shoulder moment and population strength capabilities, anthropometry, fatigue, shoulder 
posture and strength capabilities, and task duration. 
2. METHODS
Phase I
The basic 3D reach model is based on anthropometry, posture prediction, and stress estimates from the 
3DSSPP model (U Michigan, Ann Arbor, MI, USA). The model output has been compared to empirical 
results from the literature and areas of model refinement have been identified. With increasing flexion and 
abduction, from 0 (upper arm vertical) to 90 degrees (upper arm horizontal), there is a decline in shoulder 
strength by 20% to 30% [1, 2]. This decrement in strength will be incorporated into the model to better 
estimate shoulder strength at postures within the reach envelope and between the cardinal planes.
Phase II
Shoulder muscle fatigue will be incorporated into the model using data from nine psychophysical studies of
repetitive hand activities recently summarized in a review article by Potvin [3].  The equation linking percent 
strength to duty cycle is modified from Potvin,
%MVC = -0.139 ln(DC) + 0.0783. (1)
Where %MVC (range 0-1) is the reduction in shoulder strength due to duty cycle (DC, range: 0 to 1).  Duty 
cycle is considered the cumulative percentage of time during a 2-hour work period that the shoulder is 
exerting more than five percent of strength. This decrement in strength will be incorporated into the model to 
define the boundaries of the reach zones.
3. RESULTS
An example of the reach zones is presented in Fig. 2.  In this example, the hand is modeled statically holding 
a 1kg object for the 50th percentile male with 50th percentile strength.  Regions within the reach envelope, in 
the sagittal plane through the shoulder, are identified in colors based on percent shoulder strength.  The 
blue/green zone is that region where the mean percent strength is below 10% and corresponds to work that 
can be performed continuously for 2 hours.  The red zone is that region where the mean strength is above 20% 
and corresponds to work that can be performed for 2 minutes or less every 10 minutes. The yellow/orange 
zone is that region where the mean strength is between 10 and 20% of strength and corresponds to work that 
can be performed continuously for intermediate durations.
Figure 2.  Risk/Duration Zones. Example of reach zones in the sagittal plane through the right shoulder of a 
50th percentile male.  Three zones will be identified that indicate reach areas of low (blue/green), moderate 
(yellow/orange), and high (red) risk for developing work-related fatigue and discomfort. Alternatively, the 
zones can be used to define acceptable hand locations for long durations (blue/green), moderate durations 
(yellow/orange), and short durations (red).
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4. DISCUSSION
Work is ongoing to compute the 3 dimensional zones for both male and female populations, as a function of 
stature, fitness, and hand-dominance. The zones and related models, essentially point clouds of 3D data, will 
integrated into existing CAD software to define 3D surfaces that separate the three risk/duration zones.
The models may be used for both specific and general worksites. As an example, consider a general work 
station that must accommodate an extreme stature-range of users (Fig. 3). While the reach envelopes may
vary considerable in area/volume, the risk/duration zones scale nearly linearly; the greater strength of tall men 
is offset by their greater segment masses and moment arms about the shoulder. During the design phase, CAD 
interventions such as adjustable console/seat height and desk depth can be included to optimize the usability 
across the extremes of stature.
As another example, consider a specific workstation that must accommodate both male and female users of a 
specific stature (Fig. 4). While the envelopes are similar in size, perhaps suggesting a similar layout between 
the genders, the risk/duration zones demonstrate that females should bring the hands closer to the torso.
Again, during the design phase, CAD interventions such as an adjustable workstation may be considered. If 
workstation constraints preclude adjustability, then the workstation may be laid out to distribute the load 
appropriately between males and females.
Figure 3: Reach Envelopes and Risk/Duration Zones in the Sagittal Plane for the Tall Male and Short Female. 
The risk/duration zones are similar but the envelopes vary considerably in size.
Figure 4: Reach Envelopes and Risk/Duration Zones in the Sagittal Plane for Similar Stature Males and 
Females. The envelopes have similar size but the risk/duration zones vary considerably.
The completed model, incorporating risk/duration zones for the shoulder as well as the neck and eyes, would 
provide a valuable tool for engineers and workstation designers to optimize workstation design in-silico, prior 
to deployment. Such a proactive approach could decrease the cost and increase the speed of the design phase 
of workstations.
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1. INTRODUCTION 
Surveys on shoe use show that 37% to 69% of women wear high-heeled shoes on a daily basis [1-3].  High-
heeled shoes have been shown to be responsible for instability and falling, leading to injuries [Add Citation].  
Most studies have investigated the kinematic and kinetic changes of the lower-extremity when wearing high-
heeled shoes [1, 4-6], but few have studied balance control of the whole body during dynamic activities, such 
as gait [7-8].  COM-COP inclination angles (CCIA) have been used to describe the body’s dynamic control 
during locomotion without the influence of stature differences among subjects [9].  Apart from CCIA, COM-
COP inclination angular velocities (CCIV) were also useful for assessing one’s ability to control the body’s 
COM during functional activities [9].  Quantifying of the variables associated with body balance control in 
women who wear high-heeled shoes may offer insights into clinically preventable musculoskeletal problems 
and provide a basis for designs that minimize adverse effects.  The purposes of this study were to investigate 
the influence of the heel base and height of shoes on the COM motion in terms of CCIA and CCIV during 
normal walking. 
2. MATERIAL AND METHODS
Fifteen female adults (age: 24.4²3.4 years; height: 158.9²5.7 cm; weight: 49.2²5.1 kg) who were regular 
wearers of shoes with heels of more than 3 cm in height participated in the current study. In a gait laboratory, 
each subject walked at a self-selected pace under each of the following conditions: (a) barefoot, (b) low-
heeled shoes (3.9 cm), (c) medium-heeled shoes (6.3 cm), and (d) high-heeled shoes (7.3 cm).  Thirty-nine 
retro-reflective markers were used to track the motion of the body segments. Three-dimensional (3D) marker 
trajectory data were measured using a 7-camera motion analysis system (Vicon512, Oxford Metrics Group, 
U.K.).   Ground reaction forces were simultaneously measured by two forceplates (Advanced Mechanical 
Technology Inc., U.S.A.). A 13-body-segment model of the whole body modeled as rigid bodies was used for 
the analysis of the body’s COM motion. The CCIA in the sagittal plane (Į; A/P inclination angle) and frontal 
plane (ȕ; M/L inclination angle) were then calculated using the method reported by Hsu, et. al. [10].  With the 
current forceplate setup, Į and ȕ were calculated during the period from the beginning of the single leg stance 
(SLS) to the subsequent heel-strike.  CCIA of Į and ȕ were also calculated by smoothing and differentiating 
their trajectories using the generalized cross-validatory spline method.  The average, critical points and peaks 
of  CCIA and CCIV were tested using repeated ANOVA (Į=0.05).  The independent t-test with Bonferroni 
correction (Į=0.05/6=0.0082) was used for between-conditions comparisons. 
3. RESULTS 
After normalizing the gait speeds, stride lengths and step widths were significantly decreased for all heel 
heights when compared to barefoot walking (p<0.0001).  No significant differences were found between heel 
heights in any temporal-spatial variable.  All variables related to frontal CCIA were reduced in all shoe 
conditions when compared to barefoot walking, but no differences were found between heel heights.  The 
ensemble-averaged curves of the CCIV showed double-peak patterns during DLS (Fig. 1 and Fig. 2).  At the 
first peak during DLS, narrow-heeled shoes showed smaller lateral CCIV than barefoot (p<0.0001), while 
high-heeled shoes had smaller lateral CCIV than low-heeled shoes (p<0.0001).  In the sagittal plane, high-
heeled and medium-heeled shoes showed smaller posterior CCIV than barefoot, and those for high-heeled 
shoes were smaller than those for low-heeled shoes.  For the second peak, no significant differences were 
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found in the frontal plane, while statistically smaller values in the sagittal plane for barefoot and low-heeled 
shoes were found compared to those for middle-heeled and high-heeled shoes (p<0.0001). 
4. DISCUSSION
The reduced base of the heels was found to be the primary factor for the reduced walking speed, as well as the 
reduced CCIA in the frontal plane throughout the gait cycle.  This was achieved mainly through the control of 
the CCIV during DLS.  The observed CCIV changes in the frontal plane appeared to be related to the narrow 
heels of the shoes, especially those of the contralateral limb around its heelstrike.  The significantly reduced 
CCIV at contralateral heelstrike indicated the need for a better control of the transfer of the body weight to the 
relatively reduced base of suport of the contralateral limb.  The reduced step width also contributed to this 
requirement.  A similar strategy of CCIV control was also found in the sagittal plane, except during the 
second half of the DLS.  The sagittal CCIV was increased during the second half to maintain the continuing 
progression of the body’s COM.  The height of the heels affected mainly the peak CCIV during DLS, which 
were not big enough to affect the CCIA.  These results suggest a conservative strategy for dynamic balance 
control during narrow-heeled gait. The current results will serve as baseline data for future evaluation of 
patients and/or older adults during narrow-heeled gait aiming at reducing risks of falls. 
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Figure 1. Ensemble-averaged COP and COM positions, COM-COP inclination angle, and COM-COP 
inclination angular velocity in the sagittal plane when barefoot (thin curves, solid) and narrow-heeled walking 
(thick curves) with low heel height (dashed), medium heel height (dotted) and high heel height (solid).  
Vertical lines indicate the critical times (HS: heel-strike; CTO: toe-off of the contralateral leg; CHS: heel-
strike of the contralateral leg; TO: toe-off). 
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Figure 2. Ensemble-averaged COP and COM positions, COM-COP inclination angle, and COM-COP 
inclination angular velocity in the frontal plane when barefoot (thin curves, solid) and narrow-heeled walking 
(thick curves) with low heel height (dashed), medium heel height (dotted) and high heel height (solid).  
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Vertical lines indicate the critical times (HS: heel-strike; CTO: toe-off of the contralateral leg; CHS: heel-
strike of the contralateral leg; TO: toe-off). 
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Influence of speed of progression on the gait of 
young children
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675 gait trials are considered to characterize the influence of speed progression on the gait of young
children (under 6 years old). Trials are distributed in 5 speed groups (with the same average age of 3 years 
old) in order to underline the effect of speed of progression on kinematics and kinetics. The speed effect is 
notable on gait parameters (especially in sagittal plane) and therefore has to be considered for gait 
children comparison. 
Keywords : children; gait; speed of progression; kinematics; kinetics 
1. INTRODUCTION
Children gait changes during the first years of independent walking [1] and persists to be different from adult gait 
up to 10 years old [2]. Many studies deal with the influence of speed of progression on gait parameters and 
recommend considering this influence for results interpretation [3-4]. Some authors examine the effect of speed of 
progression for children and conclusions are similar to adults: speed of progression has an influence on children 
gait parameters [5-7]. Nevertheless, these studies evaluate children with an average age around 10 years old. The 
influence of speed progression on gait parameters has not been studied on a large population of young children 
(under 6 years old) to our knowledge. Gait maturation is important in young children. Then, it seems to be useful 
to examine the influence of speed of progression on gait parameters.  
2. MATERIALS AND METHODS
Participants 
Sixty-four healthy children (31 girls and 33 boys) are included in the study. A total of 675 gait trials were 
collected. These trials are divided in 5 speed of progression groups (groups’ characteristics in Table 1).  
Independent walking was acquired between 10 and 17 months of age and medical examination did not revealed 
any orthopedic or neurological disorder. Parents gave their informed consent for their child to participate in the 
study which was approved by the local ethics committee. 
Experimental set-up 
Thirty-two retro-reflective markers were fixed on classical anatomical landmarks of pelvis and lower limbs. 
Children walked at self-selected speed, exceptionally with a parent or experimenter assistance for the toddlers. 
Fifteen to twenty gait trials were measured for each subject using a Motion Analysis® system with 8 Eagle®
cameras (Santa Rosa, USA) and one Bertec® force platform (Colombus, USA), synchronized to a sampling 
frequency of 100 Hz.  
Data processing 
After signal processing (fourth-order butterworth filter, 6Hz cutoff frequency), all markers’ trajectories were 
obtained in an Inertial Coordinate System (ICS) via Cortex ® software and then, enabled the construction of each 
Segment Coordinate System. The hip joint center coordinates were calculated using regression equations of 
Harrington et al [8] considering only the healthy children’s data. The inertial parameters were estimated from 
scaling equations [9]. The joint forces and moments were computed in the ICS by bottom-up inverse dynamics 
and the joint angular velocity was computed using the quaternion algebra [10]. The 3D joint power is calculated as 
the dot product of joint moment and angular velocity. The parameters are normalized following the 
recommendations of Hof [11]. 
Statistical analysis 
A statistical analysis is realized on the peaks of the average curve of each group of speed. Due to the non-normal 
distribution of the values (Shapiro-Wilk test, p<0.05), a Kruskal-Wallis test (p<0.05) is used to determine if speed 
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of progression has a significant influence for the considered peak. When significant, a Mann-Withney test 
(p<0.05) is realized to compare the significance 2-to-2 between the 5 speed groups. 
3. RESULTS
3D joint angles, moments and power [12] for ankle, knee and hip, and Ground Reaction Force (GRF) on sagittal, 
coronal and frontal axes are processed. Considering all of these curves a total of 67 peak values are identified. 
For kinematics, all peak values on joint flexion/extension angles show more than 4 significant differences. In 
abduction/adduction and internal/external rotation angles, there are fewer differences. For dynamics, the peak 
values of GRF present more than 6 significant differences on the 3 axes. The hip flexion/extension moment is the 
curve showing the most significant differences (8 for the maximum extension at the beginning of stance phase, 
10 for the maximum flexion and 10 for the maximum extension at the end of the swing phase). Also, knee
flexion/extension moments peak values present more than 8 significant differences. For the other moments, there 
are less significant differences (7 for the maximum plantar flexion and less than 7 for the other peak values). For 
3D powers, there are more than 6 significant differences for ankle and knee peak values, except for the 
maximum knee power at 50% of gait cycle (no significant difference). For 3D hip power, all differences between 
each speed group are significant. It can also be noticed that almost all peaks have an ordered evolution with 
speed of progression. 
4. DISCUSSION
The aim of this study was to explore the influence of speed of progression on the gait parameters in a specific 
population: children under 6 years old. The effect of speed progression on gait parameters for young children is 
obvious like it was already observed for older children, especially in the sagittal plane [5]. For kinematics, it has 
been noticed more significant differences than in [5] for hip and knee flexion/extension (Fig. 1a-b). Results for 
the ankle kinematics are similar to those of Stansfield (Fig. 1c). Some differences are observed for the vertical 
GRF, especially for the vertical component. Significant differences are notably noticed at the beginning of stance 
phase (Fig. 2): these differences are less important in older children [6]. For joint moments, significant 
differences are higher on peaks for hip, knee and ankle flexion/extension moments than in Stansfield’s study 
(Fig. 1d-f). The difference of hip 3D power with regards to Stansfield’s results is probably due to the definition 
of the hip center (Fig. 1g). Knee 3D power patterns are different from Stansfield’s ones (Fig. 1h) while in the 
present study, 3D powers are processed whereas Stansfield’s results are 2D powers. Maximum ankle 3D power 
is non-ordered with speed progression, contrarily to the results published by Stansfield and all differences are not 
significant (Fig. 1i). These observations lead to assume that speed of progression effect is present for young 
children and maybe is more important than for older children. 
A limitation of this study concerns the subject ages. The groups have the same age on average (around 3 years 
old) but it will be necessary to compare the influence of speed of progression and the influence of age to quantify 
the relative contribution of each factor on gait parameters. 
Table 1.  Subject’s groups characteristics 
 Group 1

Group 2 Group 3 Group 4 Group 5 
Color Code 
Number of processed kinematic gait trials
 135 135 135 135 135 
Number of processed dynamic gait trials 
 126 100 107 117 94 
Age [years]
average 3.06 3.43 3.39 3.47 3.38 
SD  1.10 1.42 1.23 1.49 1.46 
Normalized speed of progression [m.s-1/(√gl0)]
average 0.25 0.36 0.42 0.48 0.58 
SD 0.05 0.02 0.01 0.02 0.05 
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Figure 1.  Biomechanical parameters variations during gait cycle. Each column represents respectively hip, knee 
and ankle joint. a-c: Flexion/Extension angle ; d-f : Flexion/Extension moment ; g-i: 3D power. Each speed of 
progression group is represented with one color from dark blue for slowest speed to dark red for fastest. The 
number of significant differences on peak values are represented : n.s : no significant difference, *:1 to 4 
significant differences, ** : 5 to 7 significant differences, *** : 8 to 10 significant differences. (m0: mass; l0:leg 
length g: acceleration of gravity) 
5. CONCLUSION
Speed of progression has an effect on the gait parameters for young children (under 6 years old). The influence 
of speed of progression on young children gait parameters is often similar to those observed in previous studies 
considering older children. Nevertheless, some specific differences (e.g. hip and knee flexion/extension angle) 
observed in the present study let thinking that the speed influence seems to be different depending on age. 
Studies considering both age and speed of progression effects are necessary to better characterize the evolution 
of young children gait. 
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Effect of high-heeled shoes on three-
dimensional body Center of Mass
displacement during walking
Sidequersky F.V. 1, Annoni I. 1, Mapelli A. 1, Lenci B. 1, Colangelo V. 1,2, Sforza C. 1
1 Dipartimento di Morfologia Umana e Scienze Biomediche “Città Studi”, Università degli Studi di Milano, 
Milano, Italy.
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1. INTRODUCTION
Although millions of women daily wear high-heeled shoes, the potential detrimental effects of high-heeled 
shoes on the development of degenerative joint disease are well known [1, 2, 3]. Anyway, there is not yet a 
complete knowledge of the changes of the body center of mass (CoM) position due to heel height. The purpose 
of the study was to quantitatively compare the 3D displacement of the CoM [4], also focusing on its upper and 
lower components, during flat-heeled and high-heeled gait.
2. MATERIAL AND METHODS
Eleven volunteer women (mean age, 24 years) without gait dysfunction participated in the study performing 
two sets of ten trials of comfortable walking, wearing their own high-heeled shoes (heel, at least 8 cm high) 
and flat-heeled shoes (heel, at most 1 cm high). On each subject, the 3D coordinates of reflective markers 
(diameter, 1.5 cm), firmly attached to the skin by means of plastic supports and double-sided adhesive tape,
were non-invasively recorded by an optoelectronic motion analyzer (BTS S.p.a, Garbagnate Milanese, Italy)
[5, 6]. Nine infrared TV-cameras, with a sampling frequency of 60 Hz, were positioned beyond the perimeter
of a working volume of 520 (length) x 210 (height) x 180 (depth) cm. After the system calibration, the 3D 
marker coordinates were reconstructed with an average error of 0.63 mm (SD, 0.7 mm) on a reference 
distance of 40 cm. Fourteen body landmarks (left and right tragion, acromion, olecranum, ulna styloid 
process, great trochanter, femur lateral epicondyle, lateral malleolus) allowed the body segmentation in 10 
independent masses [7]: a head, a torso, two upper arms and two lower arms constituted the upper body; two 
upper legs and two lower legs constituted the lower body (Fig. 1).
Figure 1.  Segmental model of the human body.
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Using mean anthropometric data previously collected [8], including the mass distribution within the segments 
and the locations of their centers of mass, the whole body CoM was computed by means of weighted average. 
The body CoM was separately evaluated in its anterior-posterior, vertical and medio-lateral displacements in 
each normalized stride cycle (from right heel strike to right heel strike, one for each trial). In particular, for 
both flat-heeled and high-heeled gait: CoM anterior-posterior coordinate was related to the simultaneous 
position of the center of pelvis; its vertical component, normalized to leg length, started from the plane 
passing across the malleoli when soles were in full contact with the ground; CoM medio-lateral coordinate 
was related to the gait direction. Each subject’s mean and standard deviation (SD) of the three CoM 
coordinates were extracted in three standardized gait events (right (R) heel strike, left (L) heel strike, right toe 
off) for both flat-heeled trials and high-heeled trials. Additionally, all these computations were separately 
applied to the upper (uCoM) and lower (lCoM) components of the whole body CoM. Wilcoxon signed rank 
test was used to test differences of CoM displacement between flat-heeled and high-heeled gaits, whereas 
two-way ANOVA for repeated measures was used to test differences of CoM position variability between the 
two gait modalities and among the three gait events.
3. RESULTS
High-heeled gait, compared to flat-heeled gait, was kinematically characterized by a significantly lower CoM 
at R heel strike (p=0.024, median difference: 0.6%) and L heel strike (p=0.030, median difference: 1.1%). The 
same findings were also observed for uCoM (p=0.042, p=0.038 respectively) and lCoM (p=0.004, p=0.005 
respectively) (Fig. 2). No significant differences were found at R toe off. In addition, a significant forward 
displacement of the lCoM in high-heeled gait was observed at each of the three stages (R heel strike, p=0.017, 
median difference: 6 mm; L heel strike, p=0.034, median difference: 9 mm; R toe off, p=0.003, median 
difference: 15 mm). Similar results were found for the whole CoM (p=0.024, p=0.038, p=0.004 respectively). 
The uCoM in high-heeled gait, instead, was significantly more anterior than in flat-heeled gait only at R toe 
off (p=0.024, median difference: 6 mm) (Fig. 3). On average, intra-individual variability of CoM coordinates 
did not change significantly in none of the three gait events, nor between the two gait modalities (p>0.05): the 
median of the 11 subjects’ SDs ranged between 3 and 4 mm in the anterior-posterior direction, between 0.3 
and 0.5% in vertical direction, between 16 and 18 mm in medio-lateral direction.
Figure 2. Mean±SD of the lower CoM vertical displacement in the 11 recorded women at right heel strike.
W-test: p<0.05.
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Figure 3.  Mean±SD of the upper CoM anterior-posterior displacement in the 11 recorded women at right toe 
off. W-test: p<0.05.
4. DISCUSSION
Our findings confirm that wearing high-heeled shoes significantly alters the normal displacement of the 
human CoM (both its components). In particular, the lower and more anterior CoM position, respectively 
referenced to the plane of malleoli and the pelvis center, during high-heeled gait could be seen as the 
biomechanical adaptation of the body posture in order to maintain a dynamic balance and avoid falls. In the 
future, these data will be integrated with inter-segmental angular relationships, and used to estimate the 
metabolic cost of high-heeled gait.
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Performance of the stabilizing system of the 
lumbar spine during a functional task
Preuss R.1,2, Al Zoubi F.1,2, Pakzad M. 1,2
1 School of Physical and Occupational Therapy, McGill University, Montreal, Canada.
2 Constance-Lethbridge Rehabilitation Centre site of the CRIR, Montreal, Canada.
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1. INTRODUCTION
To date, most studies of lumbar spine stability have focused on the response to perturbation under static conditions
[1–3].  Dynamic stability, however, is equally important.  Under controlled, dynamic conditions, the performance of 
the system may be examined by assessing the displacement from a planned movement trajectory that occurs 
following a perturbation [4].  In the absence of an external perturbation, however, the performance of the system is
also reflected in the variability of its movement trajectory with repeated execution of a given task.  Examining the 
variability of spine movement during repeated execution of a functional task, therefore, may provide insight into the 
performance of the stabilizing system of the spine.  Less variability would be reflective of improved performance, as 
it relates to the dynamic stability of the system, and would be achievable either through increased energy 
expenditure [4] or more accurate and precise control [5].  
The sit-to-stand movement is a proven measure of functional performance in individuals with low back pain (LBP)
[6], and as such may be an ideal means by which to study the performance of the spine stabilizing system.  Previous 
studies have shown that individuals with LBP tend to reduce the amplitude of spine motion during the sit-to-stand 
task [7], which likely reflects a strategy to prioritize spine stability by making the system more robust (increasing the 
margin for movement error).  If this strategy is executed through isometric muscle contractions, however, rather than 
through more precise control of the movement, it is likely to result in a reduction in movement amplitude without a 
change in the underlying coordinative structure of the movement pattern.  Matrix factorization provides an approach 
to studying the coordinative structure of a data set  [8,9], while at the same time removing the effects of movement 
amplitude by appropriately normalizing the data [10].  
The objective of this study is to describe an approach to assess the performance of the stabilizing system of the 
lumbar spine, using matrix factorization, during repeated trials of the sit-to-stand movement task.
2. MATERIAL AND METHODS
2.1. SUBJECT
The subject for this study was a 29-year old male with a history of recurrent low back pain, who was asymptomatic 
at the time of testing.   
2.2. TASK
For the sit-to-stand task, the subject was asked to rise from, and return to, sitting, as rapidly as possible, without the 
use of his arms.  Eight repetitions of the task were performed.  
2.3. DATA ACQUISITION
Segmental motion (position and orientation) was acquired, in three dimensions, using a TrakSTAR electromagnetic 
motion capture system (Ascension Technology, Milton, VT), sampled at 200Hz.  Sensors (model 800; 8x8x20mm) 
were mounted over the lateral side of the legs and thighs (bilaterally), the base of the sacrum, and the spinous 
process of the fourth lumbar, second lumbar, and twelfth thoracic vertebrae using custom molded urethane clips and 
double-sided tape.  These data were then low-pass filtered, with a cut-off frequency of 10Hz, using a 4th order, zero 
phase-lag Butterworth filter, and re-sampled at 1000Hz using a cubic spline interpolation.  Joint angles for the hips, 
knees and spine were determined by multiplying the 4x4 rotation-translation matrix for one segment by the inverse 
of the rotation-translation matrix for the adjacent segment, using custom software written in Matlab (each rotation 
matrix having been derived from the position and orientation data of the sensors in the transmitter-embedded 
reference frame).   
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Figure 1. Sagittal plane joint angles (top: positive = flexion) and support surface reaction data (bottom) from a single 
sit-to-stand trial.
Contact forces at the seat and under both feet were recorded simultaneously using three BP400600 NC force plates
(AMTI, Watertown, MA), sampled at 2000Hz.  These data were then low-pass filtered and re-sampled as described 
above.  The anterior-posterior position of the centre of pressure at the surface of the seat (CoP), and the net vertical 
ground reaction force under the feet (Fz), were used to divide the kinematic data into the “up” (sit-to-stand) and 
“down” (stand-to-sit) phases of the movement.  
Fig. 1 illustrates one repetition of the sit-to-stand motion.  The “up” phase of the movement was taken to begin at the 
first point of greatest posterior motion of the CoP, reflecting the counter motion used to initiate standing, and end at 
the first local maximum in Fz following the initial unloading resulting from the upward acceleration of the body.  
The “down” phase was taken to beging from this same local maximum in Fz, and end at the second point of greatest 
posterior motion of the CoP, reflecting the peak horizontal deceleration of the body’s mass upon return to sitting.
2.4. MATRIX FACTORIZATION ANALYSIS
For trials 2 to 8, the mean duration of the “up” and “down” phases of the sit-to-stand task was 0.492s (+/-0.025s) 
and 0.615s (+/-0.076s) respectively (the first trial was excluded, as the duration of these phases was notably longer: 
0.739s and 1.254s for the “up” and “down” phases respectively). Based these durations, the “up” and “down” 
phases of the spine joint angle data, for each trial, were re-sampled to 500 and 600 frames respectively.  Data for
each trial were then compiled into [1100 x 9] matrices (1100 frames per trial x 3 rotation axes from the 3 joints).
An expanding-window singular value decomposition (SVD) was used for matrix factorization, with the eigenvalues 
for each resulting eigenvector reflecting the variance in the original data set explained by that eigenvector [11].  
Analysis began with data from a single trial.  The expanding-window approach began with the first 100 data points, 
and then increased the number of points by 10 for each subsequent analysis.  This analysis was then repeated 6 
additional times, with the data matrix expanded at each step to include data from one additional trial (i.e. a total of 7 
data sets, with data from 1 to 7 trials).  Prior to each matrix SVD, the data to be analyzed was normalized by 
dividing each variable by its amplitude range, and then again by its standard deviation, giving each variable unit 
variance [10].  In this manner, the amplitude of movement at any given joint did not disproportionately affect the 
variance contained within the data set.    
For each step in the expanding-window analysis, the effect of adding data from an additional trial was assessed by 
comparing the cumulative variance explained by each eigenvector across the 7 data sets (e.g. variance explained by 
one eigenvector for data containing 2 trials vs. 1 trial).  
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Figure 2.  Change in the percentage of variance explained in the original data for each additional trial.
3. RESULTS
Fig.2 illustrates the change in the variance explained by the first eigenvector (left), and the first three eigenvectors 
(right), at each step in the expanding-window analysis, as data for each subsequent trial was included in the analysis.  
More than 99% of the variance in each data set, at each step in the analysis, was explained by 3 eigenvectors.  This 
is reflected by the minimal changes seen on the right of Fig.2.  The variance explained by the first eigenvector, 
however, differed substantially as data for additional trials was added to the analysis.  One notable change, for 
example, was the general drop in the variance explained by the first eigenvector between frames 450 and 650.  This
is reflective of an increase in the between-trial variability of the joint movement patterns at the transition from the 
“up” to the “down” phase of the movement.   
4. DISCUSSION
This study describes an approach to assess the performance of the stabilizing system of the lumbar spine, using 
matrix factorization, during repeated trials of the sit-to-stand movement task.  On repeated trials of a movement, if 
all joint trajectories are perfectly repeated, adding data from multiple trials would cause no change in the 
coordinative structure of the data (i.e. perfect performance in relation to the stability of the movement trajectories).  
The eigenvectors derived from matrix factorization, therefore, would not change, nor would the proportion of the 
variability in the original data set explained by those eigenvectors.  A change in the joint trajectories between trials, 
however, would lead to changes in those eigenvectors, and in the proportion of variability explained by each.
For the sit-to-stand task assessed in the current study, SVD was used to assess spine joint angle data taken from the 
lumbo-sacral, mid-lumbar and thoraco-lumbar levels.  More than 99% of the variance in the data could be explained 
by only 3 eigenvectors, regardless of the number of trials included in the analysis. This reflects a tight coordinative 
structure in the joint trajectories of the lumbar spine.  The variance explained by the first eigenvector, however, 
changed over the progression of the movement, as additional trials were included the analysis (Fig.2).  This indicates 
a change in the performance of the spine stabilizing system at different phases of this functional task, suggesting that 
the challenge to spine stability differs over the course of this functional movement pattern.  
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Image-Based Analyses of Natural and Replaced 
Human Joints During Activities
Tung Wu Lu
Institute of Biomedical Engineering, National Taiwan University, Taiwan
The mobility and stability of human joints are controlled by a complex interaction between the articular surfaces and the 
surrounding connective tissues, including ligaments and muscles.  Study of the kinematic and force interactions
between these force-bearing structures during multi-joint functional tasks is helpful for a better understanding of the 
etiology of relevant diseases, and for planning and evaluating subsequent treatments such as ligament reconstruction,
total joint replacements and rehabilitation. Skin marker-based stereophotogrammetry has been widely used to measure 
inter-segmental motions of human movement, both for research and clinical purposes.  However, the detailed motions 
of the articular surfaces and the surrounding connective tissues cannot be measured.  In order to bridge the gap, there 
has been a growing interest in developing medical image-based approaches for measuring the kinematics of the joints
during activities. In this presentation, a brief review of these developments will be given.  In particular, the 
development of a digitally reconstructed radiograph (DRR)-based 3D fluoroscopy method and its application to the 
study of a series of natural and replaced human joints will be described.  The 3D fluoroscopy method has also been
integrated with a skin marker-based motion capture system and forceplates for the simultaneous measurement of the 
detailed motion of the knee joint and its coordination with other joints within the limb during multi-joint weight-bearing 
tasks.  With 3D mathematical and finite element modeling, the accurate in vivo skeletal motion data of the knee provide 
a good opportunity for a more comprehensive subject-specific analysis of the articular contacts and ligaments of the 
joint during functional activities. Because of the hazards of ionizing radiation involved in fluoroscopy-based methods,
the development of a new slice-to-volume registration method using FLASH MRI for the real-time measurement of 
joint kinematics in vivo will also be described.
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Assessment of Lower Limb Joint Kinematics 
using a 2-D Hybrid Markerless Approach 
applied to a Video Camcorder Acquisition
Surer E. 1, Cereatti A. 1, Della Croce U. 1
1 Information Technology and Social Sciences Department, University of Sassari, Sassari, Italy 
In this study, a 2-D hybrid markerless technique is proposed to estimate the lower limb joint kinematics 
from data recorded using a video camcorder. The presented markerless methodology is defined as 
hybrid because garments like high-cut underwear and ankle socks were used as “segmental markers”. 
High-cut underwear contributed in defining the pelvis segment and ankle socks are used for the 
definition of the foot segment. The method was applied to a video sequence acquired with a video 
camcorder. The method was validated by using a stereophotogrammetric marker-based system. 
Correlation and Root Mean Square Deviation (RMSD) of the joint kinematics estimates obtained with 
the two techniques were found to be similar. The proposed hybrid technique can be considered as an 
easy-to-configure and affordable alternative to marker-based photogrammetric systems for the 
estimation of the lower limb joint kinematics.  
Keywords: markerless; 2-D joint kinematics; lower limbs 
1. INTRODUCTION 
Lower limb joint kinematics during walking is commonly estimated using marker-based techniques. Markers 
attached to the skin may cause uneasiness, may interfere with normal walking and need an extended set-up 
time. To overcome these limitations, we present a 2D hybrid approach (Hyb) based on markerless 
methodologies in which underwear and socks worn by subjects are used as “segmental markers”. The proposed 
study is an enhancement to our previous study [1] which used the sagittal images recorded by a modified 
infrared camera synchronized with a stereophotogrammetric system. Aim of this preliminary study was to test 
the performance of the previous approach using a low-cost commercial camcorder in a simpler setup. The
results provided by the proposed Hyb approach were compared with those obtained using a marker-based 
approach.  
2. MATERIAL AND METHODS
One healthy subject (female, age = 29 yrs) walked at self-paced speed and one trial was recorded. During the 
acquisition, the subject wore white high-cut underwear and white ankle socks. Marker-based (Mb) data were 
acquired using a 10-camera stereophotogrammetric system (BTS® SMART-D, 640x480 pixels, frame rate: 
60Hz). Lower limb kinematics was estimated according to BTS Simple Davis protocol. An AMTI force 
platform was used to detect heel strikes and toe offs. 
Anthropometric Measurements 
To extract additional information for the use of high-cut underwear and ankle socks as “segmental markers”, 
the following anthropometric measurements were acquired before the acquisitions:  
m1: distance between the high-cut of the underwear (hip) and the femoral condyle; 
m2: distance between the femoral condyle and the edge of the ankle sock (ankle); 
m3: foot length 
The camera was positioned laterally and the m3 was used to map the pixel-lengths of m1 and m2 on the 
images.  
Video Acquisition and Video Editing 
Sagittal view images of the lower limbs of the subject were acquired with a hard disk camcorder (JVC GZ-
MG77E, 720x576 pixels, frame rate: 25 Hz). Since the JVC camcorder stored the video acquisitions in .MOD 
format, a video editing tool (Virtualdub-MPEG2 1.6.19 build 24586) was used to open and edit the acquired 
video. 
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De-interlacing 
Most of the digital camcorders working at 25 fps record at 50 fps and mix every two consecutive pictures with 
half the height (i.e. fields) into one frame (interlacing). Since the interlaced video output contains two fields of 
a video frame recorded at different times, visual defects called “interlace artifacts” or “combing” occur with 
moving objects in the image. To overcome these defects, de-interlacing techniques are used. De-interlacing 
techniques can be classified into three different groups. The first group is called “field combination de-
interlacers” since they take the even and odd fields and combine them into one frame. The second group is 
called “field extension de-interlacers” where each field (with only half the lines) is extended to the entire screen 
to compose a frame. The third type uses a combination of both and is called “motion compensation” [2]. In this 
study, we used a motion compensation-based de-interlacing technique. First, we wrote an AVISynth script 
(AVISynth software, version 2.5.8) to separate the consecutive fields in VirtualDub and then used VirtualDub’s 
smooth de-interlacer filter [3]. This filter de-interlaces the frames only where it's needed by simply looking for 
interlace lines in each frame individually. In non-interlaced areas (in static frames) two fields are combined to 
give a full resolution frame while in interlaced areas the current field is interpolated up to full frame size. The 
output of this filter was a 50 fps de-interlaced video. The outputs of an interlaced frame, de-interlaced frame 
and grayscale output of the de-interlaced frame are presented in figure 1a, 1b and 1c, respectively.  
Segmentation 
After editing the acquired video, segmentation of the lower limbs was performed in order to subtract the static 
background from the moving foreground. To this purpose, the Mixture of Gaussians (MoG) method was used. 
MoG uses statistical models while calculating the foreground and the pixels are modelled as a combination of 
Gaussian distributions instead of a single Gaussian [4]. MoG was preferred in this study since it handles 
illumination changes and deals with moving objects. An example of the output of the segmentation procedure 
is reported in figure 2a. 
Skeletonization 
Medial Axis Transform (MAT) was applied in order to “skeletonize” the segmentation outputs of the lower 
limbs. MAT is an iterative thinning operation where the pixels are eroded from the boundary until a skeleton is 
formed. The skeleton can be considered as the loci of the centers of the bi-tangent circles fit into the region 
[5].The skeleton of the segmented frame is shown in figure 2b. 
Thresholding 
To distinguish the high-cut underwear and the ankle socks, intensity values of the garments were used in 
thresholding. Thresholded garments can be seen in figure 2c. 
Edge Detection and Extracting Body Segments 
Following the thresholding, Robert’s edge operator [6] was applied to the distinctive garments in order to find 
the edges. The outputs of the edge detection were overlapped with the skeletonization outputs so that the 
intersection points, which were used to define hip and ankle joint centers, were identified. Edged garments and 
intersection points can be seen in figure 3a and 3b, respectively.  
(a) (b) (c) 
Figure 1. (a) Interlaced image. (b) De-interlaced image. (c) De-interlaced image converted to grayscale. 
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(a) (b) (c) 
Figure 2. (a).Segmented frame. (b) Skeletonized frame. (c) Thresholded garments. 
(a) (b) (c) 
Figure 3. (a) Edged garments. (b) Intersection points. (c) The four reference axes fitted on the skeleton. 
To define the thigh segment, a line was drawn from the hip joint center to the intersection of the circle of m1 
radius and the skeletonized line of the leg. Similarly, to locate the shank, a line was drawn from the ankle joint 
center to the intersection of the circle of m2 radius with the skeletonized leg (figure 3c).  
The pelvis reference axis was extracted by fitting a line to the upper edge of the underwear. The foot reference 
axis was extracted by fitting a line to the rear part of the lower edge of the sock. The four segment axes can be 
seen in figure 3c. 
3. RESULTS
Figures 4a, 4b and 4c show the resulting ankle plantar/dorsi-flexion (), knee flexion/extension () and hip 
flexion/extension (). The blue lines represent the joint kinematics obtained using the Hyb technique while red 
lines represent the joint kinematics obtained using the Mb technique. The kinematic curves obtained using the
Hyb and the Mb techniques were compared by computing the correlation and RMSD. Table 1 shows the 
values of RMSD relative to the lower limbs sagittal kinematics and correlation between the two techniques. 
4. DISCUSSION
The proposed hybrid method aims at providing clinicians with a practical, low-cost system for sagittal gait 
analysis. 
The lower limb kinematics estimated with the Hyb and Mb techniques showed similar results throughout the 
gait cycle. While the knee and hip kinematics show similar patterns and high correlation, ankle kinematics has 
a lower correlation value (86%) which may stem from the less rigid structure of the foot and its reduced size. 
In this study, the hybrid method was tested with a common video camcorder and the problems stemming from 
the de-interlacing and low frame rate have been dealt with. The study represents an important step towards the 
use of a common video camcorder as an alternative to a more expensive photogrammetric system. The 
proposed method has some limitations such as processing time. By using parallel processing, this limitation co 
uld be overcome. 
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(a) (b) 
(c) 
Figure 4. (a) Hip Flexion/Extension. (b) Knee Flexion/Extension. (c) Ankle Plantar/Dorsi-Flexion. 
Table 1. RMSD and correlation values of the subject for the ankle plantar/dorsi-flexion (), knee 
flexion/extension () and hip flexion/extension () and the relevant correlation values. 
 α β γ
RMSD 3.3 2.8 2.6 
Correlation 0.86 0.98 0.98 
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Characterization of 3D F luoroscopy
calibration
Joint kinematics quantification sensitivity to calibration errors
Tersi L. 1, Fantozzi S. 1,2, Stagni R. 1,2
1 Health Sciences and Technologies - Interdepartmental Center for Industrial Research (HST E ICIR), 
University of Bologna, Bologna, Italy 
2 Department of Electronics, Computer Science, and Systems (DEIS), University of Bologna, Bologna, Italy 
Model based 3D fluoroscopy can quantify joint kinematics with a mm/deg accuracy level. A calibration
based on the acquisition of specific devices is usually applied to size the system. This study aimed at the
character ization of the sensitivity of the pose estimation accuracy to er rors in the calibration process, in
order to evaluate a possible simplification of the calibration procedure. In-silico simulations were
performed to analyze a data-set obtained adding controlled perturbation in the calibration process. The
estimation of the rotations was scarcely influenced by calibration er rors, while a linear trend was
highlighted for translations with a sensitivity of 20% correspondent to approximately a 1 mm er ror for
realistic calibration er rors. This er ror is compensated when computing relative kinematics between two
joint segments.
Human joint kinematics; 3D F luoroscopy; Calibration; Computer simulation
1. INTRODUCTION
Several clinical  [1E3], and methodological [4] applications are based on the accurate knowledge of in-vivo 
kinematics of intact and replaced joints. 3D fluoroscopy (3DF) is a technique that allows to accurately 
reconstruct joint kinematics, combining series of 2D X-ray fluoroscopic projections, and the knowledge of 3D 
geometric models of relevant bony segments or prosthetic components [5]. 3D models can be acquired using 
intact joints CT or MRI datasets, or prostheses CAD; 2D projections are typically gathered using clinical 
fluoroscopes and C-arms. C-arms, however, are designed to be easily moved inside the operating room for 
qualitative real-time imaging of internal body moving structures, and they are not meant for quantitative 
studies: the X-ray image intensifier is typically used to convert X-ray to visible images, but it is affected by 
sigmoidal and pincushion distortion, and the accuracy, with which the X-ray focus position is operatively set, is 
affected by the physical deformation of the C-arm [6] and dependent by the specific acquisition setup. 
To step from qualitative to quantitative analysis, algorithms are applied to properly size a virtual model of the 
fluoroscope, to correct for image geometrical distortion, and to calibrate the position of the X-ray focus. The 
calibration is carried out with the acquisition of known geometry devices such as 2D calibration grid and 3D 
calibration cage. Once the calibration is performed, for each video frame of the acquisition, the 6 degrees of 
freedom (DOFs) absolute pose (3 translations and 3 rotations) of bony segments or prostheses is quantified 
moving the 3D model until it is best aligned to the relevant 2D image. This automatic procedure is carried out 
by means of optimization algorithms (e.g. Levenberg-Marquardt [7], genetic algorithm [8]) that optimize a 
metric quantifying the entity of the matching such as: (a) the euclidean distance between the contour of the 
virtual projection of the model and the contour extracted from the fluoroscopic image [9]; (b) the root mean 
square distance (RMSD) between the projection lines and the model surface [1]; and (c) similarity measures 
between the fluoroscopic image and digitally reconstructed radiographies (DRRs) [8].
3DF theoretically permits to achieve a millimeter/degree accuracy level in joint motion analysis (for the intact 
knee joint: 0.2 mm for translation, 1.2 deg for rotation with bi-planar fluoroscopy [10]; and 0.4 mm for in-plane 
and 5.6 mm for out-of-plane translations, 1.3 deg for rotation for mono-planar fluoroscopy [11]). Several 
sources of error contribute to this accuracy and were previously characterized: local optima of the metric [12], 
segmentation inaccuracies [14], symmetries of the models [12], geometrical distortions [15]. Conversely, the 
extent to which X-ray focus calibration affects the reliability of the measurements has not been clarified yet. 
Some authors proposed to assume the X-ray focus centered in the image plane and to consider valid the focus 
distance provided by the fluoroscope [16]. This assumption may be useful to simplify the 3DF setup and 
analysis, especially for clinical applications, but neglecting the calibration may lead to a further loss of 
accuracy of the measurements.
The present work is aimed at the in-silico characterization of the calibration, specifically investigating the 
sensitivity of the accuracy of 3DF to X-ray focus calibration error.
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2. MATERIAL & METHODS
In order to quantify the sensitivity of the 6 DOFs estimation to focus calibration error, a synthetic data-set of 
reference images was created with 3D models and focus in known position. A controlled calibration error for 
the focus was simulated and the model pose was estimated. Discrepancies between the known and estimated 
poses were quantified and related to the imposed calibration error.
Data-set
The acquisition system was outlined defining a global reference frame with x and y axes parallel, z-axis 
perpendicular to the image plane, and with the origin in the center of the image plane. The X-ray source was 
virtually placed in:
Fref = (Fx, Fy, Fz) = (0, 0, 1000) mm (1)
representing a typical distance of a standard fluoroscope, and pixel spacing was fixed at 0.3 mm, as for  
315x315 mm FOV, and 1024x1024 pixel image. No geometrical distortion was considered as already 
successfully investigated in a previous study [15].
High resolution models of humerus, ulna, and radius were downloaded from the official site of the European 
project VAKHUM (contract #IST-1999-10954 [17]) and used to generate the controlled fluoroscopic dataset. 
An anatomical reference frame was associated to each bone model according to the ISB recommendations [18], 
and the Euler zxy convention was adopted for rotations. Each model was placed in 3 reference random poses:
Pref = [Tx, Ty, Tz, Ox, Oy, Oz]ref (2)
and flat shaded projections were generated. 
Pose estimation algorithm
The implemented alignment algorithm was based on 3D surface models and adaptive distance maps (DM) with 
a resolution of 0.5 mm [12]. The pose was estimated minimizing with a memetic algorithm [13] the euclidean 
root mean square distance (RMSD) between the surface model and the beam of lines connecting the X-ray 
source focus and the edge of the bone, extracted in the projected image. The memetic algorithm considered a 
18 bits Gray binary code for each DOF, 100 individuals, a mutation weight of 5%, an ageing factor of 2%, a 
total multi-point crossover, a local learning simulated with the Levenberg-Marquardt algorithm applied to the 
5% of the population, and a stop criterion of 15 generations without reduction of the cost function. The 
reliability of the pose estimation algorithm was previously evaluated in [13]. 
Data analysis
For each 3D model, 375 alignments were carried out to estimate the pose:
Pest = [Tx, Ty, Tz, Ox, Oy, Oz]est (3)
considering the perturbed focus position in the permutation:
Fper = Fref D (4)
with:
Dx = [-5, -1, 0, 1, 5] mm (5)
Dy = [-5, -1, 0, 1, 5] mm (6)
Dz = [-10, -2, 0, 2, 10] mm (7)
representing ranges of typical calibration errors, and using the contour extracted from the flat shaded reference 
images.
The deviation between estimated and reference pose was quantified as:
DPest - Pref (8)
The n-='>"I	='9;9+*:5'99+999/-4/,/)'4:+,,+):95,(54+35*+28+,+8+4)+659+'4*,5);9
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!'(2+	  +49/:/</:>'9:.+9256+ 5,:.+2/4+'88+-8+99/545,:.++9:/3':/54+8858D5,:.+.;3+8;9(54+
35*+2'-'/49::.+/3659+*)'2/(8':/54;4)+8:'/4:>D'4*8+2+<'4:)5+,,/)/+4:5,*+:+83/4':/542).
*ANOVA P-value<0.01
calibration error on the pose estimation error for each DOF. To quantify the entity of the effect, the sensitivity 
5,:.++9:/3':/545,+').='9*+:+83/4+*'9:.+9256+ DD5,:.+,/::/4-2/4+'88+-8+99/545,*':'
The coefficient of determination (R2) was also reported.
3. RESULTS
A statistically significant effect (P<0.01) of the three random reference poses on the estimation error of each 
DOF was highlighted: the pose with the smaller portion of visible bone in the FOV produced larger errors. 
ANOVA highlighted also that a significant effect of the bone model: the radius showed a largest bias and 
dispersion of Pest (best case scenario 0±0.2deg for Oz, worst case scenario 6±5mm for Tz).
!.+6+8:;8(':/54Dy (y axis nearly parallel with the bone longitudinal axis) had a significant effect on all the 
+9:/3':/549=./2+Dx affected Tx and Oy '4*Dz influenced Tx, Tz, Ox, Oy and Oz. Notwithstanding 
these statistically significant differences, only in few cases a correlation trend was found in the data. In 
particular, any calibration error in one direction is reflected in a concordant error in the estimation of the 
translation in the same direction approximately equal to the 20% of the calibration error. The coefficient of 
determination R2 is larger than 0.90 for Tx and Ty, but equal to 0.09 for Tz. The rotation around the projection 
axis Oz /945:2/4+'82>*+6+4*+4:54D(;:'93'22)588+2':/54/9,5;4*(+:=++4y '4*Dx and between Ox
'4*Dy. Table 1 resumes the results for the humerus bone model. 
4. DISCUSSION
The effect of 3DF calibration error on the pose estimation accuracy was evaluated considering in-silico 
simulations. A robust memetic algorithm was used for the optimization in order to reduce the effects of 
uncertainties related to local minima in the metric. 
The reference pose, and bone model had a significant effect on the results due to the intrinsic symmetries of the 
8+,+8+4)+35*+2'4*5,:.+-+4+8':+*)54:5;89!.+9/3;2':+*)'2/(8':/54+88589D9/-4/,/)'4:2>',,+):+*:.+
estimation of several degree of freedom, but only in few cases a correlation pattern was highlighted. A linear 
correlation with a sensitivity of approximately 20% was found between the calibration error in one direction 
and the estimation of the concordant translation. However, the coefficient of determination R2 was small for Tz
due to the intrinsic variability of the estimation of the translation along the projection axis z [12]. A linear 
)588+2':/54='9,5;4*'295(+:=++4Dx and Oy but with low sensitivity (0.06 deg/mm) and thus with a small 
impact in pose estimation accuracy.
Concluding, calibration errors mainly affected the estimation of the translations: typical calibration error of 5 
mm in x, and y directions, are reflected in a pose estimation error of 1 mm in the same directions. When 
relative kinematics is computed, the effect of the calibration error on the two joint segments is expected to be 
compensated due to the linearity of the relation. The effect on the rotations is statistically significant but of low 
intensity. Calibration errors affect 3DF accuracy, but it might be disregarded when sub-millimeter accuracy is 
not needed, as for potential clinical application.
DOF
S S S
0.20 0.90 * 0.00 0.00 * 0.00 0.00 *
0.00 0.00 0.20 0.98 * 0.00 0.00
0.01 0.00 0.05 0.00 * 0.21 0.09 *
0.00 0.00 -0.05 0.29 * 0.00 0.00 *
0.06 0.88 * 0.00 0.00 * 0.00 0.00 *
0.00 0.00 0.00 0.00 * 0.00 0.00
Fx Fy Fz
R2 R2 R2
T
x
 [mm/mm]
T
y
 [mm/mm]
T
z
 [mm/mm]
O
x
 [deg/mm]
O
y
 [deg/mm]
O
z
 [deg/mm]
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Scapula tracking is critical due to the detrimental effect of soft tissue artifacts. Recently, a non-invasive 
method for the estimate of the scapula kinematics, based on the use of an acromion skin marker cluster
(ASC), was proposed. The aim of the present study was to quantify the accuracy of the ASC method by 
using intra-cortical pins in ex vivo experiments as a gold standard. Scapula motion was analyzed while 
a robotic system elevated the humerus of one specimen both in the sagittal and frontal planes. In every 
trial, the scapular motion resulted consistently overestimated. For arm elevations up to 90 deg errors
were acceptable (<7 deg), while they increased dramatically, when the humerus elevation reached 145
deg (up to 46 deg error). Therefore, the use of the ASC provides reliable results only for a reduced 
shoulder range of motion.
Keywords: 3D kinematics; Scapula; Acromion; Accuracy validation
1. INTRODUCTION
Non invasive methods for the measurement of the absolute or relative motion of the scapula are required for a 
large variety of clinical and sport applications [1] for which a three-dimensional kinematics, along with a high
level of accuracy, is required. A commonly used technique for recording scapular motion is to rely on surface-
mounted electromagnetic motion sensors [2,3]. However, the presence of soft tissue artefact limits the ability of 
the latter non invasive approaches in the accurate description of the scapula motion [4], especially for a reduced 
range of gleno-humeral joint motions and multi-joints movements such as pitching [5]. Recently, to minimize 
the influence of soft tissue artifacts, van Andel and colleagues [6] have proposed the use of a special acromion 
skin marker cluster (ASC) which can be placed to the flat part of the acromion. The accuracy of the scapular 
kinematics estimated using the ASC was assessed using the scapula locator as gold standard [7,8]. However, 
since the three dimensional scapula kinematics estimated using the scapula locator is also prone to error, a more 
reliable gold standard is needed for an accurate quantification of the errors associated to the ASC method [6,9].
The aim of the present study was to quantify the ASC method accuracy in estimating the scapula kinematics for 
different types of shoulder movements using intra-cortical pins in ex vivo experiments as gold standard.
2. MATERIAL AND METHODS
Specimen
Experiments were carried out on a single fresh frozen specimen, acquired from Medcure Anatomical Tissue 
Bank (Orlando, FL, USA), which included trunk and arms. No detectable degenerative damages to the shoulder 
complex were present. The cadaver height and weight were 1.83 m and 95 kg, respectively. 
Experimental set-up
The shoulder complex movement was generated using a robotic system consisting in a fixed and a moving 
metal frame. The moving frame can translate and rotate along the X, Y and Z directions. Its motion is driven by 
actuators activated via a programmable central controller. The torso was mounted onto a rod fixture and held in 
place with volume expanding foam to provide a support construct. The rod fixture was attached to the fixed 
frame. The moving frame was secured to the radius and the ulna using a Schanz pin. Two pins (transosseous bi-
cortical) were implanted into the humeral diaphysis, and into the sternum. Each steel pin (6mm in diameter) 
was equipped with a four marker cluster. The minimal distance between two markers of the same cluster was 
50 mm. Prior to inserting the pins into the bones, cruciform incisions were made through the skin and soft 
tissue to reduce forces applied to the pins. For the scapula, two different acromion marker clusters were used: 
an acromion bone marker cluster (ABC) and an ASC. Both ABC and ASC were made of a light carbonium 
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frame and were equipped with a four marker cluster. The minimal distance between two markers of the same 
cluster was 70 mm. The frame was attached to a triangular base specifically shaped to be attached to the flat 
part of the acromion (triangle dimensions: 32 mm x 25 mm x17 mm). The base of the ASC was made of 
deformable plastic and was attached using adhesive tape. The total weight of the ASC was 5.7 g. The base of 
the ABC was made in alloy and was attached to the acromion using three wood screws (4x10 mm). The 
instantaneous position in a global frame of the markers was reconstructed using a 5-camera stereo-
photogrammetric system (Qualisys ProReflex) acquiring at 120 Hz. The measurement volume was a 1.5-m-
sided cube. Thorax, humerus and scapula anatomical landmarks were calibrated using a pointer equipped with 
a cluster of four markers and anatomical system of references were defined according to the ISB suggestion 
[10,11] while the humerus of the cadaver was elevated in the sagittal plane of 20 deg. The glenohumeral center 
was determined according to the regressive equation proposed by Meskers and colleagues [12].
Types of motion
The following types of motions were investigated:
x Humerus elevation in the sagittal plane from 50 deg to 145 deg (HES) with the elbow in full 
extension;
x Humerus elevation in the frontal plane from 90 deg to 145 deg (HEF) with the elbow in full
extension.
For each type of movement, two trials were recorded using the ABC and ASC, respectively. 
Data analysis
To describe the angular kinematics between the scapula-thorax and humerus-thorax joints motion, the attitude 
vector notation (ș= șn) was used [13]. The scapula-thorax angular components were derived by projecting șs-t
along the thorax axes and were represented as a function of the humerus-thorax scalar rotation șh-t. The scapula 
kinematics estimated using the ABC, which was not affected by soft tissue artifacts, was used as gold standard 
to assess the errors associated to the scapula movement estimated using the ASC.
For each movement, the error associated to the ASC estimates were computed as:
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where ts_1T , ts_2T , ts_3T represent the components of the attitude vector șs-t with respect to the antero-
posterior, the vertical and medio-lateral axes of the thorax system of reference, respectively.
The repeatability and reliability of the scapula movements generated by the robotic system were assessed by 
comparing the scapula kinematics between the two trials recorded using the ABC and the two trials recorded 
using the ASC.
3. RESULTS
When using the ABC, the mean absolute differences of the three angular components (
ABC
ts_1T ,
ABC
ts_2T ,
ABC
ts_3T ) between two recorded trials were 0.3 deg, 0.2 deg, 0.1 deg, respectively, for the HES and 0.4 deg,
0.3 deg, 0.3 deg, respectively, for the HEF. When using ASC, the mean of the absolute difference of the three 
angular components of the scapula-thorax kinematics were 0.4 deg, 0.1 deg, 0.2 deg respectively, for the HES 
and 3.3 deg, 2.1 deg, 1.3 deg, respectively, for the HEF. The scapula-thorax angular components estimated 
using ASC and ABC are depicted for the HES and HEF motion in Fig. 1. Overall, motions, errors )( thTe
increased as the humerus elevation angle increased.
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Figure 1. The scapula-thorax angular components estimated using ASC (gray lines) and ABC (black lines) 
expressed as function of the humerus-thorax scalar rotation for the HES and HES motions.
At the beginning and at the end of the HES motion (50 deg < thT < 145 deg), the errors were -2.9 deg and -
46.6 deg for 1e , -2.0 deg and -18.8 deg for 2e , 4.7 deg and 7.3 deg for 3e , respectively. During the HES 
motion, for all angular components, error magnitudes were small and almost constant for thT < 90 deg. The 
highest errors were observed in correspondence of ts_1T . At the beginning and at the end of the HFS motion
(90 deg < thT < 145 deg), the errors were equal to -3.6 deg and -41.7 deg for 1e , -3.2 deg and -20.7 deg for 
2e , -7.0 deg and 2.5 deg for 3e , respectively. The highest errors were observed in correspondence of ts_1T .
4. DISCUSSION
The estimate of scapular motion using skin markers is heavily affected by the presence of soft tissue artifacts 
due to the sliding of the scapula under the skin and muscles especially when the shoulder full range of motion 
is explored [6,9]. In the present paper, for the first time, the accuracy of the scapula kinematic obtained using a 
recently developed acromion tracker [6] was assessed during a continuous shoulder complex motion. The 
movement of the shoulder complex was generated using a robotic system which allowed to repeat selected 
types of motion in different experimental conditions [14]. The effectiveness of the robotic system was 
demonstrated by the negligible differences observed in scapula motion between trials. When the scapula 
motion was tracked using the bone cluster (ABC), mean angular differences between movement repetitions 
were less than 0.4 deg. During humerus elevation in the sagittal and frontal plane, errors were 7 deg or lower 
when humeral elevation did not exceed 90 deg. These findings were consistent with those reported in previous 
studies [3,6,15]. Conversely, errors dramatically increased when more extreme shoulder range of motion were 
tested. The largest errors, up to 47 deg, were found in the estimates of the upward and downward rotations,
followed by errors in the scapular winging estimates up to -21 deg. Scapular movements estimated using the 
acromion skin cluster were consistently overestimated. Especially above 90 deg of humerus elevation, muscles 
and skin stretching lead to a loss of contact between the ASC and the acromion thus causing an extra undesired 
movement of the ASC with respect to the underlying scapula bone. These latter observation partially 
contradicts the conclusion reported by Van Andel and colleagues [6]. It is important to stress that the 
magnitude of the angular errors, computed as difference between the scapula kinematics estimated using the 
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ABC and ASC, depends on the shoulder kinematic configuration during which the anatomical calibration was 
performed [9]. In conclusion, the use of the ASC provides reliable results only for humeral elevation below 90
deg. When the humeral elevation exceed 90 deg, the effect of the soft tissue artifacts are overwhelming and 
countermeasures, such as double calibration techniques, should be applied [9]. For the sake of a thorough 
validation of the ASC method, a higher number of specimens and different types of motions will be acquired in 
the future.
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Comparison of three different methods for 
hand segment coordinate system definition.
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The present study is working toward an extension to the ISB segmental definitions for the hand. Three 
options for the calculation of Segment Coordinate Systems will be compared. The Reference method is 
only aligning segments with the global coordinate system. The Bony Landmarks method is based on the 
position of bony landmarks. The Helical Axis method is computing flexion-extension axes from 
instantaneous helical axes. SCS orientations from the Bony Landmarks and Reference methods were 
similar and output joint angles showed comparable patterns and ranges of motions. The Helical Axis 
method resulted also in similar joint angle evolutions for the flexion-extension but showed the smallest 
ranges of motion on secondary and tertiary rotation components. In conclusion, all three methods 
provide a good estimation of large amplitude motions for one degree of freedom, but the Helical Axis 
method is the best choice to study all three joint rotations at the same time. 
Segment coordinate system (SCS); Euler angles; helical axis; joint angles; 3D kinematics. 
1. INTRODUCTION 
Assessment of finger and wrist joint angles is important for several domains like hand rehabilitation medicine 
[1], biomechanical modeling [2] or handle ergonomics [3]. Because the hand is a complex system with small 
segments, measuring its kinematics is difficult. Even for a simple daily task such as grasping a door handle, 
more than fifteen joints are involved for the motion of the five fingers and the wrist.  
In the literature, the simplest methods for the computation of finger joint angles use spatial projections with 
vectors and planes defined by landmarks [4], [5] whereas in the most complicated cases, optimization 
procedures were used to assess center or axes of rotation [6], [7]. Wu et al. [8] provided a set of segment 
coordinate system (SCS) for hand and wrist joints kinematic analysis but the definitions concerning the finger 
segments were not complete. The present study is working toward an extension to the segmental definition 
proposed by Wu et al. [8]. For this purpose, three SCS computation methods will be compared on the 
occurrence of secondary and tertiary rotations for a single degree of freedom (DoF) motion. 
2. MATERIAL AND METHOD
Subject, apparatus and tasks  
One subject (Gender: female, age: 31 yrs, height: 1.79m) with no history of trauma or pathologies to the right 
upper limb participated in this experiment. Kinematic data of the forearm and the thumb, index and middle 
fingers was recorded at a sampling rate of 50 Hz using three Optotrak (Northern Digital Inc., Canada, nominal 
accuracy 0.3 mm) camera sets and 33 active markers (Fig. 1). First, the subject was asked to take a neutral 
posture with the forearm and hand on a surface, defined as the X-Y plane (i.e. Z is vertically up). As defined in 
[8], for the wrist, the third metacarpal was aligned with the long axis of the forearm, for the middle and index 
fingers, all phalanges were aligned with each others and also with the long axis of the forearm. For the thumb, 
all phalanges were aligned with each other and oriented at 35° of abduction of the third metacarpal [9]. Then, 
19 bony landmarks (BLM) on hand and forearm segments were palpated using a six-marker pointer. 
After that, calibration motions were performed by the subject for determination of helical flexion-extension (F-
E) axes of the middle finger metacarpophalangeal (MCP3), proximal interphalangeal (PIP3) and distal 
interphalangeal (DIP3) joints. Finally, the subject executed one test motion that consisted in a repetitive back-
and-forth motion between maximal flexion and maximal extension of all metacarpophalangeal joints at the 
same time.  Other joints were kept straight. 
Data processing  
For all three methods, general SCS orientations were defined as follows: X was the flexion-extension (F-E) 
axis and was radially oriented, Y was the pronation-supination (P-S) axis and was proximally oriented and Z 
was the abduction-adduction (A-A) axis and was dorsally oriented. In that way, flexion, abduction and 
pronation corresponded to positive joint angles.  
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Figure 1. Marker set used to record kinematic data of the forearm and the thumb, index and middle fingers. 
Three different methods were used for axes definitions: 
• The “Reference” method consisted in aligning the forearm and hand SCSs with the global coordinate 
system defined during calibration of Optotrak cameras. In that way, in the initial neutral posture all
joint angles were set to 0°.  
• The “BLM” method was based on the study of Wu et al. [8]. Two dorsal bony landmarks 
corresponding to proximal and distal segment extremities were used to compute the Y axis and a local 
sagittal plane was defined using the global Z. 
• Finally, the “Helical Axis” method consisted in finding the F-E (X) axis by first computing the 
instantaneous helical axis (IHA) [10]. Then, from these IHAs, an optimal direction vector and a point 
on this vector were calculated [10]. In this method, the vector going from proximal landmark to distal
landmark was used to define the coronal plane. 
For all methods, the rotation matrix between distal (mobile system) and proximal (fixed system) SCS was 
computed and joint angles were extracted using an Euler rotation decomposition with X (F-E), Z (A-A), Y (P-
S) as rotation sequence. 
Result analysis 
For this study, only the third metacarpal and the middle finger proximal and middle phalanges were analyzed. 
To analyze the output joint angles on one DoF, the range of motion (RoM) was computed for each method as 
the difference between the maximum and the minimum angles obtained for the DoF considered.  
3. RESULTS
Segment Coordinate Systems 
Fig. 2A shows F-E axes obtained with the Helical Axis method. For all joints, the IHAs showed some 
variations in direction. These variations were similar with mean errors of respectively 8.5°, 8.6°and 9.2° for the 
MCP3, PIP3 and DIP3 joints. Figure 2B shows the SCSs resulting from the three different methods. BLM SCS 
axes were always less rotated from the Reference SCS than the Helical SCS axes were.  
Joint angles 
Fig. 3A shows the output PIP3 joint angles of the three different methods corresponding to F-E motions used 
for the Helical Axis method. And the Table 1 presents the associated RoMs and maximal angles. For the F-E 
DoF, evolution patterns and RoMs were similar for the three methods. The Reference method presented an
offset of approximately 10° with the other methods. On second and third DoFs, the Helical Axis method 
presented the smallest RoMs and an offset of approximately 10° with the other methods.  
Fig. 3B shows the output MCP3 joint angles of the three different methods corresponding to the F-E test 
motion. The associated maximal angles and RoMs are presented in the Table 2. For the F-E DoF, similar 
evolution patterns and RoMs were obtained with the three methods. The Reference method resulted in an offset 
of approximately 10° with the other methods. On second and third DoFs, the Helical Axis method resulted in a 
smaller RoM only for the A-A joint angle. 
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Figure 2. A- The middle finger flexion-extension axes obtained with the Helical Axis method. Magenta solid 
lines and black dashed lines represent respectively instantaneous helical axes and optimal direction vectors. 
B- Middle finger SCSs resulting from the three different methods. Blue, red and green vectors correspond to 
respectively the Reference, Bony-Landmarks and Helical methods. In both graphs, (Xg, Yg, Zg) represent the 
global coordinates (units: mm) and black circles represent the positions of the palpated bony-landmarks. 
4. DISCUSSION
Three methods were compared for the computation of middle finger SCSs. For the Helical Axis method, IHAs 
presented small variations in orientations. Such variations are hardly avoidable and could be explained by 
several factors such as skin movement artifacts, sampling inaccuracy as well as the difficulty to execute a pure 
rotation motion. Compared to other methods, the F-E axes obtained with the Helical Axis method were the 
closest to the real joint axes of rotation. This can be deduced from the smaller RoMs obtained with this method 
on A-A and P-S for the PIP3 joint. These angle variations should be small because this joint is assumed to be a 
single DoF joint in F-E. This also means that when using the BLM or Reference methods, there is risk of 
observing angle variations which can not be related to the motions in the joint. 
Compared to Helical SCSs, the orientations of the BLM SCSs were closer to those of the Reference SCSs. This 
is not surprising since these both methods are strongly associated to the global coordinate system. Also, the 
joint angle offsets observed for the Helical Axis method were due to the fact that the estimated F-E axes are not 
orthogonal to the long axis of the segments in the frontal plane (Fig. 2A). 
The Reference method is the easiest and fastest to set-up and can always be used in combination with one of 
the other options. Nevertheless, this method is strongly depending on the neutral posture whereas some patients 
can experience difficulties in executing it, like in the case of joint deformities.  
Table 1. PIP3 maximal angles and ranges of motion in degrees obtained with three different methods for the 
F-E calibration motion used for the Helical Axis method. 
Flexion- 
Extension angle  
Abduction- 
Adduction angle 
Pronation-
Supination angle  
PIP3 
Min. Max. RoM Min. Max. RoM Min. Max. RoM 
Reference -1.7 78.1 79.8 -6.8 1.8 8.6 -8.4 5.2 13.6
BLM 10.4 89.8 79.4 -5.4 4.7 10.1 -9.1 4.1 13.2 
Helical 8.3 87.0 78.7 8.9 15.9 7.0 -19.8 -9.0 10.8 
Table 2. MCP3 maximal angles and ranges of motion in degrees obtained with three different methods for the 
test motion. 
Flexion- 
Extension angle  
Abduction- 
Adduction angle  
Pronation-
Supination angle 
MCP3 
Min. Max. RoM Min. Max. RoM Min. Max. RoM 
Reference -2.2 92.5 94.7 -0.8 11.4 12.2 -8.3 1.0 9.3 
BLM -14.0 80.3 94.3 -1.8 12.9 14.7 -9.2 -1.3 7.9 
Helical -14.6 80.8 95.4 -7.2 -1.6 5.6 -6.1 6.8 12.9
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Figure 3. A - Time-evolution of the PIP3 joint angles of the three methods corresponding to F-E motions used 
for the Helical Axis method. B - Time-evolution of MCP3 joint angles corresponding to the test motion. Blue, 
red and green lines represent respectively the Reference, Bony-Landmarks and Helical Axis methods. 
Unlike the Reference method, the BLM method takes into account anatomical differences and thus results in 
more individualized SCSs. But this makes the comparison of motions between subjects harder since the SCS 
obtained for one phalanx is different for each subject. 
 The Helical Axis method provides the most accurate results for the secondary and tertiary rotation components 
in a hinge joint. Several studies on the carrying angle in the elbow, or abduction in the knee showed that these 
rotations can only be calculated correctly if the main axis is aligned with the kinematic axis [11]. Nevertheless, 
several pathologies are making the estimation of helical axes hard or impossible. 
In conclusion, all three methods provide a good estimation of large amplitude motions for one DoF, but the 
Helical Axis method is the best choice to study all three joint rotations at the same time. 
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The aim of this study was to quantify the effect of the soft tissue artifact on knee kinematics during a 
treadmill walking task using clusters of 4 markers attached directly on the skin or underwrapped by 
simulated wraps. Both methods were compared to the knee kinematics estimated by a synchronized bi-
plane fluoroscopic system. From the results of 15 subjects, the range of the knee angles and translations 
estimated by each method were significantly different. However, no systematic difference was found 
between both systems and then cannot tell the system to privilege.
STA, Knee kinematics, Gait, Cluster, STA compensation
1. INTRODUCTION 
The effect of the soft tissue artifact is known as the main source of error when analysis human motion during 
daily activity [1]. Several studies showed the importance of STA effect on the measure of the skin markers as 
well as on the joint kinematics during various activities using intra-cortical pins as well as external fixator [2-
3] and using mono-plane fluoroscopy [4-5]. 
To reduce the STA effect, some studies proposed to exploit the redundancy of information when using 3 
markers or more defined as a cluster [6-7]. Instead of creating a bone embedded frame at each instant (defined 
geometrically by the coordinates of 3 noncollinear markers), it is proposed to fit a rigid cluster model onto a 
set of markers. This model can be determined during a static calibration. Cappozzo et al. [7] introduces 
several design criteria of the cluster to prevent reconstruction error of bone embedded frame. Hence it was 
concluded that 4 markers attached to a segment (but not on bone prominences) and defining a quasi-planar 
cluster is minimally required. The study of Manal et al. [8] proposed to compare 11 marker sets on the shank 
using mainly wraps as attachment method which decrease local deformation between markers. The best 
attachment method was determined to be the distal lateral shell underwrapped (DLU). This attachment 
method was then used on the thigh to estimate knee kinematics during gait [9]. However, no known validation 
for this segment exists nor comparison with a cluster of markers attached directly on the skin.
The difficulty of such validation resides in the reference system. Indeed, the use of intracortical pins or 
external fixator is extremely invasive and can affect the estimated kinematics [2, 10].  The use of a single 
plane fluoroscopic system as reference avoids the invasiveness of the intra-cortical pins and does not restrict 
the skin movement. Using X-ray images, the contours of the object of interest (e.g. bones or prosthesis’ 
components) were extracted and a 3D model of the object was fitted on them iteratively. However, it was 
argued recently than it could be not enough accurate to analyze the knee joint kinematics [11].
Using radiostereometric analysis (RSA), some studies developed a bi-plane fluoroscopic system to measure 
motion of prosthesis, bones and inserted beads, during daily tasks [12-13]. Compared to the mono-plane
fluoroscope method, the use of an extra plane gives more information to the fitting algorithm. This has the 
advantage to be less affected by improper registration, but also to be more accurate. However no known study 
used this system to assess the effect of marker attachment on STA and then on knee kinematic during gait.
The purpose of this study was to assess the STA effect on the knee angles and translations during gait using 
two kinds of clusters of markers attached directly on the skin. The first one is composed only of 4 markers 
while the second one is composed of 12-16 markers and 8-10 markers to simulate wraps around the thigh and 
the shank respectively. It was assumed that tracking a cluster composed of a large number of markers in an
area similar than a wrap will estimate the same kinematics. It was also assumed that tracking of prosthesis’ 
components by bi-plane fluoroscopic system provides an accurate and STA free measurement of knee 
kinematics. Differences between kinematics of the prosthesis and clusters of markers were used to estimate 
the STA effect during gait cycle.
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2. MATERIAL AND METHODS
Acquisition setup
The acquisition system was devised using 2 fluoroscopes (BV Pulsera 300, Philips, NL) and a Vicon system 
(Vicon Motion Systems, UK) composed of 7 cameras MX3+. The fluoroscopes were configured to acquire 30 
images by second, with a beam energy fixed at 60 kV and a current beam of 5.95 mA. The sample frequency 
for the Vicon system was set to 240 Hz. Both systems were synchronized a posteriori using a modified X-ray 
detector (Monitor 4EC, S.E. International, Inc., USA) connected on an analog input of the Vicon system and 
sampled at 2400 Hz. A calibration procedure based on 3 reflective markers and visible in each system was 
used to compute the transformation between Vicon and the fluoroscopes to express all of the data in the same 
coordinate system. The global frame of the fluoroscopic system was selected as the reference frame. 
A group of 15 subjects with postero-stabilized mobile-bearing knee F.I.R.S.T. arthroplasty (Symbios, CH) 
participated to this study. Each subject had read and signed a consent form that was previously approved by 
the local ethical committee. For each subject 80 reflective markers (Ø 4mm) were attached on one lower limb 
to cover entirely the anterior and lateral side of the thigh and shank. First a static acquisition representing a 
quite standing posture was performed during 5 seconds. Then a treadmill gait acquisition was realized during 
15 seconds. The gait speed was comfortable and determined by each subject during a warm-up period.
Knee kinematics estimation from X-ray images
The data acquired by the fluoroscopes were first used in a semi-automatic segmentation method to extract the 
contours of the femoral and tibial component of the prosthesis [14]. These contours were then used in the 
software MB-RSA (Medis Specials, NL) to fit the corresponding 3D models. The poses extracted from MB-
RSA were then converted into orientation and positions for each component. Quaternions were used to 
represent orientations. A time-invariant orientation filter [15] was designed and applied to quaternion 
components. The components of the position were filtered independently by a recursive digital filter using a 
smoothing mask (-1/24, 4/24, 18/24, 4/24, -1/24) very popular in signal processing [15]. Then, the signals 
were upsampled at 240 Hz using a spherical interpolation method for the quaternion [16] and cubic splines for 
the positions. The knee kinematics of the prosthesis (PT) was expressed as 3D joint angles and translations 
using the definitions given by Grood and Suntay [17].
Knee kinematics estimation from simulated wraps and cluster of 4 markers
To determine the kinematic of the knee joint, first a static calibration was realized to construct two clusters of 
markers representing the thigh and the shank for each method of attachment. For each cluster, a technical 
frame was built using a principal component analysis method. Mainly, the coordinates of the markers were 
stacked in a matrix (n × 3, where n is the number of markers in the cluster), then a singular value 
decomposition of this matrix was performed to extract the orientation of the technical frame, while its mean 
corresponds to the origin of the technical frame. The markers were then registered locally in the 
corresponding technical frame. Using the X-ray data recorded during the static calibration, the 
transformations between the technical frames (thigh and shank) and the corresponding prosthesis frames
(femoral and tibial) were determined. Second, a point sets fitting method [18] were used to compute the 
motion of the clusters during the gait acquisition. Coupled with the static calibration, the motion of the 
prosthesis frames from the skin markers data were then computed and filtered with the same digital filters 
used with the X-ray data. The skin markers kinematics of the knee were estimated using same definition of 
joint coordinates than prosthesis kinematics [17].
The simulated wrap for the thigh was placed in the middle of the thigh while the simulated wrap for the shank 
was placed distally as indicated by Manal et al. [9]. The height of the wrap for the thigh and the shank were 
respectively around 120 and 90 mm respectively. All the markers in these areas were selected to create the 
simulated wraps.
The design of the cluster composed of 4 markers followed the recommendation of Cappozzo et al. [7]. These 
markers were chosen from the markers used in the simulated wraps. The markers used for the thigh were 
selected anteriorly (mainly over the rectus femoris) and laterally (over the iliotibial band). The markers used 
for the shank were selected laterally and mainly over the tendon of the tibial anterior muscle.
STA assessment
The assessment of the STA effect on the knee joint kinematics was defined as the difference between the 
prosthesis kinematics (PT) extracted from the fluoroscopic data and the kinematics estimated by the simulated 
wraps (SW) or the clusters or 4 markers (CL). The differences between SW and CL corresponded to the effect 
of the method of attachment on the STA. The kinematics values (angles and translations) were normalized by 
gait cycle (GC) and averaged by subject. Then, the range of the average value of each angle and translation 
was extracted for the stance phase (0-60% GC) and the swing phase (60-100% GC). The comparisons of the 
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values estimated by PT, SW and CL were realized using non-parametric Friedman ANOVA tests with a 
significance level of p < 0.05. If a group effect was discovered, then Wilcoxon matched pairs tests were 
realized between the three methods (PT, SW, CL).
3. RESULTS
Between 7 and 10 gait cycles were extracted for each subject. The average gait speed for subjects (n=15) was 
1.7 km/h with a standard deviation of 0.3 km/h. The knee flexion/extension (FE), adduction/abduction (AA), 
and internal/external rotation (IE) angles estimated by the three methods are presented in the Fig. 1.
The comparison of the ranges between PT and SW showed significant difference during the stance phase for 
FE (p = 0.047), AA (p < 0.001) and IE (p = 0.015). During the swing phase, only AA is significantly different 
(p = 0.001). The comparison between PT and CL showed similar significant difference. The comparison 
between SW and CL showed significant difference only during the stance phase for AA (p = 0.041). The 
differences between PT-SW and PT-CL didn’t show systematic difference in favor of one method.
Similar results were found for the translations, with extremely significant difference (p < 0.001) between PT 
and SW as well as PT and CL for each translation (medio-lateral: ML, posterior-anterior: PA and distraction 
compression: DC) during the stance phase and the swing phase. The comparison between SW and CL showed 
only a significant difference for the ML translation during the stance phase (p = 0.027), however no 
systematic difference were found between both method of attachments.
4. DISCUSSION
In this study we assessed the effects of the STA global deformations on the estimation of the kinematics of the 
knee during gait. A bi-plane fluoroscopic system was used as reference system to estimate accurately the 
rotations and translations of the knee joint, which were compared to the same kinematics estimated by a 
stereophotogrammetric system using simulated wraps or clusters of 4 skin markers.
To our knowledge, this study provides the first results to assess STA effect during gait activity using a bi-
plane fluoroscopic system with the largest group of subject (15 subjects). As the STA is task dependant, we 
only compared our results to studies assessing STA effects on the knee kinematics during gait. As far as 
literature is concerned, we found only 3 comparable studies. Cappozzo et al. [3] used external fixator inserted 
into the femur or the tibia as reference system on 7 subjects and reported maximal errors for the knee angles
between 4° and 12° which are greater than the result of this study. However, these errors were not only 
reported for gait, but also for a bicycle and a hip rotation task. More recently, Akbarshahi et al. [4] reported 
root mean square (RMS) errors for the knee joint rotations for 4 subjects using as reference a single plane 
fluoroscope with MRI-based bone models. The RMS computed from the results of the current study is smaller 
by a factor 2. Only the maximum RMS for AA is similar. In both former studies, they use only 3 markers by 
clusters to assess the STA effects, which could lead in the increasing of the reconstruction error of the 
technical frame [7]. Benoit et al. [2] reported absolute STA errors for the heel strike, the mid-stance and the 
toe-off using intra-cortical pins as reference. Considering our results to compute the absolute STA error for 
these events gives results in the same range for the orientations but with smaller standard deviation. 
Figure 1. Average (solid line) and standard deviation (dash line) of the knee angles for the subjects (n=15)
estimated from PT (red), SW (green) and CL (blue).
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For the translation, the STA errors were similar during the three events for the DC translation and during the 
heel strike for the LM translations. It is worth mentioning that this later study used more than 3 markers by 
cluster where some of them were mounted on wrap, which can explain the closeness of our results. The 
reported errors for the angle as well as the PA translations are at least two times greater than in this study. 
These differences might be a consequence of the use of intra-cortical pins, which can bend during the walking 
and then increase the variability of the results for the reference system. Another reason could be also the 
selection of the translation reference points which can reduce the quantity of translation [17]. Another reason 
for the difference with these studies could be also related to the gait speed as well as the calibration between 
the technical frame and the bone embedded frame. In this study, the frames of the prosthesis were used as the 
bone embedded frames, and then avoid the possible bias (cross-talk) introduced by an anatomical calibration. 
The kinematics of the prosthesis and both system of attachments showed that STA affects differently the 
stance phase and the swing phase but with maximum effect at the beginning of each phase. Indeed, stance 
starts with heel strike generating a shockwave, which propagates along the lower limb during the loading 
response before to be dissipated and absorbed during the mid stance and the terminal stance. Then, due to the 
swift lift of the leg at start of swing phase, the STA increases again.
The significant differences between SW and CL can be explained by the location of the markers and the non-
homogenous deformation of the soft tissue which may affect CL more importantly. The use of wraps should
avoid these deformations but as no systematic difference was found between SW and CL, it is difficult to 
conclude for the selection of a method. It might be also possible that the simulation of the wrap didn’t mimic 
exactly the mechanical behavior of the true one. However, it is still important to remind that both methods
suffer largely of the global motion of the soft tissue relatively to the underlying bone.
In conclusion, STA affects largely the knee kinematics estimated by using clusters of 4 markers attached 
directly on the skin or underwrapped. Even if more works need to be investigated on the location of the 
clusters and the wraps, the clinical interpretation of gait kinematics using these methods of attachment should 
be taken with caution. A method of compensation to reduce the STA effect is still necessary to extract a 
reliable kinematic, close to the one of the bones.
5. ACKNOWLEDGMENT
This work was supported by the Swiss National Science Foundation under the grant 120136.
6. REFERENCES
[1] A. Leardini, L. Chiari, U. Della Croce, and A. Cappozzo, "Human movement analysis using stereophotogrammetry. Part 3. Soft 
tissue artifact assessment and compensation," Gait Posture, vol. 21, pp. 212-25, Feb 2005.
[2] D. L. Benoit, et al., "Effect of skin movement artifact on knee kinematics during gait and cutting motions measured in vivo," Gait 
Posture, vol. 24, pp. 152-64, Oct 2006.
[3] A. Cappozzo, F. Catani, A. Leardini, M. G. Benedetti, and U. D. Croce, "Position and orientation in space of bones during 
movement: experimental artefacts," Clin Biomech (Bristol, Avon), vol. 11, pp. 90-100, Mar 1996.
[4] M. Akbarshahi, et al., "Non-invasive assessment of soft-tissue artifact and its effect on knee joint kinematics during functional 
activity," J Biomech, vol. 43, pp. 1292-301, May 7 2010.
[5] R. Stagni, S. Fantozzi, A. Cappello, and A. Leardini, "Quantification of soft tissue artefact in motion analysis by combining 3D 
fluoroscopy and stereophotogrammetry: a study on two subjects," Clin Biomech (Bristol, Avon), vol. 20, pp. 320-9, Mar 2005.
[6] A. Cappello, A. Cappozzo, P. F. LaPalombara, L. Lucchetti, and A. Leardini, "Multiple anatomical landmark calibration for 
optimal bone pose estimation," Human Movement Science, vol. 16, pp. 259-274, Apr 1997.
[7] A. Cappozzo, A. Cappello, U. Della Croce, and F. Pensalfini, "Surface-marker cluster design criteria for 3-D bone movement 
reconstruction," IEEE Trans Biomed Eng, vol. 44, pp. 1165-74, Dec 1997.
[8] K. Manal, I. McClay, S. Stanhope, J. Richards, and B. Galinat, "Comparison of surface mounted markers and attachment methods 
in estimating tibial rotations during walking: an in vivo study," Gait Posture, vol. 11, pp. 38-45, Feb 2000.
[9] K. Manal, I. McClay Davis, B. Galinat, and S. Stanhope, "The accuracy of estimating proximal tibial translation during natural 
cadence walking: bone vs. skin mounted targets," Clin Biomech (Bristol, Avon), vol. 18, pp. 126-31, Feb 2003.
[10] D. K. Ramsey, P. F. Wretenberg, D. L. Benoit, M. Lamontagne, and G. Nemeth, "Methodological concerns using intra-cortical 
pins to measure tibiofemoral kinematics," Knee Surg Sports Traumatol Arthrosc, vol. 11, pp. 344-9, Sep 2003.
[11] S. Acker, et al., "Accuracy of single-plane fluoroscopy in determining relative position and orientation of total knee replacement 
components," J Biomech, vol. 44, pp. 784-7, Feb 24 2011.
[12] G. Li, S. K. Van de Velde, and J. T. Bingham, "Validation of a non-invasive fluoroscopic imaging technique for the measurement 
of dynamic knee joint motion," J Biomech, vol. 41, pp. 1616-22, 2008.
[13] S. Tashman, D. Collon, K. Anderson, P. Kolowich, and W. Anderst, "Abnormal rotational knee motion during running after 
anterior cruciate ligament reconstruction," Am J Sports Med, vol. 32, pp. 975-83, Jun 2004.
[14] A. Barré, J. P. Thiran, N. Theumann, B. Jolles, and K. Aminian, "Semi-automatic segmentation method for roentgen fluoroscopic 
stereophotogrammetric analysis," in 2nd International RSA Meeting, Leiden, The Netherlands, 2011.
[15] J. Lee and S. Y. Shin, "General construction of time-domain filters for orientation data," IEEE Transactions on Visualization and 
Computer Graphics, vol. 8, pp. 119-128, Apr-Jun 2002.
[16] S. R. Buss and J. P. Fillmore, "Spherical averages and applications to spherical splines and interpolation," ACM Transactions on
Graphics, vol. 20, pp. 95-126, Apr 2001.
[17] E. S. Grood and W. J. Suntay, "A joint coordinate system for the clinical description of three-dimensional motions: application to 
the knee," Journal of Biomechanical Engineering, vol. 105, pp. 136-44, May 1983.
[18] B. K. P. Horn, "Closed-Form Solution of Absolute Orientation Using Unit Quaternions," Journal of the Optical Society of America 
a-Optics Image Science and Vision, vol. 4, pp. 629-642, Apr 1987.
3DAHM2012
120
Improved 3-D Spine & Human Skeleton 
Model For Posture And Movement Analysis 
D’Amico M. (1,2), Roncoletta P. (2), Iodice P. (1) , Di Pancrazio L. (1) , Bellomo R.G. (1) , Saggini R. (1)
 (1)S.M.A.R.T. LAB (Skeleton Movement Analysis & Advanced Rehabilitation Technology) - C.U.M.S. 
(Centro Universitario di Medicina dello Sport) – Università D’Annuzio Chieti;  
(2)Bioengineering & Biomedicine Company S.r.l. Via Aterno 154, 66020 S. Giovanni Teatino (CH);  
1. INTRODUCTION
Spine and posture disorders cover large interest in both biomechanical research and clinical fields. Quantitative 
functional evaluation of posture and spine is one of the main concern and at the same time one of the most 
challenging matter to treat. Unluckily, except for dynamic X-Ray and very recent dynamic MRI, no one of 
these techniques is able to provide information about the functional state of the rachis and patient’s posture. 
Optoelectronic measurement approach appears to be a potentially significant solution to complete the necessary 
functional information, complementing other techniques in addressing clinical problems in orthopaedics and 
rehabilitation. Modern low cost powerful PC workstations allow the implementation of highly sophisticated 
computing demanding biomechanical models joined to very fast complex 3D image representation. In clinical 
environment, the optimal trade-off among the minimum as possible number of fitted body landmarks, the high 
detail level of  assessed full skeleton model and measurement trial time length, has to be identified. Nonetheless 
when Posture and Spine deformities are of interest, a detailed 3D mathematical representation of spine has to 
be included. Furthermore, results have to be represented in an intuitive and clinical compliant fashion, 
maintaining a biomechanical strictness but hiding the burden of complex mathematical approach. With all these 
goals in mind, our group started, years ago, a project to merge into a complete fully 3D parametric 
biomechanical human skeleton model different segmental biomechanical models presented in literature (upper 
arms not yet included). The model has been conceived with different level of complexity and its parametric 
form allows to scale it according to each subject characteristics, by fitting the 3D anthropometric sizes to opto-
electronic measurements. Particular care and studies have been devoted to develop a 3D spine model. 
Thousands of patients in different clinical centres have been already analysed and followed up with this 
methodology that proved to be useful for various posture and spine related pathologies. Recently the possibility 
to assess the net internal joint forces and torques at each spine vertebral level and to correlate these latter with 
all the other model’s features has been added. The aim of this paper is to shortly present the methodological 
aspects, the skeleton model features and their potential applicability in clinical and biomechanical fields for 
Posture and Locomotor diseases.  
2. METHODOLOGY
In order to work at different stages of complexity, depending on the analysis purposes and necessities, the 3D 
human skeleton model parameterisation can be detailed with different sets of accurate 3D opto-electronic 
stereo-photogrammetric anthropometric measurements. To this aim various protocols involving different body 
labelling have been established. The accuracy and precision of this model relies both on anatomical findings 
(cadaver dissections, in vivo, X-ray and gamma ray measurements, parametric regression equations [1-5]) 
reported in literature and on the approach and signal processing procedures and optimization methods we 
largely described [6-9]. To analyse human posture and spinal related pathologies (scoliosis, back pain etc.), a 
27 markers protocol has been set and tested extensively in clinical environment [6,7]. The following anatomical 
landmarks are identified (fig. 1a): zygomatic bones, mentum, acromions, sterno-clavicular joints, xyphoid, 
ASIS, PSIS, knee joints, heels and spinous processes from C7 down to S3 every second vertebra. Previous 
studies investigated the reliability and repeatability of both applied protocols and measurements devices 
including intra-inter operator variability. Such studies established that intrinsic subject postural variability is up 
to 10 times higher than errors introduced by all measurement process [10,11]. Moreover reliability of 3D spine 
morphology identification, obtained by opto-electronic measurements and data elaboration processing, has 
been also validated using x-ray imaging comparison [12]. When a more detailed description of lower limb 
segmental poses is sought, for instance when gait trials have to be considered, the used number of markers has 
to be increased [9]. Our proposed solution embrace a 9-link chain model of the human pelvis-lower limbs 
apparatus, with the pelvis, thigh, shank and foot links joined by ball and socket joints representing the hips, the 
knees and the ankles respectively. At least three markers per each segment have been used, in particular: Pelvis: 
as above described, by using ASIS and PSIS bony landmarks; Femur: Great Trocanter middle thigh and Lateral 
and Medial Femural epicondyles; Shank: Head of Fibula, middle shank, Lateral and Medial malleoli; Foot: 
Heel (calcaneous process), 1st and 5th Metatarsal heads, distal big toe end point. In particular this latter 
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markers set allows to model the foot as subdivided into two different rigid bony segments: fingers-forefoot 
segment laying on the plane identified by big toe, 1st and 5th Metatarsal heads and rear-mid foot identified by 
1st and 5th Metatarsal heads and heel. A cylindrical joint with axis identified by the line joining the 1st and 5th 
Metatarsal heads is modelled in between such two foot segments. The indirect measurements such as joint 
centres positions are derived from external markers (for instance, hip joints centres are derived from ASIS and 
PSIS positions and related pelvis dimension, model and regression function [2,3]). The knee joint centre is 
taken as the mid-point of the segment linking the femur medial and lateral epicondyles, and the ankle joint 
centre as the mid-point of the segment joining the two malleoli. In this way the full protocol includes 49 
markers (fig. 1b) and it represents the best trade-off among the following challenging needs: 1) the proper 
identification of each segment pose; 2) the necessity to limit the number of used markers; 3) the requirements 
of suitable marker clusters configurations to apply mathematical optimisation procedures that minimise the 
well known soft tissue artefacts and marker misplacement problems [8,13]. To this aim  we developed a 
suitable optimisation procedure named “Double Step GOM” [8]. Our experimental recordings are based on the 
VICON-Mx1 and the very brand new G.O.A.L.S.2 opto-electronic systems; anyway this methodology is a very 
general one and it can be indifferently applied to any stereo-photogrammetric recording system, provided that 
this latter would be able to supply all the required landmarks three-dimensional co-ordinates. In addition force 
platform data, foot pressure maps and surface EMG recordings can be jointly and synchronously measured
when a full detailed analysis is sought. Furthermore when particular movements have to be measured, such as 
forward bending and/or some kind of neck flexion-extension-rotation, which cause face markers to be hidden to 
TV camera’s field of view, a further 3 markers set placed on a head band (being them rigidly related to face 
markers) is added to the above mentioned protocols [14]. The standard protocol for posture requires at least 5,
one second lasting, acquisitions. Given the 100Hz opto-electronic device data acquisition rate, this means that a 
minimum of 500 measurements are averaged per each static postural stance [6-8]. In order to carry out proper 
averaging and all the following computations, a subject's local co-ordinate system following SRS 
recommendations [15] is defined and used to pre-process and re-align measurements. From the 3D 
reconstruction all the 2D clinical parameters claimed for the correct description and biomechanical 
characterisation of spinal pathology, related to those usually calculated on the radiographic image, are derived 
(i.e. Cobb and Kypho-Lordotic angles). Moreover, a set of significant biomechanical variables describing the 
three-dimensional nature of body posture are obtained, such as frontal and sagittal spinal offsets of each marked 
vertebrae with respect to the vertical axis passing by S3, frontal and sagittal global offsets of each labelled 
landmark with respect to the vertical axis passing through the middle point between heels, pelvis frontal and 
sagittal inclinations, shoulder-to-pelvis, pelvis-to-heels and shoulder-to-heels horizontal rotations, joint forces, 
joint torques and several more. When the 49 markers set is used the Posture measurements are complemented 
by the pose of each lower limb chain segment enlightening joint adaptations, anomalies and/or weakness. Our 
studies as well as our clinical experience led us to identify a set of static attitudes (such as indifferent 
orthostasis with and/or without an under-foot wedge, self-corrected manoeuvres, sitting posture) and/or 
movements (lateral and forward bendings head-neck-trunk torsion etc.), that can provide a complete 
documentation of subject postural balancing, functional and morphological characteristics. As for static 
Posture, also for Gait the possibility to extract the averaged gait cycle characteristics has been considered and 
developed. The mathematical details of both optimization procedure as well as mean gait cycle computation are 
beyond the limits of this paper [8,9]. Briefly after the proper identification of each valid stride a time 
normalization of each considered numerical variable is performed before the averaging step. The final outcome 
is the mean gait cycle in which the average time course and associated standard deviation is defined per each 
variable of interest. Two main advantages can be enumerated with the possibility to extract the mean 
characteristics of both static posture or cyclic motor task (gait): first, it allows to overcome the single 
measurements analysis limits by taking into account the ensemble behaviour so improving the statistical 
reliability of the evaluation; second it permits to obtain information about the repeatability and variability of the 
performed motor task, thus enlightening the subject’s motor control capability. For the graphical representation 
as well as clinical parameter visualisation, a software package (named ASAP3D© and ASAP 3D Skeleton 
Model©)2 based on 3D graphic modelling has been developed. 
3. RESULTS AND DISCUSSION
Several studies have been carried out about spine and posture disorders with the described methodology
[14,16,17]. Given the length limit of this paper only two paradigmatic examples will be illustrated to fully 
describe the capability of the approach to produce clinically significant outcomes. In fig. 2 the averaged posture 
a scoliotic subject is presented both in indifferent orthostasis and in corrected orthostasis using an underfoot 
wedge. It is evident how the 3D skeleton reconstruction and report allows the clinician to fully and easily 
                                           
1 O.M.G. UK 
2 Bioengineering & Biomedicine Company S.r.l. Italy
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evaluate the postural behaviour and the level of spinal deformity of the analyzed subject, in particular the 
patient’s global and trunk unbalancing as well as his pelvic obliquity associated to leg length discrepancy. 
Figs.: 1a,b Example of Different markers sets for Posture and Gait Analysis.Full protocol set-up for Posture 
and Gait analysis; 
Fig. 2a,b) 3D skeleton representation (27 markers frontal and sagittal view) indifferent orthostasis (upper left 
panels) compared to corrected orthostasis by the application of a 25mm right underfoot wedge (lower left 
panels); zoomed spine, pelvis & legs reconstruction compared to X-Ray films (right panels).  
Fig. 3): Multiple Sclerosis: Body Sway in 10 sec. recording showing postural instability and disparities of 
COPs patterns and underfoot loads (left panels). Mean Gait Cycle vs. Healthy Subject Mean Gait Cycle 
comparison (right panels) enlightening huge motor control variability/repeatibility differences (each trajectory 
point is represented by a sphere having center in the computed average and ray size determined by the 
associated 3D standard deviation 222
zyx σσσσ ++= ) 
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The peculiarity of the approach is related to its non-ionising nature and its fast response capability. Within a 
couple of minutes various postural tasks can be analysed and compared getting immediate information about 
patient’s posture function and feedbacks on applied corrections. Applying a series of underfoot wedges of 
different thicknesses the “optimal” one, which led to the best posture correction, is determined (fig.2). 
Differences in the assessed vertebral medio-lateral forces in the two conditions are presented showing a 
significant magnitude reduction and so better balance in wedge corrected posture. Finally the fig. 2 presents the 
direct comparison in between the stereo-photogrammetric 3D reconstruction and the radiographic frontal
projection. It is possible to observe the noticeable pelvis reconstruction as well as the good lower limbs bones 
assessment despite of the reduced markers number on the legs (only 4) accounted in the 27 markers protocol. 
Fig 3 shows an example of posture and mean gait cycle extraction by using the 49 markers full protocol. A case 
of Multiple Sclerosis is represented. Postural balancing, shape characteristics and lower limbs loads 
asymmetries can be fully exploited during body sway. Mean gait cycle allows to quantify the patient 
difficulties in managing the locomotion. The high instability and poor repeatability during gait is clearly 
evident by comparing the extremely larger variability associated to the 3D Mean Gait trajectories with respect 
to those assessed for an healthy subject. 
4. CONCLUSIONS
The easy clinical approach of this procedure suggests its use in routinely clinical evaluation for the study of 
Posture and Gait. The thousands of analysed patients (in our S.M.A.R.T. biomechanical lab and in different 
clinical centres) proved the approach to be useful for various posture and spine related pathologies. The 
developed 3D human skeleton model and software package can be used as stable, accurate, reliable and fast 
tool for the quantitative identification of human body biomechanical characteristics as well as a guideline to 
formulate a diagnosis and a therapy plan. The peculiarity to allow the extraction of the averaged behaviour both 
for static attitude as well as for cyclic motor tasks renders the evaluation of the patient’s clinical status 
statistical robust and reliable based on hundreds of 3D measurements, overcoming the single measurements 
analysis limits. Information about the repeatability and variability of the performed motor task are used to make 
both intra-individual and inter-individual comparisons, to monitor the results of therapy along time and/or the 
evolution of the pathology. Finally, it proved to be well accepted both by clinicians and by patients.
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Herman Woltring Memorial lecture
!
Opinions and facts about the reconstruction of 
functional skeletal movement using
stereophotogrammetry
Aurelio Cappozzo
Department of Human Movement and Sport Sciences, University of Rome "Foro Italico" - Italy
The instantaneous position and orientation of a bone is reconstructed indirectly using the position of a cluster of points 
defined on the deformable surface of the body segment of interest and associated with the underlying bone
(stereophotogrammetry). Then, the morphology of the bone under analysis and of its location relative to the point 
cluster is added (anatomical calibration). The result is the reconstruction in silico of the moving skeleton in the 3-D
space and the accomplishment of the starting point for most human or animal movement analysis endeavours.
The state-of-the-art of knowledge allows for the reconstruction of bone pose during activities of daily life, work or 
sports with resolutions in the order of 10 degrees for orientation and 20 millimetres for position, clearly insufficient to 
answer many relevant scientific and professional questions. Anatomical calibration suffers from a low resolution and/or
precision.
In 1983, a convention, dug from the work of Jeronymus Cardanus, was proposed, from among the many possible, and, 
since then, has been used to describe the relative movement between adjacent bones. The result is that the three angles 
that are used for this purpose have no physical meaning, are very sensitive to experimental errors, and are not additive.!
However, in the last decade biomechanics of human movement has gained a clear-cut conceptual framework which is
the needed platform for affective leaps toward the development of innovative investigative tools, a new understanding 
of how and why man moves the way he does, and the generation of knowledge that is both scientifically sound and 
professionally relevant. These achievements associated with consensus on the relevant metrics, may translate into cost-
effective, personalized services to protect and enhance motor function, in an e-Health context.
The establishment of an international consortium rich in scientists, professionals, manufacturers, and public bodies, 
with the intent of breaking the chains that have held human movement analysis down for too long, is not only timely,
but also essential to solve the problems identified above.
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A new technique for anatomy-based patellar 
tracking in navigated total knee arthroplasty: 
early in-vivo experiences. 
Belvedere C. 1, Ensini A. 2, A. Feliciangeli 2, Dedda V. 1, Cenni F. 1, Giannini S. 2, Leardini A. 1
1Movement Analysis Laboratory and 2Department of Orthopaedic Surgery,  
Istituto Ortopedico Rizzoli, Bologna, Italy,  
belvedere@ior.it 
Patello-Femoral Joint Kinematics; Patellar Anatomical Reference Frame Definition; Patellar Resurfacing, 
Total Knee Replacement. 
1. INTRODUCTION 
The thorough comprehension of the natural function of the human knee joint depends on a complete three-
dimensional assessment of the motion of all bony segments that articulate within this joint. This is clearly of 
more value if achieved accurately in-vivo. This analysis would provide valid information that can be used also 
in a number of associated research fields. For instance, in total knee arthroplasty (TKA) this could result in the 
improvement of current prosthesis designs and surgical techniques. 
In a number of past studies on TKA, both in-vitro and in-vivo, the conventional description for the human 
knee joint motion generally involved the tibio-femoral joint (TFJ) only, this being based on established 
anatomical and mechanical conventions [1,2]. Although the patello-femoral joint (PFJ), i.e. the other 
important articulating complex within the knee, plays an important role in increasing the effectiveness of the 
extensor apparatus, this has been generally disregarded or superficially considered in the past. However, an 
in-depth kinematic investigation of this further joint is thought to bring benefits in knee surgical treatments 
[3]. Particularly, an original methodology has been recently developed also for assessing intra-operatively the 
PFJ kinematics during TKA [3]. This is based on the decomposition of the pose of the patella with respect to 
that of the femur into three sequential rotations about and three translations along three anatomical axes, and 
the efficacy of which has been assessed extensively and successfully only in-vitro until now [3]. 
Within computer-aided techniques, knee surgical navigation systems (KSNS) have been developed for TKA to 
optimize femoral and tibial prosthesis component implantation via intra-operative tracking of the femur and the 
tibia before, i.e. at the original arthritic knee joint, and after trial and final prosthesis components implantation 
[4,5]. As for the PFJ, the traditional techniques in TKA, even by means of navigated procedures, used to assess 
patellar motion and to collect patellar morphological data are based only on visual inspections of the patellar 
articular aspect and manual manoeuvres, and by means of a simple calliper reading to check for patellar 
thickness. All these actions are ultimately achieved without any computer assistance, this being essential for 
more accurate measurements and three-dimensional representations [6]. However, even though the inclusion of 
a procedure for tracking also the PFJ kinematics based on patient-specific bone references seems fundamental 
in in-vivo navigated TKA, this has been completely disregarded so far within current KSNS. 
From a technical point of view, recent KSNSs offer a number of potentialities for tracking PFJ motion during 
TKA surgery. Enhancement of these current systems plus the possible development of novel ad-hoc algorithms 
can be derived from related in-vitro experiences reported in the past [3, 6]. Particularly, a novel in-vivo 
procedure has been developed by these authors, together with dedicated software and surgical instrumentation 
by a company (Stryker®-Leibinger, Freiburg, Germany), as an extension of a current KSNS. As a result, TKA 
is enhanced by a navigation procedure, where for the first time both TFJ and PFJ kinematics are tracked 
simultaneously. 
The aim of this study is to report early in-vivo experiences of this novel technique for measuring PFJ 
kinematics, in addition to standard assessments on the TFJ geometry and motion, in patients undergoing TKA 
by means of a navigated procedure. Particularly, a custom KSNS was developed and used in parallel to the 
standard clinical system to monitor the impact of the surgical procedure on PFJ kinematics. 
2. MATERIALS AND METHODS
Ten patients affected by primary or inflammatory arthritis underwent primary TKA by means of a navigated 
technique with a fixed bearing posterior-stabilized prosthesis (NRG, Stryker®-Orthopaedics, Mahwah, NJ-
USA) with patellar resurfacing. The novel procedure for patellar tracking was approved by the local ethical 
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committee; the patients gave informed consent prior the surgery. Particularly, all TKAs were performed using 
two KSNSs (both, Stryker®-Leibinger, Freiburg, Germany). The novel procedure, in fact, implies the use of a 
second KSNS for PFJ acquisitions (PFJ-KSNS), with dedicated software for patellar motion data collection 
and PFJ kinematics data storing and post-operative processing, in addition to the traditional KSNS for TFJ 
assessments (TFJ-KSNS). Each system is equipped with a localizer compound of three camera sensors. Both 
systems share the standard femoral and tibial trackers, used for relevant bone tracking and TFJ navigated 
implant procedures, and a pointer-like tracker used for anatomical landmark digitisations. PFJ-KSNS is 
further equipped with a specially designed tracker for the acquisitions explicitly dedicated to patellar motion 
(Figure 1). This tracker is lighter and smaller than the others and fixed by four mono-cortical screws onto 
patellar anterior aspect. All trackers have three light-emitting diodes embedded at least. 
Figure 1. Femoral, tibial and patellar trackers fixed on corresponding bones. All trackers, including the 
pointer during digitization, are oriented in a way that corresponding active markers can be detected by the 
localizer (not in the figure).  
Femoral and tibial anatomical landmark digitations are used to define anatomical reference frames according 
to the definitions recommended by the utilized KSNS [3,5]. Particularly, standard TFJ anatomical survey and 
kinematics data are shared between the two KSNS. As for the patella anatomical survey, the distal apex and 
the medial and lateral prominences represent the patellar landmarks employed to define the patellar 
anatomical reference frame. This has the origin in the mid point between the prominences, antero-posterior 
axis as orthogonal to the plane for these three points, proximo-distal axis along the vector from the apex to the 
origin, and medio-lateral axis as normal to both these axes. PFJ flex-extension, medial-lateral rotation, tilt and 
shift are calculated according to a recent proposal [3,7]. The anterior and posterior patellar aspects are also 
digitized for measuring accurately the patellar thickness. 
Before surgery, both navigation systems were initialized and the patellar tracker was assembled with a sterile 
procedure, by shaping a titanium mesh equipped with three markers to be tracked by PFJ-KSNS only. A 
resection plane probe and a patella peg hole drilling template were instrumented with standard trackers, and a 
suitable reference frame was defined on these, by digitization with PFJ-KSNS. Afterwards, the procedures for 
standard navigation were performed to calculate preoperative joint deformities and TFJ kinematics [1]. The 
anatomical survey and PFJ kinematics recordings were performed also with PFJ-KSNS. Standard procedures 
for femoral and tibial component implantation, and TFJ kinematics assessment were then performed by using 
the corresponding trial components. The procedure for patellar resection followed: once the surgeon had 
arranged and fixed the patellar resection guide at the desired position, the resection plane probe was inserted 
into the saw blade slot. At this time, the PFJ-KSNS acquired tracker data to record the planned level and 
orientation of the patellar bone cut. Then the patella resection was executed, and the level and alignment of 
this bone cut were recorded by means of the instrumented patella peg hole drilling template. The trial patellar 
component was positioned, and, with all three trial components in place, TFJ and PFJ kinematics were 
recorded. Possible adjustments in component positioning could still be performed. Eventually, final 
components were implanted and cemented, and final TFJ and PFJ kinematics were acquired.  
A sterile calliper and pre- and post-implantation lower limb X-rays were used to check for the patellar 
thickness after resurfacing and for final lower limb alignment. All kinematics variables were compared with 
reference normality derived using the same methodology [7]. 
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3. RESULTS
During TKA, the procedures for in-vivo acquisition of anatomical patellar survey, definition of patient-based 
patellar anatomical reference frame and measurement of PFJ kinematics were performed successfully in all 
cases without complication and resulting only in a 30 min longer operation. 
Intra-operatively, at the original arthritic knee, abnormal TFJ kinematics was observed, as expected, and 
quantified using the standard TFJ-KSNS. By means of the novel technique, altered PFJ kinematics was 
observed, this being dependent on the patient-specific PFJ state. Particularly, in those patients with a deeply 
impaired PFJ, this assessment revealed an abnormal tilting. In presence of dysplasia on the patellar side, an 
abnormal medio-lateral patella translation occurred. 
Figure 2.  Snapshot of PFJ-SNS screen showing PFJ rotations (top) and translation (bottom) from a well 
representative TKA case. In order to allow a kinematic comparison between two different situations, data are 
reported both at the intact knee and after the implantation with the femoral, tibial and patellar trial 
components. 
After the implantation of the three trial components, abnormal paths were observed in a number of patients 
only for PFJ kinematic variables. In these knees, abnormal lateral tilt, up to 15° more/less than the normality, 
and a medial translation, up to 10 mm on average more than the normality, were observed. For these patients, 
abnormal patellar thickness and patellar osteotomy orientation were also observed in a further patellar-
dedicated check.
Ultimately, the final results demonstrated restoration of normal TFJ using the standard TFJ-KSNS, whereas the 
novel technique allowed the surgeon to detect possible abnormalities in PFJ kinematics. For instance, in the 
patient of figure 2, after TKA the physiological patellar tilt is fully restored, this being within the adopted 
reference normality [7], whereas the patellar medio-lateral translation is still abnormal.  
The goodness of the prosthesis component alignment, this being only on the femoral and tibial side, and final 
lower limb alignment were observed on post-implantation X-Rays. The need to navigate patellar preparation in 
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the future was clearly corroborated by observed improper patellar cut execution and discrepancies in thickness 
of up to 5 mm PFJ-KSNS- and calliper- based measurements, both in the native patella in the arthritic knee and 
after patellar resurfacing. 
4. DISCUSSION
The present results reveal the relevance, feasibility and efficacy of patellar tracking in in-vivo navigated TKA. 
At the present experimental phase, a second separate PFJ-KSNS was utilised not to affect the standard 
navigated TKA. These encouraging results may lay ground for the design of a future clinical patella navigation 
system that the surgeon can use to perform a more comprehensive assessment of the original whole knee 
anatomy and kinematics, i.e. including also PFJ. Patellar bone preparation would be supported for suitable 
patellar component positioning in case of resurfacing but, conceptually, also in not resurfacing if patellar 
anatomy and tracking assessment by KSNS reveals no abnormality. After suitable adjustment and further tests, 
in the future if this procedure will be routinely applied during navigated TKA, abnormalities at both TFJ and 
PFJ kinematics can be corrected intra-operatively by more cautious bone cut preparation on the femur, tibia and 
also patella, in case of resurfacing, and by correct prosthetic component positioning. 
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Comparison of the sagittal curvature of the spine 
measured by skin markers and an open MRI
Zemp R. 1, List R. 1, Gülay T. 1, Lorenzetti S. 1
1 Institute for Biomechanics, ETH Zurich, 8093 Zurich, Switzerland
Skin markers are often used to analyze spine movements. Three sitting positions (upright, flexed and 
extended) were investigated in an upright MRI to quantify the soft tissue artifacts. Changes of the 
lumbar and thoracic curvature are assessable with skin marker measurements but the absolute 
numbers suffer from a large uncertainty of approximately 50%.
Back kinematics; Soft tissue artifacts; Lordosis; Motion capture; In vivo
1. INTRODUCTION 
The vertebral column is the central supporting structure of the human body. Back pain is an increasingly 
common affliction. According to the Swiss Federal Office of Statistics, 47% of women and 39% of man in 
Switzerland in 2007 had suffered from back pain in the preceding four weeks [1]. The main causes of back pain
are abnormal loads and overloading of the spine. External determination of loading conditions requires 
NQRZOHGJHRI WKH VSLQH¶VSRVLWLRQ DQGPRYHPHQW7RREWDLQ WKLVNQRZOHGJH DPDUNHU VHW IRU WKHEDFNZDV
developed at our institute. By using these skin-mounted reflective markers, it is possible to identify global 
parameters of the spine, such as curvature and back segment rotations [2]. However, it is not known how 
precise the calculations of these parameters are. 
Gait analysis techniques based on motion tracking of skin-mounted reflective markers have increased in 
popularity and are currently widely used in gait and motion labs. Advantages of skin markers include ease of 
application, non-LQYDVLYHQHVV DQG WKH VXEMHFW¶VPRYHPHQWV EHLQJ EDUHO\ DIIHFWHG E\ WKH PHDVXULQJ V\VWHP
However, the main problem of this method involves marker artifacts caused by skin movements with respect to 
the subjacent bones. Soft tissue deformation during movements occurs in all three directions, and the 
distributions are non-uniform [3]. Thus, measurements with skin markers are not fully accurate, and an exact 
analysis of bone position is impossible. Soft tissue artifacts (STAs) cannot be neglected but instead should be 
quantified to evaluate the quality of the data recorded using skin markers.
Several studies have validated skin markers on different body regions [2-4], but validation studies of back 
markers are very rare. Hence, the aim of this study is to analyze the soft tissue artifacts and their influence on 
the determination of global parameters of the spine.
2. MATERIAL AND METHODS
Accuracy of the Open Upright MRI and the image segmentation
The accuracy of the MRI and the data handling were determined using a plate of acrylic glass with five skin 
markers (represented by MRI-visible paintballs) and two lamb vertebras (Fig. 1). The acrylic glass plate was 
examined with an Open Upright MRI in a horizontal (0 °), forward tilted (45 °) and vertical position (90 °). The 
distances between the five markers and the vertebral bodies in the three positions were determined using the 
MRI pictures and compared with the true values.
Subjects
Seven (3 female and 4 male) healthy subjects gave informed consent to participate in this pilot study which was 
DSSURYHGE\WKHORFDOHWKLFVFRPPLWWHH7KHDYHUDJHDJHZDV\HDUVı \UDQJH-46 y), the mean height 
was 174 FPı FPUDQJH-184 cm), and the average weight was 71 NJı NJUDQJH-96 kg).
Figure 1.  Plate of acrylic glass with five skin markers (orange paintballs: M1, M2, M3, M4, MC) and two lamb 
vertebras in a forward tilted position (45 °).
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Figure 2.  Marker set of the trunk and the pelvis.
Position in the MRI
7KHVXEMHFWV¶OXPEDUDQGWKRUDFLFVSLQHVZHUHVHSDUDWHO\H[DPLQHGZLWKWKHLUUHVSHFWLYHPDUNHUVLQDQ2SHQ
Upright MRI in three different seating positions:
x Upright seating position: The lower spine had slight contact with the backrest, and the whole upper 
body was in an upright position.
x 30 °-Flexion of the back: The upper body was tilted forward (about 30 °) and supported on a bar. The 
arms were placed on the shanks. 
x 10 °-Extension of the back: The bottom was pushed approximately 20 cm forward and the head was 
supported by the backrest.
Instrumentation
Measurements were taken in the Upright MRI Center Zürich with the FONAR UprightTM MRI (0.6 Tesla). T2-
weighted sagittal images were taken. The resolution was 240x240 in an image plane of 360x360 mm. The 
layers were ranked without any gaps between the marginal markers. To connect the motion capture system with 
the MRI measurements, MRI-visible paintballs were used. Their caliber was .68 (diameter of 17.3 mm). The 
markers were placed on washers and were affixed with a toupee plaster on the skin.
Marker set
The marker set used at our institute consists of 40 skin markers on the lower extremities, 7 on the pelvis and 24 
on the trunk. This marker setup is based on the work of Dettwyler [4], List [5] and Unternährer [6] and was 
used and developed further in Stoop's [7] and Gülay et al.'s  works [8]. The upper body marker set [7, 8]
includes the 31 markers on the pelvis and the trunk (Fig. 2). In this study, only the markers for the lumbar (L1-
L5, RTBL, LTBL) and thoracic (T3-T11, RTBH, LTBH, RTSC, LTSC, STER) segments were used. 
Data analysis
The MR images were segmented so that distinct three-dimensional bodies (marker and vertebral bodies) were 
generated. Spheres were fitted to the markHUVDQGWKHLUFHQWHUVZHUHORFDWHG)XUWKHUPRUHWKHYHUWHEUDOERG\¶V
centers of gravity were determined. Local coordinate systems were created at each investigated vertebral body. 
Changes in the vectors pointing from the center of mass of the vertebral bodies to the corresponding marker in 
the local coordinate system describe the STAs in the flexed and extended positions. The marker artifacts were 
defined as the addition of the direction-related changes calculated with the Gaussian method [9]. The 
measurements in the upright seating position were considered to be the reference position.
To determine the curvatures c of the lumbar and thoracic spines, the coordinates of the marker and the vertebral 
bodies were projected into the sagittal plane of the trunk. The curvature was calculated by fitting a circle to the 
projected center of the markers respective to the vertebral bodies. The fitting was performed using the least 
squares method of Pratt [10]. The curvature c was calculated as follows:
c = 1 / R. (1)
R is the radius of the fitted circle in meters. A kyphosis was defined as a positive (c > 0) value, and a lordosis 
was defined as a negative value (c < 0).
To analyze the segment rotation, the lumbar and thoracic segment markers were considered separately. The 
rotation angles between the upright and flexed or extended positions were calculated for the markers and for 
the corresponding lumbar and thoracic parts of the spine. The marker cloud calculations were made using the 
least squares method of Gander and Hrebícek [11]. The rotation matrix or the rotation angle was calculated 
between the marker cloud in the upright and the flexed or extended positions. As the reference, a 3D regression 
line was fitted to the gravity center of the vertebral bodies (lumbar: L1-L5, thoracic: T2-T12), and the angles 
between the lines in the different positions were calculated.
3DAHM2012
132
Statistics
All statistics were determined using IBM SPSS Statistics (Version 19, SPSS Inc., Chicago, USA). The 
statistical significance level was set at p<0.05. The lumbar and thoracic measurements were analyzed 
separately.
The absolute marker artifacts were analyzed with analyses of variances (ANOVA) for the subjects, positions 
and marker locations. Furthermore, correlations between the curvature values based on the marker and 
vertebral body coordinates were investigated using linear regression analysis.
3. RESULTS
Accuracy of the Open Upright MRI and the image segmentation
The estimated direction-related measurement accuracy (in standard deviations ı RI WKH PDUNHUV DQG WKH
vertebral bodies are listed in Table 1. 
Table 1.  Direction-UHODWHGPHDVXUHPHQWDFFXUDF\ı[ı\ı]>PP@RIWKHPDUNHUVDQGWKHYHUWHEUDOERGLHV
expressed in standard deviations.
ıx ıy ız
Marker 1.0 0.5 0.5
Vertebral body 2.0 1.0 1.0
Marker artifacts due to STA
The mean marker artifacts in the flexed and extended positions were 10.2 ± 6.1 mm (lumbar) / 9.3 ± 4.2 mm 
(thoracic) and 10.7 ± 4.8 mm (lumbar) / 9.2 ± 4.9 mm (thoracic), respectively. The maximal measured value 
was 27.4 mm for the marker L5 in the flexed position.
One-factor variance analyses (ANOVAs) indicated significant differences only between subjects (p-
value<0.001) and not between positions or markers for the individual lumbar and thoracic measurements.
Lumbar and thoracic curvature c
The scatter diagrams (Fig. 3) show the lumbar and thoracic curvature calculated using the markers and the 
YHUWHEUDOERGLHV7KHOXPEDUDQGWKRUDFLFFXUYDWXUH¶VUDQJHRIPRWLRQV520IURPWKHXSULJKWWRWKHIOH[HG
and extended positions are illustrated in Fig. 4.
Segment rotation
The mean measurement error of the lumbar and thoracic segment rotations calculated using the skin markers 
were 2.5 ± 2.7 ° (max. 6.6 °) and -1.1 ± 2.9 ° (max. 9.1 °), respectively.
4. DISCUSSION
The marker artifacts of the back are in the same range as they are for other locations in the human body. The 
observed intra- and interindividual patterns of the STAs of the subjects during flexion and extension of the 
spine do not allow for determination of a common correction method by which to estimate the behavior of a 
single marker. In general, the intraindividual differences are larger than the differences within a single subject 
or the positions. This result is in agreement to results from studies on the knee joint [12].
Besides describing the limitations, this study also opens further possibilities. Based on motion capture data of 
the marker set used, it is possible to predict the change of the lumbar and thoracic curvature during movement. 
Furthermore, a rough analysis of the lumbar and thoracic segment rotations is also possible. Our results indicate 
Figure 3.  Scatter diagram of the lumbar (left) and thoracic (right) curvature in the upright (blue), flexed (green) 
and extended positions (red). The x-axis represents the values calculated from the markers, and the y-axis from 
the vertebral bodies. The crosses show the measurement accuracy of each data point.
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Figure 4.  Lumbar (4a/b) and thoracic (3c/d) curvature range of motion (ROM) of the subjects, calculated using 
the vertebral bodies (blue) and the skin markers (green). The ROM was defined from the upright to the flexed 
(4a/c) and to the extended positions (4b/d).
that a change of the lordotic/kyphotic shape but not of the absolute amount of curvature can be estimated using 
skin markers.
In this study, only the movement of the spine in the sagittal plane was assessed. In other planes, the movements 
are smaller, and it is more difficult to precisely place the skin markers close to the anatomical landmarks with 
respect to movements. Due to our layer orientation in the open MRI, movement in the frontal and the horizontal 
plane could only be assessed with reduced accuracy. This fact means that the observed errors are at least of the 
same magnitude as those in the sagittal plane but are most likely larger. Furthermore, the present study only 
allowed the quantification of the STAs in a static set up. It must be assumed that in dynamic activities, e.g. 
during impact situations, STAs are even larger.
In conclusion, this study demonstrates that the used marker set is suitable for measuring the change of the 
shape of the spine, but measurement of the absolute curvature is not possible with skin markers. A segmental 
approach is less accurate but could be used to address specific research questions.
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Motion analysis of front crawl swimming 
Application of CAST technique for the estimation of 3D joint kinematics 
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Kinematic analysis of swimming is of interest to enhance swimming performances. Although the video 
recordings of underwater swimmers are widely diffused, the available methodologies are rarely precise 
enough to adequately estimate the three dimensional (3D) joints kinematics. Thus, a procedure to 
investigate the right upper limb’s 3D kinematics during front crawl swimming is proposed. The method 
is based upon the Calibrated Anatomical Systems Technique (CAST), a technique widely used in clinics 
which allows estimation of anatomical landmarks of interest even when they are not directly visible. An 
automatic tracking technique was adopted. Results showed that the complete 3D kinematics of at least 
twice as many frames than without CAST can be reconstructed. 
front crawl swimming, biomechanics, 3D joint kinematics, calibrated anatomical systems technique  
1. INTRODUCTION 
In order to define the appropriate performance model of the swimmer it is necessary to analyze the technique 
of different athletes with different levels of performance [1]. For developing accurate specific athlete 
coordination patterns and identifying the factors that actually influence the performances, a detailed kinematic 
analysis of the technique is necessary. This could allow a complete comparison among athletes with different 
performance levels, anthropometric characteristics, technical skills, and distance specialization, thus helping 
the coaches to design specific training programs. A limitation with the majority of the studies on kinematic 
analysis is that little three dimensional (3D) joint quantitative data is provided in order to investigate stroke 
characteristics. It has been also suggested that the arm trajectory during swimming is mainly described in a 
mediolateral plane, however the discussion in the literature is concentrated on 2D analysis of swimming, and 
specifically on the sagittal plane [2; 3]. A 3D analysis of the stroke can also be found in [4] but only in 
relation to a single segment of the kinematic chain of the upper limb. It should be mentioned that [5] 
estimated the 3D position of the joint centers during front crawl swimming in sprinters and long distance 
swimmers. However the markers were drawn on the subject in order to maximize their visibility on the 
different views and not to accurately obtain the position of standard ALs [6]. Therefore, no standard joint 
centers and systems of reference were used, thus enabling estimation of joint planar angles but not 3D joint 
kinematics. In this contest, the authors recently developed a video-based, markerless system for the kinematic 
analysis of the upper limb during front crawl swimming [7]. 3D coordinates of shoulder, elbow and wrist 
joints centers of 5 sprint swimmers performing front crawl swimming were determined. To the authors’ 
knowledge, no previous studies estimated 3D joints rotations of the upper limb in terms of both the shoulder 
and the elbow’s rotations during front crawl swimming. The purpose of this paper is to develop a precise and 
accurate method to investigate 3D joint kinematics of the stroke during the whole underwater phase of crawl 
swimming. In order to overcome the gaps in the results due to the lack of anatomical features visibility while 
keeping the markers on the standard ALs, the Calibrated Anatomical Systems Technique (CAST) [8] was 
adopted. Several technical markers were added to reconstruct all the anatomical features necessary for 3D 
joint kinematics. Due to the number of markers, the manual tracking of features currently used in the 
underwater motion analysis system was not adopted. Rather, an automatic tracking of features was developed. 
This allowed better precision in data reconstruction and reduced elaboration time. In this context, the right 
upper limb of one swimmer was acquired and analyzed during a front crawl swimming full cycle by means of 
6 underwater color analogic cameras. 
2. METHODS
Data acquisition 
Several front crawl trials were performed by an elite swimmers in a 25 m swimming pool. Six underwater 
color analogic wide-angle cameras (TS-6021PSC) with 720 x 576 pixel resolution were placed to maximize 
the field of view for the swimmer’s right upper limb in a crawl. Each camera was connected to a computer 
through an Analog to Digital Video Converter (Canopus ADVC55).. The system was synchronized 
automatically with an ad-hoc application which routes the triggering signals through a local area network and  
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Figure 1. Description of the features for each of the three clusters and the nineanatomical landmarks of 
interest. A photo showing the actual markers used and their approximate size is also included 
stores data in each computer. The synchronization delay was found to be inferior to a frame duration, which in 
the present study is 20 ms. Calibration of cameras’ intrinsic parameters was achieved from a dry acquisition 
of a checkerboard pattern and corrected for underwater application as suggested by [9]. A correction factor of 
1.333 was also applied in order to take into account the different focal length due to the different refractive 
index of the water. The extrinsic parameters indicating the position and orientation of the cameras in the 
global reference system were calibrated underwater by means of a steel cage (2070 x 1070 x 1400 mm). The 
parameter estimation was accomplished using the Camera Calibration Toolbox for Matlab [10]. 
Protocol
A 3D protocol for upper extremities kinematics based on the CAST technique [8] was adopted. 31 markers 
were drawn on the body of the swimmer as shown in Figure 1, in relation to 3 segments (trunk, arm, and 
forearm) of the kinematic chain. The markers, crossed circles with a diameter of about 4 cm, were drawn on the 
skin with an indelible ink that would not easily come off with water or sweat. The following ALs were chosen 
in order to perform the 3D kinematics [10]: processus xiphoideus (PX), incisura jugularis (IJ), seventh cervical 
vertebra (C7), acromion (AC), lateral and medial epicondyles of the humerus (EL and EM, respectively), radial 
and ulnar styloid process (RS and US, respectively). The following technical clusters formed by several 
markers were used in order to estimate the ALs of interest: 4 markers on the right abdomen, 1 on the thoracic 
spinal nerve 8 (T8) and 2 on the upper chest for PX, IJ and C7; 4 markers on the lateral side and 4 on the 
medial side of the arm for AC, EL and EM; 4 markers on the medial side and 4 on the lateral side of the 
forearm for US and RS. From a biomechanical viewpoint, the arm was modeled as an open kinematic chain 
formed by 3 segments (thorax, humerus and forearm), with 5 DOF: 3 of the shoulder and 2 of the elbow. The 
thorax and the proximal humerus bone embedded reference systems were defined following the ISG 
recommendations [11]: H1 for the humerus, with the z axis pointing backward. The shoulder girdle was not 
taken into account in the model in order to avoid possible errors which may affect the accuracy of the 
reconstruction of the markers position in the current setup. Joint angles were obtained by decomposing the 
relative orientation of adjacent segments and using appropriate sequences of Euler angles. Further 
methodological details can be found in [12]. The digitalization of the positions of features from each video 
sequence, namely tracking, was performed by ad-hoc software. Given an initial guess of the feature position 
from an experienced operator, the automatic tracker uses the gradient of the spatial intensity to optimally 
search for the vector that minimizes the difference between the surroundings of the feature in adjacent frames, 
as proposed by [13] and developed by [14]. The proposed position of the marker in the upcoming frame can 
then be accepted or corrected on screen by the operator. 
Data Analysis 
Given the tracked position of the markers from each camera view, the triangulation process was applied to 
obtain the 3D position of the markers in each frame. The Direct Linear Transformation algorithm [15] was used 
to perform the triangulation. The results of the manual tracking were compared with those of the automatic 
tracking. Two procedures were applied and compared to perform the 3D trajectories reconstruction: 1) 
automatic tracking without applying the CAST technique; 2) automatic tracking together with CAST 
technique. Root mean square difference values (RMSD) were calculated between trajectories to quantify the 
agreement between the 2 procedures. A measure of the resolution of the system was obtained by acquiring a 
moving wand on the volume of interest. Two markers were applied on the wand at a known distance of 10 cm 
and they were then acquired. The distance between the markers was calculated and compared to the exact 
distance, obtaining an estimation of the actual error of the acquisition and reconstruction system. The 
performance of each technique was also evaluated in terms of percentage of the duration of the stroke during 
which each technique was able to reconstruct the 3D trajectories of the ALs.  
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Shoulder Elbow
Figure 2. Flexion/Extension, Ab/Adduction and Internal/External rotation of the shoulder joint (left column) 
and Flexion/Extension and Prono/Supination of the elbow joint (right column). The different phases of the 
crawl while the arm is underwater are evidenced: A, B, C and D corresponds to the entry and stretch phase, 
the down sweep phase to catch, the in sweep, and the up sweep respectively 
3. RESULTS
From the moving wand acquisition, the accuracy of the set up adopted show a mean error of 0.46 mm with SD 
of 7.58 mm. 3D joint angles for the shoulder Flexion/Extension, Internal/external rotation and Ab/Adduction 
and for the elbow Flexion/Extension and Prono/Supination are shown in Figure 2. During the entry and 
stretch phase, the shoulder joint was flexed (about 170°) and internally rotated (about 130°) the elbow joint 
was slightly flexed (about 20°) and pronated (about 110°). During the down-sweep phase to catch, the 
shoulder joint continued its flexed pattern, while abducting (from 15° to 60°) and internally rotating (from 
130° to 185°). In the same phase, the elbow joint showed two different trends: the first one displayed an 
extension (from 10° to -5°) and pronation (from 117° to 150°), while the second shows a flexion (from -5° to 
53°) and supination (from 150° to 105°) of the elbow. By considering the joint angles patterns in the frontal 
plane, in this specific phase, both an “out” and “down” arm motions were identified. During the in-sweep 
phase, the shoulder joint was extending (from 170° to 10°), adducting (from 70° to 20°) and externally 
rotating (from 185° to 50°), the elbow joint was flexing (from 53° to 94°) and supinating (from 105° to 70°). 
Few frames were elaborated for the up-phase. The maximum and minimum values of the internal/external 
rotation of the shoulder joint clearly identified the different phases of the crawl. Regarding the number of 
frames in which the 3D kinematics was estimated, there were several gaps in the results without the use of the 
CAST tecnique. At least twice as many frames can be reconstructed (over the whole underwater front crawl 
phase) in terms of joints kinematics, compared to manual and automatic tracking. The use of the automatic 
feature tracker reduced the tracking time of indicatively 25-50% for each 100 frames sequence with 31 
markers, although precise estimation of elaboration time was not assessed in this study. 
4. DISCUSSION
This study adapted the CAST protocol, an established approach typically used in clinics, to the sport aquatic 
environment, specifically to front crawl swimming. In this context, the lack of standards and precision, due to 
the difficult environment and to the complex nature of the movement itself, prevents a full and detailed 
analysis of the movement, which is instead commonly obtained in clinics. The aim of the present contribution 
was to develop a precise and accurate method to investigate 3D joint kinematics of the stroke during the 
whole underwater phase of crawl swimming. Thus, in order to improve precision and to reduce elaboration 
time, an automatic tracking of features was also developed and used. The developed method was applied on 
the right upper limb of a swimmer during a front crawl swimming full cycle by means of 6 underwater color 
analogic cameras.The sensible gaps in terms of frames in which the IJ and AC trajectories can be obtained 
directly from the tracking were sensibly filled using CAST for both MAN and AUT. Figure 7 clearly 
illustrates how the use of the CAST technique allows reconstruction of EM, RS, T8, C7 and AC trajectories 
where by the means of manual tracking was not possible. For the first time, to the authors’ knowledge, the 
availability of a full set of ALs enabled the evaluation of 3D arm’s joint angles and the clear identification of 
the different phases of the movement. Each joint could be analyzed in its typical patterns and in relation to the 
specific phase of the movement (Figure 2). On the contrary, the planar angles estimated without the use of the 
CAST technique should not be considered representative of the pattern of motion. Even though they allowed 
3DAHM2012
144
the collection of more complete results and interesting insights, as in [5], these were estimated by means of 
interpreting the markers’ positions, given the scarce visibility of the conventional anatomical markers during 
swimming. This prevented the use of  repeatable joint centres, and rotation axes to obtain complete results, 
such as a 3D joint angles description in terms of organization of the DOF of all joints. In the unique previous 
study [16] which reported the 3D joint kinematics of the upper extremity, the positions of the shoulder, elbow 
and wrist joints were interpreted, leading to less repeatable results. Regarding the synchronization, it was 
accomplished without any built-in and highly expensive features and obtained overall acceptable 
performances for this analysis. The present approach also overcame the shortcomings of the posterior 
synchronization systems as discussed by [17], particularly those related with an event-based synchronization. 
The correction factor for the water distortion proposed by [9] confirmed in our study its suitability in 
obtaining precise and faster camera calibration. The present methodology enabled to overcome important 
limitations of the previous publication [7], in particular the presence of ‘‘phantom volumes’’ in the visual 
hulls reconstructed for some part of the stroke which was exacerbated at shoulder level, which may prevent 
shoulder joint angles computations. A further limitations of the previous method lied in the requirement that 
the whole body under investigation should be in view at all times, therefore reconstruction for the initial and 
final phases of the stroke, when the arm is partially out of water, was not currently possible. In the present 
study, the application of the CAST technique enables the reconstruction of each stroke phases (see Figure 2). 
The methodology developed in this paper will be used for comparison and assessment of different 
characteristics of athletes (e.g. anthropometry, technical skills, performance levels, distance specializations) 
by analyzing a higher number of subjects. Furthermore, it will be used as a gold standard for the 3D joint 
kinematic estimation obtained using the markerless technique recently developed by the authors [7].The 
CAST procedure proposed in this paper shows good agreement and enhanced the efficiency of the 3D joint 
analysis with respect to a direct measurement of the ALs. The use of the CAST procedure also permitted, for 
the first time, to assess a repeatable 3D pattern of the angles of the joints during the whole movement action, 
proving itself as an effective and feasible technique for complete kinematics analysis in these conditions. 
When combined with an automatic feature tracking technique, more precise and repeatable estimations of the 
ALs positions can be obtained, in an attempt to solve the high inter- and intra- operator variability affecting 
the manual tracking. 
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Kinematic comparison of the double and 
triple Lutz in artistic roller skating
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The purpose of this study was to compare the double and triple Lutz figure skating jumps and 
determine their key biomechanical differences in order to provide coaches with helpful information for 
teaching the triple Lutz. Data were collected from five male world-class roller skaters using a 
stereophotogrammetric system. The most relevant difference concerned a higher pelvis rotational 
velocity of the triple with respect to the double Lutz, not only in the flight phase (4.1 vs. 3.3 rev/s, 
respectively) but also from the toe-pick. Furthermore, a higher vertical velocity at take-off was 
observed in the triple jump, that can be explained from the greater flexion-extension of the right hip 
and knee from toe-pick to the take-off. On the contrary, the average horizontal approach speed was 
lower for the triple compared to the double Lutz. 
Keywords: biomechanics, jumping performance, roller skating, stereophotogrammetry. 
INTRODUCTION
Elite skaters must be able to perform triple revolutions jumps. The jumps are so quick and complex that 
coaches have difficulties in discerning what the skaters do while executing double and triple jumps. Knowing 
the biomechanical key factors of each jump, is therefore fundamental for figure skating coaches in order to 
more effectively teach triple jumps to their athletes. Biomechanical analysis can assist coaches in this 
endeavor.  
To date, the majority of biomechanical analyses of figure skating jumps have been carried out on ice skating, 
and they have focused on the Axel jumps. King, Arnold, and Smith [1] in a comparative analysis of single, 
double and triple Axel in five male skaters, found lower horizontal speed, steepest take-off angles, and higher 
rotational velocity in triple with respect to double Axel, but no differences in the vertical velocity at take-off 
and jump height. The rapid evolution of quadruple jumps has motivated research to investigate on this issue. 
Toe-Loop jump was one of the first quadruple jump performed in competitions. King et al. [2] conducted a 
detailed biomechanical analysis of triple and quadruple Toe-Loop, focusing on descriptive variables that are 
decisive in the opinion of coaches. The authors concluded that rotational velocity in the air was higher for 
quadruple Toe-Loop compared to triples and the greater vertical velocity was gained during the propulsive 
phase due to the extension of the legs. 
While the Axel is an edge jump, and it is fundamentally a different type of jump with respect to the Lutz, the 
Toe-Loop is a pick jump similar to the Lutz, although the toe pick is performed with the contralateral leg. 
Since the triple Lutz is necessary for successful performance in figure skating at international level, King [3] 
examined the segmental contributions of the arms and the free leg and the use of the toe-pick in generating 
vertical velocity for the triple Lutz. That study showed that during the propulsive phase of the triple Lutz, the 
relative contribution of the arms and free leg was, on average, only 2.89% of the vertical momentum of the 
skater. Furthermore, skaters use the toe-pick to generate vertical velocity for the jump through the flexion of 
the right leg. Notwithstanding the number of studies on ice skating, no biomechanical jump analysis, to the 
knowledge of the present authors, was performed on roller skating. The purpose of the present study was to 
compare the double and triple Lutz jumps in roller skating and to determine their key biomechanical 
differences in order to provide coaches with helpful information for teaching the triple Lutz. 
MATERIALS AND METHODS
Five elite male skaters performed a series of double and triple Lutz in an appropriate jump court. Among the 
several jumps performed by each athlete, one double and one triple Lutz jumps were chosen for the analysis. 
The jumps were selected if the majority of markers were well reconstructed by the stereophotogrammetic 
system and if that jump was rated from fair to excellent by two national coaches. 
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Figure 1 - Photographic sequence representing the Lutz key events. 
Ten infrared cameras (Smart-D, BTS, Milan, Italy, 250 Hz) were positioned in two semicircles along the 
trajectory of the jump. 40 markers were attached on the body of each skater. For the trunk, the upper limbs 
and the foot segments, the markers were attached directly on specific anatomical landmarks. For the thigh and 
the shank segments, the Calibrated Anatomical System Technique was exploited, and for each body segment 
a technical cluster of four markers was used, as described by Cappozzo et al [4]. The reference systems for the 
lower body segments were defined following the ISB recommendation [5] and appropriate sequences of Euler 
angles were used. Following data collection, each jump was semi-automatically tracked using the stereo-
photogrammetric system software (Smart Tracker, BTS). 
In order to analyse the relationship between horizontal and vertical velocity, the resultant velocity angle was 
also considered: an angle higher than 45° points out that the athlete uses a vertical velocity higher than the 
horizontal one. 
Five key events were identified for each jump (Figure 1): toe-pick (instant the toe-pick was placed into the 
ground), end of gliding (last contact of the left foot), take-off (last contact of the right foot), maximum height 
(top of the flight phase), and landing (instant of contact with on the ground). 
RESULTS
The hip and the knee were flexed at the toe-pick, whereas the flexion was clearly lower at the take-off (Table 
1). On the contrary, the ankle at toe-pick was in the neutral position, and plantarflexed at the take-off, but in a 
different manner depending on the skater. Other variables as horizontal and vertical velocity of the pelvis and 
take-off angle were measured during the take-off (Table 2). The skaters’ horizontal velocities at take-off for 
the triple Lutz (mean: 2.69 m/s) were lower than those for the double one (mean: 3.17 m/s). Vertical velocities 
at take-off showed slightly higher values for the triple compared to the double Lutz. The average resultant 
velocity angle in the five athletes was 40° in the double and 47° in the triple Lutz, at the take-off. The greatest 
difference between the double and triple jumps was the rotational velocity during the flight estimated from the 
rotation of the pelvis segment (Table 3). The pelvis rotation velocity was higher in the triple Lutz already 
during the toe pick (means D 0.84 rev/s, T 1.75 rev/s). Jumping height and flight time were higher for the 
triple jump for three skaters. 
 Hip flexion (°) Knee flexion (°) Ankle flexion (°) 
 Toe-pick Take-off Toe-pick Take-off Toe-pick Take-off 
Skater D T D T D T D T D T D T 
A 28 30 0 0 41 50 15 19 -1 5 -24 -23 
B 29 31 10 14 59 64 0 11 -6 -5 -24 -19 
C 33 35 4 2 55 57 4 11 0 6 -22 -6 
D 37 45 6 5 58 67 3 19 2 9 -7 -8 
E 36 38 5 6 55 61 1 18 -1 -3 -1 -35 
Table 1 – Double (D) and Triple (T) Lutz toe-pick and take-off parameters for the five skaters. 
Horizontal velocity (m/s) Vertical velocity (m/s) Take-off angle (°) 
Skater D T D T D T 
A 2.68 2.07 2.62 2.79 44 53 
B 3.35 2.91 2.99 3.13 42 47 
C 3.44 3.35 2.90 2.93 40 41 
D 3.08 2.66 2.19 2.62 35 45 
E 3.32 2.47 2.90 3.01 41 51 
Table 2 - Double (D) and Triple (T) Lutz take-off velocity parameters. 
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Height (m) Flight time (s) 
Pelvis rotational velocity 
(rev/s) 
Skater D T D T D T 
A 0.34 0.43 0.52 0.58 3.8 4.2 
B 0.51 0.52 0.65 0.69 3.3 4.1 
C 0.47 0.58 0.64 0.69 3.2 4.1 
D 0.33 0.45 0.52 0.61 3.6 4.2 
E 0.51 0.52 0.64 0.65 2.4 4.1 
Table 3 – Flight variables for double (D) and triple (T) Lutz at the instant of maximum height in the air. 
1. DISCUSSION
In order to increase the revolutions of jumps, a figure skater must increase flight time, jumping height, and 
rotational velocity. During the Lutz, skaters use the phase between the toe-pick and take-off to generate 
vertical velocity. The higher vertical velocity at take-off results in higher jumps for three skaters, more time in 
the air available to complete the revolution for the triple jump, and may be due to a more forceful extension of 
the right hip and knee. Comparing the results with previous studies on ice, the flight time was also longer for 
the quadruple Toe Loop jumps with respect to the triple: on average, the quadruple jumps had a 0.03 s longer 
flight time than the triple ones [1]. No difference, as found in the present study for two skaters, in the jumping 
height was found between quadruple and triple Toe Loop, and also among single, double and triple Axel [2]. 
The homogeneity in height among jumps with different number of revolutions, for skaters B and E, could be 
explained with their higher skill level and with the coaches instructions usually received to perform a double 
jump higher than necessary, as preparatory for the execution of the triple one. The height values in the present 
study were similar to the ones of the triple Lutz analysed on ice (means 0.48 m) [3]. It is interesting to observe 
that from toe-pick to take-off, horizontal velocity decreased on average of 36% and vertical velocity increased 
on average of 81%. Similar percentages, even if with highest values, were observed when analyzing the triple 
Lutz on ice, too [3]. Regarding the take-off angles, the five skaters showed values between 40° and 45°, 
which are the best angles for optimizing height and distance. Jumps with angles of projections around 45° will 
be of medium height and will have the longest arcs. Higher take-off angles of triple with respect to double 
Axel [1] were also found on ice, with an average of 36° and 43°, for double and triple jumps, respectively. 
Lastly, the most significant aspect for completing a triple Lutz as compared to a double is being able to have 
an higher rotational velocity in the flight phase. Similarly, the rotational velocity was 1.0 rev/s larger for the 
quadruple Toe Loop as compared to triple jumps on ice [2]. There was a lower difference between triple and 
double Axel considering the rotational velocity because the average in double axel was 4.3 rev/s whereas in 
triple was 4.9 rev/s. 
For the first time a biomechanical comparison between the double and the triple Lutz in roller skating was 
performed. The main differences observed in the triple jumps with respect to the double ones are: 1) higher 
rotational pelvis velocity, 2) at the take-off, a lower horizontal velocity and a slightly vertical velocity, 3) 
greater take-off angle, and 4) a more extended right hip and knee and a more plantarflexed ankle. Some of 
these findings were already roughly known to coaches and skaters, but only in the present study these and 
others were characterized and quantified. For instance, the skaters typically believe to have higher horizontal 
velocity in the triple jump with respect to the double one, but this was not confirmed by the measurements. A 
major awareness of the biomechanics of the triple and the double Lutz jumps would be useful for coaches to 
teach more effectively the right executive technique. 
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Fusion and visualization of biomedical data at 
different temporal and dimensional scales for 
integrative research
Marco Viceconti1 and Debora Testi2
1 University of Shffield, UK
2 SCS, Italy
The Virtual Physiological Human is a framework of methods and technologies that once established will make 
biomedical integrative research possible.  In particular, it will allow the integration of physiological and pathological 
processes happening across radically different space-time scale. This implies that, like for any modelling activity data 
observable at radically different space-time scale have to be collected, visualised, fused, and processed into predictive 
models. The same applies to the outputs of integrative models, which in general are also defined across widely different 
space-time scales. This poses an interesting problem: how can we provide interactive visualisation of complex 
multiscale and heterogeneous data collection, wherever they are observations or predictions of multiscale models? In 
this paper we present some preliminary results, partially based on the results on an international collaborative project of 
multiscale visualisation. From these preliminary results we conclude that multiscale interactive visualisation is possible,
although it requires additional control elements, and poses considerable additional challenges in the design of the user 
interface.
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Kinematic analysis of eggbeater kicks
with and without fatigue
(from male college water polo players)
Toriumi, T. 1, Morishita, A. 1, Watanabe, K. 2
1 Institute of Physical Education, Keio University, Yokohama, Japan, bird@z5.keio.jp
2 Graduate School of System Design and Management, Keio University, Yokohama, Japan
The purpose of this study is to investigate the difference in the lower limb movements between the
beginning of eggbeater kicks and the fatigue stage. The lower limb movements during the eggbeater
kicks of 13 male college water polo players holding a 15-kg weight are analyzed using a three-
dimensional motion analysis.
Keywords-component; water polo; eggbeater kicks; 15-kg weight; duration time; motion analysis
1. Introduction
In water polo, when receiving a pass or hitting a shot, players need to raise their
body to a high position above the water surface. The key technique for maintaining
such a high position is eggbeater kicks, which essentially produce an upward thrust
owing to alternating circular leg movements that include cyclic operation with the
knee and the ankle [1]. The duration that a player can perform eggbeater kicks
while holding a heavy weight (e.g., 15 kg or 20 kg) correlates positively with the
ability to perform these kicks [2]. The ability of a player to perform eggbeater kicks
is measured using a three-dimensional (3D) motion analysis of the player’s lower
limb movements in synchronized swimming [3,4] and in water polo [5,6]. For
example, the higher the position of the knee and the ankle, the better are the
eggbeater kicks. However, how the efficiency of the lower limb movements during
the eggbeater kicks and the ability to perform eggbeater kicks can be measured is
still unknown. The purpose of this study is to map the position of the knee during
eggbeater kicks with and without fatigue by using a 3D motion analysis and to
identify the factors that help players remain at a certain height above water while
lifting a heavy weight.
2. Methods
In this study, we selected 13 male college water polo players (age: 20.9 ± 0.6
years; height: 173.7 ± 7.0 cm; body mass: 66.1 ± 6.7 kg; athletic experience: 5.3 ±
1.2 years). Informed consent was obtained from each player before inclusion in
the study.
The ability of a player to perform eggbeater kicks was estimated by measuring the
duration for which a player could hold a 15-kg weight in a 2-m-deep pool.
For the image analysis of the eggbeater kicks, two video cameras that could take
30 pictures per second with a shutter speed of 1/100 s were used. One camera
was set at a depth of 2 m in the pool and a distance of 12 m in front of the player.
The other camera was set at a depth of 1 m from the water surface with a
horizontal angle of 60° and a distance of 14 m from the player. The two video
cameras were synchronized using a frame counter. The digitizing points for each
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player were the centers of their hip and knee joints. The players performed
eggbeater kicks while holding a 15-kg weight.
The 3D coordinates were obtained by a 3D direct linear transformation (DLT). The
3D DLT control object was a rectangular parallelepiped (1.8 × 1.8 × 2.0 m)
structure with 12 control object points. The specific points selected for the analysis
were the relative heights of the knees; the greater trochanter was selected as the
beginning point (zero) for the measurements.
3. Results and discussion
The duration of performing eggbeater kicks while holding the 15-kg weight for the
13 players ranged from 16.1 to 41.4 s.
From the results of the 3D motion analysis of the hip and knee joints, we
determined the distances from the greater trochanter to the knee joints. The
number of cyclic operations of the knee ranged from 32 to 77. The time length of
one cyclic operation of the knee ranged from 0.45 to 0.60 s. Figure 1 shows the
relationship between the duration of the eggbeater kicks while holding the 15-kg
weight, which implies the ability of a player to perform the eggbeater kicks in water
polo, and the time length of one cyclic operation of the knee as obtained from the
3D motion analysis. This duration correlates positively with the time length of one
cyclic operation (R2 = 0.40).
Figure 1. Relationship between the duration of eggbeater kicks while holding a 15-kg weight, which implies
the ability of a player to perform eggbeater kicks in water polo, and the time length of one cyclic operation of
the knee as obtained from the 3D motion analysis.
4. Conclusions
The characteristic results for eggbeater kicks in the case of 13 college water polo
players were as follows: the duration of performing eggbeater kicks while holding a
15-kg weight ranged from 16.1 to 41.4 s, the number of cyclic operations with the
knee ranged from 32 to 77, and the time length of one cyclic operation with the
knee was 0.45 to 0.60 s/cycle. This duration correlated positively with the time
length of one cyclic operation.
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Mandibular movements and masticatory 
muscle activity in patients with mild-
moderate temporomandibular disorders
Mapelli A. 1, Sidequersky F.V. 1, Annoni I. 1, De Menezes M. 1, Musto F. 1, Ferreira C.L.P. 2, De 
Felicio C.M. 2, Sforza C. 1
1Dip. Morfologia Umana e Scienze Biomediche “Città Studi”, Università degli Studi di Milano, Milano, Italy 
chiarella.sforza@unimi.it 
2Dep. Oftalmologia, Otorrinolaringologia e Cirurgia de Cabeça e Pescoço, Faculdade de Medicina de Ribeirão 
Preto, Universidade de São Paulo, Ribeirão Preto, Brasil 
Human temporomandibular joint; 3D motion analysis; electromyography; disease 
1. INTRODUCTION 
Temporomandibular disorders (TMD) consist of a number of clinical problems that involve the masticatory 
muscles, the temporomandibular joint (TMJ) and associated structures, or both. Approximately 7–15% of the 
adult population is affected, with higher prevalence in women at reproductive ages. The most frequent 
complaints reported by subjects with TMD are pain in the TMJ and/or masticatory muscles, TMJ sound and 
difficulty to chew [1]. 
Most of the TMD studies rely on self-assessed masticatory function obtained from questionnaires, whereas 
only a limited number of studies has measured the masticatory performance objectively. 
The aim of the current study was to quantitatively compare the three-dimensional jaw kinematics and 
electromyographic parameters of patients with mild-moderate TMD. 
2. MATERIAL AND METHODS 
Subjects and data collection 
Twenty patients with mild-moderate TMD (5 men and 15 women, 22–56 years of age), and 19 volunteer 
healthy subjects (9 men and 10 women, 21–49 years of age) were analyzed in this study. To be recruited in the 
pathologic group, patients had to present TMD according to the Research Diagnostic Criteria for TMD 
(RDC/TMD) [2], short lasting (at most 6-month duration) mild-moderate severity, according to ProTMDmulti 
protocol [3], and they should not have been seeking treatment. The inclusion criteria to be recruited in the 
control group (CTRL) were: a sound, complete, permanent dentition with bilateral canine and molar Angle 
Class I jaw relationships; anterior teeth with vertical and horizontal overlap between 0 and 3 mm; maxillary 
and mandibular interincisal lines without lateral deviations larger than 2 mm; no cast restorations or cuspal 
coverages, no anterior or lateral reverse occlusion; no previous history of craniofacial trauma or congenital 
anomalies; no TMJ or craniocervical disorders, based on the RDC/TMD and ProTMDmulti questionnaire. 
Mandibular kinematics was recorded using an optoelectronic three-dimensional motion analyzer (SMART-E 
system, BTS S.p.a, Garbagnate Milanese, Italy), with a 60 Hz sampling rate. Six passive markers (diameter 6 
mm) were used: three head passive markers were positioned by means of biadhesive tape on the nasion and the 
left and right frontotemporale landmarks, defining a cranial reference plane. These three markers were 
insensitive to skin motion artefacts during jaw movement. Other three passive markers were positioned on the 
three corners of an equilateral triangular stainless steel extra oral device (side 40 mm; weight 2 g); this tool was 
fixed on the mandibular anterior gingiva just out of dental contact using a surgical adhesive (Stomahesive; 
Convetec Inc, Deeside, United Kingdom), and provided a mandibular reference system. In a single reference 
frame, a further passive mandibular marker (diameter: 3 mm) was located on the midline incisor edge (inter-
incisor point, IP); it identified a dental (occlusal) landmark, relative to the extraoral system [4]. Similarly, two 
condylar reference points (CRPs) were firstly individuated by palpation and secondly detected by means of a 
marked pointer while the subject was keeping his/ her mouth closed in intercuspal position. Surface 
electromyographic (sEMG) activity was recorded using a wireless device (BTS FREEEMG system, BTS S.p.a, 
Garbagnate Milanese, Italy). To reduce skin impedance, facial epidermis was carefully cleaned with alcohol 
prior to the 10 mm-electrodes placement (Kendall Arbo; Tyco Healthcare, Neustadt, Germany). The left and 
right masseter and temporalis anterior muscles were examined, positioning four probes on their muscular 
bellies parallel to muscular fibres. 
At first, two 10 mm-thick cotton rolls were positioned on the mandibular second premolar/first molars of each 
subject, and a 5 s-maximum voluntary contraction (MVC) was recorded (COT). Then, the subject was invited 
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to clench as hard as possible with the maxillary and mandibular teeth in maximum contact (intercuspal 
position, ICP), and to maintain the same level of contraction for 5 s (CLENCH). All sEMG potentials obtained 
during CLENCH were standardized as percentages of the potentials obtained during COT [5, 6]. Muscular 
symmetry (right/ left side), torque (right/ left laterodeviating couple), and activity (masseter/ temporalis 
activation) were calculated, as well as the total standardized muscular activity. 
Mandibular movements and sEMG activity were further recorded during unilateral, left and right, chewing of 
sugarless gum [7]. The sEMG potentials obtained in the first 15 s of each mastication trial were recorded (about 
20 chewing cycles were detected for each trial). For gum chewing, frequency, 3D amplitude of motion and 
shape of the masticatory cycles (projected on the frontal plane) [8] were obtained, together with assessments of 
the coordination between masseter and temporalis activities [7].  
Mandibular kinematics was also recorded during the performance of maximum mandibular border movements 
(Posselt diagram: mouth open, close, right and left laterotrusions, protrusion). For border movements, 
mandibular motion was described by the 3 Cardan angles and the 3D pathways of IP and CRPs. 
Statistical analysis 
Descriptive statistics of subjects’ age, mandibular dimensions, kinematic and electromyographic parameters 
were calculated separately for CTRL and TMD groups. The normal distribution of data was checked with the 
Kolmogorov-Smirnov test. All the parameters were compared between CTRL and TMD groups by means of 
Student’s t-test for independent samples. The Fisher’s exact test and the Chi-squared test were used, 
respectively, to test the homogeneity of sex and chewing pattern distributions in the two groups. The 
significance level was set at 5% for all statistical analyses (p < 0.05). 
3. RESULTS
Patients and healthy subjects had similar age and mandibular dimensions. The sex distribution was not 
significantly different in the two analyzed groups (Fisher’s exact test: p = 0.19). 
During MCV, in TMD patients sEMG activities were less symmetric and had a larger torque component than 
in healthy subjects. The TMD group had an overall standardized activity (STD. IMPACT) nearly identical to 
that measured in the control group (Table 1). 
During the performance of mandibular border movements, there were no inter-group differences in IP and CRP 
ranges of motions (Fig. 1 and 2, t-test: p > 0.05). 
Table 1. sEMG indices in maximum voluntary contraction (MVC). 
Measure Healthy  TMD  t-test 
Mean  SD  Mean  SD  p-value  
ASYMMETRY (abs.) [%]  4.4  4.2  10.4  9.1  0.013  
TORQUE (abs.) [%]  4.4  4.0  9.8  10.9  0.047  
ACTIVITY [%]  -6.4  12.3  -5.1  21.5  NS  
STD. IMPACT [%]  109  35  108  39  NS  
abs. absolute value. 
NS  not significant, p > 0.05. 
Figure 1. IP displacement and sagittal angle at maximum mouth opening (MMO), mean+SD. t-test: p > 0.05. 
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Figure 2. IP maximum lateral and anterior displacements, mean+SD. t-test: p > 0.05. 
During mastication, the kinematic characteristics obtained in patients were well comparable to those of healthy 
individuals (no statistically significant differences, p > 0.05 for all variables). Chewing cycle morphology was 
more anomalous in patients (74.9% of anomalous chewing patterns) than in control subjects (52.5% of 
anomalous chewing patterns) (Fig. 3, Chi-squared test: p = 0.000). 
Figure 3. Chewing cycle morphology in healthy subjects and TMD patients. 
During chewing, all subjects of the control group had a good coordination between masseter and temporalis 
activities, with the centres of the Lissajous’s ellipses describing unilateral chewing located within the first 
(right-side chewing prevalence of right masseter and temporalis muscles) and third (left-side chewing 
prevalence of left masseter and temporalis muscles) quadrants of the Cartesian coordinate system, thus 
indicating a prevalent activity of the working-side muscles. Among TMD patients, instead, 9 subjects had at 
least one of their unilateral chewing cycles with the centre of the ellipse positioned outside the correct quadrant. 
Surface EMG activity of TMD patients was less coordinated than that of control subjects, with a larger 
variability between chewing cycles (Hotelling’s ellipse area: CTRL, 1010±845%; TMD, 2275±2734%, p = 
0.061). 
4. DISCUSSION
In the present study, TMD signs and symptoms were classified according to the RDC/TMD criteria [2], the 
reliability of which has been demonstrated in a multicentre international study [9]. Only patients with mild or 
moderate impairments were analysed to avoid the effect of pain and major disabilities. 
TMD patients showed more asymmetry between the standardized activity of muscle pairs and larger 
unbalanced contractile activities of controlateral masseter and temporal muscles (TORQUE). Both findings are 
in accord with the data previously collected on patients with moderate to severe TMD [10]. Asymmetry of 
muscle activities have already been reported also in long lasting [6, 11] and acute TMD patients [5]. 
The patients performed significantly more anomalous unilateral chewing patterns than the control subjects, 
according to both sEMG and morphological outcomes. In general, in healthy subjects the most frequent 
chewing pattern is a smooth, uncrossed, teardrop-shaped pattern [12]; TMD anomalous cycle shapes were three 
times more frequent than ideal ones, whereas in the control group there was an almost balanced distribution. 
From all these findings, it could be hypothesised that in cases of mild-moderate TMD, the change in muscle 
recruitment may be a compensatory mechanism for pain relief, and asymmetrical muscle recruitment may 
precede the muscle pain symptoms [13]. 
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The outcomes suggest that the proposed method could be a useful tool to evaluate the neuromuscular 
coordination during the performance of static and dynamic masticatory activities, and to detect functionally 
altered stomatognathic conditions. 
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Experimental comparison of functional 
methods to determine average axis of 
rotation in polycentric knee
Pastorelli S.1, Boatti E.1, Dimanico U.2, Battezzato A.1, Caramella M.2, Gastaldi L.1
1 Dept. of Mechanics, Politecnico di Torino, Torino, Italy, stefano.pastorelli@polito.it  
2 Dept. of Neurorehabilitation, ASL CN1, Fossano Hospital, Italy, ugo.dimanico@aslcn1.it 
In gait analysis functional methods to determine axes of rotation represent a valid alternative respect to 
the standard clinical practice. The current study experimentally compares two functional methods 
using a mechanical analog of the leg with a polycentric knee. Tests had been performed for two RoMs 
and for different number of markers on the moving segment. Experimental outcomes show good 
performances of both tested methods; some results are influenced by RoMs and/or by the number of 
markers, so the identification of an absolute best performing method is not possible. 
Keywords: axis of rotation, polycentric knee, functional analysis, gait analysis. 
1. INTRODUCTION 
In clinical gait analysis detection of the anatomical joint centers or axes of rotation (AoRs) is crucial, also 
considering that usually subjects are affected by functional movement deficit and present non-normal 
anatomy. Traditional techniques, that reconstruct human gait from skin markers, employ predictive methods 
based on regression equations [1-4]. They are simple and immediate, however they may lack of accuracy, 
especially when dealing with nonstandard cases. Errors primarily arise from marker placement on anatomic 
landmarks, anthropometric measurements and regression equations [5]. On the contrary functional methods 
do not require the placement of markers with respect to anatomic landmarks, following specific clinical 
protocols. Several functional strategies have been introduced: they can be classified into fitting approaches 
and transformation techniques. The first ones assume that each marker just rotates around the same joint axis 
or center with a separate arc [6,7]; hence, each segment is not required to be a rigid body, with a proper 
optimization of markers position and motion through error functions. On the other side, the second ones 
consider each body as a rigid one: the axis or the center of rotation is considered as stationary and it is 
possible to define rigid body transformations, i.e. rotation matrices and translation vectors [8-11].  
In comparing in vivo the different functional methods, the main drawback is that the evaluation of their 
precision, influenced by soft tissue artefacts, can be managed only comparing their results with standard 
methodologies, that present their own sources of inaccuracy [12]. Some authors [11-13], proposed a 
preliminary validation of functional methods using a virtual model or a mechanical analog. 
Furthermore, some joints, as the knee one, present a more complex pattern of motion that varies according to 
the relative position between the adjacent segments; hence the identification of the best mean fixed AoR is 
required for gait analysis porpoises, also to reduce cross-talk effects of the knee. To the best of authors' 
knowledge, up to now no comparison of different methods applied to a systems with mobile AoRs had been 
performed. The present work deals with the comparison of two functional methods to identify the axis of 
rotation in a polycentric knee: the first algorithm is a fitting approach and comes from Halvorsen (H method) 
[6]. The other method is a transformation technique: it derives from Spoor–Veldpaus (SV method) [9,14]; an 
helical motion of the leg with respect to the thigh is assumed. In order to investigate and properly compare 
these different methodologies, a dummy leg articulated with a polycentric knee had been used. The two 
methods have been implemented with data obtained by laboratory trials, considering two different 
flexion/extension range of motion (RoM) and different number and positions of markers. 
2. MATERIAL AND METHODS
As a mechanical analog, a dummy of the lower limb with a pair of orthopedic polycentric hinges at the knee 
level were used for testing. During the tests the thigh segment was fixed and a swing movement had been 
imposed to the shank segment. In Fig. 1A a picture of the dummy is shown, while in Fig. 1B is reported a 
scheme of the knee hinge. The segments of the brace end with a pair of gears coupled by means of a plate 
with two pivots. Due to the tests set-up the tight pivot was fixed (fixed axis), while the axis of the shank pivot 
(mobile axis) swing. The instantaneous axis of rotation of the shank with respect to the thigh coincide with the 
gears pitch point, thus it moves on a circle centered in the fixed axis.  
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Figure 1. Dummy leg with polycentric knee. A: photo of the dummy with the polycentric knee and reflective 
markers for experimental testing, B: schematic section of the polycentric hinge 
The mechanical analog allowed movement  in the sagittal plane, from completely extended leg (0° degree) to 
a flexion of 120°; movements in the coronal and transverse plane were not allowed. Knee flexion/extension 
angle is indicated with D.
To perform motion analysis, reflective markers were screwed on the termini of the hinges to identify the fix 
and mobile axes. A set of 5 markers was placed on the shank (lateral and medial malleolus, one frontal, one 
medial-frontal and one lateral), and a set of 3 markers were arbitrary positioned on the thigh to check the lack 
of movement of this segment. The diameter of the markers was 14 mm and their positions were directly 
acquired using a infrared measurement Vicon 512 motion capture system with 6 cameras at 100 Hz (Oxford 
Metrics, Oxford, UK). The markers’ coordinates with respect to the lab reference frame provided by the 
Vicon software were then post-processed with functional methods algorithms, implemented by the authors in 
Matlab, in order to identify an average axis of rotation of the dummy knee. 
Two different functional methodologies, already presented in literature, were considered and compared. In the 
first one the AoR is estimated as the line which best fit the instantaneous rotational axis of the markers in a 
pair of frames, in accordance to Halvorsen’s approach. Instead, the second method considers the distances of 
the markers on each limb constant (rigid body assumption) to identify a transformation matrix, and thus of the 
axis of rotation, between a pair of frames. For this approach the Spoor-Veldpaus’s algorithm was 
implemented. For both methods arbitrary initial and final frames are required. 
Tests were carried out making the shank to swing with a RoM of about 90° @ 0.3 Hz. Data relative to 10 
sessions, with 6 cycles of knee flexion-extension each, were collected. To implement the algorithms, 60 clips 
concerning single flexion swings were extracted from the acquired data sets, covering two different intervals 
of the flexion/extension angle: from 40° to 95° (RoM 55°) and from 80° to 95° (RoM 15°). Being n the 
number of frames for each extracted swing record and m the number of the shank markers, markers positions 
of the former n/2 frames were then merged to generate a virtual “initial” frame containing m×n/2 points. 
Analogously a virtual “final” frame had been generated considering the latter n/2 frames. Concerning the m
markers, besides the whole 5 shank markers set, different subsets of 3 and 4 markers out of the 5 were 
considered. 
The two algorithms applied to the virtual pairs of frames yield to determine both the direction of the estimated 
AoRs and their spatial locations.  
3. RESULTS
Results obtained with the different RoMs and number of markers are summarized in Table 1, while Fig. 2 
shows results expressed relative to m=4 markers on the shank. 
To interpreter and compare results it is necessary to introduce some definitions. The geometric fixed and 
mobile hinge axes were aligned with the direction between the relative hinge-termini markers; thus the 
instantaneous geometric AoR of the shank with respect to the thigh was computed according to Fig. 1B. The 
geometric fixed axis center (GCfa) was assumed as the midpoint between the hinge-termini markers; the knee 
sagittal plane was defined as the plane perpendicular to the geometric fixed axis containing the GCfa. 
Instantaneous geometric center of rotation (GCoR) was calculated as the intersection between the geometric 
AoR and the knee sagittal plane. Analogously the geometric mobile axis center (GCma) was computed as the 
intersection of the mobile axis with the knee sagittal plane. Finally, once the estimated AoRs are carried out 
with functional methods, the estimated center of the knee (ECoR) is the intersection point of the estimated 
AoR and the knee sagittal plane. 
fixed axis
mobile axis
geometric axis of 
rotation
thigh
shank
flex/ext
angle D
shank gear
plate
thigh gear
A B 
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Figure 2. Position in the sagittal plane of the mean ECoR evaluated with H method (H) and with SV method 
(SV) respect to GCoR trajectory. Results refer to m=4 markers on the shank and RoMs of: A. 55° and B. 15°. 
Fig. 2 shows, for each RoM, the limb positions corresponding to the extreme swing bounds in the sagittal 
plane, circular paths of GCma and GCoR. Point H and SV are the mean ECoRs evaluated with Halvorsen’s 
and Spoor-Veldpaus’s methods respectively. The mean ECoR is the barycenter of the distribution of the knee 
centers obtained processing the 60 clips. 
In table 1 the mean misalignment between the geometrical AoR and the estimated one, and mean distance 
between GCoRs and the mean ECoR (H or SV) are reported for the vary analyzed cases. 
In relation to the 3 and 4 marker subset elements variability, no appreciable difference could be noticed, hence 
in the table results relative to only one subset configuration are reported.  
4. DISCUSSION
In this study two different functional methods to identify knee AoR for gait analysis purpose had been 
experimentally compared. Taking into account human knee physiology, the study was conducted on a lower 
limb mechanical analog with a polycentric hinge and hence with a mobile AoR. 
Halvorsen’s and Spoor-Veldpaus’s algorithms, already tested by other authors [12,13] with fixed hinge 
systems, had been implemented. It is obvious that, in the specific case of a polycentric knee hinge, the 
estimated AoR is a unique fixed average axis estimation of the geometrical AoR between shank and thigh. 
Furthermore the estimated AoR depends on the RoM, besides the flexion/extension angle mean value.  
Errors of misalignment and position between the estimated AoR and the geometric one cannot be directly 
compared with literature results, due to the different hinge type; however values carried out in this study are 
of the same order of magnitude than the one reported in [11-13], to confirm that the methods implementations 
are theoretically sound.  
Results presented in Table 1 highlight position errors of the ECoR lower for the smaller RoM with both 
functional methods. As a matter of fact large range of the flexion/extension angle entails wider displacement 
of the geometric AoR and hence a greater approximation; this behavior is intrinsic in functional methods that 
Table 1. Summary of all tests results (mean ± standard deviation): absolute directional error of the estimated 
AoR with respect to the geometric AoR and mean distance between ECoR and GCoR. 
 Range of Motion 15° Range of Motion 55° 
 H method SV method  H method SV method 
m = 3 markers 
     
misalignment [°] 1.34 ± 0.32 1.33 ± 0.41  0.73 ± 0.04 1.35 ± 0.10 
mean distance [mm] 1.4 ± 0.08 3.9 ± 0.27  5.3 ± 0.12 7.5 ± 1.69 
m = 4 markers 
     
misalignment [°] 1.13 ± 0.94 0.92 ± 0.24  0.72 ± 0.06 1.08 ± 0.08 
mean distance [mm] 2.3 ± 0.24 4.3 ± 0.26  5.3 ± 0.18 8.9 ± 1.71 
m = 5 markers 
     
misalignment [°] 1.12 ± 0.92 0.62 ± 0.23  0.74 ± 0.08 0.70 ± 0.03 
mean distance [mm] 5.6 ± 0.19 4.7 ± 0.26  5.7 ± 0.19 10.0 ± 1.71 
A B 
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estimate an average AoR. Vice versa misalignment errors decrease with the larger RoM for the H method, 
while basically they are constant for the SV method, consistently with [12,13]. This behavior is expected 
considering that also with the polycentric hinge the geometric AoR maintains a constant direction, unless for 
not meaningful variation due to geometric and assembling tolerances of the dummy. 
As concerning the number m of markers taken into account on the shank, the results show that the 
misalignment is largely independent of m with H method, while a sensible improvement with m is produced 
by SV method. Vice versa the location error increases with number m for both methods. This second trend 
was unexpected and thus more in-depth examinations are necessary. 
In the study presented in this paper Vicon markers coordinates were not filtered or compensated and no 
optimization techniques have been implemented to pair up time frames for the solution; instead more frames 
were merged to create unique virtual initial and final frames. 
This study demonstrates that considering a rigid body, both functional methods perform well, giving reliable 
assessments of the AoR alignment and location in a polycentric knee. So far, influence of markers 
misplacements associated with local shifting or deformation of the limb skin, which usually are the main 
causes of artefacts in human gait analysis [15,16], have not been applied in the mechanical analog. 
Follow-up works to this study are under design; they involves a modified polycentric dummy leg with an 
artificial skin to generate uncontrolled markers movements similar to those found in clinical trials. 
5. ACKNOWLEDGMENT
Author are gratefully to Dual Sanity S.p.A. for providing different polycentric knee braces. 
6. REFERENCES
[1] M.P. Kadaba, H.K. Ramakrishnan, and M.E. Wootten, 1990. Measurement of lower extremity kinematics 
during level walking. Journal of Orthopaedic Research, pp. 8383-392. 
[2] A.L. Bell, D.R. Pedersen, and R.A. Brand, 1990. A comparison of the accuracy of several hip center 
location prediction methods. J. Biomechanics 23(6), pp. 617-621. 
[3] I. Davis, S. Ounpuu, D. Tyburski, and J.R. Gage, 1991. A gait analysis data collection and reduction 
technique. Human Movement Science 10(5), pp. 575-587. 
[4] G.K. Seidel, D.M. Marchinda, M. Dijkers, and R.W. Soutas-Little, 1995. Hip joint center location from 
palpable bony landmarks—A cadaver study. J. Biomechanics 28(8), pp. 995-998. 
[5] U. Della Croce, A. Leardini, L Chiari, and A. Cappozzo, 2005. Human movement analysis using 
stereophotogrammetry. Part 4. Assessment of anatomical landmark misplacement and its effects on joint 
kinematics. Gait & Posture 21(2), pp. 226–237. 
[6] K. Halvorsen, M. Lesser, and A. Lundberg, 1999. A new method for estimating the axis of rotation and 
the center of rotation. J. Biomechanics 32, pp. 1221-1227. 
[7] S.S.H.U. Gamage, J. Lasenby, 2002. New least squares solutions for estimating the average centre of 
rotation and the axis of rotation. J. Biomechanics 35, pp. 87–93. 
[8] H.J. Woltring, R. Huiskes, A. de Lange, and F.E. Veldpaus, 1985. Finite centroid and helical axis 
estimation from noisy landmark measurements in the study of human joint kinematics. J. Biomechanics 
18(5), pp. 379-389. 
[9] C.W. Spoor, F.E. Veldpaus, 1980. Rigid body motion calculated from spatial coordinates of markers. J. 
Biomechanics 13, pp. 391-393.  
[10] V. Camomilla, A. Cereatti, G. Vannozzi, and A. Cappozzo, 2006. An optimized protocol for hip joint 
centre determination using the functional method. Journal of Biomechanics 39 (6), 1096–1106. 
[11] M.H. Schwartz and A. Rozumalski, 2005. A new method for estimating joint parameters from motion 
data. J. Biomechanics 38, pp.107–116. 
[12] B.A. MacWilliams, 2008. A comparison of four functional methods to determine centers and axes of 
rotations. Gait & Posture 28, pp. 673–679. 
[13] R.M. Ehrigb, W.R. Taylora, G.N. Dudaa and M.O. Hellera, 2007 A survey of formal methods for 
determining functional joint axes. J.Biomechanics 40, pp. 2150-2157. 
[14] I. Söderkvist and P.A. Wedin, 1993. Determining the movements of the skeleton using well-configures 
markers. J. Biomechanics 26(12), pp. 1473–1477. 
[15] A. Leardini, L. Chiari, L., U.D. Croce and A. Cappozzo, 2005. Human movement analysis using 
stereophotogrammetry, Part 3. Soft tissue artifact assessment and compensation. Gait and Posture 21, 
pp.212–225 
[16] R. Stagni, S. Fantozzi, A. Cappello and A. Leardini, 2005. Quantification of soft tissue artefact in motion 
analysis by combining 3D fluoroscopy and stereophotogrammetry: a study on two subjects. Clinical 
Biomechanics 20, pp. 320–329. 
3DAHM2012
161
Kinematics of the lower limbs, pelvis and 
trunk during asymptomatic cross-slope 
walking  
Villa C. 1, Sauret C. 2, Fodé P. 2, Lavaste F. 1,2, Pillet H. 1
1 LBM, Arts et Metiers ParisTech, Paris, France 
2 Centre d’Etude et de Recherche sur l’Appareillage des Handicapés, INI, Woippy, France. 
Cross-slopes locomotion; gait analysis; pelvis inclination; ankle inversion. 
1. INTRODUCTION 
Locomotion on cross-slopes is a common situation in urban environment. Indeed many streets and pavements 
are tilted from less than a degree to few degrees to allow water drainage and can be inclined of 6-10° for garage 
exit. Though barely studied in the literature [1,2,3], this situation can be a barrier for safe locomotion for 
elderly or disabled people such as amputee people.  In fact, cross-slope walking requires different lower limb 
kinematics compared to level walking, especially in the frontal plane [1,2,3]. Reference [1] showed that to 
adapt to cross-slope walking (as a comparison to level walking) ten young healthy males modified the 
functional lengths of their lower limbs (the up-slope limb was shortened and the down-slope limb was 
lengthened) by altering ankle and hip kinematics in the coronal plane. 
Particularly, the up-slope ankle showed a decreased inversion and the down-slope ankle an increased inversion 
compared to ankle inversion during level walking. This result showed the importance of setting up a suitable 
protocol to measure accurate inversion of the ankle when studying cross-slope locomotion. In addition, [1] 
observed kinematics and kinetics asymmetry between both lower limbs during cross-slope walking. They 
hypothesized that this asymmetry could be explained by upper-body compensations but did not investigated the 
motion of the trunk in their protocol. 
Thus, the purpose of the present study was to investigate lower limbs kinematics and possible upper-body 
compensations while walking on a cross-slope. We assumed that a population of asymptomatic subjects would 
adapt to cross-slope by altering lower limb kinematics in the frontal plane (especially ankle inversion) in order 
to limit the frontal motions of the trunk and the pelvis. 
2. MATERIAL AND METHODS
Seven subjects participated in the study. The mean characteristics of the subject are described in table 1.  
Subjects were equipped with 54 markers to record the kinematics of the whole body with a motion analysis 
optoelectronic system (Vicon V8i, UK). Four markers were placed on the foot as shown in Fig. 1 to compute 
the anatomical frame of the foot and the angle of motion of the foot in the three directions.  
Gender Age (years) Size (cm) Weight (kg) 
6 males/ 1female 27 176 71 
Table 1: Subjects characteristics 
Figure 1: Markers location during the experiments 
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Figure 2: Cross-slope device instrumented with four force platforms 
First, a static trial was performed in order to define a static reference position. Two photographs were taken 
during this static trial in order to compute inertial parameters of the body of the subjects as described in [4]. 
Then, subjects were asked to walk five times at a comfortable speed on a flat pathway instrumented with two 
force platforms (AMTI, 100Hz). Finally, subjects were asked to walk back and forth  on a cross-slope inclined 
of 6° (represented in Fig. 2) instrumented with four force platforms (AMTI, 100Hz)at a comfortable speed. 
Gait parameters such as gait speed, step width and length, percentage of the stance phase were calculated. 
Anatomical frames, segmental and articular kinematics and dynamics of the lower limbs (ankle, knee, and hip), 
the pelvis and the trunk were computed according to [4]. 
3. RESULTS
Gait parameters: 
No significant difference between level walking and cross slope walking was observed in terms of gait speed, 
step width and length and percentage of the stance phase.  
Lower limb kinematics: 
In the sagittal plane, no difference was observed among level walking, up-slope and down-slope conditions 
for the flexion angles of the ankle, the knee and the hip. Regarding the frontal plane, no significant
adaptations of the knee and the hip were noticed. On the contrary, as expected, relevant adaptation of the 
ankle in the frontal plane was observed. Indeed, the inversion angle of the right ankle is increased when 
downstream and is decreased when upstream on the cross-slope compared to level walking values (see Fig. 3). 
The difference is of about 6° which corresponds to the incline of the on slopes device. 
Upper-limb compensations: 
The inclination of the pelvis appeared not being altered by the three tested conditions as shown in Fig. 4. 
During level and cross-slope walking, healthy subjects’ pelvis inclination followed the same pattern and 
amplitudes: during the double stance phase, the pelvis was slightly tilted towards the limb starting swing 
phase and showed no inclination during single support phase. Similarly, the trunk inclination in the frontal 
plane does not vary among the three conditions (see Fig. 5). It can also be noticed from Fig. 4 and Fig. 5 that 
pelvis and trunk maximum inclinations were both observed at 15% and 65% of gait cycle i.e. during double 
stance phase.  
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Figure 3 : Mean inversion angle of the right ankle for all subjects in a level walking condition (black line), 
upstream condition (plain red line), downstream condition (dashed red line). 
Figure 4 : Mean inclination angle of the pelvis in the frontal plane for all subjects in a level walking condition 
(black line), upstream condition (plain red line), downstream condition (dashed red line). 
Figure 5 : Mean orientation angle of the trunk in the frontal plane for all subjects in a level walking condition 
(black line), upstream condition (plain red line), downstream condition (dashed red line). 
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4. DISCUSSION
The aim of the study was to investigate lower limbs kinematics and possible upper-body compensations while 
walking on a cross-slope. As hypothesized the adaptation to the cross slope is mainly realized by the inversion 
of the ankle which is the most modified motion compared to level walking. On the contrary, the kinematics of 
the upper body while walking on cross-slopes is the same as the one during level walking. We can suppose that 
people use this strategy in order to maintain a stable position of the head whatever the cross slope. 
The results are consistent with [1] which observed ankle adaptation in the frontal plane. Yet, nobody studied 
the kinematics of trunk and pelvis during cross-slopes walking. However the observed inclinations of the trunk 
and pelvis in the frontal plane are consistent with the literature during level walking [5,6].  
Finally, the protocol which was set up for the study allowed to measure 3D kinematics of the ankle. This 
protocol will be used for any further study on cross-slopes walking as ankle inversion appeared to be the main 
adaptation to the situation. 
The study was conducted with healthy dynamics subjects on a cross-slopes device with small inclination. A 
larger angle could make appear other compensations for that population. Prospects of that study would be to 
collect data on a population of amputee which would have more difficulties to adapt to the inclination as their 
gait might be widely impaired by the slope.  
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1. INTRODUCTION 
Many musculoskeletal diseases and injuries affect how we move and our ability to grasp and 
manipulate objects that we use for activities of daily living, work and recreation.  Rheumatoid arthritis 
is one such example.  Tools such as the Michigan Hand Questionnaire and the Jebsen-Taylor test [1, 2]
provide important information about pain and the ability to perform basic tasks, activities of work, 
daily living and leisure. Some investigators have expressed concern because the Jebsen-Taylor test is 
scored based on only the time to complete the task and is not sensitive to the ways that patients may 
alter their behavior as a result of an underlying pathology.  Although such subjects may achieve normal 
scores for the Jebsen-Taylor test, their motions are not normal and they may have trouble completing 
many normal daily tasks. [3] We believe that motion tracking provides useful quantitative information 
about how diseases and injuries affect hand movements and the ability of patients to perform specific 
tasks.  The goal of this study was to determine if motion studies of RA patients supports further 
development of a functional assessment tools based on motion tracking.  
2. METHODS 
Hand motions were compared for a control group of subjects with no known hand impairments with 
those of a RA, group as they performed the Jebsen-Taylor test. The University of Michigan 
Institutional Review Board approved the study protocol and all subjects provided signed consent to 
participate.  The control subjects were five females between 18 and 23 years of age with no known 
hand impairments who were recruited from the university community.  The patients were recruited 
from the University of Michigan Department of Surgery Section of Plastic Surgery and included four 
females who were diagnosed with advanced RA and were potential candidates for MCP joint 
replacements, but had not yet been treated surgically.  The Jebsen-Taylor test consists of a series of 
transfer tasks in which the size and the weight of the objects being transferred are systematically 
increased.  In this paper we describe the results for “flipping cards.” In this task, five cards are arranged 
all face down or up 10 cm apart near the edge of the table.  Subjects were instructed to simply turn the 
cards from one face to the other.  The test was scored as the time required from when the subject 
reached for the first card until they completed the last card. Five control subjects and four RA patients 
completed three repetitions of the test with both their right and left hands. 
MaxTRAQ tracking software by Innovision Systems, Inc. was used to track the motion of the 
shoulder, elbow, wrist and MCP joint of the third digit of the right and left hands [4]. Reflective 
markers were attached to the dorsum of the metacarpal-phalangeal joint of the long finger, on the 
center of the dorsum of the wrists, on the lateral epicondyles and on the acromion processes.  Four 
video cameras were positioned so as to record the markers as the subjects completed all of the tasks.  A 
calibration fixture with eight reflective markers located at known locations is shown in Figure 1 and 
was recorded for subsequent calibration of the system.  Video recordings were then obtained as the 
subjects completed each step of the Jebsen-Taylor test.  Video processing was performed later and 
entailed the following steps: Formatting the video recordings for processing and then manually 
identifying and labeling the markers on the first video frames. Next the MaxTRAQ system tracks 
points in the next frames based on detecting pixels that exceed a given level of illumination within a 
predetermined distance of the point in the previous video frame. If a point cannot be automatically 
identified from one frame to the next due to blockages or stray light, then it must be identified 
manually.  Finally the MaxTRAQ software was used to produce an array of x, y and z values for each 
marker and each frame of data. Approximately 2 hours was required for the initial data reduction for all 
24 tests; an additional four hours was required to prepare the 3D outputs of all 24 tests. The time to 
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create the 3d output is directly related to the length of the video that the video clip is taken from. The 
final analysis using MATLAB can be completed in less than five minutes. 
Figure 1: Fixture used to calibrate the MaxTRAK system. (Approximately 200 x 100 x 150 mm)
3 RESULTS 
Figure 2 shows representative hand motions for control subjects and RA patients flipping the cards.  It 
is apparent that the RA patient uses a much greater range of hand motion than the control subject. 
Figure 3 shows the motions for the hand, wrist elbow and shoulder. It can be seen that a greater range 
of wrist, elbow and shoulder motion is used by the rheumatoid patient than by the control subject.  
Figure 2: Representative MCP marker movements for a control subject and a RA patient to flip five 
cards (x, side-to-side; y, fore-aft; and z, up-down, with respect the edge of the table). 
Figure 3: Representative MCP, elbow and shoulder marker movements for a control subject and a RA 
patient to flip the third card. 
The range of motions 'x, 'y and 'z with respect to the edge of the work surface was computed for 
each condition and subject using Equations 1. The overall range of motion was computed as the 
magnitude of the vector sum of 'x, 'y and 'z (Equation 2).  Descriptive statistics of the displacements 
are shown in Table 1. The differences between the control and patients subjects were statistically 
significant (p<0.05). The average range of motions are consistently two to three times greater for the 
RA patients than the control subjects. 
'x = xmax – xmin  [1a] 
'y = ymax – ymin  [1b] 
'z = zmax – zmin  [1c] 
R = ('x2 + 'y2 + 'z2)1/2 [2] 
3DAHM2012
167
Table 1:  Means and standard deviations for x (side-to-side), y (fore-aft), and z (up-down) motions in 
mm with respect the edge of the table and corresponding times. Averaged across four 3 trials for five 
control subjects and two trials for four patients and 5 cards per trial.  
 (Left hand) (Right Hand) 
 Body Part Control RA Control RA   
 MCP ǻx 36±12 73±28 34±14 65±30 
ǻy 61±32 189±33 52±27 167±27 
ǻz 73±19 153±21 71±20 141±25 
  R 105±30 256±35 98±26 231±34
 Elbow ǻx 44±16 63±24 34±16 92±55 
ǻy 34±26 131±48 38±22 89±49 
ǻz 25±16 85±31 26±18 73±44 
  R 63±29 172±48 60±28 164±47 
 Shoulder ǻx 18±11 27±15 16±9.2 38±16
ǻy 18±12 37±23 16±13 34±24 
ǻz 6.8±3.5 15±6.8 7.7±3.8 15±8.2 
  R 28±13 50±24 26±14 48±24
 Time, s  0.59±0.25 0.81±0.26 0.50±0.23 0.77±0.29
Included angles for the wrist and elbow were computed from vectors representing the hand, wrist, 
forearm and arm (Equations 3 and 4) to investigate which joints were contributing to the increased 
range of motion. Descriptive statistics for each condition are shown in Table 2. It an be seen that the 
range of motion is  
 Hand:   V12 = (x2-x1)i + (y2-y1)j + (z2-z1)k  [3a]
 Forearm: V23 = (x3-x2)i + (y3-y2)j + (z3-z2)k  [3b]
 Arm:  V34 = (x4-x3)i + (y4-y3)j + (z4-z3)k  [3c] 
 Wrist:  cos-1Twrist = V12xV23 / |V12||V23|  [4a] 
 Elbow:  cos-1Telbow = V23xV34 / |V23||V34|  [4b] 
Table 2: Range of included wrist and elbow motions (Tmax-Tmin) for right and left hands of control 
subjects and RA patients flipping five cards. It can be seen that the average range of motion for the 
Elbow is approximately three times greater for the RA patients than for the control subjects and for the 
wrist is 50 to 70% greater for the rheumatoid patients.   
Joint Control RA Control RA  
   Left Left Right Right
  Elbow 9.2±3.6q 26±7.9q  7.5±2.8q 25±13q
  Wrist 14±6.1q 24±11q  15±13q 23±13q
4 DISCUSSION 
Although average times are different for the normal control subjects than for the RA patients, it does 
not provide insights into the cause of that time difference.  Also, time does not provide insights into the 
kinds of problems RA patients might have performing activities of daily living, work or leisure other 
than the need for more time.  The motion tracking data show clear differences in motion pattern – most 
notably increased ranges of motion. These data suggest that what the normal control subjects can do 
with finger manipulation, the RA patients move use there entire arm.  Based on this, we anticipate that 
RA patients will have more difficulty grasping small objects and will need more room.  Tasks such as 
reaching into a pocket, pocket book, drawer or other confined space would be difficult.   
To be clear, the different motion patterns are conspicuous by observation – especially by a trained 
physician.  But, observations are subjective and may vary greatly from one observe to another.  
Observations cannot measure the range of motion with a high degree of accuracy and precision.   
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The time required to reduce and analyze the hand motion data – approximately 6 hours per test –makes 
this protocol unacceptable for most clinical applications.  There are alternative motion tracking systems 
that utilize active markers that can substantially reduce this time [5].  Such a system could be 
configured and programed to provide measurements in a time frame suitable for many clinical 
applications.  Such a system can track additional markers and compute joint angles and other important 
motion parameters that provide insight into underlying pathologies and can be used to evaluate 
alternative treatments. 
This pilot study only investigated card flipping.  Motion data for larger and especially heavier objects 
used the Jebsen-Taylor test and for specific work samples can provide important insights into patients’ 
ability to grasp and manipulate objects and to perform activities of daily living, work and leisure.  
Motion measurements can be compared with normal subjects to as a diagnostic tool and compared with 
baseline measurements to track interventions.   
5 CONCLUSIONS 
Motion tracking is a promising clinical tool for diagnosing and managing illnesses and injuries that 
affect patients’ ability to grasp and manipulate objects.  Equipment is available that can be used to 
configure motion tracking systems suitable for clinical applications.  This work supports further studies 
to determine normal ranges of motion for manipulating a range of object sizes and weights and 
studying the relationship between motion parameters and disability. 
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1. INTRODUCTION
Motion capture technology has the potential to provide objective, three-dimensional measures of spine motion 
for use in clinical research and, potentially, in clinical practice [1]. Previous studies of motor control and 
coordination suggest that with, repeated movements, individuals will reach a relatively consistent end-position, 
but that some normal variability must be expected both within and between-subjects [2, 3].  In order to apply 
motion capture technology to clinical research, therefore, it is essential to determine what constitutes a 
meaningful change in the recorded movements, as opposed to normal biological variability [4].  
Previous studies using electromagnetic tracking systems have found range of motion testing in the lumbar and 
cervical spine to be highly reliable, often with reliability values (r-values) >0.9 [5,6]. These studies, however, 
typically report r-values for individual spine motions (e.g. flexion, right side-bending, etc.), with a range of 
reliabilities covering all measures of interest.  Such an approach complicates the design of clinical research, as 
not all subjects will present with the same movement impairments, and may therefore respond differently on 
each individual measure following an intervention.  
The objective of this study was to develop a quantitative, reliable and easily interpretable outcome measure 
representing total available lumbar spine range of motion (ROM), based on two variables. 
2. MATERIAL AND METHODS
2.1. PROPOSED MEASURE
While the human lumbar spine, in theory, has as many as 30 degrees of freedom [7], the functional 
coordination of inter-joint movement requires that these be coupled at both a mechanical and neuromuscular 
level [8].  As such, for most practical purposes, it is reasonable to treat the lumbar spine as a single functional 
unit.  The orientation of the facet joints also dictates that the vertebrae will follow patterns of coupled rotations, 
rather than simple rotations in a Cartesian coordinate system, for all but the simplest of movements.  The exact 
nature of this coupling, however, appears to differ from subject to subject [9, 10].  As such, it is more practical 
to use a measure of ROM based on relative vertebral position rather than orientation - i.e. the actual position 
attained, rather than the orientation of the joints produced to attain this position.
The proposed measure of lumbar spine ROM, therefore, is based on the quantitative analysis of the position of 
the first lumbar vertebra (L1) relative to the first sacral vertebra (S1).  The measure itself is determined from 
the point of maximum relative excursion that occurs during eight (8) individual motions of the lumbar spine, to 
the end of range, at 45o intervals about the full circle (Fig. 1).  Two shapes will then be fit to these 8 values: an 
ellipse, using a least square approach [11], and a form based on a cubic spline interpolation in 2- dimensions.
For each of these shapes, two variables will be used to provide a general measure of the total motion available 
at the lumbar spine: the area and the position of the centre. Fig. 1 provides an example of the ellipse-fitting 
approach using simulated data points. The area of each ellipse provides an overall measure of the total available 
ROM, while the position of the centre of the ellipse describes how that motion is distributed.
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Figure 1. Ellipses fit to two sets of 8 simulated data points. Five of the data points are shared between the two 
ellipses, while the other 3 have been modified in their right side-bending component.  The result is that the 
second ellipse has a larger area, representing greater overall motion of the spine, and a centre point that is 
shifted to the right.  
Figure 2. Experimental set-up for data acquisition.
2.2. METHODOLOGY
Eleven (11) participants (age 35.9 ± 8.4 years, 6 male) were recruited for this pilot study. Individuals were 
eligible to participate if they had a recent (within the last year) history of low back pain (LBP) which at no time 
presented with symptoms distal to the knee, and which lasted less than 16 days (with either spontaneous 
resolution of symptoms or resolution following treatment). These inclusion criteria are based on a 5-factor 
clinical prediction rule for success with a spinal manipulation intervention first described by Flynn et al [12]. 
Subsequent data from the same research group [13] suggest that the two inclusion criteria selected for the 
current study alone provide a positive likelihood ratio of 7.2 for success with a spinal manipulation 
intervention. Individuals were excluded if they presented with current pregnancy, signs consistent with nerve 
root compression (positive straight-leg raise at <45° and/or diminished lower extremity strength, sensation, or 
reflexes), a prior lumbar spine surgery, or a history of osteoporosis or spinal fracture.  In addition, due to the 
use of an electromagnetic tracking system, potential subjects were also excluded if they had a cardiac 
pacemaker or other metal prosthetic device that could not be removed for the duration of the testing.  
For data acquisition, participants were positioned in a wooden kneeling chair (Fig. 2). Straps were secured
across the hips in order to limit any undesired movement of the lower limbs. For each testing session, 
participants performed 3 series of 8 randomly-ordered lumbar spine movements (at 45o intervals around the full 
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circle), through the full pain-free ROM, as described in Section 2.1. Each participant returned for a total of 3 
testing sessions within a one-week period.
Lumbar spine kinematics were acquired using a 3-D electromagnetic motion capture system (TrakSTAR,
Ascension Tech., Milton, VT, USA), sampled at 100Hz.  Sensors (model 800; 8x8x20mm) were mounted over 
the base of the sacrum (S1) and the spinous process of the first lumbar vertebra (L1) using polyurethane clips 
and hypoallergenic, double-sided tape.  The position of L1 relative to S1, in the transverse plane of S1 (the 
anterior-posterior and medial-lateral directions) was determined by multiplying the 4x4 rotation-translation 
matrix for L1 by the inverse of the rotation-translation matrix for S1, using custom software written in Matlab 
(each rotation matrix having been derived from the position and orientation data of the sensors in the 
transmitter-embedded reference frame). For each series of 8 movements, the ellipse and spline-fitting 
approaches described in Section 2.1 were then applied.  For each shape, the two principle variables of interest 
were then determined: area and centre point.
The between-session reliability of the variables of interest (area & centre of the ellipse- and spline-fit shapes), 
was determined using the intraclass correlation coefficient (ICC) model (3,1) described by Shrout and Fleiss 
[14]. For the area of each shape, calculation of the ICC was done following standard procedures, as this 
variable is represented by a single, scalar value.  For the centre of each shape, the ICC calculation was 
modified, as this point is represented by two values (X and Y coordinates).  As the ANOVA used to calculate 
the reliability coefficient is based on the mean-squares difference between data points, it is the magnitude of the 
distance of any data point from the mean that is important in this calculation (i.e. a single, scalar value), and not 
the direction in which this difference occurs on the plane.  The mean coordinates of a set of data points (Xmean 
,Ymean) are simply the mean of the X and Y coordinates of all points within the set.  The mean-squared 
differences required to calculate the reliability coefficient, therefore, are simply the square of the distances of 
each data point from the mean: [(X - Xmean)2 + (Y - Ymean)2].
3. RESULTS
Fig. 3 illustrates data from two different subjects, for a single series of 8 end-range movements, along with the 
ellipse- and spline-fit shapes for these data.  The reliability coefficients for the primary variables of interest, 
based on the ICC, were moderate.  For the centre position of the shapes, the reliability coefficients were 0.57 
and 0.64 for the ellipse- and spline-fit shapes, respectively.  For the area of these shapes, the reliability 
coefficients were 0.58 and 0.57 respectively.
4. DISCUSSION
The current study aimed to test the reliability of a proposed measure of total lumbar spine ROM, based on the 
area and centre-point of a shape fit to a series of 8 end-range movements.  The reliability of these variables, for 
this pilot work, reached only moderate levels.  One of the possible reasons for this was that many participants 
did not perform the 8 movements at the prescribed 45o intervals.  This is well illustrated in Fig.3.  For the 
participant data on the right, the movement intervals between the anterior and anterior-diagonal movement 
directions appear to cover the prescribed 90o range.  The remaining movements, for the prescribed lateral, 
posterior-diagonal and posterior directions, however, are compressed into roughly another 90o range, such that 
the intervals between these movements are dramatically less than the prescribed 45o.  For the participant data 
on the left, the movements in the lateral and posterior-diagonal directions finish with roughly the same end-
point, again illustrating that the participant did not complete the movements as directed.
Future research will focus on improving the reliability of these measures by providing subjects with visual 
feedback during the movement task. The expectation is that this feedback will help to direct the movements of 
the participants along the prescribed 45o intervals, and lead to improved reliability of the variables derived from 
the shape-fitting approaches.
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Figure 3. Data from two representative subjects, for a single trial of 8 end-range movements, along with the 
shapes fit to these data using the ellipse- and spline-fitting approaches.
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1. INTRODUCTION 
Hallux valgus (HV), a common forefoot deformity with a marked female preponderance of about 9:1 [1], has a 
profound effect on foot biomechanics, as well as the movement of the ankle, knee, and hip joints. Gait 
disturbance is one of the chief complaints among the patients with HV, and several studies have reported that a 
rise of plantar pressure of the lateral forefoot correlates closely with the aggravation of the HV deformity [2, 3]. 
Recently, minimally invasive percutaneous distal metatarsal osteotomy (MIPDMO) has been recommended for 
the correction of HV with the potential advantages of reduced operating time, decreased surgical exposure and 
early weight-bearing [4, 5]. After MIPDMO, radiological assessment shows a significant improvement in the 
hallux valgus angle, first and second intermetatarsal angle, distal metatarsal articular angle (DMA angle) and 
sesamoid position, and clinical evaluations indicate 91% of the patients were satisfied with the postsurgical 
results [5]. However, no study reported the effects of MIPDMO on the biomechanics of the lower extremities 
during gait in patients with HV. Therefore, this study aimed to investigate the biomechanical effects of 
MIPDMO on the gait performance in patients with bilateral HV through three-dimensional (3D) gait analysis 
and dynamic foot pressure analysis. 
2. MATERIAL AND METHODS
Subjects 
Six females with bilateral HV (age: 47.8±8.5 years, body weight: 61.5±5.3 kg, body height: 157.4±4.3 cm, 
pre/post HV angle: 32.4±4.4°/13.8±3.2°) were recruited and classified as either pre-MIPDMO or post-
MIPDMO group.  The average time between surgery and the study among the post-MIPDMO group was 4.9 
months. Six healthy controls were matched with the HV patients according to sex, age, height and body weight 
(age: 49.2±8.3 years, BW: 58.2±5.5 kg, body height: 160.6±4.9 cm).   
Experimental Procedure 
Each participant was instructed to walk for 3 times at a self-selected pace while their kinematic data was 
measured by a 7-camera motion capture system (Vicon 512) at a sampling rate of 120Hz and ground reaction 
forces (GRF) was captured from two AMTI forceplates at a sampling rate of 1080Hz. Their dynamic plantar 
pressures during walking were measured simultaneously using a pressure platform (RSscan International).   
Data Analysis  
Group and surgical effects on the joint angles and moments at the beginning and the end of single leg stance 
(bSLS, eSLS), and toe-out angle, as well as the peak force (%BW), peak pressure (%BW/cm2) and the time 
when the peak force occurred (% of stance phase) at ten foot regions, namely the big toe (T1), 2nd-5th toes 
(T2), 1st-5th metatarsals (M1-M5), mid-foot (MF), medial and lateral heel (MH & LH) were analyzed by 
Mann-Whitney U test and Wilcoxon signed ranks test, respectively, with Į烌0.05.  
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3. RESULTS
3D Gait Analysis 
Although gait speeds, cadence, and stride length were statistically the same for 2 groups, both pre-MIPDMO 
and post-MIPDMO groups had significant toe-in angles (p=0.022), Fig. 1. When compared to control group, 
the pre-MIPDMO group had significantly greater ankle abduction and internal rotation (IR) at bSLS and eSLS, 
greater vertical GRF at mid-stance, and decreased medial GRF, knee and ankle abductor moments, Figs. 2 and 
3. When compared to the pre-MIPDMO group, the post-MIPDMO group had reduced vertical GRF at mid-
stance, hip adduction and hip abductor moments at eSLS and increased medial GRF, Figs. 2 and 3. 
Figure 1. Ensemble-averaged distance-temporal variables (点,点,点 : significant differences in Pre-MIPDMO 
vs Control, Post-MIPDMO vs Control, Pre-MIPDMO vs Post-MIPDMO, respectively)  
Figure 2. Ensemble-averaged GRF of the pre-MIPDMO, post-MIPDMO and Control groups. 
Figure 3. Ensemble-averaged ankle angles in frontal and transverse planes of the pre-MIPDMO, post-
MIPDMO and Control groups. 
点 点
点
点
点
点
点
 Pre-MIPDMO
 Post-MIPDMO 
 Control
点
点
3DAHM2012
175
Dynamic Plantar Pressures 
When compared to the control group, the pre-MIPDMO group had a higher peak force at T2 (p=0.014), greater 
peak pressures at T1 and T2 (p=0.041 & p=0.001) and decreased peak pressures of M5 and LH (p=0.012 & 
p=0.013), while the post-MIPDMO group had smaller peak force at T1 (p=0.028) and greater peak force at T2 
(p=0.045), Figs. 4 & 5. Comparisons between the pre-MIPDMO and post-MIPDMO groups showed that 
MIPDMO for bilateral HV led to significantly decreases in the peak force of T2 (p=0.014) and peak pressures 
of T1 and T2 (p=0.004 & p=0.003), and later occurrences of peak pressure at M2 (p=0.025), M4 (p=0.032) and 
M5 (p=0.041), Fig. 5. 
Figure 4.  Typical pressure distributions of the HV foot pre-MIPDMO (a) and post-MIPDMO (b), and  that of 
the normal foot (Control). 
Figure 5. The peak force (a), peak pressure (b) and the time when the peak force occurred (c) in the pre-
MIPDMO, post-MIPDMO and Control groups. 
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4. DISCUSSION
Increased ankle IR and abduction (Fig. 3) were highly related to increased foot pronation and toe-in gait 
commonly found in feet with HV. Greater toe-in angles have been found to result in smaller medial GRF [6] 
and decreased knee and ankle abductor moments [7]. Greater toe-in angles might also result in the significantly 
greater than normal peak pressures under the hallux, and similar trends in the medial metatarsals (M1-M3) that 
were found in the pre-MIPDMO group (Figs. 4 and 5). Similar findings of the dynamic plantar pressure 
distribution in the untreated HV patients have been reported in the previous studies [6, 7]. In addition, increased 
vertical GRF at mid-stance in the pre-MIPDMO group indicated an impaired shock absorption mechanism 
during walking. Flatfoot with poor compliance of the foot arch had been considered as one of the major causes 
of HV and would alter the shock absorption mechanism because of exaggerated eversion of the subtalar joint [8, 
9].   
After MIPDMO, in addition to the satisfactory correction of hallux alignment, HV patients could restore their 
ability of shock absorption by correcting the abnormal alignment of HV and flatfoot. MIPDMO also alleviated 
the excessive weight-bearing load on lesser toes, and significantly reduced the abnormal elevated peak 
pressures of T1 and T2. Decreased peak pressure of T2 showed that MIPDMO could effectively improve the 
abnormal rise of plantar pressure in the lateral forefoot which was commonly observed in the aggravated HV 
deformity. However, since the decreased hallux loading may be related to the weakness of intrinsic muscles 
and changed mechanical function of the hallux [8], the strength of these muscles should be monitored after 
MIPDMO. Furthermore, the post-MIPDMO group still walked with greater foot pronation and toe-in.  Walking 
in such deviated pattern for a long time could still be anticipated to aggravate HV in future and the follow-up in 
patients after MIPDMO for HV should be noted. Overall, the MIPDMO appeared to be effective in treating HV 
with good biomechanical outcome. 
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A Methodological Framework Based on Data 
Mining Techniques for Movement Analysis
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Abstract. A methodological framework is presented for development of an automated predictor module 
using gait patterns. This module has been programmed and incorporated in an aid decision system. 
Learned models have been evaluated and integrated in this predictor. Different types of validation were 
applied on the models and on the system. A variety of mathematical methods was used for quantitative 
validation and questionnaire to expert for qualitative validation. A real application in pathologic gait 
analysis was developed. This application includes kinetic, kinematics, EMG analysis.
Keywords- Automated predictor; Gait Classifications; Data mining; Spastic Hemiplegia
1. INTRODUCTION 
The aim of instrumented gait analysis is to support FOLQLFLDQV¶GHFLVLRQPDNLQJSURFHVVFRQFHUQLQJGLDJnosis 
and treatment strategies [1]. Gait analysis is now recognized as clinically useful and financially reimbursable 
for some medical conditions. However its clinical use is most hampered by the length of time and costs 
UHTXLUHGIRUSHUIRUPLQJDVWXG\DQGLQWHUSUHWLQJLW$³JDLW´UHSRUWLVOHQJWK\LWVGDWDDUHQRWZHOOXQGHUVWRRG
and it includes a clinical interpretation, all of which do not occur with other clinical tests [2]. Normally, the 
data evaluation for clinical purposes is often performed by experienced physicians in a qualitative way. 
However, in recent years, several new approaches to gait data analysis quantitative have been explored and 
they have showed their potential to strengthen the gait laboratory's analytical arsenal. These quantitative 
approaches include artificial intelligent techniques like neural networks, fuzzy logic approaches, and others and 
different statistical techniques.
A review of analytical techniques for gait data includes fuzzy systems, multivariate statistical techniques and 
fractal dynamics [3]. An analysis system based on adaptive neuro-fuzzy inference system, which combined the 
neural network capabilities and fuzzy logic qualitative approaches, was also proposed for gait analysis. In this 
case, a practical clinical problem of pes cavus and pes planus classification was used as an example to explain 
the principal and process of this system [4]. The use of support vector machines (SVM) have been explored for 
automated detection and classification of children with CP using two basic temporal-spatial gait parameters 
(stride length and cadence) as input features [5]. Statistical techniques like ANOVA test was used in gait 
analysis and surface electromyograms of seven major lower limb muscles were assessed before and 1±5 years 
after the multilevel surgery. A two-way ANOVA have determined the effect of the factor DIAGNOSIS (levels: 
diplegia and hemiplegia), the factor TIME for repeated measurements (levels: examination before and after the 
surgery) and the interaction between these factors for the norm-distance of the spatiotemporal, kinematic, 
kinetic and EMG parameters [6]. Other works have been focused in the discriminant feature extraction on gait 
parameters. The principal component analysis (PCA) is the most popular. A hybrid feature reduction method 
based on the combination of feature ranking with PCA was proposed by [7]. In this case, three feature 
reduction methods, namely, feature ranking based the value of signal to noise ratio, PCA and the proposed 
hybrid approach, were examined in two gait analysis problems. One gait analysis problem was to differentiate 
the patients with neurodegenerative disease from the controls based on the gait data collected by footswitches. 
The other problem was to discriminate the patients with complex regional pain syndrome from controls based 
on the gait data collected by an accelerometer. Other work has employed a kernel principal component analysis 
algorithm to extract gait feature for initiating the training set of SVM via pre-processing, which SVM with 
better generalization performance recognized gait patterns [8]. The significance of bayesian classifier model 
have been investigated on 68 normal healthy and 88 with spastic diplegia form of cerebral palsy, different 
features including the two basic temporal-spatial gait parameters (stride length and cadence) have been 
experimented in this work [9]. A methodological modular framework for automated assessment of gait patterns 
using different mathematical methods was proposed by [10]. Their application was based on the clinical 
problem of Botulinum Toxin A treatment of the spastic equinus foot. A set of 3670 parameters was ranked by 
relevance for classification of a group of 42 diplegic cerebral palsy patients. 
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Data mining, the extraction of hidden predictive information from large databases, is a powerful new 
technology with great potential to help in many domains. Particularly in the medical field, it can be used for 
analyzing data from different perspectives and summarizing it into useful information. Others utilities include:
identification and diagnosis of disease, detection of patients at risk for a specific disease, hospital management 
and healthcare, resources administration, recommendation for treatments, etc. Many data mining software 
integrate number of statistical and intelligent tools for analyzing data. 
The aim of this paper is to present a methodological framework for development of an automated predictor 
module using movement patterns.
2. METHODS
The applications of the predictor module are very diverse. It can be used to test of research hypotheses in an 
academic sense or to be integrated in a computer application in a practical sense.  The steps of the framework 
are resumed in the figure 1. The processing steps are not limited to a specific field of application and are 
largely independent of case-based clinical expert knowledge.
|
Figure 1. Methodological framework
a. Movement problem Identification
This step is to identify the problem to be studied, its context and purpose of study. For example, if it is a 
medical problem, what is pathology ?, what are the characteristics of pathological subjects ?, is there normal 
patterns?, what is the purpose of the study?, identify or diagnose diseases, etc.
b. Gathering and selection of data movements
It identifies, collects and selects the data that will serve for analysis. This data will serve to answer the 
research objective. It is possible that the data are not debugged and cleaned, that is, data has not an 
appropriate format for the next step. In this case, data have to be prepared and transformed for the next step.
For example, typically, gait information comprise a subset of kinematics, kinetics, EMG, oxygen consumption 
or foot pressure distribution, videos, ray X, etc. in different formats. 
c. Study of discriminant data
Sometimes too much information can reduce the effectiveness of data mining. Some of the columns of data 
attributes assembled for building and testing a model may not contribute meaningful information to the 
model. Some may actually detract from the quality and accuracy of the model. Irrelevant attributes simply add 
noise to the data and affect model accuracy. Noise increases the size of the model and the time and system 
resources needed for model building and scoring. Moreover, data sets with many attributes may contain 
groups of attributes that are correlated. These attributes may actually be measuring the same underlying 
feature. Their presence together in the build data can skew the logic of the algorithm and affect the accuracy 
of the model. To minimize the effects of noise, correlation, and high dimensionality, some form of dimension 
reduction is sometimes a desirable preprocessing step for data mining. By reducing the dimensionality of the 
input set correlated information is eliminated at the cost of a loss of accuracy. Dimensionality reduction can 
be achieved either by eliminating data closely related with other data in the set, or combining data to make a 
smaller set of features [11].
Feature selection and extraction are two approaches to dimension reduction. The first involve selection of the 
most relevant attributes, and the last one consists in combining attributes into a new reduced set of features 
(Factor Analysis and Principal Components Analysis, Correspondence Analysis, Multidimensional Scaling, 
Partial Least Squares methods, or singular value decomposition, etc). In some cases, it is possible to 
increasing the amount of attributes using feature extraction techniques, like correlations and derived of new 
attributes. The aim of that, it is done increase the effectiveness of learned models.   
d. Datamining techniques: classification task
Dataming Techniques include a variety of methods and techniques for knowledge extraction. Usually this 
knowledge is presented as a model or pattern. Different models can be extracted according to their utility. 
These are predictive or descriptive models. Predictive models seek to estimate future or unknown values of 
variables of interest. Descriptive models instead identify patterns that explain or summarize the data. The 
latter serves to explore the properties of the data examined and fails to predict new data. Some data mining 
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tasks which produce predictive models are classification and regression while descriptive models are 
clustering, association rules and correlation analysis. Different techniques can be applied to a task and the 
same technique can be applied to different tasks.
Some techniques include support vector machines, decision trees, neural networks, regression, nonparametric 
statistical modeling, Bayesian models, etc. The use of one technique or another depends on the research 
objective. It is important to consider that a good model should be understandable, expressive, precise,
efficient, stable, robust, easy to use, etc.. Another aspect to consider in machine learning is the time 
consuming required for the model construction. For example, decision trees are useful to find structures in 
high dimensional spaces and with problems that combine categorical and numerical data. Their advantage is 
that they are understandable and easy to implement and the disadvantage is their sensitivity to the training set. 
Neural networks have great potential for generalization to nonlinear problems. Its main disadvantage is that 
they require a lot of data for training and generally they build models less understandable.
e. Evaluation / Interpretation / Visualization
Learning methods can build models from a dataset. In most cases, it is necessary to evaluate the quality of 
these models as accurate as possible, in order to develop models closer to reality. For this, there exist several 
methods that evaluate the quality of model from the evidence. For instance, for classification task the validity 
and accuracy of a model is the degree to that, it classifies what it has to classify. It is the absence of systematic 
errors [12]. Reliability is the degree of stability achieved when the test is repeated under similar conditions. 
The measures commonly used to measure the reliability are: the global concordance index, the Kappa 
concordance index, coefficient of variation and interclass correlation coefficient. . For the validity of a model 
are the sensitivity measures and specificity. These measures involve combinations of variables like true 
possitive, true negatives, false positives and false negatives. Also, the positive verisimilitude rate (LR +) and 
negative verisimilitude rate (LR-) are other measures used for validity. ROC curves (Receiver Operating 
Characteristic) are a very useful visual tool when comparing two models of classification. They show the 
comparison between the true positive rate and false positive rate for a model. The perfect accuracy will have 
an area of 1.0. Others test include cost models based on cost of errors made by the model, distance between 
estimated values for regression models, complexity of model, and level of compaction of different groups for 
clustering models, etc.
3. RESULTS
Gait analysis provides a very large data volume coming from kinematic, kinetic, electromyographic (EMG) 
registers and physical examinations. The analysis and treatment of these data is difficult and time consuming. 
Though the data mining techniques have been applied on kinematic, kinetic, electromyographic (EMG)
registers and physical examinations, the present work has been focused only on the study of EMG registers in 
children with spastic hemiplegia, for reasons of simplicity and briefly. The methods studied search to 
predictive model. Different techniques of feature extraction and selection have been also employed and 
combined with classifications methods. The predictor module has been integrated in an aid decision system.
a. Movement problem Identification
The data corresponding to records used in this work were collected from Gait Laboratory of Orthopedic 
Children´s Hospital located in Caracas-Venezuela [13]. These data come from Vicon© acquisition system (it 
was transmitted a twelve bits with a sampling frequency of 1.5 kHz. The signals are converted into an analog
signal in the range of ± 10V). 
Gage and his team have suggested that SH could be classified into at least four groups: group I, group II, 
group III and group IV taking into account the kinematic pattern of cerebral palsy patients [14], [15]. This 
classification for the four Groups of SH and the normal pattern was done in the sagittal plane kinematic 
patterns. The kinematic classification goes to involve progressively the other joints such as the ankle (group 
I), knee (group II), hip (group III) and pelvis (group IV).  
b. Gathering and selection of data movements
These data correspond to thirty SH patients with 99 EMG signals normalized and delimited to a gait cycle 
were considered in C3D format. These data contain registers with a diagnosis from medical staff of the 
ODERUDWRU\DFFRUGLQJWRWKH*DJH¶VFODVVLILFDWLRQ [14]. The distribution of cases is 51 for Group I, 16 for the 
Group II, 6 for the group III, 23 for the Group IV and 3 without classification.
c. Study of Discriminant data
Twenty-tree indicators have resulted from studying of EMG records using the contribution of Viloria [16].
For this, it has been evaluated the kinematic classification from an electromyographical point of view, based 
on time and frequency domain. It has resulted 2 indicators of instant energy, 3 obtained by fast Fourier 
transform (FFT), 16 from the computation of mean power frequency (MPF) and, others resulting from the 
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energy spectrum of each component derived from the wavelet decomposition of the normalized EMG. The 
statistic behaviors for each indicator have been determined computing the mean and standard deviation. The 
orders of magnitude from these indicators in time and frequency domain were obtained using computation of 
instant energy, significant frequencies and spectrum power [16]. The computed indicators for EMG including 
the two legs were considered. A total of 277 attributes have been selected and they correspond to 23 
indicators x 6 muscle x 2 legs plus 1 for group type.
d. Datamining techniques: Classification task
Different data mining algorithms for prediction have been used in classification task. The following classifiers 
were evaluated for tests: a best-first decision tree classifier (BFTree: 78,8732%), DecisionStump (64,7887%), 
functional trees (FT: 95,7746%), J48 (77,4648%), a grafted (pruned or unpruned) C4.5 decision tree 
(J48graft: 70,4225%), a multi-class alternating decision tree (LADTree: 80,2817%), LMT (97,1831%), A 
Naïve Bayes/Decision tree (NBTree: 88,7324%), RandomForest (90,1408%), RandomTree (67,6056%), Fast
decision tree learner (REPTree: 73,2394%), SimpleCart (78,8732%). The percentage represents the correctly 
classified instances.
e. Evaluation/Interpretation/ Visualization
A group of patients with pathology of SH treated in hospital were selected random way. The two-dimensional 
videos in two planes (sagittal and frontal) of each one of these patients and their respective EMG were 
presented to specialist physicians. After, the results issued by each automatic classifier were compared with 
those diagnoses generated by physicians. 71 instances of the total (99) have been used for training of model. 
This model has classified 69 instances correctly. From the confusion matrix it is possible to observe that only 
for group 1 and 4, 1 instance was classified incorrectly in each group. Test mode used was the Cross-
Validation with 10 Folds.
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Movement impairment is a common outcome of cerebral stroke. This research has main point to find out 
mechanisms of recovery a movement function during acute stroke by using ontogenetic principles. The study 
included 10 acute stroke patients with hemiplegia of varying degrees and 10 healthy adult volunteers. The 
study protocol included neurological and physiotherapy clinical examination and biomechanical assessment 
of programme exercises by Qualysis motion capture system 8 of OQUS-500 cameras and surface EMG by 
МЕ 6000. Several phenomena of movement patterns were disclosed. Any exercise movement cycle shows time 
symmetry. There are fore-movement and endplay movement phenomena present in all complicate 
movements. Poor muscle strength is often compensated by substitutional trunk movement. Symmetric 
movements would boost performance on paretic side, compared to unilateral movements. EMG muscle 
response demonstrates at least 2 patterns of activation: hyperactivity on the side of lesion, compared to non-
paretic side, and reduced EMG activity on the side lesion. 
Keywords: clinical motion analysis, acute stroke, biomechanics. 
 INTRODUCTION  
Movement impairment is a common outcome of cerebral stroke. It develops within acute period and could often 
persist in some form for the rest of life. Even though, there are many concepts in neurorehabilitation, onotogenetic 
based and others, biomechanical studies could contribute to understanding of key factors of physical activities and 
movements patterns. 
This research has main point to find out mechanisms of recovery a movement function during acute stroke by using 
ontogenetic principles. 
 MATERIAL AND METHODS 
A novel ontogenetic based rehabilitation programme was investigated for its efficacy in acute stroke patients. The 
study included 10 acute stroke patients with hemiplegia of varying degrees and 10 healthy adult volunteers. The 
study protocol included neurological and physiotherapy clinical examination and biomechanical assessment of 
programme exercises by Qualysis motion capture system 8 of OQUS-500 cameras and surface EMG by МЕ 6000. 
Six muscles were monitored on both sides: sternocleidomastoideus, trapezius, biceps, triceps brachii, rectus femoris, 
adductor magnus. The exercises are performed and monitored in 7 test positions, consequently from lying to 
standing on the knees. 
 RESULTS
Several phenomena of movement patterns were disclosed. They are for the normal group. Movement patterns could 
vary in different exercises for the same joint or muscle. Any exercise movement cycle shows time symmetry. The 
maximal ROM is reached at 50% of the motion cycle. There are fore-movement and endplay movement phenomena 
present in all complicate movements. A trigger fore-movement is a specific trigger small amplitude movement in a 
direction opposite to a targeted movement. Endplay movement is small amplitude overdo of a targeted movement 
with consequent reverse movement to the target. Any simple movement in shoulder and hip joints would occur in all 
3 of 3D planes. There is kinematic asymmetry between right and left side in right-handed individuals. The left side 
demonstrates greater range and less selectivity in EMG pattern of phase motion. There are different patterns of trunk 
and extremity muscle activation in different individuals. In some it would activate distal muscles and reach the core, 
in others it would occur within the core and extend to extremities. 
Phenomena founded for group of patients. There is a marked difference in performance of the same test movement, 
performed in different test positions, in symmetrical and asymmetrical movements for the same joint or muscle. 
There is a deviation in time of maximal ROM towards the end of the cycle in cyclic movements. Poor muscle 
strength is often compensated by substitutional trunk movement. Symmetric movements would boost performance 
on paretic side, compared to unilateral movements. EMG muscle response demonstrates at least 2 patterns of 
activation: hyperactivity on the side of lesion, compared to non-paretic side, and reduced EMG activity on the side 
lesion. The hyperactivity pattern demonstrates an increased number of muscles peak activation on the side of lesion. 
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Patterns of muscle activation varied significantly in patients and in healthy controls. Patterns of muscle activation 
demonstrated marked difference if done in different starting positions, which could be an influence of gravity force 
vector. Head turn in supine showed bilateral high activity of sternocleidomastoideus and trapezius. When done in 
standing, there was unilateral activity of these muscles. Unilateral arm rising in supine showed activity of triceps 
brachii, rectus femoris and adductor magnus on the side of the movement. When done in standing, there was also 
activation of trapezius and biceps of the same side, concurrent with the muscles, active in supine. 
 DISCUSSION
We have found few publications concerning at this matter [1; 2]. So, it needs more data for an opportunity to 
compare our results with other studies. However, we could assume that movement control has more complicate 
nature when was expected. 
Phenomena of fore-movement and endplay movement, which are prerequisite for any movement of any body part, 
and patterns of core and extremity activation desire further research. 
There were different patterns of muscle activation in test movements, when done in different test positions. This 
might relate to a gravity vector change. As there were various patterns of muscle activation registered.  
Three pattern of muscle activation could give some keys for understanding, prevention and treatment of spasticity 
and movement impairment in acute stroke patients. 
1. Esparza D.Y. et all (2003) Exp Brain Res. 2003, 148(4):488-97. 
2. 2. Grip H. (2008) Ph.D. dissertation, Umea University, Sweden, 2008. 
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1. INTRODUCTION
Motion problems are the main complications touching people who survived a stroke. Many of these people
can't move at all at the beginning of rehabilitation, but even after a long lasting recovery they still have some 
problems with walking or manual movements. That is why a good and individually-oriented rehabilitation is 
crucial. There are many research which aim to aid the rehabilitation process and make it possible to assess its 
progress. Many of them base on kinematic and dynamic analyses of patients’ motion [1,2,3,4]. 
Presented in this paper research and measurements are the part of a project which aims to elaborate a system 
enabling monitoring of rehabilitation progress of patients after stroke [3]. Presented results concern
relationships between gait parameters and stroke side what seems to be very important in personalization of the 
recovery process.  
2. METHODS
All measurements were performed in the Rehabilitation Centre “Repty” in Tarnowskie Gory, Poland and were 
carried out for patients who are already able to walk. There were nine persons after right-sided stroke and nine 
after left sided.  
Examined person has 17 markers attached to the characteristic points of lower limb and pelvis according to the 
Davis's system. Execution of gait was recorded by a set of camcorders and ground reactions were measured by 
means of dynamometric platforms. Then obtained movies were processed with the use of APAS system and 
computer program prepared by scientists from the Department of Applied Mechanics [5,6].  
3. RESULTS
Measurements and calculations enabled determination of mean courses of courses of joint angles (fig. 3 and 8).  
On the basis of these courses the following gait parameters were calculated: mean pelvic tilt, mean pelvic 
rotation, minimal hip flexion, range of hip flexion-extension, knee flexion at the beginning of the stance phase, 
range of knee flexion-extension, maximal knee flexion, percent of the gait cycle when the maximal knee
flexion occurs, gait velocity, gait cadence, stride length, duration of a gait cycle, duration of a stance phase. The 
exemplary results are presented in figures 1,2,4 – 7,9,10. 
  
Fig. 1 Mean pelvic tilt Fig. 2 Mean pelvic rotation
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#	 $#	 #	
Fig. 3 Angle courses of pelvic a) obliquity, b) tilt and c) rotation. Dashed line – mean standard value, shaded 
region – confidence interval of mean standard value, thin line – left sided stroke, paretic side, thick line – 
right-sided stroke, paretic side 
Fig. 4 Minimal hip flexion Fig. 5 Range of hip flexion-extension 
Fig. 6 Knee flexion at the beginning of the stance 
phase 
Fig. 7 Percent of the gait cycle when the maximal 
knee flexion occurs 
#	 $#	 #	
Fig. 8 Angle courses in a) hip, b) knee and c) ankle joints in saggital plane. Dashed line – mean standard 
value, shaded region – confidence interval of mean standard value, thin line – left-sided stroke, paretic side, 
thick line – right-sided stroke, paretic side 
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Fig. 9 Gait velocity and cadence Fig. 10 Duration of a stance phase 
Analysis of obtained results 
On the basis of obtained results the comparative analysis of gait parameters for left-sided and right sided 
stroke was carried out. Some parameters were similar for these two types of a stroke, but many of them were 
significantly different .The detailed analyses are presented in tables 1 - 3. 
Table 1. Comparative analysis of quantitative gait parameters for left-sided and right-sided stroke 
Left-sided stroke Right-sided stroke 
Pelvis 
Mean Pelvic 
Tilt (standard 
4°) 
Excessive mean Tilt (about 12°) Excessive mean Tilt (about 10°) 
Mean Pelvic 
Rotation 
(standard 0°) 
Correct Pelvic rotation 
Excessive mean rotation towards 
the paretic side (about 5.5°) 
Hip 
Minimal Hip 
Flexion 
(standard -10°) 
Insufficient extension (+3°to +8°) 
Equal for both body sides 
Difference between paretic (+6°) 
and non-paretic (+3°) side 
Range of hip 
Flexion-
Extension 
(standard 42°) 
Reduced range (24° - 33°) 
Insignificant difference between 
both body sides 
Difference between paretic (24°) 
and non paretic (33°) side  
Knee 
Knee flexion at 
the beginning 
of the stance 
phase 
(standard 8°) 
Excessive knee flexion and 
difference between paretic (13°) 
and non-paretic (18°) side 
Insignificant excessive knee 
flexion (10°) 
Range of knee 
flexion-
extension 
phase 
(standard 57°) 
Reduced range (31° - 45°) 
Smaller difference between paretic 
(38°) and non paretic (45°) side 
Greater difference between paretic 
(31°) and non paretic (41°) side 
Maximal knee 
flexion 
(standard 62°) 
Reduced maximal flexion and 
difference between paretic (43°) 
and non paretic (57°) side 
Reduced maximal flexion and 
difference between paretic (31°) 
and non paretic (41°) side 
Percent of the 
gait cycle when 
the maximal 
knee flexion 
occurs 
(standard 73°) 
Maximal flexion occurs too late 
(63° - 66°) 
Maximal flexion occurs too late 
for the non-paretic (77°) side and 
too fast for the paretic one (67°) 
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Table 2. Comparative analysis of time - spatial gait parameters for left-sided and right-sided stroke 
 Left-sided stroke Right-sided stroke 
Gait velocity Almost the same velocity and cadence was obtained both for people 
after left-sided and right-sided stroke.  Cadence 
Stride length 
Slight difference between paretic 
and non-paretic side. 
Almost the same stride length for 
paretic and non-paretic side  
Duration of a gait cycle There are differences between paretic and non-paretic side 
Duration of a stance phase 
(standard 59%) 
Stance phase a little bit longer than 
the standard one. Small 
differences between paretic (66%) 
and non-paretic (63%) side 
Duration obtained for the paretic 
side equal to the standard value, 
for non-paretic side significantly 
longer (73%) 
Table 3. Comparative analysis of qualitative gait parameters for left-sided and right-sided stroke 
Left-sided stroke Right-sided stroke 
Pelvis 
Tilt 
In both cases pelvis is too bended. Greater value occurs for patients after 
left-sided stroke. 
Rotation Course close to the standard one 
Permanent rotation towards the 
paretic side 
Obliquity 
Courses close to the standard one. During the swing phase pelvis bended 
toward the opposite side 
Hip 
Flexion - 
Extension 
In both cases (left and right-sided stroke) patients were not able to 
extend limbs properly. 
Knee 
Flexion - 
Extension 
Inappropriate angle courses. For 
the paretic side not enough flexion 
Inappropriate angle courses. For 
both body sides not enough 
flexion (especially for the paretic 
side) 
Ankle 
Plantarflexion 
- Dorsiflexion 
For both sides not enough plantar flexion. The worse course shape was 
obtained for the right-sided stroke. 
4. CONCLUSIONS
Applied methodology enables objective analysis based on kinematic quantities. On the basis of obtained results 
one can state, that gait of people after right-sided stroke is more disturb than for people after left-sided. The 
research will be continued in order to make the comparisons on the greater number of people. 
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A cross-sectional biomechanical evaluation 
of diabetic lower limbs prior to ulceration
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1. INTRODUCTION
Over 5% of the Irish population has been diagnosed with diabetes; realistically this number is thought to be 
about 15% when undiagnosed and pre-diabetes cases are included [1]. Due to undiagnosed and poorly 
controlled diabetes, patients are needlessly developing foot complications, leading to prolonged hospital stays, 
increased immobility and more seriously amputation. Diabetic foot complications arise due to peripheral 
neuropathy, which deprives the patients of the early warning signs of pain and/or pressure.
The epidemiology of lower limb ulceration begins with the onset of peripheral neuropathy which is linked to 
muscle wastage, gait misalignment and limited joint mobility [2]. These symptoms along with increased body 
weight contribute to elevated plantar pressures, in turn leading to ulceration and finally the feared result of 
amputation. To put this in perspective 80% of diabetic amputations are preceded by a plantar ulcer [3].
Previous research has indicated that diabetic foot disease may be reduced by more than 50% with correct foot
screening and awareness [1].
Therefore, the objective of this study is to perform an in depth assessment of the lower limb inclusive of (i) 
lifestyle questionnaire, (ii) biomechanical exam, (iii) 3D gait analysis, (iv) electromyography (EMG) and (v) 
plantar pressure. It is anticipated comparing the results of low-moderate risk diabetic feet to case matched 
controls, will highlight biomechanical discrepancies, which will allow for early intervention and a proactive 
approach to ulcer prevention.    
2. RESEARCH DESIGN METHODS 
Subjects
Twenty patients with diabetes and a matched control group of healthy counterparts are enrolled for this study. 
Exclusion criteria involved (i) Aged 18>60 - to avoid multiple co-morbidities, (ii) ability to give informed 
consent and (iii) no previous foot ulceration or amputation. 
In line with the outlined research objective, it was decided to tackle the epidemic of diabetic foot disease prior 
to active lower limb ulceration, in order to isolate early biomechanical warning signs, which would indicate to 
susceptible areas within the diabetic foot. Diabetic patients were enrolled post a biomechanical podiatric exam 
[4]. Only subjects classified within the moderate to low risk category, in accordance with the diabetic foot risk 
stratification and triage adopted from the Scottish Intercollegiate Guidelines Network (SIGN) were eligible to 
take part. A low ± moderate risk diabetic foot implies that the subject presented with no more than one risk 
factors i.e. loss of sensation, peripheral vascular disease without callus/ deformity. 
Documentation
Ethical approval was attained from Cork Institute of Technology Research Ethics Committee. Prior to 
commencement of the assessments all subject were informed of the study procedures and the reasoning for 
this research, informed consent was signed by each participant. 
A questionnaire was compiled using influences from previously validated questionnaires [5-7]. The combined 
questions provided patient feedback in relation to areas such as demographic, physical activity, tobacco and 
alcohol consumption, diabetic foot care and self opinionated health-related quality of life.
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Instrumentation
A comprehensive clinical exam was initially preformed; this encompassed a visual exam of the footwear, 
socks and plantar surface of the foot. Advancing from this, a goniometer was utilised to record sub-talar joint 
alignment and range of motion. Pedal pulses were taken to monitor vascular limitations. The dorsalis pedis 
and tibialis posterior pulses of the foot were recorded as palpable or not. 10g Monofilament screened for lack 
of sensation in the foot. Ten sites were tested (nine plantar and one dorsal) on both the right and left feet. 
Results were recorded as present or absent. 
Lower body gait analysis was carried out using a 3D motion analysis system (VICON Ltd, UK). Retro-
reflective markers were attached to the lower body according to the Vicon Plug in Gait recommendations. A 
multisegmental biomechanical foot model, the Oxford foot model was used to calculate foot motion 
(dorsi/planar flexion, adduction/abduction, internal/external rotation). The lower limb muscle activity was 
recorded simultaneously using wireless EMG sensors (Aurion Ltd, Italy). The Ground Reaction Force (GRF) 
was measured using four force plates embedded in the gait laboratory ground surface. Patients were 
encouraged to walk the full length of the fifteen meter gait analysis laboratory. Participants are instructed to 
naturally build a strike of at least two of the four force plates into their self selected gait speed. Approximately 
ten trials are recorded with five for inclusion in analysis.
Static and dynamic plantar pressure distributions were thoroughly studied using HR pressure mat (Tekscan 
Ltd, USA). Five barefoot recordings were attained of the plantar surface of the feet to allow for error 
omission. 
Results are analysed using the VICON software packages of Polygon and Bodybuilder. Also Origin data 
analysis package is utilised for a more comprehensive method of surveying results and comparing diabetic 
group and control. Statistical analysis is preformed using Statistical Package for the Social Science (SPSS). 
3. RESULTS
The results obtained are to provide understanding of the early biomechanical effects of diabetes on the lower 
limbs. Though this research, areas prone to ulceration are highlighted, due to normally, visibly undetectable 
concerns such as incorrect foot alignment and increased plantar pressure. 
Preliminary results indicate to common regions susceptible to diabetic foot complications, within this pilot 
group results are patient specific and of yet no clear correlation has emerged. It is evident, on comparison of 
assessment groups, that with the onset of diabetes the lower limbs begin to suffer. Analysis of the diabetic 
participants indicate to diminishing biomechanics of the lower limb such as (i) delayed firing for the Tibilais 
Anterior _ causing subject to adopt a modified gait pattern (ii) Increased Plantar Pressure_ peak pressure areas 
point towards the metatarsal heads and heel as shown in Fig.1 (iii) Reduced intersegmental motion_ 
interaction of the midfoot ± hindfoot and hindfoot ± tibia have shown to be stiffer then the control groups 
kinematic results. 
 
Figure 1.  Plantar pressure distribution highlighting the peak pressure at the metatarsal heads and heel.
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4. DISCUSSION
The feet are the most vulnerable part of the human body with regard to injury and infection and diabetes 
makes them more susceptible. To-date, the effect of diabetes on the ankle-foot joint biomechanics has not 
been well defined. This study offers detailed biomechanical analysis of the complicated diabetic foot. It is 
hoped that the results of this study can be used to guide future strategies for preventing pressure ulcers 
associated with diabetes and as such this project will have tremendous impact on the field of podiatric 
research and orthotic design/development.
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An Inertial System for Clinical Motion Analysis 
and Rehabilitation
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The Clinical Motion Analysis has become an important tool for some medical specialties. Kinematics data are 
very significant in rehabilitation process. At least they are necessary for biofeedback training and Functional 
Electrical Stimulation. In this paper we have tried to suggest some way of use of the main features of inertial 
system for all above medical purpose. This is wireless system. The system is including 3D accelerometers, 3D 
gyroscopes, 3D magnetometers, central processor unit, Bluetooth or WiFi module, EMG channel, stimulation 
channel, Li-ion rechargeable battery and a complicate software package. This combined inertial system to 
cover in one device the most active purpose of medical using. However, this combined system has bigger
weight due to need more capacity of battery.  
Keywords: clinical motion analysis, rehabilitation, biofeedback training, functional electrical stimulation. 
 INTRODUCTION  
The Clinical Motion Analysis (CMA) has become an important tool for some medical specialties. One of the basic 
methods of CMA is kinematics investigation. Currently the most popular systems in this field matter are video 
based. However, recently, due to development of MEMS technology there are active discussions to deliver CMA by 
an inertial system [2]. The main locomotion used in CMA is gait. So, any CMA system should support collection of 
kinematic data during level walking. Presently one can find a number of papers where local kinematics from 
particular joints has been investigated as kinematics of whole body [3; 4]. 
Right now is known what would be technical parameters preferable for clinical gait analysis [5; 7; 10; 11]. We can 
briefly assume that quality collection of kinematics data should include: frequency data range from 50 to 100 Hz or 
higher, accuracy for joint Range of Motion (ROM) close to 1 degree, works using 3D technology, possibly wireless, 
and etc.  
It is very important for a kinematic system to be connected to and synchronized with additional devices like force 
platform, EMG recorder, footswitches, and video recorder and so on. So, any inertial CMA system should be 
supplemented with these types of additional devices.  
Besides CMA, kinematics data are very important in rehabilitation process. At least they are necessary for 
biofeedback training and Functional Electrical Stimulation (FES).  
The biofeedback training (BT) should be managed by: position of affected extremity or any other part of human 
body, ROM of involved joint, sensitivity for particular motion and it’s representation for patient. The last point is 
commonly implemented in 3D computer’s games. Currently we can see that inertial sensors are used not only as 
manipulators in computer’s games, but also for BT in various cases of pathology [1; 9]. 
For the FES, capture of kinematics data is basis for synchronization of electrical impulses with a specific motion. 
The synchronization makes it possible to deliver the electrical impulses to a muscle with high accuracy at the time 
when muscle should work within its own physiological cycle. Also the most applicable locomotion for the FES are 
walking and bicycling (this paper describes only non implantable FES systems). In recent years it is a limited 
investigation found where inertial sensors were used as synchronization tool for FES. Moreover, the main phases of 
gait can be detected accurately by accelerometers and gyroscopes [6]. It shapes a good perspective for inertial 
sensors to be used for FES. 
Generally, we found that inertial sensors are applicable for CMA, BT and FES. However, in practice they differ by 
degree of development. The CMA area is the readiest for use. Some clinical findings exist for the BT and very few 
for FES. 
In our work we have tried to work out a system which could be used in all three areas of application. It is some kind 
of a combined system for diagnostics and rehabilitation intended for a patient with motion disability.
 MATERIAL AND METHODS 
To work out the system we have created a few criteria. They are: the system should be wireless, with its own power 
supply, 6 DOF kinematics recording, built in EMG channel, and stimulation channel. For this reason the hardware 
includes 3D accelerometers, 3D gyroscopes, 3D magnetometers, central processor unit (CPU), Bluetooth or WiFi 
module, EMG channel, stimulation channel, Li-ion rechargeable battery, battery charge and EMG-stimulation jack 
and a plastic housing with flat keyboard. One flat surface of the housing is used to fasten these devices on the 
patient’s body by elastic cuff or glued electrodes.  
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The sampling rate for gyroscopes, accelerometers and magnetometers was set by manufactures and is equal to 200 
Hz. It has better than 2 degree pitch and roll angle accuracy. We use LSM3030DH and L3G4200D chips, so
fundamental technical parameters have been set by the manufacturer. 
The EMG channel is built on the ADS1294 chip. It has sampling rate of 1000 Hz for Bluetooth connection and 2000 
Hz for WiFi. The input noise level is 1 mkV RMS. Programmable digital filter from 0.1 to 500 Hz. It uses standard 
variable geometry electrodes with snap connection. 
The stimulation channel is current regulated with pulse amplitude range of 0-100 mA, resolution 1 mA and pulses 
rectangular with constant frequency 80 Hz. The start and duration of pulses is set by software corresponding to 
necessary tack. Synchronization with motion could be set from any single sensor (accelerometer or gyroscopes) by a 
number of different algorithms. The FES procedure is supported by two types of hardware: one – directly from the 
system computer software, second – by the device. So, for the second type the FES is possible to work 
independently with no wireless connection. For this reason the elected algorithm is loaded on the CPU. After that 
the wireless link may be disconnected. Due to that it is likely that FES may be made for a number of patients at the 
same time. Algorithm of synchronization and parameters of pulses are saved in the software and could be simply 
reloaded to the device or software stimulation package. It makes it easy to repeat the FES procedure for any patient. 
The standard self adhesive electrodes with different surface with snap connection are used for FES.  
Due to that the stimulation channel needs more energy than any other device the battery accounts for the most part 
of the weight. It it makes possible to work 8 hours at stimulation regime (muscle stimulation by surface electrodes).  
The Bluetooth module has the 100-1000 meters work distance. If we use WiFi module it has regular parameters.  
The software package consists of four parts: database, diagnostic package, stimulation package and biofeedback 
package.  
The database makes it possible to keep all information about the patient and its investigation or any another 
procedures.  
The diagnostic software is very sophisticated and includes a number of masters: to create method of investigation, 
model of human body, algorithms to set a cycle, calculate parameters, create a report and save the entire 
configuration of such data under a unique name. It makes it possible to connect to some additional devices like force 
platform, footswitches and so on. This software has direct connection to video cameras (numbering from one to 
four) of different type from web cameras to more complicate construction. All cameras are synchronized with other 
devices of the system. The final report is generated for the Microsoft Word text processor and could be edited by its 
own tools.  
The stimulation package has been developed to set parameters of the FES. The main part of it is master of viewing 
and analysis of data (direct or calculated) from single sensors or combines the same. It also includes some tools to 
set an algorithm of synchronization depending on a specific tack.  
The BT software has a specific complicated tool to set parameters of management of computer’s game or special 
virtual environment. The tool has a number of settings. They make it possible to adopt algorithm of management of 
the game from any part of human body, any clinical condition when motion is limited or abnormal. As in a computer 
game we use different types of simulator game managed by joystick or self build virtual environment. 
Typical system named “Trust-M” includes: 7 devices with charge units, Bluetooth or WiFi antenna, a number of 
cuffs to install the devices on a body, EMG and stimulation electrodes with an inlet and cables, a computer (IBM 
compatible) and the whole software package. Often we use second multimedia monitor or virtual glasses for patient. 
In such case the virtual environment is shown on the second monitor and BT software tools are shown on the first 
screen. It makes it much easier to manage all BT process. 
 RESULTS
The general view of a single device is shown in figure 1. At the bottom side it has a Velcro strap glued to the surface 
of housing. Another variant is a fixation by double side scotch. In this reason the bottom surface of housing remains 
clear. 
  
Figure 1. Stand-alone device with up and bottom sides shown. 
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The screenshot of diagnostic software package is shown in figure 2. If it is necessary to use a number of cameras we 
generally recommend to connect the second monitor to the computer. 
Figure 2. A screenshot of diagnostic software package. 
The BT process is available in simple variant between computer game and a patient and by using different exercise 
devices (figure 3). 
Figure 3. There are two ways how to do BT: a computer game and patient (left) and using exercise device. 
The FES method generally is used in some cyclic motion like walking, bicycling and so on (figure 4). 
  
Figure 4. The FES procedure works in walking on a treadmill and bicycling. 
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By this time the “Trust-M” system was approved at four different hospitals. One of those is a hospital for cerebral 
palsy children and all other ones are clinics for adults with neurological and orthopedic disability. 
 DISCUSSION
In this paper we have tried to suggest some way of use of the main features of inertial system for medical purpose. 
Possibly all three areas: diagnostic by CMA, BT and FES do not determinate active possibility of medical inertial 
system at current time and, of course, for the future. It is in spite of some well known problems with precision of 
calculated data. Hopefully, the biomechanics investigation should be coming to be common by using inertial system 
due to less cost and simpler and more convenient for practical aim. But this is not completely true for BT process. 
For BT inertial devices like “Trust-M” look too complicate and expensive compared to a gaming system on the 
market. However, it has additional feature – much better accuracy. It makes possible to use it for BT where it is 
necessary to get more motion ability for a patient. Except that the gaming systems have limited use for medical 
purposes. It is because they are developed for normal person and normal type of motion. On the other hand, 
combined system like “Trust-M” suggest important options like EMG channel and combined EMG and inertial 
(motion) channels to manage the BT process. 
The FES area appears relatively new for medical inertial systems. In our opinion, it has a lot of future development 
by force side – multiple and accruable synchronization. Otherwise, it needs some investigation and working out of 
new mathematical algorithms to use it for better synchronization.  
In this work we have tried to develop some combined inertial system to cover in one device the most active purpose 
of medical using. By this time we see one relatively negative result of such combined system: little higher weight. 
The FES method needs more power. So, separate system for CMA or BT could have three of four times less weight. 
It is price for universal device. 
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1. INTRODUCTION 
Total knee replacement (TKR) has been the main choice of treatment for advanced degenerative osteoarthritis 
(OA) of the knee over the last few decades.  While the primary aim of TKR is restoring the normal function of 
the knee joint by reconstructing the articular surfaces, the ACL is often sacrificed. With a good long-term 
survival rate, improvement of functional recovery has received much attention [1, 2].  Therefore, in evaluating 
TKR designs, it is essential to assess the functional performance of patients during the activities of daily 
living. Moreover, two main problems in total knee arthroplasty, wear and loosening, are both related to the 
relative motion and contact kinematics between the femoral and tibial components while under dynamic 
loading.  Altered knee kinematics after TKR may also change the lines of action and lever arms of the tendons 
of the surrounding muscles, affecting the dynamic function of the joint. Previous kinematic studies of TKR 
have focused on the comparisons of contact patterns, particularly roll-back phenomena, between cruciate-
retaining (CR) and posterior stabilized (PS) type fixed bearing-TKR.  From the findings, mobile-bearing 
deign was developed to improve transverse plane kinematics, namely internal/external rotation.  However, 
few studies focused on investigating the effects of mobile-bearing on kinematics of TKR during functional 
activities.   Recently, model-based 3D fluoroscopy methods were developed to accurately and non-invasively 
measure the 3D kinematics of the TKR[3].  Therefore, the purposes of the study were to compare the 3D 
rigid-body and contact kinematics between fixed-bearing and mobile-bearing designs in CR type TKR during 
non-weight-bearing (isolated active knee flexion/extension (F/E)) and weight-bearing (Sit-to-Stand (STS))
activities  using a model-based 3D fluoroscopy method.  
2. MATERIALS AND METHODS
Eleven subjects (age: 77.7±6.5 years; mass: 63.4±10.1 kg; height: 151.0±7.0 cm), who had received a 
posterior cruciate ligament-retaining mobile bearing TKR (MB-CR), and 7 subjects (age: 74.9±10.6 years; 
mass: 62.4±15.4 kg; height: 155.8±13.5 cm), who had received a posterior cruciate ligament-retaining fix-
bearing TKR (FB-CR), volunteered to participate in this study.  Each subject gave his/her written informed 
consent before the experiment, which was approved by the Institutional Human Research Ethics Committee.  
Computer-aided design (CAD) models of the TKR, including femoral and tibial components, were obtained 
from the manufacturer for subsequent registration with fluoroscopic images. Each subject was asked to sit 
with the hips abducted at about 30 degrees on an armless, height-adjustable chair and perform active knee 
flexion/extension and sit-to-stand at a self-selected speed while kinematic were measured using a fluoroscopy 
system (Advantx LCA, GE, France).  The height of the chair was set at 115% of the knee-heel distance for 
each subject.  The center of the image intensifier was adjusted to the height of the knee.
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Prior to data collection, the fluoroscopy system was calibrated for image distortions and for the position of the 
point source X-ray using a purpose-built calibration object [4]. During the tests, the fluoroscopic images were 
obtained at 30 Hz using a PCI bus frame grabber (Foresight, USA).  The 3D poses of the TKR components 
were obtained by registering their CAD models to the corresponding 2D fluoroscopy images using the WEMS 
method [5].  At each image frame, an optimization procedure was used to find the pose of the component 
whose projected image best matched the fluoroscopic image according to a similarity measure [5].  A 
projected image of a TKR component was generated by a perspective projection of the component onto the 
image plane to form an image resembling a radiograph.  The registered component pose was described 
relative to the fluoroscopy coordinate system in terms of its rotation matrix and translation vector.  The 
method was previously evaluated for its accuracy, giving means and standard deviations of errors of -
0.08±0.25 mm, 0.01±1.65 mm, and 0.1±0.33° for in-plane translation, out-of-plane translation, and all 
rotations, respectively [6].
After the registration, the positions and orientations of the femoral and tibial components were obtained.  Both 
the knee components embedded with an orthogonal coordinate system were used to calculate the joint angles
for all frames following a z-x-y cardanic rotation sequence, corresponding to flexion/extension (Flex/Ext), 
adduction/abduction (Add/Abd) and internal/external rotation (IR/ER).  The contact points were determined
as the lowest point of the femoral component relative to the plane surface of the corresponding tibial 
components.  The contact point displacement was defined as the excursion of the contact points relative to the 
initial contact points.  For comparisons between the results obtained from MB-CR and FB-CR TKR, an 
independent t-test was used with a significance level of 0.05.  SPSS version 10.0 (SPSS Inc., Chicago, USA) 
was used for all statistical analyses.
3. RESULTS 
During non-weight-bearing knee flexion/extension, MB-CR had more internal rotation than FB-CR.  Body 
weight-bearing (STS) reduced the differences in the ROM of IR/ER between FB-CR and MB-CR (p>0.05).  
No difference was found in flexion/extension and abduction/adduction components between FB-CR and MB-
CR (Fig.1).  Different contact patterns were found between MB-CR and FB-CR.  Lateral contact points for 
FB-CR were more anterior than those in MB-CR during non-weight-bearing activity.  Body weight-bearing 
helped reduce the differences in contact positions since the significant difference were not found between 
TKR designs (Fig. 2).  From the displacements of the contact points, forward sliding was observed for both 
the MB-CR and FB-CR in the medial compartment.  Less forward sliding was observed for MB-CR in lateral 
compartment during non-weight-bearing activity, but the phenomena were less pronounced during STS (Fig. 
3).
4. DISCUSSION AND CONCLUSION
MB-CR TKR was found to produce greater axial rotational angles that were closer to those of the normal knee 
when compared to the FB-CR TKR.  More anterior contact positions were found in the group of the FB-CR
TKR in the transverse plane, particularly in the lateral compartment, when compared to MB-CR TKR.  The 
existence of more anteriorly displaced contact positions (forward sliding) during flexion appeared to be 
responsible for the anteriorly directed lines-of-action and lever arm lengths of the patellar tendon in TKR.  
This may increase the anterior instability of the TKR and patellofemoral contact forces during extending 
activity at high flexion angles. Forward displacement of the tibiofemoral contact points during flexion was 
found more in the FB-CR TKR than in MB-CR TKR.  This may attributed to the rotatable insert in the 
mobile-bearing design.  When the knee flexion angles increased, the insert ideally rotated externally, thus 
decreasing the forward sliding of the lateral compartment of the femoral component in the MB-CR TKR.  The 
anterior sliding of the medial compartment of the femoral component relative to the tibial component which 
was found in both MB-CR and FB-CR TKR were very different from those in the normal and ACLD knees.   
Body weight-bearing during closed chain activity (STS) reduced the kinematic differences between MB-CR 
and FB-CR, suggesting that, with more degrees of freedom as a result of ACL removal, external and muscular 
forces had greater influence on the TKR kinematics than the surface kinematic design of the prosthesis 
components. The results of the study may be helpful for the improvement of the design of total knee 
replacements and rehabilitation following TKR. 
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Figure 1.  Means and standard deviations of adduction/abduction (Add/Abd) and internal/external rotation 
(IR/ER) angles of the knee with respect to the knee flexion angles for the MB-CR (gray solid lines) and FB-
CR (black dash lines) TKR.  Stars mark the significant differences of values obtained from the two 
PHDVXUHPHQWVWKHVLJQLILFDQFHOHYHOZDVVHWWRĮ 
Figure 2.  Means and standard deviations of the positions of the conact points in anterior/posterior direction 
with respect to the knee flexion angles for the MB-CR (gray solid lines) and FB-CR (black dash lines) TKR.  
Stars mark the significant differences of values obtained from the two measurements; the significance level 
ZDVVHWWRĮ 
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Figure 3.  Means and standard deviations of the displacements of the conact points in anterior/posterior 
direction with respect to the knee flexion angles for the MB-CR (gray solid lines) and FB-CR (black dash 
lines) TKR.  Stars mark the significant differences of values obtained from the two measurements; the 
VLJQLILFDQFHOHYHOZDVVHWWRĮ 
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1. Introduction 
Rotator cuff tears are ranked amongst the most common musculoskeletal injuries, 
afflicting approximately 20% of the population [1]. Surgery is often performed,
followed by a period of shoulder immobilization by means of an orthosis. The 
purpose of the immobilization is to protect the integrity of the repair during the 
immediate post-operative period.
There is, however, no consensus about the best postures for post-operative 
shoulder immobilization. Minimizing passive tension in the repaired tendon(s) 
during the immediate post-operative period could protect the repair and improve 
the potential for healing. The postural dependence of tension in the supraspinatus 
following repair has been investigated [2, 3], with arm abduction found to lead to a 
decrease in passive tension. These studies were limited to isolated supraspinatus 
injuries; however, supraspinatus tears also occur concomitantly with infraspinatus 
and/or subscapularis injuries [4]. The dependence of passive tension on shoulder 
posture is unclear in these complex conditions due to the differing actions of the 
muscles. The purpose of this study was to develop a method to estimate optimal 
post-operative shoulder immobilization postures for simulated rotator cuff tears 
involving more than one muscle, and subsequently apply the method to tears of 
supraspinatus and infraspinatus.
2. Method
A musculoskeletal model of the shoulder complex (AnyBody Technology A/S, 
Denmark) was simplified for this study to incorporate just the scapula, humerus and 
rotator cuff muscles. Six muscle paths were used to represent each of the four 
rotator cuff muscles, namely supraspinatus (SS), infraspinatus (IF), subscapularis 
(SB) and teres minor (TM). Each muscle path was represented by a Hill-type 
muscle-tendon actuator, based on musculoskeletal parameters given in [5].
Tears of varying severity were simulated by reducing the tendon lengths of the 
repaired tendons by 0 to 20 mm, in 5 mm increments. The reduction in tendon 
length or gap length represented retraction of the musculotendinous unit as a result 
of the tear and also tendon removal during surgery. It was assumed that the 
orthosis compensates for the effect of gravity, and therefore that there was no 
activation of the rotator cuff during immobilization. As such the tension was 
assumed to be solely passive tension, due to lengthening of the musculotendinous 
unit. As the cross-sectional areas of the rotator cuff tendons differ, the passive 
tension was converted to passive stress to allow comparison between tendons.
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An optimal posture, given by three glenohumeral joint angles, namely plane of 
elevation (șPE), elevation (șE) and rotation (șR), was defined as one in which 
1) stresses in the repaired tendons are minimized to protect the repair; 2) elevation 
of the humerus is minimized to ensure the resulting posture is practical; 3) stresses 
in the uninjured tendons are maintained below an upper limit to ensure integrity of 
these tendons; and 4) the posture of the humerus is within anatomical limits. The 
fminimax function (MATLAB, The Mathworks Inc., USA) was used to find the
postures that minimized the maximum of the stresses in the repaired tendons and 
a normalized angle of humerus elevation, subject to constraints on the stress in the 
uninjured tendons and the glenohumeral joint angles. To allow for better 
visualization of the results complete upper limb configuration was determined, 
assuming elbow flexion of 90° and the scapulohumeral rhythm of [6].
3. Results
For tears involving supraspinatus and infraspinatus the optimal post-operative 
shoulder immobilization postures were with the humerus elevated and externally 
rotated (Table 1 as illustrated by Fig. 1). Elevation angle increased with gap length 
from 21° to 45°, while external rotation decreased slightly from 23° to 18°. For short 
gap lengths of 0-10 mm the plane of elevation was close to the scapular plane (4° -
7° posterior to scapular plane), while for longer gap lengths of 15-20 mm the plane 
of elevation was substantially posterior to the scapular plane (27° - 30° posterior to 
scapular plane).
Figure 1.  Optimal post-operative immobilization postures for supraspinatus/infraspinatus tears of varying gap 
length. 
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Table 1.  Optimal post-operative immobilization postures and resulting tendon stress and tension for 
supraspinatus/infraspinatus tears of varying severity.
Gap length Glenohumeral angles 1șE Stress Passive Tension
(mm) (°) (°/cm2) (N/cm2) (N)
șPE șE șR IF SS IF SS
0 -7 21 -23 34 7 33 3 16
5 -5 28 -21 45 28 45 14 22
10 -4 37 -18 59 59 59 29 29
15 -27 44 -18 71 98 98 49 49
20 -30 45 -18 72 168 168 83 83
Nomenclature: 1șE normalizHGHOHYDWLRQDQJOHșPE SODQHRIHOHYDWLRQșE HOHYDWLRQșR rotation, 
IF infraspinatus, SS supraspinatus.
4. Discussion
A constrained minimax algorithm was utilized with a musculoskeletal model to 
estimate optimal shoulder immobilization postures following simulated surgical 
repair of rotator cuff tears. Within this study the optimal posture was defined as one 
in which the stresses in the repaired tendons, and the angle of humerus elevation 
were minimized. Limiting the stresses in the repaired tendons reflects the need to 
protect the repair, while minimizing the angle of arm elevation ensures the obtained 
posture is practical for the autonomy of the patient. Use of a minimax algorithm 
effectively balanced these competing criteria. This advantageous balancing
property of minimax algorithms was also identified by [7] when using the algorithm 
to estimate muscle recruitment.
For supraspinatus/infraspinatus tears the optimal post-operative shoulder 
immobilization postures were with the humerus elevated and externally rotated. 
These finding are in line with those of [2] who found passive force in the 
supraspinatus to decrease with humerus elevation and external rotation. The 
inclusion of an infraspinatus injury is thought to account for the plane of elevation 
becoming more posterior to the scapular plane for large gap lengths.
The method led to solutions that did not overstress the repaired tendons. For all 
gap lengths the tensile forces in the injured tendons were below 83 N, a value that 
is below reported pull-out forces for suture repairs [8]. Thus integrity of the repair is 
expected to be preserved in all of the obtained postures.
The solutions obtained also represented feasible immobilization postures. The 
maximum glenohumeral elevation angle obtained of 45° represents a
thoracohumeral elevation angle (elevation of humerus relative to thorax) of 106°,
assuming the scapulohumeral rhythm given by [6]. This thoracohumeral elevation 
angle is similar to that of typical orthoses, for example the Omo Immobil orthosis 
produced by Ottobock.
In conclusion, the optimization method described in this paper was successfully 
applied to tears involving supraspinatus and infraspinatus. The method could be 
used to guide prescription of shoulder immobilization postures for various injuries 
and therefore represents a step forward in the rehabilitation of rotator cuff injuries.
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1. INTRODUCTION
Excessive anterior cruciate ligament (ACL) force and distorted joint surface motion (kinematics) are 
components of tibiofemoral joint mechanics hypothesized as links to ACL injury and osteoarthritis (OA) [1].
Several studies have investigated ACL injury mechanisms and gender differences by examining in vivo 
kinematics of anterior tibial translation and tibiofemoral joint surface rolling and sliding using a 2D geometric 
computational tibiofemoral joint model during weight bearing and non-weight bearing activities in healthy 
and ACL injured knees [2]. The geometry of the tibiofemoral joint is complex and asymmetric within 
individuals and may also differ between genders [3]. In the current study, relative motions of the tibiofemoral
joint articular surfaces were analyzed by quantifying rolling and sliding of the femur condyles relative to the 
tibia condyles using both a generic model (GM) and a subject specific model (SSM). The characteristic 
rolling and sliding of the femoral condyles relative to tibial condyles were compared between the GM and 
SSM and between male and female subjects.
2. METHODS
Eighteen healthy adults, 9 men and 9 women, participated in this study (age 27.5±6.5; height 171±9 cm; body 
mass 78.7±19.3 kg). Before testing, all subjects signed informed-consent forms approved by the Washington 
University Human Studies Committee. A computed tomography (CT) scan of the right knee of each subject 
was obtained and analyzed according to an IRB approved research protocol. Conversion of tibiofemoral joint 
CT image data to triangulated surface models was performed using Materialize Mimics software version 13.1 
(Materialize Inc., Belgium). The data were filtered using a median filter with a radius of 1 to reduce 
nonstructured image noise and the femur and tibia were segmented (isolated from surrounding soft tissues) 
using morphological and connected components segmentation. The segmented masks were converted to 
triangulated surface models and then were loaded into Geomagic Studio software version 12 (Geomagic, Inc., 
USA) for landmark identification. 6XEMHFWV¶ IHPXU JHRPHWULF GLPHQVLRQVZHUH GHWHUPLQHG IURP  VNHOHWDO
landmark locations identified on CT scans of the lateral femoral condyle (LC) and medial femoral condyle 
(MC) using methodology developed in earlier research [3]. The skeletal landmarks were used to define 2 
planes that bisect the LC and MC, respectively (Fig. 1a). The defined surfaces of both the lateral and medial 
condyles were used to derive the necessary measurements to individualize the curvature geometry for each 
subject. For the SSM, femoral curvature geometry was represented by continuous curves for the LC and MC,
respectively, as measured from CT derived volumetric images of the femur. Proportions (percent) of rolling 
and sliding were used to describe the relative motion of the articular surfaces of the tibiofemoral joint in this 
study. Analysis was performed in the sagittal plane by projecting the 3D continuous curves of LC and MC 
onto the sagittal planes. A 2D knee model [2], using a 2-cm radius and 4-cm radius circular arcs connected 
with an elliptical curve, served as the GM (Fig. 1b) for comparison to the SSM which consisted of a LC and a 
MC.
Kinematic data for sit to stand was collected using a Vicon motion capture system (Vicon Motion Systems, 
Oxford, UK). Subjects were recorded during sit to stand from a chair without using their arms. Each trial was 
analyzed for knee joint excursion from sitting through full standing by using both the SSM and the GM. The 
arc length (Sf) between two successive contact points on the femoral condyle convex surface is given by:
dRS f ,
where R is the radius of curvature and is the knee flexion angle. The amount of relative displacement (St)
between the femoral condyle and the proximal tibial, which is calculated as the arc length between two 
successive contact points on the tibial surface, is given by:
drRS icrt )( ,
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where ricr is the distance from the instantaneous center of rotation location to the femoral contact point. The 
percentage of rolling was determined by the formula:
%100
)(
%
tff
f
SSS
S
rolling .
The SSM calculates percent of rolling and sliding of the articular surfaces for both LC and MC based on 
measured curvature geometry for individual subjects. The 2-cm radius and 4-cm radius circular arcs 
connected with an elliptical curve (Fig. 1b) were used for all subjects in the GM in calculating percent of 
rolling and sliding of the articular surfaces.
a. Subject specific knee model b. Generic knee model
Figure 1.  Femoral curvature geometry of knee models
3. RESULTS AND DISCUSSION
All trials were processed individually and data were normalized as percent of activity. ANOVA was used for 
the analysis of differences of peak percent rolling, timing of peak percent rolling, and mean percent rolling 
from start to end of trial between genders and models. For both models, percent rolling reached peak values 
earlier for females than males (Tab. 1 and Fig. 2). The mean percent rolling for males are significantly higher 
(p < 0.05) than females for both the SSM (LC and MC) and GM (Tab. 2). As expected, both models
demonstrated wide variations among subjects of both genders, especially in the first half of the sit to stand 
movement. The GM and SSM differed significantly for both peak and mean % rolling. Males and females had
significantly different results for time of % rolling peak, % rolling peak and mean % rolling. No significant 
interaction effect was found (Tab. 3). We believe further study with a larger sample size is merited to increase 
the power of the statistical analysis. The small sample size in this study may have limited the strength of the 
statistical results.
Table 1.  Mean values of peak of %Rolling and timing (% of trial) during sit to stand of SSM and GM
Table 2.  Mean %Rolling of sit to stand for male and female subjects from start to end of trial
Gender GM
SSM
LC MC
Male 48.19 2.82 46.54 3.62 55.18 3.55
Female 43.68 5.78 39.37 7.26 49.28 6.71
Gender
GM LC SSM MC SSM
% of trial %Roll % of Trial %Roll % of Trial %Roll
Male 46.68 10.45 83.63 12.18 45.44 10.52 67.01 10.91 52.54 9.81 80.54 11.09
Female 37.02 10.17 77.66 16.67 39.79 9.90 54.10 17.69 40.69 8.59 68.03 17.33
1
3
6 4
7
9
3DAHM2012
204
Figure 2. Comparison of percent rolling during sit to stand for the GM and for 
the SSM LC and MC of female and male subjects
Table 3.  P-values for ANOVA Comparing GM and SSM and Gender
Source % of Trial at Peak Peak %Roll Mean %Roll
Model 0.308 0.000* 0.000*
Gender 0.001* 0.006* 0.000*
Model*Gender 0.638 0.687 0.702
* Significant values
4. CONCLUSIONS
The subject specific knee model was able to quantify rolling and sliding of both the LC and MC relative to the 
tibia. Further study is needed to investigate and explain the factors that contribute to the gender differences in 
knee kinematics and its relations to ACL injury and OA
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A musculoskeletal model for the shoulder 
complex
(Dynamic simulation of different Scapulo-Humeral Rhythms)
Frigo C. 1, Pavan EE. 1
1 Dept. of Bioengineering, Politecnico di Milano, Milan, Italy
A musculoskeletal model is presented that allows to estimate motion of different shoulder components 
based on joint constrains and actuators. The effect of shoulder muscle weakness was simulated 
dynamically by an hypothesis of reduced shoulder abduction moment. It has been shown that clavicle 
movement can partially compensate and help recovering the scapulohumeral rhythm. This confirms 
the need of a sophisticate neuromotor control of the shoulder complex.
Keywords-musculoskeletal models; dynamic simulation; shoulder; scapolohumeral rhythm
1. Introduction 
Scapulohumeral rhythm (SHR) is defined as an automatic relationship between the 
glenohumeral (GH) motion and the scapular (Sc) abduction. The study of this 
relationship can provide insight into to neuromuscular control of movement [1,2].
Usually it is considered that humeral motion predominates at lower levels of arm 
elevation and scapular motion predominates at higher levels. A reasonable 
explanation is the need to enhance the range of motion of the arm with respect to 
the limits imposed by the GH joint. However the intimate mechanism of this 
phenomenon is not yet well understood. To analyze the relationship between arm 
elevation, Sc abduction and Clavicle (Cl) movements, an anthropomorphic 
musculoskeletal model has been implemented which allows us to dynamically 
simulate different situations.
2. Method
Model development
Our biomechanical musculoskeletal model was developed on the basis of 
consolidated knowledge about shoulder functional anatomy [3]. Five functional 
joints are usually identified, namely: the glenohumeral, the scapulothoracic, the 
acromioclavicular, the sternoclavicular, the sub-deltoideus joint. Actually, the 
scapulothoracic and the sub-deltoideus joints are not really joints in a anatomical 
sense, but rather anatomical structures, muscles and ligaments, aimed at 
constraining the relative movement of scapula in relation to trunk and humerus in 
relation to shoulder girdle respectively. To simulate the scapulothoracic constrain, 
the back surface of the rib cage was modeled as a portion of a torus, vertically 
oriented, that was obtained by a two bar linkage: one bar was attached to the 
thorax, in a forward position, and was allowed to rotate around a horizontal axis; 
the second bar was attached at the free extremity of the first one and was allowed 
to rotate horizontally. The free extremity of this second bar thus describe a torus 
surface, having the major radius as the sum of the length of the two bars, and as a 
minor radius the length of the second bar. The scapula was attached to the 
extremity of the second bar and was allowed to rotate around an axis that was 
perpendicular to its own laying plane. A further hinge was applied to allow the Sc to 
bend in relation to the tangent plane of the torus. In this way the acromion can be 
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attached to the clavicle (acromio-clavicular AC joint) while preserving the Sc 
constrains (Fig.1).
Figure 1.  The biomechanical model. Left: whole body. Right: details of the left shoulder.
The sub-deltoideus joint was not specifically modeled, as the resulting constraint
was implicit in the definition of the glenohumeral joint. This joint, that can be 
functionally approximated to a spherical joint, was created by linking three mutually 
orthogonal hinges: one representing the elevation plane orientation, around the 
vertical axis, the second representing the elevation movement angle (horizontal 
axis), and the third representing the internal/external rotation of the humerus along 
its longitudinal axis. The Cl was connected to the sternum through two single axis 
hinges: one oriented vertically, to allow protraction/retraction, and the second 
oriented horizontally, to allow elevation/depression. The AC joint was modeled as a 
simple 3 degrees of freedom spherical joint. The rest of the upper limb was 
composed by the elbow, forearm, wrist and hand. It is not described here because 
it is out of the objectives of the present study.
Muscles of the shoulder girdle that have a relevant role for the upper limb function 
are numerous and difficult to schematize. In our model the widest ones have been 
splitted into the more representative components and represented as a linear 
element joining the origin and insertion points (see Fig.1). For example the 
trapezius was splitted into upper, middle and lower portion; serratus was splitted 
into upper, middle, and lower portion; deltoid into clavicle, acromion, and spinal 
portion. A via-point was implemented to keep the line of action of the acromion 
component of the deltoid muscle on the lateral side of the glenohumeral joint.  
Other muscles were just considered as single elements: superspinatus, 
infraspinatus, infrascapular, teres minor. Each of these linear elements could be 
looked at as a meter, able to provide the distance between origin and insertion 
points, the muscle length.
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Animation of the model
All the joints represented in the model can be activated by a motor that controls 
either the joint angle or the joint torque. To simulate a free hinge the motor torque 
is set to zero; to simulate a rigid joint the angular velocity is set to zero. In all other 
situations the control law can vary. 
The movement analyzed in the present study was just the arm elevation where the 
GH joint moved at an angular velocity of 90°/s. The Sc abduction was instead 
realized by applying an abduction moment to the scapula. The Cl was moved at 
different elevation angle velocities to see the effect of the clavicle movement on the 
SHR [4].
Figure 2.  Upper curves: elevation of the glenohumeral joint as a function of the arm elevation. Lower curves: 
elevation of the scapula (scapula abduction angle) as a function of the arm elevation. Different curves 
correspond to clavicle still (0°/s) and clavicle elevation at 3, 5, 7 °/s.  The rotation moment applied to the 
shoulder was respectively equal to the glenohumeral moment (ShM=GHM) and 0.8 of the glenohumeral 
moment (ShM=0.8 GHM).
3. Results
Figure 2 shows the main results of our dynamic simulation. When the abduction 
moment was equal to the GH moment (ShM=GHM) a realistic SHR was obtained 
even if the Cl was still. The arm elevation achieved 160°. When the abduction 
moment was reduced to 80% of the GH moment (ShM= 0.8 GHM) the SHR was 
disrupted, and the GH joint achieved it limit (approximately 105°) with an arm 
elevation of less than 120°. We then applied progressively higher elevation 
velocities to the clavicle, and observed a recovery of the SHR, which in turn 
allowed to achieve 130°, 137°, 145° of arm elevation, with respectively 3°/s, 5°/s, 
7°/s of Cl elevation velocity.
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4. Discussion
In accordance with previous studies, our work has shown that a tight relationship 
exists between motion of GH joint, Sc, and Cl. The SHR can be easily disrupted if 
the Sc stabilizer muscles are not able to apply the required abduction moment. The 
Cl movement can, to some extent, help overcoming the muscle deficit. This 
requires that at list the Cl elevator muscles are relatively efficient. However the 
coordination of all these three active components is fundamental for proper 
functioning. Musculoskeletal modeling seems to be an adequate tool to go deep in 
these complicated mechanisms, allowing to better understand not only the 
biomechanical aspects of shoulder function but also the neurological implications.
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Can physical activity level affect external 
mechanical work or energy cost of treadmill 
walking of healthy adults?
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1. INTRODUCTION 
Many subjective factors can affect energy cost (V’O2max, [7]; maximal strength and flexibility, [3]) and 
mechanical work (stride frequency, [6]) of walking. To our knowledge, no studies have been conducted to 
investigate if the level of daily physical activity (PAL) can affect external mechanical work (WEXT) and net 
energy cost (NetEC) of treadmill walking. The aim of the study was to analyse the relation between NetEC and 
WEXT with PAL. 
2. MATERIALS AND METHODS
20 healthy adults were recruited in the study and were classified as inactive (INACT) and active (ACT) 
according to the amount of daily moderate and vigorous physical activity (MVPA). Main characteristics are 
summarized in Table 1.  
Table 1.  Descriptive statistics of the analysed subjects expressed as mean ± standard deviation. 
 ACT (n=10) INACT (n=10) TOT (n=20) 
Age (yr) 27.3±5.1 27.0±2.9 27.2±4 
BMI (kg/m2) 22.0±1.7 22.8±2.1 22.4±1.9 
RMR (kcal/day) 1830±323 1687±168 1758±261 
V’O2max (mLO2/kg/min) 43.6±4.9 40.3±7.2 42±6.2 
MVPA (min/day) 109±42 40±14 74±46 
NetEC (obtained from GrossEC– Standing metabolic rate) was analysed with indirect calorimetry (K4b2,
Cosmed, Italy) and simultaneously, a kinematic analysis  was performed with an optoelectronic system 
(SMART-E, BTS, Italy) to calculate WEXT during 3 bouts of treadmill walking of 10 min each at 0.97/1.25/1.53 
m/s. To assess PAL, subjects wore an activity monitor (Actiheart, CamNtech, UK) for a whole week, inferring 
time spent in sedentary (SED, <1.5 METs), or moderate to vigorous (MVPA, >3 METs) physical activity.  
Statistical Analysis: One-way ANOVA was performed to evaluate differences between ACT and INACT. A 
repeated measure ANOVA (2x3) was used to determine differences between velocities. An ANCOVA 
analysis was made to find out associations between NetEC and WEXT with PAL. The correlation analysis was 
performed to investigate relationships between variables. Significance was set at p<0.05.  
3. RESULTS
When compared with INACT, ACT had a significantly higher amount of MVPA (P<0,0001). No group 
differences were observed for SED behaviour (Table 2). 
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Table 2. Differences between groups 
Physical activity parameters ACT INACT p-Value
SED (min/day) 626±74 680±96 N.S.
MVPA (min/day) 108.5±41.6 40.4±13.5 <0.0001
NetEC increased significantly at all velocities, except for speed from 0.97 to 1.25 m/s. On the contrary, WEXT
decreased significantly when velocities grow up, excluding speed from 1.25 to 1.53 m/s (Fig.1-2). 
Figure 1. Differences of net energy cost, active versus inactive and between velocities (*p<0.05)
Figure 2. Differences of mechanical external work, active versus inactive and between velocities (*p<0.05) 
No significant associations were found between MVPA or SED with neither NetEC nor WEXT. Significant 
correlations between NetEC or WEXT calculated at the different speeds were found (r>0.583; p<0.01; Table 3).  
Table 3-Correlations of net energy cost and mechanical external work 
NetEC r p-Value
0.97 vs 1.25 m/s 0.913 <0.001 
0.97 vs 1.53 m/s 0.913 <0.001 
1.25 vs 1.53 m/s 0.957 <0.001 
WEXT r p-Value
0.97 vs 1.25 m/s 0.822 <0.001 
0.97 vs 1.53 m/s 0.583 <0.01 
1.25 vs 1.53 m/s 0.700 <0.01 
*
*
*
*
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4. DISCUSSION
Our data indicate that ACT and INACT adults differ for MVPA but not for SED patterns. For both groups it is 
extremely important to reduce SED behaviour regardless of performed activities in order to prevent 
cardiovascular diseases [1]. It is well established that a U-shaped relationship between NetEC and walking 
speed exists [4]. Our values are substantially in agreement with literature [5;8], even if the U-shaped trend is 
not visible, probably due to the different number of tested speeds (we have only 3 speeds vs. 4-6 of literature). 
In addition, different treadmills, metabolic charts and ways to calculate resting metabolic rate may partially 
explain the variability in the trends. Reference [2] showed that WEXT reaches a minimum at a speed near the 
preferred walking speed: before and after this threshold, WEXT increases. The absence of significance between 
1.25 and 1.53 m/s indicates that our minimum value may be positioned around these speeds. Probably, adding a 
higher velocity, closer to the preferred walking speed of our subjects, an increase in the values will appear. The 
absence of associations may be explained by a small sample size and speeds eliciting a V’O2 corresponding to 
very light/ light activity intensities [1]. Significant correlations between NetEC or WEXT at the three different 
speeds suggest that subjects motor patterns during walking persist even with increasing speeds. 
In conclusion, neither SED nor MVPA seem to influence NetEC and WEXT of light intensity treadmill walking 
in a healthy adult population. 
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Markerless analysis of double pooling 
techniques in cross-country sit-ski athletes 
during competition
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A study of the poling gesture in cross country sit skiers had been implemented based on a markerless 
stereo-photogrammetric analysis of videos recorded during the Vancouver 2010 Winter Paralympic 
Games. Comparisons of several athletes underline the different strategies used for propulsion, related 
to the disability and the residual motor potential. The results let to assess the feasibility of 
biomechanical studies of the DP gesture of CC disabled sit-skiers during competition. 
Keywords: markerless motion analysis, cross-country, sit-skiers, Paralympics. 
1. INTRODUCTION 
In paralympic cross-country (CC) skiing athletes that cannot compete in a standing position use a sledge 
mounted on two traditional skis and propulsion is achieved by means of two standard poles, with both arms 
pushing symmetrically on the poles, similarly to the double poling (DP) technique adopted by standing 
athletes [1-5] under fast conditions. Several biomechanical studies of double poling in able body subjects have 
focused on the analysis of cycle characteristics from 2D videos analysis [6-8] and more recently also pole 
force measurements were performed [2,9-11]. DP is typically considered primarily an upper body exercise; 
however, in able body skiers legs provide the main energy source [2,9,12,13] as hip, knee and ankle joints co-
activation enables the skiers to use body mass to increase the poling force. As a matter of fact, recent research 
results [14,15] allow to state that it may not be possible to extend results obtained with stand-up athletes to 
evaluate sit-ski biomechanics, because stand-up athletes activate musculature that the sit-ski athletes with 
paraplegia or amputation are unable to activate.  
To the best of authors' knowledge, no research on sit-skiing double poling technique of disabled athletes had 
ever been performed. The specific aim of the present study was to perform a biomechanical analysis of the 
double poling technique developed by Paralympic cross-country sit-skiers during the contests of the 2010 
Winter Paralympic Games in Vancouver. 
For able body athletes traditionally a functional evaluation in laboratory is preferred to a field test; this choice 
is strongly reinforced due to the climatic and environment contest in which CC usually is performed (i.e. cold 
temperatures, inclinations, and snow conditions). This explains the few in the field and during competitions 
studies [11,16]. Considering that there are no biomechanical studies on sit-skiers and that the push gesture is 
strongly influenced by the technical capabilities of the skiers' and by snow conditions the authors considered 
important to start from a kinematic analysis of elite disabled athletes during field competitions. Although this 
choice limits the variables that can be measured, it will allow a transfer of the analysis to the laboratory in the 
future, where more kinematics, kinetics and physiological variables can be measured, checking the specificity 
of the gesture that can be only detected in the field. Furthermore, the choice of an important international 
competition context makes things more complicated, but on the other hand allows observing a good number 
of elite athletes at the best of their performances. 
In this paper the feasibility of a marker-less kinematic analysis based on videos captured during competitions 
is demonstrated and results on a kinematic analysis during sprint competition are discussed. 
2. MATERIAL AND METHODS
This research was accomplished during the 2010 Paralympic Games in Vancouver, with the approval and 
support of the International Paralympic Committee (IPC). To capture the pushing gesture kinematics, 
researchers setup on the competition trails a marker-less stereo-photogrammetric acquisition system based on 
synchronized digital cameras with a frame rate of 90 fps. In this paper performances obtained during 1 km 
sprint race will be discussed. Due to logistic reasons in this case only one camera was placed on a rectilinear 
segment with a slope of 2% and it was located perpendicular to the traces. Due to the international 
competition contest no markers were placed on the athletes’ snow suits nor on their equipments. Subjects 
were filmed in the sagittal plane and later on a 2D kinematic analysis was performed. As a matter of fact, DP 
motion for sit-skiers, similarly to what happen for standing athletes [12], is basically a 2D gesture that takes 
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place mainly in the sagittal plane, hence significant information can be in any case withdrawn from a 
kinematic analysis in that plane. 
Subjects 
Athletes were filmed during the sprint race (qualification, semi-final and final laps) at the 2010 Paralympic 
Games in Vancouver. CC sit-skiers athletes are divided into classes, based on different ranges of disability 
related to trunk control. They can vary from the LW12 class (athletes eligible for this class have normal trunk 
muscles, near to normal hip flexion and normal buttock sensibility), to the LW10 one (athletes eligible for this 
class have no functional abdominals or extensors and no buttock sensibility) with other three intermediate 
classes: LW10.5, LW11, LW11.5 [17]. All the cross country sit-skiers were considered eligible to be filmed.  
Kinematics 
Biomechanical model consisted of seven anatomical points, corresponding to the head temple, shoulder, 
elbow, wrist, hip, knee and ankle left joints; besides technical additional points were added: three to identify 
pole and one for the sledge. All the points were projected on the sagittal plane for the 2D analysis. 
Elbow angle was defined as the relative angle between arm and forearm (0° when forearm is bended on upper 
arm), shoulder angle was measured between trunk and arm (0° when limb is aligned with trunk), while trunk 
and pole angles were measured with respect to the ground vertical axis. 
Data analysis 
Reference points were semi-automatically tracked frame-by-frame on video images and their coordinates in a 
world reference frame were evaluated. Besides the coordinates of the single markers, the following additional 
variables were calculated: sledge velocity, trunk, shoulder and elbow angles and pole inclination. 
For semi-finalist and finalist athletes more than one push gesture was recorded, one for each bout. They had 
been compared, but no average value can be calculated, as snow and weather conditions changed from one 
bout to the other. Kinematics coordinates were smoothed using a moving average filter with radius 2 frames. 
3. RESULTS
Analyzed video sequences were referred to 50 subjects: 35 men (aged 36.9 ± 8.9 years), and 15 women (aged 
34.3 ± 8.6 years); among them all the medalists were present.  
Two types of results are hereafter reported. The former is related to the time progression of the DP gesture 
and an example of the performed analysis is reported in Fig. 1. In particular Fig. 1a shows the stick diagram 
of a DP cycle in the sagittal plane for a LW10 athlete. The lower dots are the positions in sequence of the 
sledge technical point. Stick models have been drawn one out of six frames. Axes actually represent the world 
reference frame. X axis origin has been assumed coincident with the position of the sledge reference point at 
the maximum wrist vertical ground elevation. Figs. 1b-g show graphs of main dependent variables changes 
during the push cycle. The variables are: sledge velocity, elbow, shoulder and trunk angles, wrist y and pole 
angle. Wrist y represents the vertical ground elevation of the wrist reference point with respect to the local 
snow level. The variable pole angle is represented with a solid line when the pole is planted into the snow and 
with a dotted line when it is not. Time t = 0 s has been assumed at the maximum wrist vertical elevation. 
Another type of results (Fig. 2) shows the biomechanics of the DP gesture with respect to a reference frame 
set in motion with the sledge. Wrist, elbow and shoulder trajectories are reported in Fig. 2a for the same 
previous athlete in blue, green and red respectively; markers superimposed to the trajectory refer to the DP 
cycle phases. Fig. 2b-d refer to athletes belonging respectively to LW11, LW12 (bilateral amputee) and LW12 
(monolateral amputee) classes. 
4. DISCUSSION
The DP gestures of several athletes, typical of different classes can be compared. Athletes have a variety of 
residual motor functions, sitting postures and sledge fastening devices that influence the push gesture which is 
the result of a complex interaction of trunk flexion, shoulder and elbow swings. The wide range of residual 
functions of the athletes, of their training and equipment, together with the few subjects belonging to each 
single class, did not enabled a significant statistical data processing. 
Based on the observations of the DP kinematics for different sit-skiers authors suggest a definition of the 
poling cycle separated into three phases: poling phase (PP), transition phase (TP) and recovery phase (RP). 
These phases are slightly different from the ones proposed in [9]. Referring as an example to the DP cycle 
reported in Fig. 1, the three phases are hereafter defined. The PP starts with the maximum body and arm 
extension, assumed at the maximum wrist ground elevation instant (Fig. 1d t = 0 s). The end of the PP is 
identified with the maximum velocity achieved by the sledge (Fig. 1b t = 0.3 s). 
A decrease of the elbow angle in the first part of the PP, before the pole plant, and afterwards an elbow 
extension during pole plant can be observed (Fig. 1c). The TP starts with the conclusion of the PP and it ends 
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Figure 1. DP cycle of a CC sit-skier: a) stick diagram with respect to ground reference frame; b) sledge 
velocity; c) elbow angle; d) wrist vertical ground elevation e) pole angle; f) shoulder angle; g) trunk angle. 
with maximum elbow extension (Fig. 1c t = 0.35 s). In this phase the pole tip is not anymore in contact with 
the snow and an antero-posterior arm swing is performed (Fig. 1f). Finally the RP starts with the conclusion 
of the TP and it ends with the beginning of the PP of the following DP cycle. At the beginning an antero-
posterior rotation of the shoulder (Fig. 1f t = 0.35÷0.46 s) with an elbow flexion (Fig. 1c t = 0.35÷0.46 s) can 
be pointed out, afterwards an upper anterior extension of the arm is present (Fig. 1c and 3f). During the DP 
cycle, besides an arm movement, a trunk oscillation can be observed (Fig. 1g), with a maximum almost at the 
end of the PP and a minimum value approximately in the middle of the RP. 
Biomechanics of the LW10 athlete DP cycle is summarized in Fig. 2a where cyclic motion trajectories of 
shoulder, elbow and wrist with respect to the sledge reference system are traced. PP onset, symbolized by 
circular markers, is at the maximum wrist ground elevation. Squared and triangular markers stand for the end 
of the PP and the beginning of the RP respectively. Analysis of biomechanics of the DP gesture for athletes 
belonging to different classes is inferred from the comparison of Fig. 2a-d.  
Figure 2. Wrist (blue), elbow (green) and shoulder (red) trajectories during the push gesture with respect to a 
reference frame set in motion with the sledge of: a) LW10, b) LW11; c) LW12 (bilateral amputee); d) LW12 
(monolateral amputee) athletes. 
PPRP RPTP
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b
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The trunk Range of Motion (RoM) for athletes LW11 and LW12 with mono-lateral amputation (Fig 2b and d) 
is larger than the RoM for athletes LW10 and LW12 with bilateral amputation (Fig. 2a and c); as a matter of 
fact the latter have functional limitations due to muscular lacks and unbalance on the sledges. Moreover it is 
noticeable that athletes of lower classes (LW10, LW11) at the end of the PP and during the TP (i.e. closed to 
the squared and triangular markers) reach a back extension of the wrist with respect to the hip smaller than 
athletes classified in the highest classes. Trunk flexion is important to allow shoulder and elbow not to work 
in an extreme position and hence to generate a greater force and to limit fatigue. Furthermore the trunk motion 
contributes also to the effectiveness of the push allowing a better control of the poles inclination. As a matter 
of fact pole forces are transmitted through each pole, but only the horizontal component is helpful to the 
propulsion. The most effective pushing position is achieved when the pole is inclined towards the horizontal; 
to get into such positioning trunk flexion combined with shoulder and elbow extension are required. 
The presence of abdominal muscles is effective for force generation and represents a big difference between 
athletes that have no functional abdominals or extensors (in general paraplegics with high lesion) with respect 
to the ones for which this function is only partially absent or is totally integer. For athletes lacking of these 
functions trunk flexion is obtained thanks to the gravity force, while extension is obtained by compensation 
mechanisms that exploit head, arms and upper trunk inertia. Besides, the absence of abdominal and extensor 
muscles influences also the sledge shape and the seat posture: straps and curled-up legs limit the trunk flexion. 
In conclusion, the results and the analyses inferred let to assess the feasibility of biomechanical studies of the 
DP gesture of CC disabled sit-skiers in the field. The knowledge of the gesture specificity acquired during 
competitions enables the validation of lab analyses, where the study can be integrated with kinetic evaluations 
and physiological measurements. Furthermore these data allow coaches to have scientific evidence useful to 
set up customized technical work and athletic training directed to improve the performance of the athletes. 
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1. INTRODUCTION 
Evaluation of motoric features of professional players, correctness of their movement and technical abilities is a 
very important part of a training. Present biomechanics and anthropometric measuring methods enable an 
objective qualitative and quantitative assessment of a human motion system. A methodology of a volleyball 
attack evaluation and preliminary results obtained for 5 professional players are presented in the paper
2. METHODOLOGY
All measurements of a volleyball attack were carried out in the Silesian University of Technology Sport Centre. 
There were five professional players who took part in the research ± ZRPHQDQGPHQ$OOSDUWLFLSDQWV¶GDWD
are presented in the table 1.
Table 1 3DUWLFLSDQWV¶GDWD
Symbol K1 K2 K3 M1 M2
Sex K K K M M
Body height [cm] 183 180 178 196 195
Body mass [kg] 80 78 61 80 88
Players motion was recorded by means of a set of four Basler camcorders with a frequency of 200Hz. There 
were 25 reflective markers located on a player (Fig. 1) .
Fig. 1 Markers placement
All recorded movies were processed with the use of the VirtualDub computer program and the optoelectronic 
system APAS to determine displacements of individual markers (Fig. 2). Then the computer program 
KinemVoleyball, prepared by the authors of this article in MATLAB environment, was used to calculate 
positions of upper and lower limbs and angles of body segments with respect to each other and to the global 
coordinate system. 
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a) b)
Fig. 2 Measurements (a) and the following positions of markers (b)
The kinematic analysis of a volleyball attack was carried out on the basis of chosen kinematic parameters
which are of the great importance to attack correctness and effectiveness, which can be used to describe 
individual phases of the attack. The following parameters were used in the evaluation:
run up parameters: lengths of run up steps
jump parameters: height and length of a jump, range of the attack, duration of the flying phase
body segments angles in the individual phases of the attack
Fig. 3 Analyzed parameters
3. RESULTS
Values describing players¶ run up are presented in the table 2. Length of the second step was considerably 
longer than length of the first one in each case. The first step length is about 41% of the second step length in 
the men group (M1 - 41.2%, M2 - 42.8%) and about 52% in case of K1 and K2 (K1 - 51%, K2 - 53%) whereas 
in case of K3 it is 70%. This rate of steps shows that all run ups were performed properly. 
Table 2 Steps lengths and run up length
K1 K2 K3 M1 M2
Length of the first step [m] 0.73 0.73 1.1 0.7 0.68
Length of the second step [m] 1.43 1.37 1.59 1.7 1.59
Length of the run up [m] 2.65 2.48 3 2.54 2.61
Quantities describing players' jumps are the next group of analyzed parameters. Table 3 presets time-spatial 
parameters. Parameters concerning body segments angles are placed in the table 4. The foot angle at the 
moment of contact with ground was in the range of WR$QDO\]LQJNQHHDQJOHVRQHFDQVWDWHVWKDWWKLV
angle was smaller for the leg making jump than for the second one. This difference was DERXWIRU..
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.DQG0SOD\HUVZKHUHDVIRUWKH0LWZDV7KHERG\DQJOHZDVDERXW7KHDUPVDQJOHDWWKH
MXPSPRPHQWZDVEHWZHHQto DQGZDVPRUHRUOHVVWKHVDPHIRUERWKXSSHUOLPEV of each player. The 
only exception was the K2 player where the angles difference between the ULJKWDQGOHIWXSSHUOLPEZDV
Table 3 Jump parameters
K1 K2 K3 M1 M2
Jump duration [s] - 0.59 0.61 0.71 0.71
Height of the jump [m] 0.51 0.59 0.52 0.79 0.75
Length of the jump [m] - 0.56 0.38 0.63 0.3
Range [m] 2.49 2.47 2.29 2.75 2.76
Distance between the jump position and 
attack position [m]
0.6 0.67 0.2 0.4 0.63
Table 4. Body segments angles at the moment of the jump
K1 K2 K3 M1 M2
Foot angle at the jump moment [@ 30 38 36 35 33
Knee angle of the leading leg >@ 103 103.1 99.8 102 105.4
Knee angle of the second leg >@ 128.6 124.5 118.1 163 130.1
Body angle at the jump moment >@ 49.4 43.7 46.1 43.1 48.2
Arms angle at the jump moment >@ 97
86 P
36 L
120 98 104
Angles of body segments at the moment of the attack are the last of analyzing quantities. All results are 
presented in the table 5. 
At the moment of the attack the angle between the line joining the shoulder joint and the ball and the horizontal 
line was equal 60-68 LQ FDVH RI.00. For players K2 and K3 the angle was equal 82-ZKDW LV
incorrect because in that case a ball is almost above a player what makes the correct attack impossible. It can be 
also harmful for a shoulder joint.
Table 5 Body segments angles at the moment of the attack
K1 K2 K3 M1 M2
Angle between the line joining the 
shoulder joint and the ball and the 
horizontal line >@
58 82 85 68 62
Elbow angle at the moment of the 
attack >@ 85 59 75 58 81
Body angle at the moment of the attack 
>@ 108.7 94.3 102.7 106.7 107.6
Ball velocity [m/s] 11.1 24 22.1 23.8 24.3
4. CONCLUSIONS
The methodology of measurements and kinematic parameters analyses of quantities enabling evaluation of 
volleyball atack was elaborated within the frame of performed research. Preliminary measurements were 
carried out on a group of 5 professional players. The motion analysis system APAS and the computer program 
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prepared by article's authors were used to determine kinematic parameters. Motion of body segments was
analyzed 
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Virtual reality for rehabilitation and treatments
Anat Mirelman
Sourasky Medical Center, Israel
Virtual Reality (VR) is defined in general as a “high-end-computer interface that involves real time simulation and 
interactions through multiple sensorial channels".  VR, at least theoretically, is an ideal tool for intervention in 
rehabilitation. The impetus for using VR is that the technology can provide a powerful tool with which to provide 
individualized repetitive practice of motor function, graded in accordance to the needs and level of ability of the person 
while engaging and stimulating cognitive processes.  At the same time, VR provides feedback about performance to 
assist with leaning new motor strategies of movement. The realism of the virtual environments allows individuals the 
opportunity to safely explore their environments independently, increasing their sense of autonomy and independence in 
directing their own therapeutic experience. These training sessions are typically quite enjoyable and motivating for 
patients with different disorders and motor impairments, allowing for higher intensity of training in short duration 
protocols with relatively low patient burden. The use of VR in the literature varies widely and includes the use of 
different systems for evaluation of cognition, treatment of upper extremity, improvement in activities of daily living and 
gait in a wide range of patients. In this talk different applications of VR for rehabilitation will be described, the clinical 
needs that could warrant using this technology will be discussed, and how current and possible future technology can 
respond to these needs and enhance the field of rehabilitation.
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Three dimensional rotation offset correction
(Identification of and correcting for three dimensional anatomical calibration 
differences when comparing human joint kinematics)
Koning B.H.W. 1,2, Van der Krogt M.M. 1,3, Baten C.T.M. 2, Koopman H.F.J.M. 1
1 Laboratory of Biomechanical Engineering, University of Twente, Enschede, The Netherlands
2 Roessingh Research and Development, Enschede, The Netherlands
3 Dept. of Rehabilitation Medicine, Research Institute MOVE, VU University Medical Center, Amsterdam,
The Netherlands
Segment calibration; offset; quaternions; comparison; joint kinematics
1. INTRODUCTION 
Current methods to compare joint kinematics of two measurements, either to validate two different 
measurement systems or during a follow-up study, are often limited because the non-vectorial behavior of
rotations [1] is neglected. As discussed by Pierrynowsky [2] averaging the geometrically dependent (clinical) 
Euler angles is fundamentally flawed and therefore they do not reflect the real three dimensional systematic 
error. When comparing joint kinematics, differences are likely to occur due to different segment axes 
definitions (i.e. offsets) when one or more segments are hard to calibrate accurately. Due to joint cross-talk, 
these differences are not easy to identify as a systematic error (especially when Euler angles are compared) 
and have been stated as a major cause of inaccuracies in human movement [3].
From this we believe there is a necessity to define a three-dimensional measure to evaluate differences in joint 
kinematics; for which we propose the difference quaternion. We show how it can be used to identify and 
correct for systematic offsets in one of the segment frames and illustrate the pitfall of a priori choosing the 
segment frame in which the kinematics are defined. We also show how simultaneous offsets in the proximal 
and distal segment frames could be identified using through optimization of parameters that define the three 
dimensional offset in both segment frames.
2. METHODS
Mathematical Background
Quaternions (1) are commonly used to describe rotations. They consist of four parameters, where ࢛ defines the 
axis of rotation (direction cosines) and ߙ the angle of rotation around this axis (helical angle) [4]. The 
superscript in (1) denotes that this quaternion describes the orientation of reference frame Ȳʹ in Ȳͳ.
ࢗஏଵஏଶ ൌ ൣݍ௪ݍ௫ݍ௬ݍ௭൧ ൌ ݍ௪ ൅ ࢏ݍ௫ ൅ ࢐ݍ௬ ൅ ࢑ݍ௭ ൌ ሺȽ ʹΤ ሻ ൅ ࢛ ሺȽ ʹΤ ሻ (1)
Using quaternions, joint kinematics can be described in the proximal (2) or distal  (3) segment frame using a
quaternion division of both segment orientations in the global frame1, where ٔ is a quaternion multiplication 
andܙכ ൌ ൣ୵െ୶െ୷െ୸൧ the quaternion inverse.
ࢗ௝ଵ
௣ଵௗଵ ൌ ࢗீௗଵ ࢗீ௣ଵൗ ൌ ࢗכீ௣ଵ ٔ ࢗீௗଵ (2)
and
ࢗ௝ଵ
ௗଵ௣ଵ ൌ ࢗכீௗଵ ࢗீ௣ଵ ൌ ൫ ࢗכீ௣ଵ ٔ ࢗீௗଵ ൯
כ
ൌ ࢗ௝ଵכ
௣ଵௗଵ (3)
The three-dimensional difference between two time series of joint kinematics can be defined using the joint 
quaternions of the proximal (4) or distal (5) segment frame,
ࢗௗ௜௙௙̴௉ ൌ ࢗ
௣ଵ௣ଶ
ௗ௜௙௙̴௉ ൌ ࢗ௝ଶ
ௗଶ௣ଶ ࢗ௝ଵ
ௗଵ௣ଵൗ ൌ ࢗ௝ଵכ
ௗଵ௣ଵ ٔ ࢗ௝ଶ
ௗଶ௣ଶ ൌ ࢗ௝ଵ
௣ଵௗଵ ٔ ࢗ௝ଶכ
௣ଶௗଶ (4)
ࢗௗ௜௙௙̴஽ ൌ ࢗௗଵௗଶ ௗ௜௙௙̴஽ ൌ ࢗ௝ଶ
௣ଶௗଶ ࢗ௝ଵ
௣ଵௗଵ ൌൗ ࢗ௝ଵכ
௣ଵௗଵ ٔ ࢗ௝ଶ
௣ଶௗଶ (5)
The distal difference quaternion (5) can be geometrically interpreted as the orientation difference of both 
distal segments defined in the first distal segment frame, assuming both proximal segments are perfectly 
aligned. A similar interpretation is true for the proximal difference quaternion (4). Because the helical angle
1
Although we use quaternions, the same method can be applied to define a difference rotation matrix, by replacing the quaternion 
multiplication ٔ with an ordinary matrix multiplication and using the matrix inverse.
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(Ƚ ൌ ʹିଵሺݍ଴ሻ) of both difference quaternions are equal (6) they can both be used as straightforward measure 
of the magnitude of the difference in joint kinematics.
ࢗௗ௜௙௙̴௉ ൌ ࢗௗ௜௙௙̴஽כ ֜ ݍ௪̴ௗ௜௙௙̴௉ ൌ ݍ௪̴ௗ௜௙௙̴஽ ֜ Ƚ௪̴ௗ௜௙௙̴௉ ൌ Ƚ௪̴ௗ௜௙௙̴஽ (6)
Proximal and distal segment offset
Segment orientation offsets can be defined in the proximal (7) and distal (8) segment frame by quaternion 
multiplication, so a theoretical second time series containing the same joint kinematics, but with segment 
orientation offsets, can be constructed (9).
ࢗீ௣ଶ ൌ ࢗீ௣ଵ ٔ ࢗ௣௢
௣ଵ௣ଶ (7)
ࢗீௗଶ ൌ ࢗீௗଵ ٔ ࢗௗ௢ௗଵௗଶ (8)
ࢗ௝ଶ
௣ଶௗଶ ൌ ࢗ݌݋
כ݌ͳ݌ʹ ٔ ݆ࢗͳ
݌ͳ݀ͳ
ٔ ࢗ݀݋
݀ͳ݀ʹ
(9)
Offset identification and correction
When an offset is limited to one of the segments (e.g. ࢗ௣௢
௣ଵ௣ଶ ൎ ࡵ), it can be identified analytically (10).
ࢗௗ௜௙௙̴஽ ൌ ࢗ௝ଵכ
௣ଵௗଵ ٔ ࢗ௝ଶ
௣ଶௗଶ
ൎ ࢗ௝ଵכ
௣ଵௗଵ ٔ ࡵٔ ࢗ௝ଵ
௣ଵௗଵ ٔ ࢗௗ௢ௗଵௗଶ ൌ ࢗௗ௢ௗଵௗଶ . (10)
However, if this is not the case, offsets can be identified (and corrected for) through optimization of estimated 
offsets in the proximal ( ࢗෝ௣௢
௣ଵ௣ଶ
) and distal ( ࢗෝௗ௢ௗଵௗଶ ) segment frame. The objective is to minimize the average 
difference between the kinematics of time series one and corrected kinematics of time series two (11).
ܱܤܬ ൌ σ ฮ ࢗ௝ଵ
௣ଵௗଵ െ ࢗෝ௣௢
௣ଵ௣ଶ ٔ ࢗ௝ଶ ٔ ࢗෝௗ௢כௗଵௗଶ
௣ଶௗଶ ฮ࢚࢏࢓ࢋ ܰΤ (11)
To reduce the overdetermined number of 8 parameters, the elements of both offset quaternion estimates are 
converted to DWWLWXGHµYHFWRUs¶ [1], which each have only three degrees-of-freedom.
ࢗෝ௢௙௙௦௘௧ ֜ ࡭ࢂ෢ ௢௙௙௦௘௧ ൌ Ƚ௢௙௙௦௘௧࢛௢௙௙௦௘௧ (12)
The number of parameters can further be minimized by including only those parameters that define an offset 
which is expected. The example used for the simulations in this abstract assumes a rotation offset around the 
vertical axis (Z) of both segment frames. This results in six ways to identify and/or correct for a systematic 
offset in one or both segment frames (Table 1), when comparing two sets of joint kinematics.
Simulation study
Simulations were performed using five cycles of right hip joint kinematics of a subject using a slideboard, 
which is a land training setup for speed skating. These kinematics were chosen as a typical example of a 
motion with a relatively large range of motion in all directions, which in combination with a realistic rotation 
offset in the distal thigh segment frame up to ten degrees [5] leads to considerable cross-talk. The kinematics
of time series one were obtained with inertial and magnetic measurement units (IMMUs [6]) using functional 
segment calibration routines similar to Cutti et al. [7]. An artificial offset was added two create a second time 
series using (9). Next, the offsets were identified according to the methods of Table 1, which were then used 
to calculate corrected kinematics. The joint kinematics of time series one and the (un)corrected joint 
kinematics of time series two are compared using the helical angle of the difference quaternion and the 
difference in (clinical) Euler angles.
Table 1 Different methods to identify and correct for calibration offsets and the estimated offsets and segment axis definition.
Method Parameters
Comment Abbr.
Proximal offset
(Pelvis)
Distal offset
(Right Thigh)
Correction by subtracting the mean YXZ-Euler angle differences, where Euler 
angles can be based on the proximal (pEA) or distal (dEA) joint quaternions.
pEA a a
dEA a a
Pre- or post multiply the joint kinematics with proximal (pDQ) or distal (dDQ) 
difference quaternion (converted to attitude vector elements). 
pDQ X, Y, Z
dDQ X, Y, Z
Pre- and post multiply the joint kinematics with the optimized offset quaternion 
estimates, using all six parameters in the optimization (fO) or only the 
parameters that define a rotation offset around the segment long axis (pO).
fO X, Y, Z X, Y, Z
pO Z Z
Segment axes definitions: X: posterior-anterior, Y:lateral-medial, Z: inferior-superior.
a. Not a real systematic offset due to the nature of Euler angles.
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3. RESULTS
Figure 1A shows YXZ-Euler angles of the first (Q1) and second time series (Q2, which is equal to Q1 but 
including a distal offset of ten degrees evenly distributed along all three axes). Although there seemed to be a 
constant offset in all three Euler angles, this was not true, as illustrated by Figure 1B to E. These figures show 
the difference in joint kinematics between the first time series and the (un)corrected second time series;
Figure 1B shows the helical angle of the difference quaternion in (4), whereas Figure 1C tot D show the 
difference in Euler angles. Both methods using the differences in Euler angles, showed a near zero-mean for 
the Euler angle differences, but a variable error remained. Corrections using the distal difference quaternion 
as well as optimization using all six parameters completely removed the systematic offset. The worst results 
were obtained using the proximal difference quaternion and optimization of only rotation offsets. 
Figure 2 shows the mean root mean square values of the difference quaternion helical angles for simulations 
with four different distal offsets; a rotation of ten degrees around each axis and the simulation of Figure 1B. 
The method of Euler subtraction for Euler angles defined in the proximal segment frame completely removed
the offset around the Z-axis, whilst for Euler angles defined in the distal frame the offset around the Y-axis
was removed. The distal difference quaternion and optimization using all parameters removed the offset in all
simulations. When only both Z parameters were used, the offset rotation around the Z-axis was completely
removed, whereas there was no correction at all for offset around the Y-axis ( ࡭ࢂ෢ ௣௢
௣ଵ௣ଶ ൌ ሾͲ Ͳ െͲǤͺͺሿ and
࡭ࢂ෢ ࢊ࢕
ࢊ૚ࢊ૛ ൌ ሾͲ Ͳ െͲǤʹͺሿ in degrees). The only method that was not able to remove the complete offset in any 
of the simulations is the proximal difference quaternion.
4. DISCUSSION
We introduced the proximal (4) and distal (5) difference quaternions, which can be used to define the 
magnitude of the difference in joint kinematics over time, by means of the helical angle. The distal difference 
quaternion can be geometrically interpreted as the orientation difference of both distal segments defined in the 
first distal segment frame, assuming both proximal segments are perfectly aligned, and vice versa. This 
property can be used to evaluate the direction of the difference.
Figure 1 Original and corrected hip joint kinematics for the first of five complete cycles used for analysis in this paper. A: YZX-Euler angles 
of time series 1 (Q1) and 2 (Q2, which is equal to Q1 except for a systematic orientation offset in the distal segment frame (thigh) of 
ܣ ௗܸ௢ᇹᇹ
ௗଵௗଶ ൌ ሾͷǤͺ ͷǤͺ ͷǤͺሿ). B: Remaining difference expressed using the helical angle after applied corrections of Table 1. C/D/E: 
Remaining difference in the X, Y and Z componenWVRIWKHFOLQLFDO(XOHUDQJOHVRUGHUµ<;=¶
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When comparing joint kinematics, part of the 
difference is systematic due to differences in the 
anatomical segment calibration. This abstract 
focused on an offset in the distal segment, which 
was completely removed if the correct difference 
quaternion was chosen (Figure 1 and Figure 2). As
opposed to subtracting Euler angles, where the 
validity depended not only on the segment in which 
the Euler angles were defined, but were related to
the Euler angle order of rotation and the direction of 
the offset as well (Figure 2). So, subtracting Euler 
angles only correctly estimates and corrects for the 
actual systematic offset when the offset Euler angle 
can be determined independently of other Euler 
angles, which was true only for the two special
cases illustrated in Figure 2.
Though this abstract focused on an offset in a single segment, we also provided a method for offset correction 
in both segments simultaneously through optimization. When all six offset parameters were included, it 
completely removed all simulated offsets. However, when just the parameters that defined a rotation offset 
around the segment long axis were included in the optimization, the offset was only removed completely if 
this assumption was true. When the offset was only around the Y-axis there was no relevant correction at all.
So, when in a follow-up study a clinical difference is expected around the Y-axis (flexion), these offset 
parameters can correct for offsets around the Z-axis (segment long axis), whilst leaving the clinically relevant
difference unaffected.
In conclusion, we proposed a method to define the three dimensional systematic difference between two time 
series of joint kinematics by defining the difference quaternion. When both time series are supposed to be 
equal by definition (i.e. validation of two different motion capturing systems by simultaneous measurement of
joint kinematics) or expected to be similar (i.e. follow-up measurement on the same subject), the difference 
quaternion and/or optimization of offset parameters can be used to identify and correct for systematic rotation 
offsets due to differences in anatomical segment calibration. Future study will focus on the robustness of these 
methods under conditions with additional proximal offsets, low-pass and/or band-pass noise (i.e. noise the 
frequency band of the motion itself) applied to each segment, and how optimization using a limited amount of 
offset parameters enables correction of segment long axis rotation offsets, without interfering with the flexion 
angles. Additionally, including multiple joints, segments and segment offsets in the optimization can improve 
the offset estimates.
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1. INTRODUCTION 
In recent years, there has been a remarkable advancement in total joint replacement. Part of this is accounted 
for the progresses in the comprehension of the natural joint kinematics, which has been elucidated also by 
means of planar linkages or spatial mechanisms. According to these total joint prostheses have been designed, 
claiming the ability to reproduce physiological joint motion and at the same time to guarantee full congruity 
between the prosthetic surfaces, with the hope to achieve a better overall functional performance of the lower 
limb during activities of the daily living. This was achieved time ago for total hip and knee replacements, and 
only more recently total ankle replacement (TAR), within the current generations. TAR has been becoming a 
popular treatment for severe erosions of the articular surfaces at this joint, though arthrodesis is still 
considered the treatment of choice for patients at the end-stage of ankle arthritis [1]. This gap for the ankle 
joint can be accounted for also to the lack of studies assessing the final efficacy in-vivo of patients implanted 
with TAR. Therefore, in addition to the pre-implant biomechanical studies and the many post-implant clinical 
and radiological studies [2], quantitative assessments of the real performance in ankles with TAR should be 
carried out by means of careful 3D instrumental analyses. 
Currently, there are a small number of studies in TAR ankle patients performed by standard gait analysis 
(GA), and a few tracking the prosthesis components by videofluoroscopy and relevant 2D-to-3D matching 
techniques, i.e. fluoroscopic analysis (FA). All these studies reported satisfactory results, though this evidence 
was not clearly supported by corresponding convincing measurements. These studies were performed either 
by GA or by FA; it is expected that considerable improvements can be obtained through a combination of 
these two types of measurement techniques in TAR, as obtained in total knee replacement [3,4]. A complete 
kinematics, kinetics and electromyographic analysis over a number of segments and joints and within a large 
field of measurement can be performed by the former; a very accurate kinematics measure of the replaced 
ankle can be performed with the latter. Furthermore, all previous functional studies on TAR were performed 
during level walking and not a single during stair climbing and descending. The latter activity is expected to 
be even more revealing, because it is more demanding and therefore it can differentiate functional 
characteristics among different TAR designs and patients. 
A thorough functional assessment after TAR is therefore relevant, particularly for those designs which claim 
explicitly enhanced restorations of normal joint kinematics. A novel such design was developed [5,6] with the 
original aim of re-establishing the natural compatibility between the articulating surfaces and the retained 
ligaments. This was achieved with a special shape of a conforming meniscal bearing free to move between the 
tibial and talar components. The bearing was designed to move forwards and backwards on both these metal 
components during dorsi- and plantar- flexion, respectively. Preliminary results in patients are supporting 
these claims [5,6]. 
The aim of the present study was to test the ability of a thorough analysis which combines GA and FA 
measurements to provide a complete and valuable evidence of the replaced overall function after TAR with this 
novel design. This assessment was performed during a demanding activity of daily living, i.e. stair climbing 
and descending. 
2. MATERIAL AND METHODS
From all patients operated upon in this institute with the BOX Ankle TAR (Finsbury Orthopaedics, 
Leatherhead-Surrey, UK), a group of the first twenty who provided informed consent according to the 
relevant procedure of the local Ethics Committee was analyzed. The BOX consists of metal tibial and talar 
components and a polyethylene meniscal bearing instrumented with three tantalum beads in known positions. 
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A senior orthopaedic surgeon performed all these TARs. Ten patients were treated on the left side and 10 on 
the right side; 13 patients were men and 7 women; the average age at the time of surgery was 57.8 years 
(range 44-67). Patients were analyzed at 12 months after surgery during stair climbing and descending by 
standard GA and, on the same day and using the same staircase, by FA. GA data were collected (see Figure 1) 
during the entire gait cycle of both legs using a stereophotogrammetric system with eight M2-cameras (Vicon 
612, Vicon Motion Capture, Oxford, UK), two dynamometric platforms (Kistler Instruments, Einterthur, 
Switzerland) and an electromyographic system (Zero Wire, Aurion, Milan, Italy) for the detection of 
activation of the following muscles: rectus femoris, biceps femoris, tibialis anterior and gastrocnemius. An 
established protocol for lower limb joint kinematics and kinetics was used [7]. Joint rotations and moments 
were calculated according to this protocol for each joint of both legs in the three anatomical planes.  
Figure 1. Picture taken at the GA laboratory during data collection of level walking; the patient is 
instrumented with the reflective markers and the surface EMG electrodes. 
FA was performed for replaced ankles only during a part of the stance phase of the gait cycle at the staircase, 
i.e from flat-foot to heel-off, by means of a standard fluoroscope (digital remote-controlled diagnostic 
Alpha90SX16, CAT Medical System, Rome, Italy) at 10Hz and an established technique [8]. Tibial and talar 
component reference frames were defined onto relevant CAD models according to the three anatomical 
directions, that of the insert was defined by using the 3D coordinates of the tantalum beads. Position and 
orientation of the three components were obtained by a semi-automatic 2D-to-3D procedure which achieves a 
best 3D estimation (0.5 mm/1.0° accuracy) between the projection of the 3D CAD of the component and the 
silhouette of this component in the fluoroscopic image [8]. Dorsi/plantar flexion, inversion/eversion and 
internal/external rotation, in the sagittal, frontal and transverse planes respectively, with respect to the tibia, as 
well as antero/posterior translation of the meniscal and talar components, were all expressed according to a 
standard joint convention [9]. 
Figure 2. Screeshot from FA, during flexion against gravity. The single radiogram is analyzed together with 
the projections of the CAD models of the prosthesis components, and the cluster of tantulum beads; on the 
right hand side the time-history of the six degrees-of-freedom during that motion are shown. 
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3. RESULTS
In all patients, a very similar measurement of ankle flexion in the stance phase was found from the two 
techniques; in particular, ankle complex rotation in the sagittal plane from GA and tibiotalar flexion as 
observed between the two metal components from FA showed nearly the same pattern and a similar range, 
though with a bias difference (Figure 1). Flexion from GA was found more dorsiflexed than that from FA, 
likely because of the different reference frames and of the initial positions of the components into the 
corresponding bones. 
From GA, nearly physiological ankle kinematic and kinetic patterns were observed in the contralateral side in 
both motor activities, whereas in the operated side these patterns were observed only during stair climbing 
(Table 1). A statistically significant difference between the operated and contralateral sides was found only in 
the hip and ankle range of flexion, and in dorsi/plantar flexion at foot strike (p<0.05). A better restoration of 
the alternate activity of tibialis anterior and of gastrocnemius was observed in stair climbing than in stair 
descending. From FA, the mean ranges of tibiotalar rotations at the replaced joint were 4.1° and 7.7° in 
flexion, 1.2° and 2.2° in inversion/eversion, and 1.5° and 2.1° in internal/external rotation, respectively during 
stair climbing and descending. The corresponding antero/posterior translation of the meniscal bearing with 
respect to the tibia was 2.1 and 3.1 mm, with statistically significant correlation with tibiotalar flexion 
(p<0.05). 
In both motor activities, a statistically significant correlation was observed between the range of ankle flexion 
from GA and tibiotalar, i.e. between the two metal components, flexion from FA (R<0.50, p<0.04). In 
addition, a statistically larger range of ankle flexion from GA was found also in those replaced ankles with 
larger meniscal-motion (R<0.45, p<0.05). In stair descending, also the relationship between maximum ankle 
plantarflexion moment and the corresponding meniscal-motion was found to be statistically significant 
(R=0.56, p=0.01). 
Figure 3. Patterns of dorsi/plantar flexion over all patients during stair climbing, from GA (in red; median ± 
25-75% percentile) and FA (blu; box-plot with outliers). 
Table 1. The main Gait Analysis parameters of the lower limb; mean ± st.dev. 
Stair climbing Stair descending 
Unit operated 
side
contralateral 
side
operated 
side
contralateral 
side
Hip range of flex- extension [Deg] 57.3±4.0 50.4±7.8 24.6±5.3  17.2±4.5 
Max hip flexion moment [% BW*h] 7.5±1.3 6.2±1.1 3.6±1.3  6.9±6.4 
Knee range of flexion [Deg] 55.7±6.3 56.1±4.2 79.7±7.7  76.5±5.5 
Max knee extension moment [% BW*h] 1.6±1.1 5.2±1.8 5.2±1.8  7.4±2.2 
Ankle range of flexion [Deg] 13.8±5.5 39.4±6.5 16.5±5.7  56.1±11.2 
Ankle dorsi/plantar flexion at foot strike [Deg] 5.0±4.9 12.0±5.2 -6.4±6.7 -25.4±9.2
Max ankle plantarflexion moment  [% BW*h] 6.2±1.4 7.8±1.4 6.5±1.4  8.0±1.5 
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4. DISCUSSION
In the present study we search for the potential additional value of assessing TAR performance in-vivo by 
using a combination of standard overall GA and accurate joint-specific FA measurements. This was assessment 
in a cohort of patients operated with a novel TAR design during stair climbing and descending. The results 
revealed first of all the feasibility of such a combined approach also for TAR, here reported for the first time. 
During the stance phase from both systems, similar patterns and range of motion were observed for the same 
measurements, though with an offset probably due to the different reference frames. From this proved 
connection between the two techniques, the other measurements can be taken as synergic observations of the 
same phenomenon; in particular overall lower limb functional performances from GA, together with very 
accurate kinematics at the replaced joint from FA. 
Despite the demanding motor activities analyzed, the instrumental findings were satisfactory. Nearly normal 
kinematics and kinetics patterns were observed at the main joints from the comparison between operated and 
contralateral sides. This is true in both motor activities, though more physiological motion was found during 
stair climbing. Particularly from FA, nearly normal function was found restored also at the replaced ankle, with 
large coupled motion in the three anatomical planes. The considerable antero/posterior meniscal motion and its 
coupling with flexion, revealed natural motion is restored and maintained at the replaced joint according to the 
original claims of this TAR designers. A more physiological lower limb functional performance was found in 
replaced ankles from GA, combined with large meniscal motion from FA. 
In conclusion, this combined measuring approach which merges two main measurement techniques provides 
information largely beyond to what obtained usually by either technique alone [3]. In fact, GA reports full body 
kinematics and kinetics but it is limited by measurement accuracy due to artifacts associated with skin 
interposition, and motion of the polyethylene insert cannot be tracked; on the other hand, even this small 
component can be tracked directly and with a sufficient accuracy by FA, though it is confined within a single 
joint. Therefore this combination allowed overcoming of the limitations implied in both systems, by providing 
an accurate and a complete 3D assessment of patients operated for TAR or other total joint replacements. 
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1. INTRODUCTION 
In the management of multiple sclerosis (MS) moderate exercise has been shown to improve the patients’
physical fitness [1], walking [2] as well as quality of life [3], particularly through a combination of resistance 
and endurance training [1]. Alternative forms of exercise training both for upper and lower limbs include the 
use of robot-mediated therapy, which has gained support, mainly in stroke rehabilitation, as an established 
method to provide treatment of the same quality as that provided by a trained therapist for the improvement of 
motor function [4]. However in the management of MS there is still limited evidence on the benefits of this 
treatment. MS patients who used a robot-controlled manipulandum have been shown to adapt to haptic force 
fields [5], and additional evidence indicates that upper limb motor coordination also improved mainly in 
patients with ataxia who performed reaching tasks using, again, a robotic manipulandum [6]. Several research 
groups have begun to investigate the effect of upper limb training in MS using virtual reality and robot-based 
exercise programmes for wheelchair-bound patients who presented muscle weakness [7].  
In the course of the Interreg IV project we developed a robot-mediated virtual learning environment, named I-
TRAVLE (Individualized Technology and Robot-Assisted Virtual Learning Environment) that can provide 
upper limb therapy to subjects recovering from neurological conditions [8]. However in order to assess the 
effect of robot therapy on the quality of a patient’s arm movements, clinically interpretable outcome measures 
should become available. In addition to the dynamic measurements recorded by the robot [9], kinematic 
measurements of compensation, muscle and joint activity provide the most objective methods to monitor and 
quantify clinical progresses. In order to obtain more objective measurements a portable motion capture system 
(Motion and Muscle Ambulatory Activity System or MMAAS) was developed to enable wireless monitoring 
of upper limb function in clinical settings [10]. A system’s reliability is one of the pre-requisites in the clinic. In 
this study we present a reliability analysis on the measurements carried out using the MMAAS on a group of 
MS patients who received upper limb robot therapy. The aim of this study is to evaluate whether the test-retest 
reliability of the MMAAS is sufficient to use it as a clinical assessment tool. We discuss the significance of the 
results and their implication for remote monitoring of MS subjects receiving therapeutic treatment. 
2. METHODS
Subjects 
Six MS subjects participated in the study, 4 subjects presented muscle weakness on the left arm and 2 subjects 
on the right arm (age 55 ys ± 3.8 ys; EDSS score 7.3 ± 1.6; MI tested side 55.8 ± 24.5). Ethical approval was 
obtained for the study (Adres Ethical Committee, Overpelt, Belgium). Subjects were asked to wear a jacket 
where 4 MMAAS sensors (inertial and magnetic) were embedded. The sensors were located on the thorax, the 
cranial edge of the scapular spine, the middle of the arm facing the lateral side and on the dorsal side of the 
distal end of the forearm. A fifth sensor was attached to a grounded support parallel to the thorax. The arm and 
forearm sensors were secured with additional straps to limit their movement relatively to the skin. The setup is 
illustrated in Fig. 1. The axes of the different body segments were oriented according to the ISB 
recommendations [11]. The joint angles were calculated in the MMAAS software from the sensor data 
according to the procedure described in [12].  
Measurement Protocol 
The participants were instructed to perform a series of activities from a standardized protocol. Subjects were 
instructed to perform the task using the affected arm, while measurements with the MMAAS were carried out 
by the same investigator. In order to evaluate test-retest reliability each subject performed the protocol twice, 
with the jacket being removed and put back on between the two occasions. The protocol consisted of daily 
activities. Each activity was performed by starting and ending at the same point, indicated to the subject, while  
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Figure 1.  Front and side view of the MMAAS jackets and sensors.  
4 repetitions were completed according to a set of instructions explained beforehand. Several activities from the 
protocol were analyzed for reliability, as described in Table 1. 
Data Analysis 
The parameters considered in this study were: active range of motion (AROM) during the task, maximum 
angular value, and minimum angular value. The movements considered were chest flexion, shoulder abduction, 
rotation and flexion, elbow flexion and elbow rotation. The values used in the reliability analysis were the 
means across the 4 repetitions of these parameters. The intraclass correlation coefficient (ICC) was used to 
quantify test-retest reliability: ICC for consistency in the two-way mixed effect model was used. The standard 
error of the measurement (SEM) was also calculated to quantify the reliability within individual subjects. The 
SEM was calculated as the square root of the error mean square term in the repeated measures ANOVA [13]. 
3. RESULTS
The results of the reliability analysis are reported in Table 1. Although the number of subjects was limited 
statistically significant results were found on a number of activity/parameter combinations. The values for the 
ICC found in this study were comparable with those found in reliability studies on 3D gait measurements using 
optoelectronic motion capture systems [14]. The SEM values were generally higher than the 2-5º error range 
reported in the literature for 3D gait studies [14]. ICCs ranging between 0.7 and 0.9 are considered acceptable 
in measurements with human subjects and indicate moderate to good reliability respectively [15]. However the 
results should be interpreted in the contexts of subject variability as explained below. 
A decrease in AROM was observed in some subjects during the third and fourth repetition of activities 
involving reaching. The subjects also remarked on feeling fatigued while performing the tasks where 
decreasing AROM was observed. The movement pattern is illustrated in Fig. 2 left. This movement pattern is 
expected from participants affected by MS. As part of the protocol, an activity consisting solely of shoulder 
internal/external rotation was also analyzed for reliability but was not reported in Table 1 as the result was not 
significant. It was observed that the AROM during this activity was very small as the participants found 
difficult to accomplish shoulder external rotation.
4. DISCUSSION
The aim of this study was to evaluate whether the test-retest reliability of the MMAAS was sufficient to use it 
as a clinical assessment tool. The relative large values found for the ICCs indicate a good reliability (ICC 0.8-
0.9) for most of the tasks considered. The interpretation of the ICC should however be carried out while 
considering the amount of between-subject variability [13], which in this study can be attributed to the 
heterogeneous movement abilities of the MS group also indicated by the variability in the MI score. Particular 
attention should be paid to the SEM to discern whether large between-subject variability is not masking poor 
subject consistency [13]. Based on the results showed in Table 1 it can be observed that elbow and thorax 
AROM were the movements with the highest consistency between trials, while shoulder flexion and elbow 
rotation AROM were the less consistent ones. Thus although reliability of the system is comparable to that 
found in 3D gait studies, subject consistency can still be reduced. In particular further research should be 
concentrated on assessing the influence of factors such as sensor placement, skin movement artifacts and 
muscle fatigue. An additional reliability study of the MMAAS has been carried out exclusively on healthy 
subjects using the same movement protocol described here [16]. The ICCs found ranged between 0.7-0.9 and 
are comparable with those found in this study, while the SEM values ranged between 2-6º and are lower, but 
not considerably. However, in that study statistical significance was also found for shoulder rotation. 
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Figure 2.  Elbow flexion (+) / extension (-) angle for a subject reporting fatigue during the 3rd and 4th
repetition (left) and for a subject who reported no susceptibility to fatigue (right). The task considered was 
Reaching to the contralateral side and is described in Table 1.  
Limits of the present study were the restriction in the number of subjects and the number of measurement 
occasions. These should be both addressed in further investigations on the clinical value of the system. In this 
study the test group consisted of MS subjects rather than of individuals with no impairment. This choice was 
made to understand the statistical consistency of the clinical measurements done using the MMAAS. In 
conclusion the results are comparable to those found in 3D gait using optoelectronic systems as far as the ICC
is concerned, but should be kept in perspective by taking into account the SEM for specific movements. A 
system with reliability and validity comparable to that of an optoelectronic motion capture equipment would 
facilitate the assessment of patients outside laboratory setting and make home monitoring more robust. Future 
developments will be focused on a validity study and on extending the clinical reliability study to a group of 
subjects suffering from stroke. 
Table 1.  Test-retest reliability results during selected activities. 
Activity Parameter ICC 
SEM 
(degrees) 
Sitting with arm and hand in the anatomical 
position, abduct the arm up to 120º and 
return to the initial position 
Shoulder 
Abduction/Adduction AROM
(between thorax and arm) 
0.866 
(p<0.01) 7.7 
“ Max Shoulder Abduction 0.918 
(p<0.01) 7.8 
Sitting with arm and hand in the sagittal 
plane, flex the arm up to 120º and return to 
the initial position 
Shoulder Flexion/Extension 
AROM (between thorax and 
arm) 
0.808 
(p<0.05) 11.0 
“ Max Shoulder Flexion 0.812 
(p<0.05) 7.9 
Sitting with elbow flexed at 90º, execute 
full supination-pronation 
Elbow Pronation/Supination 
AROM
0.764 
(p<0.05) 10.9 
Sitting with elbow flexed at 90º, reach from 
middle to contralateral side at arm length 
and return to the initial position. Target was 
at shoulder height and one shoulder width 
Throax Flexion/Extension 
(relative to grounded support) 
0.795 
(p<0.05) 2.5 
“ 
Shoulder Flexion/Extension 
AROM
0.782 
(p<0.05) 5.7 
“ 
Elbow Flexion/Extension 
AROM
0.916 
(p<0.01) 4.1 
“ Max Elbow Flexion 0.809 
(p<0.05) 7.1 
Sitting with elbow flexed at 90º, reach from 
middle to mouth and return to the initial 
position 
Elbow Flexion/Extension 
AROM
0.690 
(p<0.05) 4.9 
“ Max Elbow Flexion 0.737 
(p<0.05) 6.1 
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1. INTRODUCTION 
Assessing the mechanical power developed by the user of a manual wheelchair (MWC) during daily 
ambulation is an important issue for both scientists and clinicians as it highlights the user's difficulties when he 
moves in his environment. On laboratory ergometers, this power was initially computed from the opposite of 
%#! #$$% &# "#!"&$! %$&""!$+! $% %,$"&## %)%$"!(#$$$$$)
the power of the handrim (HR) propelling torque measured with one instrumented wheel mounted on one side 
of a MWC [1]. Although this latter method takes into account the obvious propulsive actions of the user on the 
instrumented HR, three assumptions are made: 1) the power computed on one side is assumed to be half of the 
%!%"!(#"#!&) %&$#
 %"!(#$! %&$#-$%! $!  % $%#$%  !!%#$%#
 %
 % %"!(#&%!&$#-$!' %$$$! %
The aim of this paper is to present a new method, which relies on classical mechanical principles, for assessing 
the total mechanical power developed by the user during MWC ambulation in the field.
2. APPLICATION OF MECHANICAL PRINCIPLES
In order to assess the mechanical power developed by any mechanical system, it is useful to isolate this system 
and to list all the external mechanical actions exerted on this system. Using this approach for the {user} system 
during actual MWC ambulation, the external actions applied on the {user} are his weight (W ), the reaction 
wrenches of both HRs and those of the seat, the backrest and the footrest. The air drag can be neglected with 
respect to the velocity reached during daily ambulation [2].
On the other hand, according to classical mechanics, the {user} kinetic power (Pkin) is the time differentiation 
of the {user} kinetic energy and it is equal to the sum of the powers of all the external actions (Pext) and of all 
the internal actions (Pint):
Pkin = Pext + Pint (1)
where Pint $%#$&% "!(#!% %! $"#!&)%&$#-$&$&!-skeletal system. 
Thus, Pint corresponds to the mechanical power developed by a MWC user and can be calculated from the 
following equation:
Pint = Pkin  Pext (2)
In this expression, Pext represents the $&!%"!(#!%&$#-$(%  WP ) and the resulting power of 
all the reaction wrenches exerted by the MWC on the {user} on both HRs, the seat, the backrest and the
footrest (nD = 5), which is the opposite of the power put by the user in the MWC (PI) [3]. The resulting power 
PI is calculated by the sum of the nD co-moments between the wrenches of mechanical actions {TA} exerted by 
the user on the MWC and the respective kinematics wrenches {TC}:
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So, Pext is given by equation 4:
 WextP P PI  (4)
Besides, the user-$ kinetic power (Pkin) is calculated from the time differentiation of the half sum of the nS co-
moments between the respective kinetics {TK} and kinematics {TC} wrenches of the nS {user} segments:
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Then, the power of all the internal actions produced by the user can be calculated from the following 
expression:
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3. MATERIALS AND METHODS
In order to assess Pint during actual propulsion on a horizontal floor, the mechanical actions (i.e. forces and 
torques) applied by the user on both HRs and on the {seat + backrest + footrest} system of an instrumented 
MWC (FRET-1) [4] were measured with three six-component dynamometers (TSR-mesures, France).
Kinematics of both rear wheels and of the frame was computed from the measurements of two angular 
potentiometers (Spectrol 601-1045, Vishay, USA) fixed on rear wheels axles, while assuming the MWC rolled 
without slipping. All sensors data were synchronized and sampled at 500 Hz using a 16-bit A/D conversion 
card (DAQCard-6036E, National Instruments, USA) plugged into an embedded mini-computer (TC1100, 
Hewlett-Packard, USA). The data were transmitted in real time to a remote computer (M5200N, ASUS, 
Taiwan) using IEEE 802.11b and TCP/IP wireless transfer protocols, where they were recorded.
The {user} was segmented into 16 segments (2 feet, 2 legs, 2 thighs, 1 pelvis, 1 trunk segmented in two parts: 
abdomen and thorax, 1 head & neck, 2 arms, 2 fore-arms, 2 hands). The body segment inertial parameters were 
assessed from [5-6] in segment reference frames recommended by the International Society of Biomechanics
[7-9]. Kinematics of &$#-$ segments was determined from the measurement of the 3D positions of 54 
reflective markers placed on the user-$ skin, recorded by a motion capture system (Motion Analysis, USA) 
composed of 6 digital cameras recording at a video rate of 100 Hz.
Synchronization between the measurements of the instrumented MWC and those of the motion capture system 
was processed a posteriori from signals resulting from a little stroke on the left instrumented HR with a sledge-
hammer equipped with a reflective marker.
Kinematic data provided by the motion capture system were used to compute the kinetic and kinematic
wrenches of the &$#-$$ %$ (nS = 16), and then Pkin according to equation (1). These data were also used to 
compute the vertical velocity of the user-$ center of mass, and then  WP . Dynamic and kinematic data 
provided by the instrumented MWC were used to compute the wrenches of mechanical actions applied by the 
user on the {seat + footrest + backrest} system and on both HRs (nD = 3), and the associated kinematic
wrenches. These wrenches were then used for computing PI according to equation (3). Finally, the resultant 
mechanical power produced by the user (Pint) could be calculated from equation (6).
The outcomes of this method are illustrated by the results obtained by one able-bodied subject familiar with 
MWC locomotion (26 y.o., 1.75 m, 63.0 kg) who performed 8 trials of a 7-m long straightforward displacement 
on a level floor covered with a short-pile carpet. During each displacement, the subject crossed the calibrated 
volume of the motion capture system allowing the measurement of % $&%-$  %$ &#  ! 
complete propulsion cycle. Each trial was performed at a self-selected comfortable velocity, and it began at 
least two pushes before the MWC went into the calibrated volume, and finished one or two pushes after it was 
out of this volume.
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4. RESULTS
Results of the 8 trials showed a cycle mean velocity of 1.21 m/s. The cycle time was 1.14 s (±0.04 s) in which
push and free-wheeling phases represented 46 and 54 % of the cycle time (±3 %), respectively. However, the 
time course of the kinetic power (Pkin) varied so much that it would not have had any sense to present the 
results of a mean cycle. Consequently, the following analysis is only focused on one trial (the first one) without
any a priori on the results obtained in this trial.
Within the propulsion cycle, the internal power (Pint) showed wide variations with values ranging from 3 to 
104 W during the push phase and from -13 to 46 W during the free-wheeling phase (Fig. 1, left). Pint strongly
increased during the first three quarters of the push phase before suddenly decreasing during the last quarter, 
though remaining positive. During the free-wheeling phase, Pint continued to decrease and became negative 
during a few instants before it became positive again until the end of the cycle. In average, Pint was 51 W 
during the push phase, 12 W during the free-wheeling phase and 31 W for the whole cycle.
Figure 1. Normalized time course of the {user} internal power and its components (left), and of the MWC 
linear velocity (right).
When detailing the components of Pint expressed in equation 6, it can be shown that during the push phase,
Pint was principally communicated to the MWC. Indeed, during the push phase, Pint almost followed PI, which 
is the sum of the power put by the user into the HRs, the seat, the backrest and the footrest. However, PI was 
slightly higher than Pint during the first three quarters of the push phase and slightly lower during the last 
quarter. During the same period, Pkin reached negative values (-20 W) during the first three quarters and 
positive values (24 W) during the last quarter. During all the push phase, the power required to raise up the 
{user} center of mass (  WP ) exibited positive values while it became negative at the beginning of the free-
wheeling phase before reaching again positive values at the end of this phase.
Finally, the {user} internal power induced visible effects on the MWC linear velocity (Fig. 1, right), which 
slightly decreased during the first third of the push phase, reaching 0.84 m/s. Then, it increased until the first 
half of the free-wheeling phase, reaching 1.50 m/s, before decreasing until the end of the cycle. At the end of 
the propulsion cycle, the MWC velocity was about 0.2 m/s higher than at the beginning.
5. DISCUSSION
Despite the propulsion cycle analyzed in this paper cannot be generalized to the other trials of this study, the 
obtained results are original in comparison to those related in the literature. Indeed, the method has shown that
the user did not only produce mechanical power (Pint > 0) during the push phase but also during the free-
wheeling phase, which can no longer be considered as a recovery phase or a resting time. In addition, during a 
short period of the free-wheeling phase, the subject himself dissipated (Pint < 0) a small part of the energy he 
had produced before.
The analysis of the components of Pint reveals that the energy put by the user into the MWC (PI) was partly due 
to a transfer of the {user} kinetic energy (Pkin < 0) and inversely. Finally, both at the beginning and at the end of 
the propulsion cycle, the MWC slowed down whereas PI was positive and almost equal to Pint, which indicates 
that the power produced by the user is not sufficient to compensate the energy lost in the rolling resistance.
The main difficulty of this study was to obtain a reproducible cycle when propelling a MWC on the floor, 
which is expressed by the variable time courses of Pkin between trials. One explanation could be that the 
analyzed cycles were not performed at a steady state but at a transient rhythm. This hypothesis is supported by 
the difference noted between the MWC velocity at the beginning and at the end of the propulsion cycle of 
trial 1. This problem could be solved by increasing the distance before the MWC crossed the motion capture 
calibrated volume, but that was not possible in the room where these trials were recorded.
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6. CONCLUSION
The method presented in this paper demonstrated that the strict application of the classical mechanical 
principles to the {user} system allows to better understand MWC propulsion than previous methods related in 
the specific literature [1]. For instance, this method enlightens on the energy transfers between the user and his
MWC.
However, since this method implies to determine the {user} kinetic power, its accuracy depends on 1) the 
refinements of user-$ segmentation model, 2) the body segment inertial parameters, and 3) the markers 
movements (skin movements and numerical filtering method).
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Evaluating equipment constraints in surgery
Motion analysis of microsurgeon posture and joint loads
Yu D. 1, Sackllah, M. 1, Woolley C. 1, Kasten S. 2, Armstrong T. 1
1 Dept. of Industrial and Operations Engineering, University of Michigan, Ann Arbor, USA
2 Dept. of Surgery, University of Michigan, Ann Arbor, USA
The long-term aim of this work is to minimize postural stress and fatigue in surgeons through the 
design of equipment and procedures. A pilot laboratory study was conducted to evaluate the use of
motion tracking for collecting posture data for simulated surgical tasks and developing a biomechanical 
model that can be used to interpret and apply motion-tracking data. Sixteen subjects participated in the 
study and performed surgical tasks on a microscope and a flat-panel display. Motion tracking analysis 
found average neck postures for both visual displays to be close to neutral. The standard deviation of 
angles is higher in flat-panel displays, which may indicate less postural constraints. The less postural 
constraints from the flat-panel displays may allow more movement and minimize discomfort.
Keywords- motion analysis in healthcare; surgery; posture; biomechanical modeling; visual displays;
1. INTRODUCTION 
Motion tracking is an important tool for understanding and controlling stressful work postures that can 
adversely affect work performance.  Constrained postures are a major cause of localized fatigue and discomfort 
in many occupations [1, 2, 3]. Health care and in particular microvascular surgery stand out.  The constraints 
imposed by surgical equipment necessary to complete the surgery limit the degree of freedoms especially in 
their head, neck, back, and upper extremities [4]. The arrows on Figure 1 show some key examples of posture 
FRQVWUDLQVLQWKHRSHUDWLQJURRPV)RUH[DPSOHGXHWRWKHVPDOOZRUNDUHDRIWKHVXUJHU\WKHSDWLHQW¶VERG\
imposes constraints on where surgeons can place their hands. The presence of the operating table constrains 
VXUJHRQV¶ KLSV DQG ORZHU ERG\ 7KH ODVW DUURZ LOOXVWUDWHV D FULWLFDO FRQWLQXRXV FRQVWUDLQW LPSRVHG E\
microscope equipment where movement of the neck and upper body prevents access to the visual information 
on the work area. Previous investigators [5, 6] have proposed a simple model that shows how the muscle forces 
are required to support the head and neck increase with increasing neck angle.  These models can be used to 
interpret and apply motion-tracking data for design of work equipment and procedures.
Figure 1.  Operating room view of surgeons performing microsurgery. Purple arrows illustrates some key 
areas of postural constraints.
Several studies have used motion analysis to investigate ergonomic problems in healthcare. Van Veelen et al.
[7, 8] used motion analysis to investigate optimal placements of operating table and monitors and found 
improved postures with flat-screen monitors and operating tables at 0.8 RIWKHVXUJHRQ¶VHOERZKHLJKW Galleano 
et al. [9] used motion studies to support their recommendation of armrests to improve surgeon comfort. This 
study will focus on how different magnifying visual equipment used in surgery affects postures. 
The long-term aim of this work is the design of equipment and procedures that will minimize postural stress 
and fatigue for surgeons. But there are reasons that make studying surgeons difficult: Surgery is a demanding 
task, distractions can have profound consequences, and surgeon availability is very limited. For these reasons, it 
is important that study protocols be well developed before they are introduced into an operating room. Towards 
this end we first conducted a pilot study in laboratory to evaluate the use of motion tracking for collecting 
posture data for simulated surgical tasks and developing a biomechanical model that can be used to interpret 
and apply motion-tracking data.
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2. METHODS
Study Population
Eight male and eight female subjects were recruited with no prior surgical experience. The study was approved 
by the University of Michigan Human Subjects Review Board and written informed consent was obtained from 
each subject. The mean age of the participants was 21.8 years old ± 2 years. The mean height was 170 cm ± 
10.15 cm. All subjects were right-handed. Sixty-three percent of subjects wore corrective lenses and eighty-one 
percent of subjects had previous experience with microscopes.
Test Procedures
In this study, four treatments were studied: stereoscopic microscope, monocular microscope, 2-dimensional
flat-panel display, and 3-dimensional (3D) flat-panel display. For the purposes of demonstrating how motion 
tracking can be used to evaluate equipment and postural stresses, treatment comparisons will be limited to the
stereoscopic microscope and the 3D flat-panel display. A 4x4 latin square design with four replications was 
used to minimize order effects. Each subject performed two tasks on each treatment for a total time of 144 
minutes. First task was a pegboard transfer task where subjects transfer 1-2mm silicon tubes from one side of 
a pegboard to the other side. The second task is a threading task where subjects the silicon tubes into a 
0.29mm diameter thread.
Equipment 
For the microscope treatment, a binocular lab-scope (Sciencescope) with 5x magnification was used. For the 
3D flat-panel treatment, a 101.6 cm 3D flat-panel display (Samsung, Model: UN40C7000WF) was used. Real-
time video was streamed and interlaced from two synchronized microscope cameras. Subjects wore 3D active-
shutter glasses to view the 3D video.
Posture and motion data was gathered using Northern Digital Inc. (NDI) Optotrak Certus tracking system with 
two position sensors. Thirty-one markers were affixed to each subject on his/her wrists, elbows, arms, 
shoulders, neck, head, back, hips, and knees. Three-dimensional marker locations were sampled at one hundred 
hertz using NDI First Principles software (v1.2.2).
Data Analysis
Posture angles and locations were analyzed using MATLAB software (MathWorks Inc.). Biomechanical 
modeling and strength prediction was created using 3D Static Strength Prediction Program (3DSSPP) [10].
3. RESULTS
The following figures and tables show results from the motion analysis of subjects while performing the 
experimental tasks. Comparisons between microscope and the flat-panel displays will be made to show how 
motion tracking can be used to evaluate surgical equipment.
Time Plot Analysis 
A representative time plot for the Neck Flexion for one subject is shown in Figure 1. Overall, the flat-panel 
display shows higher variations around neutral than the traditional microscope display. The subject begins the 
task in flexion for both displays; however, the subject extends and flexes his neck more frequently in the flat-
panel than the microscope.
Figure 1: Time plot for Neck Flexion for one subject. Positive angles represent flexion and negative angles 
represent extension.
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Histogram Analysis
The results from ten subjects are averaged and shown in Figure 2. Although histograms are centered around 
1.5 degrees, the histogram for the flat-panel display is much wider than the microscope. The standard 
deviation is higher for the flat panel visualization method than the microscope. 
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Figure 2: Histograms for average neck flexion for ten subjects. Positive angles represent flexion and negative 
angles represent extension.
The descriptive statistics from motion analysis are shown in Table 1. The average angles from all subjects 
show that 3D visualization method has the highest flexion angle at 2.19 degrees. The average neck angle for 
subjects using the microscope is 1.28 degrees which is lower than the alternative display.
Table 1.  Mean Flexion Angles. Flexion is positive and extension is negative. 
Visualization Methods
3D Display (°) Stereoscopic Microscope (°)
Neck 2.19 ± 1.82 1.28 ± 0.63
By using the angles obtained through motion analysis, biomechanics can be used to model how the 
differences in angles can influence the stresses experienced in the joints. Figure 3 is a 3DSSPP model that
illustrates how the different angles affect neck joint loads. 
Figure 3. Biomechanic model from 3DSSPP software showing how angle affect joint loads
Using equation (1, 2) and assuming constant mass of the head and fixed head-neck length (r), the calculations 
reveal that the average moment the neck joint experiences on the flat-panel is 1.71 times the moment on the 
microscope when using the average angles subjects assumed while working with each display. 
Moment= Masshead JUDYLW\UVLQșMicroscope) (1)
Moment= Masshead JUDYLW\UVLQșFlat-Panel) (2)
4. DISCUSSION
In a similar study [11], motion analysis using MaxTraq software (Innovision Systems Inc) found that average 
neck flexion angles in the microscope is 36϶ and a flat panel display is 16϶, creating neck moments that are two
times higher in the microscope than the flat-panel display. Although this study also found differences in 
Flexion FlexionExtensionExtension
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average neck moments, the relatively neutral neck postures during both treatments may not be as clinically 
significant. However, this methodology can be used to study extreme neck angles and other body segments. 
Although this pilot study resulted in different neck postures and neck joint moments, the trend in the range of 
motion is consistent in both studies. Subjects were observed assuming a wider range of neck angles in the flat-
panel display than in the microscope. This observation supports that the flat panel displays imposes less 
postural constraints than using the microscopes, which may reduce fatigue by allowing more posture changes 
[3]. Whether the increase degrees of freedom from flat-panel displays are associated with lower discomfort and 
fatigue can be a topic for future research.
This pilot study showed how motion analysis tools can study equipment used in healthcare. Motion tracking 
was able to show that flat-panel displays allow subjects much more freedom to move while performing the 
task.  Additionally, this study showed how motion tracking can be used in conjunction with biomechanics 
modeling to investigate postural stresses from surgical equipment.  Motion and angle data can be applied to 
modeling software like 3DSSPP to estimate joint loads and worker capabilities. 
6RPHOLPLWDWLRQVRIWKLVVWXG\LQFOXGHWKHXVHRIVXUJLFDOVNLOOWDVNVDQGWKHVWXG\¶VFRQWUROOHGODERUDWRU\
environment. A major difference between this study and a previous study [11] are the differences in tasks 
which resulted in differences in postures. Postures which subjects assume may varies while performing these 
different tasks, indicating that future studies may need to focus on surgical procedures to obtain more 
representative data of surgeon postures. However, due to high demands of surgery, costly consequences of 
distractions and surgeon availability procedures and data collection must be developed in a laboratory setting. 
Several steps are needed before this system can be applied in the operating room. Obstructions from motion 
tracking markers must be minimized and alternatives to microscope equipment (like 3D flat-panels) must be 
improved so surgeon performance does not diminish while using alternative displays. 
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1. INTRODUCTION 
In most daily activities upper limb and trunk have the goal to position and orient the hand in such a way that the 
hand can effectively and efficiently reach/grasp a desired object and transport it to the aimed target. When a 
prosthetic joint with intrinsic motor or sensorial limitations replaces either the end-effector or one of the joints 
in the upper-limb chain, compensatory movements take place in the remaining joints. Commonly, transradial 
amputees using a myoelectric prosthesis need to compensate the loss of the wrist flexion-extension movement 
DQGWKHDYDLODELOLW\RIDVLQJOH³WUL-GLJLWDO´SLQFKUHVXOWLQJLQQRQ-physiological movements of elbow, shoulder, 
trunk and neck [1]. It is questioned to which extent the availability of more gripping patterns in the prosthetic 
hand can restore a more physiological shoulder kinematics during the execution of common activities.
2. MATERIALS AND METHODS
A case study was conducted assessing the upper limb kinematics of a transradial amputee fitted with both a 
standard Otto-Bock Digital Twin hand (DT) and the novel Otto-%RFNSURVWKHWLFKDQGQDPHG³0LFKHODQJHOR´
(M). The Michelangelo hand features are the wrist flexion-extension kinematics through a passive frictioned 
joint and three gripping patterns (i.e. lateral, tri-digital and pinch grip). 
A 50-year-old male transradial amputee (GS) participated in this experiment after giving his informed 
consent. He has been using a myoelectric prosthesis for more than 15 years, for about 8 hours a day.
His affected side scapulo-thoracic, girdle-thoracic, humero-thoracic, elbow and wrist kinematics was 
measured in two sessions through an optoelectronic system (Vicon Motion Systems, UK): the first session
with DT and the second session with M, after 3 months of exclusive use. Twenty-six reflective markers were 
positioned over the upper limb segments (head, thorax, humerus, forearm and hand) [2] and the scapula 
kinematics was assessed by means of an acromion cluster [3] (Fig. 1). During each session he performed 
standardized ADL tasks sitting on a chair in front of a table in a predefined position (knee flexed of 90°, wrist 
hold on the edges of the table with the elbow flexed of 90°). Among the ADLs, the subject performed a1) Jar 
transfer activity and 2) a Carton pouring task based on the SHAP scale [4]; 3) a task named Disk task, which 
consists in moving back and forth 3 times a Minnesota test disk over the table, from an area in front of the 
prosthetic hand to an area in front of the controlateral side. In order to have a reference for the kinematics, the 
sound side was collected too, in a third session.
Figure 1 Marker-set for the motion analysis based on an optoelectronic system
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3. RESULTS
Regarding the Jar task, scapula and humerus kinematic patterns are reported in Fig. 2. The whole movement 
was divided into 6 phases, which were time normalized: 1) reaching, 2) holding and transport, 3) back to 
starting position, 4) reaching, 5) holding and transport, and 6) back to starting position. The percentages of 
movements were based on the sound side timing. The most noticeable differences are that with the DT hand 
the patient approaches the object in adduction and with a relevant posterior tilting. On the contrary, with the 
sound and the M hand, the patient approaches the object in abduction and without almost relying on scapula 
tilting. Regarding the overall time taken to perform the activity, with the sound side the mean duration was 7s, 
while it was about 15s with both DT and M hands.
Figure 2 Kinematic pattern for the Jar task
Regarding the Carton pouring task, Fig. 3 reports the scapula and humerus kinematics, with the movement 
divided into 4 phases, namely: 1) reaching the carton, 2) pouring the water, 3) bringing back the carton to its 
original position, and 4) returning to the starting position. Percentages of movements were based on the sound 
side timing. Due to the lack of the active wrist prono-supination, the patient is forced to complete the pouring
activity relying on increased scapula lateral rotation and humerus internal-external rotation, both with the M
and DT hand compared to the sound side. However, with the M hand the amputee is able to reach the carton 
in abduction, similarity to the sound side, as seen with the Jar task. For what concerns the timing, the activity 
required about 11s for the sound side and about 20s with the prosthetic side. 
Figure 3 Kinematic for the Carton pouring task
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Finally, Fig. 4 reports the kinematics for scapula and humerus for the Disk task. The movement was divided 
into 6 phases, namely: 1) reaching the disk in position 1, 2) grasping and moving the disk to position 3, 3)
returning to the starting position, 4) reaching the disk in position 3, 5) grasping and moving the disk to 
position 1, 6) returning to the starting position. Percentages of movements were based on the sound side 
timing. For this task, the patient used the lateral grasping with the M hand. Due to this reason, major 
difference can be observed compared to the movement while using the DT hand. With this latter, the amputee 
is forced to perform the movement relaying on humerus flexion, abduction, internal rotation, scapula lateral 
rotation. With the M hand and the sound side, the amputee avoids the subacromial impingement position. 
Timing is equally informative of the change between DT and M hands. With the DT hand the whole 
movement takes 11s on average, while it takes 7s with both the M hand and the sound side.
Figure 4 Kinematic pattern for the Disk task
4. DISCUSSION
The biomechanical analysis brought in evidence differences between the upper-limb motion strategies while 
the patient uses DT, M and the sound side. Firstly, the Pouring task highlighted differences between the 
prosthetic side and the sound side, with advantages for M hand in the more natural approach to the object, as 
also highlighted by the Jar task. The Jar task also showed that M hand allows the amputee the reduce the 
scapula tilting motion, with the scapula working in a more physiological way. The Disk showed the most 
relevant improvements of M hand over DT hand in comparison with the sound side. The Disk task reproduces 
a very common working-place activity. M hand can thus lead to a major advantage over DT hand in terms of 
preservation of the shoulder joint by avoiding subacromial impingement positions.
Great changes are occurring in the upper-arm prosthetic field: innovative solutions are coming out from the 
laboratories to be used by patients in everyday life. In order to offer successful solutions to patients and justify 
higher costs, it is necessary to intensify the activities of technology assessment, based on scientific evidences, 
which is possible only through the planning and execution of appropriate clinical trials. Further activities will 
be focused toward an extensive application of the protocol to gain further insight about its completeness and 
applicability. 
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Tracking Skeletal Motion in the Upper Extremity 
- Static CT Imaging to High-Speed Bi-plane
Videoradiography
J.J. Trey Crisco
The Warren Alpert Medical School of Brown University and Rhode Island Hospital, Providence, Rhode 
Island, USA
Tracking the skeletal motion of the hand, wrist and forearm is challenging from numerous perspectives.  Firstly, these 
segments possess over 70 kinematic degrees of freedom. Unlike gait and running, cyclic functional tasks for the upper 
extremity remain ill-defined. Lastly, the numerous bones per body segment severely limit the applications of skin-based
motion capture systems.  One aim of our lab has been to determine the function of the carpus, the eight small irregularly
shaped bones of the wrist.  Given these stated challenges and our focus on in vivo studies, we developed a computed 
tomography (CT) based technique to measure the in vivo skeletal motion.  Our approach utilizes markerless bone 
registration of sequential CT volume images to track the complete 3-D kinematics of each individual carpal bone.  This 
technique has permitted new understandings of normal carpal bone function, demonstrating that kinematic patterns are 
unique with each direction of wrist motion.  These patterns are highly consistent across healthy wrists, and vary with
numerous pathologies. We have also identified that the most functional axes of the wrist is oblique to the classically 
defined anatomical axes.  We are currently using this technique to examine the in vivo motion of the thumb’s 
carpometacarpal (CMC) joint during functional tasks, as well as the changes associated with early stages of 
osteoarthritis. While yielding new insights into carpal bone function, this technique is limited to static data acquisition 
because it is CT-based.  To address this limitation we have designed, fabricated and validated a bi-plane 
videoradiography system (referred to as XROMM for x-ray reconstruction of moving morphology) that is capable of 
tracking skeletal motion up to 1000 Hz.  I will present our validation approach and conclude with our early findings in 
tracking the dynamic skeletal motion of the hand, wrist and forearm during functional tasks.
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3-D Joint Torques in Car Egress Motions 
Robert T. 1, Causse J. 1,2, Wang X. 1
1 LBMC, Université de Lyon, IFSTTAR – UCBL, F-69675 Bron 
2 PSA Peugeot-Citroën, Vélizy-Villacoublay, France 
This study presents the first analysis of 3-D joint torques developed during car egress motion. Influence 
of the car geometry (an in particular the seat height) and subjects' stature on these torques is also 
analyzed. It showed that, on overall, the shorter the subjects and the larger the cars (or the higher the 
seat), the smaller joint torques.  
Keywords-Joint torques; car egress; Ergonomics 
1. INTRODUCTION 
Getting in and out of a car represents a challenging task. Indeed ingress and egress are complex 3-D motions, 
preformed in a cluttered environment, dealing with equilibrium constraints and involving relatively large 
efforts. However, the ease to get in and out of the car is both an economical and social challenge. For car 
manufacturers, it represents a major ergonomic issue as car ingress-egress represents the first-last physical 
contact with the car. Moreover, considering the general ageing of the population, it is essential to propose 
designs that facilitate the access to the car, even for elderly or disable persons.  
Therefore, it is not surprising that car ingress-egress motions have attracted a lot of research attention. First 
researches analyzed the difficulty inherent to these motions, in particular the link with car design parameters [1, 
2]. More recently, detailed description of the 3-D kinematics have been proposed, notably by [3] and [4] who 
described the different kinematic strategies used by volunteer subjects. Regarding the dynamics, a preliminary 
analysis of the left hip abduction for one subject can be found in [5]. Causse et al. [6] have recently proposed an 
analysis of the contact loads between the subject and its environment, and demonstrated the feasibility of the 
joint loads estimation for these motions. However a complete 3-D analysis of the joint loads acting of car 
ingress-egress motions is still missing.  
In order to fill this gap, we propose in this study: 1/ to describe the joint torques developed during egress 
motions 2/ to analyze the influence of the car geometry and subject anthropometry on the torques developed. 
This analysis focused on egress motions, as they gathered most of the difficulties [7] and involved larger 
torques during the raising up of the Center of Mass (CoM).  
2. MATERIALS AND METHODS
Experiments 
Data of 15 young volunteers, out of the 26 who participated in this experiment, were analyzed in this study. 
They were free from any disorder and routinely driving cars. Subjects were spread in three groups of five 
according to their anthropometry (see Table 1).  
An adjustable mock-up was used to represent the car (see Figure 1). It consists of a seat, a steering wheel, 
pedals, a door frame and a door (kept open at 70°). The main dimensions were varied so that they corresponded 
to three types of car: a small car, a medium-sized car and a minivan (see Table 2). These three configurations 
are mainly differentiated by their seat height. The longitudinal position of the seat relative to the pedals and the 
longitudinal and vertical position of the steering wheel were adjusted by the subjects once at the beginning of 
the experiment. In addition, roof height and sill width were also adjusted. In this study, only retained were the 
data sets with the medium sill width and the medium roof height (the middle between the first uncomfortable 
and the lowest acceptable roof heights identified by subjects prior to experiment [8]). Note that this last 
parameter affects almost solely the cervical joints [8, 9]. 
The mock-up was equipped with four 6-D forces sensors: two Bertec force plates embedded in the car floor 
under the steering wheel and in the ground next to the doorframe, a specific force plate located under the seat 
and a load sensor (Denton) behind the steering wheel. In addition, subjects were equipped with 44 reflective 
markers, whose trajectories were recorded using a 10 cameras optoelectronic system (Vicon MX).  
The task consisted in getting out of a car, from an initial driving posture, and to move away from the door 
frame without using the door. Detailed experimental protocol can be found in [8]. 
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Table 1. The three groups of subjects 
Group Stature (m) Weight (kg) Sex 
Short
1.59 
(1.57 – 1.61)
51.0 
(41.6 – 56.8)
5 F
Medium 
1.68 
(1.63 – 1.75)
63.8 
(53.7 – 80.3)
2F – 3 M
Tall
1.85 
(1.81 – 1.87)
74.2 
(66.2 – 82.0)
5 M 
Table 2. Main dimensions of the three car 
configuration (mm) 
 V1 V2 V3
Seat height above ground 470 550 700
Sill height above ground 360 360 420
Sill height above floor 130 100 70 
Doorway width 900 850 850
Roof width from SW 220 220 250
Sill width from SW 470 460 450
x
y
z
Figure 1. the car mock-up used in this study 
Data Processing 
Egress motions were defined between the instant when the left foot leaves the floor and the instant when the 
right foot touches the ground (see Figure 2).  
Joint angles were estimated from marker trajectories using a global optimization procedure and a 16 rigid 
bodies - 33 degrees of freedom kinematic model adjusted to subjects' anthropometry (Wang SAE 2005). 
Rotation conventions were adapted to ISB's standard (REF Wu). An example of reconstructed motion is 
displayed in Figure 2.  
An inverse dynamics procedure was used to compute the net joint torques developed during these motions. 3-D 
Body Segment Inertial Parameters were estimated from regressions [10]. The procedure is based on a Newton-
Euler recursive approach using a homogeneous (4x4) matrices formalism [11, 12]. The Net Joint Torques were 
then projected orthogonally onto the mobility axes (axes of the non-orthogonal Joint Coordinate Systems – see 
[13]), made unitless [14] and time normalized over 101 frames (0 to 100 % of the motion). Influence of 
subject's anthropometry and car configuration was evaluated at particular points of the joint torques curves (see 
section Results) using an ANOVA with factors Stature ("Short", "Medium", "Tall") and Configuration ("V1", 
"V2", "V3").
3. RESULTS 
An example of egress reconstructed motion is shown in Figure 2. Figure 3 displays the principal joint torques 
developed by subject from the "medium" group in the V2 configuration ("medium-sized car"). Results of the 
ANOVAs are summarized in the Table 3. Significant effects were found for both factors, without any 
significant interaction.  
4. DISCUSSION
From the joint torque analyses, egress motions can be spread into two main phases. The beginning of the 
motion is characterized by: 1) flexion torque in the left hip to transport of the left foot above the sill; 2) right 
ankle abduction, right hip internal rotation and abduction torques, corresponding to the body rotation and 
transfer to the left by the right leg. The second phase is characterized by high extension peaks: left ankle 
plantarflexion, and extension of the left and right knee left hip and lumbar joint, used to rise elevate the Center 
of Mass. They are similar to those observed in Sit-to-Stand motions [15]. The extension torques in the right 
knee tends to transfer the body to the left and facilitate the exit. One can also observe that, during this phase, 
the left knee axial rotation is opposed to the general body rotation to the left. The left leg was not sufficiently 
rotated during the transport phase, leading the knee to its joint limit in axial rotation during the extension phase.  
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Start 25 % 50 % 75 % End 
Figure 2. Exemple of reconstruction for a typical egress motion (medium subject and medium-sized car
Left Ankle Flexion Left Knee Flexion Left Knee Axial Rotation 
Left Hip Flexion Lumbar Flexion Right Ankle Abduction 
Right Knee Flexion Right Hip Axial Rotation Right Hip Abduction 
Figure 3. Net joint torques profiles (from proximal to distal segment) projected on mobility axes (axes of the 
JCS) for egress motions of the medium group of subjects and the V2 vehicule configuration ("medium-sized 
car") averaged (thick line) ± one standard deviation (shaded area) across subjects. Torques are unitless.  
Table 3. Results of the ANOVAs on peak joint torques 
Joint Peak torque 
considered 
Significant 
para. (p<0.05) 
Significant groups 
from post-hoc tests 
Left Ankle Dorsiflexion Configuration V3 < (V1,V2) 
Left Knee Extension Configuration 
Stature
V3 < V2 < V1 
Short < (Medium, Tall) 
 Internal rotation Stature Tall < (Short, Medium) 
Left Hip Extension Configuration 
Stature
V3 < V1 
Short < Tall 
Lumbar Extension Configuration 
Stature
V3 < (V1,V2) 
Short < Medium < Tall 
Right Ankle Adduction Configuration V3 < V1 
Right Knee Extension Configuration V3 < (V1,V2) 
Right Hip External Rotation Configuration 
Stature
V3 < (V1,V2) 
(Short, Medium) < Tall 
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Effects of car geometry had systematically the same effect on joint torques: the V3 configuration induced lower 
torques than V2 and V1. Decrease of extension torques can be directly linked to the increase of the seat height, 
as already observed in Sit-to-Stand motions for example [16]. The dorsiflexion peak on the left ankle for the 
lower seat configuration (V1 and V2) is explained by the fact that subjects hit the ground with the toes instead 
of the heel as in the V3 configuration. Decreased adduction in the right ankle and extension in the right hip can 
be explained by the combined facts that the right foot-ground contact force decreases with the seat height and 
that these degrees of freedom primarily transfer this loads toward the pelvis. The fact that larger car 
configurations with a higher seat induce lower joint torques matches ergonomics evaluations of car ingress-
egress discomfort (e.g. [8]), pointing the ease to get in and out of minivans compared to smaller cars.  
Due to torque normalization, stature effects can not be reasonably explained by differences in body mass or 
segment lengths between groups of subject. They rather highlight differences in the ingress-egress kinematics 
between groups (e.g. [9]) resulting from the interaction between the non-adjusted dimensions of the car 
configurations and subjects of different anthropometry. Results showed that smaller subjects, whose motions 
were less restricted by the car geometry, developed lower joint torques. The left knee external rotation is an 
exception: taller subjects were advantaged to exit their left leg and correctly positioned it (rotate it) before 
loaded it.  
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1. INTRODUCTION 
It has been suggested that practice leads to the evolution and stabilization of newly learned motor patterns in 
bimanual movements. For example, in discrete bimanual movements, spatial interference in the performance of 
drawing tasks [4] decreases with training [13]. These studies suggest that the mechanisms underlying bimanual 
coordination might be plastic, and modifiable to some extent through training. In this context, the importance 
of sensorimotor and attentional processes in bimanual skill acquisition and in overcoming the inherent manual 
asymmetries of the left and right hand sub-systems [1, 2] have received increasing attention [11].
Complex patterns of task-dependent variation in gaze strategies and patterns of movement termination have 
been revealed [3, 8]. Although an inherent tendency to synchronize bimanual movements may exist [4], such 
synchrony may break down during the final movement phases. This task-dependent breakdown in temporal 
synchrony has been associated with an increase in visual demand, and it was suggested that visual constraints 
are the main determinants of coordination patterns in bimanual goal-directed movements [7, 9]. The present 
study investigated changes in eye-hand coordination strategies with simple practice.
2. METHODS
Experimental setup and procedure
Six right-handed young adults, with normal vision and free from disorders participated in this experiment. The 
Institutional Review Board of the University of Michigan approved the experiment and all participants signed 
an informed consent form. Each hand transferred identical objects from initial positions to target locations
symmetric relative to the sagittal plane. Object size, target tolerance and inter-target distance were the task 
variables. Two pairs of light weight cylindrical objects (height 120 mm, with ø 8 mm and 44 mm) were used. 
The target diameter (Td) was defined with respect to the object diameter (Od). Two target tolerances (tol) of 0 
and 45 mm were defined for each object, i.e. Td = Od + 0 or 45 mm. The object-to-target distance was set at 
400mm for all trials. The inter-target distance (D), defined as the distance between the two targets was set at 
either 30 or 200 mm (Fig 1). The initial object and final target locations were displayed on a horizontal 52” 
flat-screen TV adjusted at elbow height. An eight-camera Qualisys® motion capture system recorded
kinematic data at 60 Hz. Eye movements were recorded simultaneously and in synchrony by an ASL® head 
mounted eye tracking system. Gaze data was obtained using a two-step calibration procedure [9].
Figure 1. Experimental setup & Schematic. RH, LH = right & left hand, respectively; D = inter-target distance
Each trial started with the objects finger-pinched at marked locations, and the eyes fixating a target in the mid-
sagittal plane at eye level. Movement speed was not constrained, and subjects were asked to move at a 
comfortable pace to complete the task. No other instruction was given. The only constraint imposed on task-
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performance was zero error tolerance in the accuracy of positioning. If accuracy constraints were not met, 
corresponding trials were repeated at the end of the experiment. The participants first performed a set of 100 
practice trials including a randomized order of bimanual and unimanual movement trials of both the left and 
right hands in similar conditions. The practice session was followed by the experimental session in which each 
bimanual trial condition was repeated thrice in random order with 15 s inter-trial intervals.
Data analysis
3D motion data were low pass filtered at 6Hz (2nd order Butterworth filter). Kinematic data from the markers 
placed on the wrists were used to calculate the onset and end times of movements using a wrist velocity 
threshold of 5mm/s and object contact with the LCD screen [9]. In bimanual trials, the hand moving to the 
target fixated first was defined as the “primary” hand. The absolute differences in movement durations between 
the left and right hands (|MTL-R|) was also computed. Movement termination was defined as ‘sequential’ if 
|MTL-R| > 100 ms and ‘synchronous’ if otherwise. The practice session was split into 2 sections for comparison 
with the experimental trials: The first 30 practice trials (1-30) and the last 30 practice trials (70-100). Within 
each session, the effect of task condition and gaze strategy on |MTL-R| was analyzed using repeated measures 
ANOVA. Mean |MTL-R| values were compared between sessions using unpaired Student t tests.
3. RESULTS
The labels low and high were respectively associated with the lowest and highest level of each task factor 
(object size, target tolerance and inter-target distance) to simplify descriptions hereafter.
Gaze strategies 
Four gaze strategies were identified in experimental bimanual trials [9]. 1) Terminal strategy: gaze was 
directed towards one target first, and after completion of the corresponding hand movement gaze shifted to 
the other target. 2) Intermittent strategy: multiple gaze transitions between the two targets occurred during
execution of the bimanual task. 3) Predictive strategy: gaze was directed towards one target first, but then re-
directed to the other target even before completion of hand movement to the former target. 4) Selective
strategy: gaze was directed to one of the two targets, and remained there until the completion of the entire 
bimanual task. These gaze strategies vary with bimanual task conditions.
Initial Practice (practice trials 1-30)
Both hand movements were initiated simultaneously and peak velocities were reached at nearly the same 
time, irrespective of task condition (P > 0.5). The pattern of termination of bimanual movements varied 
significantly with task condition. The difference in movement durations between the right and left hands 
(|MTL-R|) was significantly longer (Ptol = 0.003) for low than high target tolerance, and increased with inter-
target distance (D) when target tolerance was low (PD= 0.006, PD*tol = 0.011). Similarly, |MTL-R| decreased 
with increasing object size, when target tolerance was low (POd = 0.034, POd*tol = 0.022).
Only 2 gaze strategies – Terminal (in 66% of bimanual trials) and Intermittent (in remaining 34% of bimanual 
trials) were observed. Although both these strategies were observed in conditions corresponding to low target 
tolerance, the intermittent strategy was predominantly observed in trials corresponding to high target 
tolerance. The terminal gaze strategy corresponded to sequential termination of hand movements, while the 
intermittent gaze strategy corresponded to synchronous termination of hand movements. In addition, neither 
hand was systematically chosen as the primary hand (61% left, 39% right) in these initial practice trials. Fig 
2A shows the distribution of gaze strategies and |MTL-R| according to task conditions. 
Comparison between initial practice and experimental sessions
Experimental session results were presented in [9]. When target tolerance was high, |MTL-R| was not 
significantly different (P=0.36) between the initial practice and experimental sessions, although different gaze 
strategies were used for the same task conditions in the two sessions. When target tolerance was low, although 
the terminal gaze strategy was used, |MTL-R| was significantly higher in the practice than the experimental 
session (P=0.031).
Final Practice (practice trials 70-100)
Both hand movements were initiated simultaneously and peak velocities were reached at about the same time 
irrespective of task condition. The pattern of termination of bimanual movements varied significantly with 
task condition in manners similar to those in initial trials. However, variations of |MTL-R| with task condition 
are quite complex and are better understood by decoupling the effect of task condition on |MTL-R| into 
variation of gaze strategy with task condition and variation of  |MTL-R| with gaze strategy [9]. Fig 2B shows 
|MTL-R| and the relationship between gaze strategy and |MTL-R| as a function of task condition.
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Fig 2. Gaze strategies and terminal coordination patterns in initial (A) and final (B) practice sessions. 
Bars = % of trials in each condition in which a particular gaze strategy was observed: Term = Terminal, 
Inter = Intermittent, Selec = selective, Pred= Predicted; ▲ = |MTL-R|
The four gaze strategies were observed in final practice. Sequential movement termination corresponded to 
the terminal gaze strategy and the left hand target was the first to be foveated. Consequently, the left hand 
movement was completed first in 95% of bimanual trials. Synchronous movement termination was observed 
either when the intermittent, predictive or selective gaze strategy was used. Although hand movements were 
completed simultaneously, the left hand target was the first to be foveated in 91% of corresponding trials. 
Thus, based on the order of gaze fixation and placement sequence, the left hand was defined as the primary 
hand (primary task goal in the bimanual task) and the right hand was defined as the secondary hand.
|
Comparison between final practice and experimental sessions
|MTL-R| was not significantly different between final practice trials (70-100) and experimental trials (p >0.5). 
The choice of gaze strategy also presented similar trends in this comparison.
Comparison of Bimanual Movement Time (MT) Between Practice and Experimental Sessions
Asynchronous termination of hand movements was observed when the terminal gaze strategy was selected, 
which corresponded to low target tolerance, in initial practice, final practice and experimental test, respectively. 
Hence MTs associated with this strategy were compared. There were no significant differences in either hand 
MT between final practice and experimental session when the terminal gaze strategy was used (Fig 4 left 2 
columns, P = 0.19, t-test). During initial practice, the left hand was not systematically chosen as the primary 
hand. So the sequentially terminating movements were split into two groups (Fig 4 right 2 columns), based on 
which hand was used as the primary hand. Irrespective of which hand was the primary hand, the overall 
bimanual movement time was significantly longer during initial practice than final practice (P = 0.015, t-test) 
or experimental test (P = 0.008, t-test). In those trials in which the left hand was used as the primary hand, 
|MTL-R| was significantly greater in initial practice than in final practice and test trials (P=0.017, P=0.013, t-
test). Overall bimanual movement times as well as the temporal phase lag between the left and right hand 
movements (|MTL-R|) were not significantly different for trials using the other gaze strategies between any of 
the sessions compared. 
Fig 3. Bimanual MTs in initial & final practice, compared to experimental session. ∆Secondary hand MT = 
completion time lag of secondary hand. Results correspond to low target tolerance-terminal gaze strategy.
4. DISCUSSION
What is learned and why?
The left hand movement is prioritized in terms of gaze orientation and movement sequencing while the right 
hand is relegated to becoming secondary (the opposite prioritization observed in some trials before training is 
! !
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associated with longer bimanual movement times). A preference for left-target fixation in bimanual movements 
has previously been reported [7] and a consequent reduction in temporal phase lags between the two hand 
movements has been observed in other studies [10]. This systematic prioritization and a consequent decrease in 
temporal phase lags between the two hand movements lends to assume an inherent asymmetry in utilizing 
feedback information between the left and right hands [8]; the right hand may be able to rely on proprioceptive 
feedback better than the left hand and hence the left hand might benefit from greater visual guidance of its 
movement [9]. This systematic emergence with practice points out that the CNS adjusts movement control 
strategies to make the best use of limb control asymmetry. 
When target tolerance was high, the intermittent gaze strategy was replaced by predictive and selective gaze 
strategies with training. This indicates that the intermittent gaze strategy might be the default for extensive 
visual guidance in a hitherto unknown/new environment, when performing tasks with multiple constraints. 
Decrease with training in the number of gaze transitions between the two targets required to successfully 
complete both hand-tasks suggest adaptive learning. In the computational modeling framework, this adaptation 
is analogous to an adaptation to the internal forward model controlling the hand movement, which predicts the 
sensory outcome based on an efferent copy of a motor command [12, 14]. This scheme may be extended in the 
current context to suggest that in bimanual movements to targets of high tolerance, once both movements are 
initiated, the CNS learns that predictions of the internal forward model become reliable enough to guide the 
primary hand movement to successful completion. Hence gaze shifts back and forth between the two targets 
are no longer needed. The use of a predictive gaze strategy in which gaze leaves the primary target before 
completion of the primary hand movement strongly supports this perspective. This pre-emptive transition of 
gaze to the secondary hand movement allows both hand movements to be completed synchronously (unlike 
sequential movement execution in the terminal gaze strategy). These strategies may contribute to a cost 
reduction to acquire visual information since head movements contribute to even small changes in gaze 
direction [6].
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A new method for internal-external rotation 
measurement in a prosthetic knee
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In this work, a magnetic measurement system was designed and tested to estimate the Internal-
External rotation between the Tibial and Femural parts of a knee prosthesis. To obtain this, the sensors 
were inserted in polyethylene part while a permanent magnet was placed below the Tibial plate. The 
configuration was designed to keep the intrinsic unbiassness to the positive and negative internal-
external angles. A linear regression model was used to map magnetic measurements of the sensors to 
the angles. For validation the prosthesis was placed in a mechanical simulator equipped with reflective 
markers tracked by optical motion capture system.
Keywords-knee prosthesis, knee internal external rotations
1. INTRODUCTION 
There are a few studies on instrumented knee prostheses in the world, and most of these prostheses have been 
designed for measuring forces and moments applied on the prosthesis [1], [2], [3]. Those systems were
implanted on a few subjects for measurements of joint loading in level walking and stair climbing [4], studying
the components of joint contact forces during different activities and exercises [5], [6]. More recently, in-vivo
force measurements in knee prosthesis was designed [7], in which the sensors and electronic components were 
positioned inside the polyethylene part of the implant offering this way no change in metallic components.
Although these works provided important outcomes for actual measurement of forces and moments, none of 
them were designed for in-vivo kinematic measurements. Indeed, implanted movement sensors can provide the 
actual kinematics of a prosthetic joint, and avoid the drawbacks of skin-mounted markers or sensors suffering 
from soft tissue artifact (STA) [8], [9], [10]. For example, the RMS error of the Stereophotogrammetry motion 
capture (MoCap) due to the STA, based on measurements on several subjects were reported in stance phase of 
walking between 2 to 5.3 degree for internal external (IE) rotations [10].
Recently we introduced a new concept of instrumented knee prosthesis to measure force and STA-free 
kinematics [11], however the kinematics was limited to abduction adduction (AA) and flexion extension (FE) 
rotations [11]. Considering the importance of the IE rotations in evaluation of the mobile-bearing prosthetic 
knee function, in the current work we focused on the design of a separate sensory system for measuring this 
rotation.
2. METHOD AND MATERIALS 
Sensor Configuration and Angle Estimation Model
The F.I.R.S.T knee prosthesis (Symbios Orthopédie SA, Switzerland) was used, which has three main parts 
namely Femural part (FP), Tibial part (TP), and a Polyethylene insert (PE) [11]. Based on the conforming 
interface of FP and PE, we assumed that the IE rotation between FP and TP can be considered as the IE rotation 
between PE and TP. A magnet was placed below the TP (Fig. 1). This placement converts the IE rotations to 
the rotations of the magnet around a center of rotation. The magnet rotation causes the variation of magnetic 
flux, in two biaxial AMR sensors (HMC1512, Honeywell, USA) placed symmetrically to the axis of the 
magnet in PE and results in resistance change of the AMRs. Considering the signals of each biaxial AMR (i.e. 
sensor 1: A1, B1 and sensor 2: A2, B2), a linear regression model of measurements (1) was used to estimate IE 
rotations (TÖ ).
242312110
Ö BABA DDDDDT  (1)
Where iD are the coefficients of the linear model were estimated by minimizing sum of squared differences 
between estimated angle and reference angle measured by a reference system.
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Figure 1.  The configuration of sensors and magnet, left a PE cut, right a frontal-verical cut.
Reference System and Validation
The actual IE angle was estimated by the reference motion capture system (MoCap) consisting of five cameras 
(Vicon, UK) and reflective markers fixed on a mechanical knee simulator which holds all parts of prosthesis,
and is capable to rotate the prosthesis in 3D. To validate the system, we performed both static and dynamic 
measurements of IE rotations while the AMR sensors and the reference MoCap were synchronized. The static 
measurements included the measurements in 42 different angles, while in dynamic measurements, eight IE 
rotations were performed in range of [-11.3ͼ 9.7ͼ]. The Mean and Standard Deviation (STD) of the difference 
(error) between the actual angle (MoCap) and the estimated angle (AMR) were considered to estimate the 
accuracy and precision of the IE estimation.
3. RESULTS
An example of estimated angle in dynamic measurement versus the reference measured angle is depicted in 
Fig. 2. 7KH,(DQJOHHVWLPDWLRQV¶HUURUVIRUVWDWLFDQGG\QDPLFGDWDDUHLOOXVWUDWHGLQWDEOH$Q506HUURURI
less than 0.4o was obtained in both static and dynamics conditions.
4. DISCUSSION AND CONCLUSION
This work showed how the low cost AMR sensors can be used to measure the Internal External rotation in 
prosthetic knee, while avoiding soft tissue artifact. The proposed configuration, consisting of two sensors and 
one permanent magnet, provided an unbiased highly accurate and precise estimation of IE angles. The results 
Figure 2.  Estimated angle versus reference angle (dynamic measurements).
Table 1.  Accuracy (Mean error) and precision (STD error) and RMS error of IE estimation
Movement 
Type
Accuracy and Precision of estimation
Mean error STD error RMS error
Static q00.0 q40.0 q40.0
Dynamic q00.0 q37.0 q37.0
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depicted in the table 1 also postulate that the quality of estimation will not change because of the dynamicity of 
the movement. The linear regression model, which only used the crude measurements of channels of the 
sensors as its inputs, did not face any over-fitting thanks to its simple model.
In next step, the measurement systems for AA and FE rotations need to be combined with the proposed 
measurement system for IE rotations to provide 3D rotation measurement of the prosthetic knee.
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1. INTRODUCTION
During gait, the range of spinal motions should not be great enough to cause injury [1]. Many individuals, 
however, develop low back pain (LBP) after a period of walking, while other individuals with LBP report 
relief of symptoms with walking. As such, the ability to provide a detailed analysis of inter-segmental spine 
motion during gait may provide insight into those movement patterns that are associated with symptom
exacerbation and relief.
Historically, studies of human gait have treated the trunk and spinal column as a single rigid segment between 
the hips and shoulders. Studies that have assessed trunk motion in relation to the pelvis, however, have found 
that the limbs, trunk and pelvis all contribute in a coordinated manner to help minimize mechanical energy 
demands during gait. Furthermore, the manner of this contribution changes as a function of gait speed. In 
healthy subjects, for example, the phasic relationship between pelvic and thoracic segments in the transverse
plane has been shown to change from an in-phase relationship (~25o phase difference) at slow gait speeds to 
an out-of-phase pattern (~120o phase difference) at higher speeds [2,3]. Acquiring kinematic data from 
multiple regions of the spine will allow us to increase our understanding of the inter-segmental spinal motions
that occur during walking, and of the potential interactions that exist between the adjacent spinal regions. 
These data may help to shed light on the possible relationship between spine kinematics during gait and LBP.  
The objective of this descriptive case report was to track the kinematic behavior of the spine, at multiple 
segmental levels, at two gait speeds.
2. MATERIAL AND METHODS
A 29-year old asymptomatic male volunteer, with a history of recurrent low back pain, participated in this 
study. The subject walked on a split-belt, R-Mill treadmill (ForceLink, Culemborg, The Netherlands) at two 
speeds: 0.75m/s and 1.50m/s. He was instructed to walk normally on the treadmill and to look straight ahead. 
Following a period of familiarization [4], 10 consecutive gait cycles were collected for analysis at each gait 
speed. 
Segmental motion during gait was acquired, in three dimensions, using a TrakSTAR electromagnetic motion 
capture system (Ascension Technology, Milton, VT), sampled at 100Hz. Sensors (model 800; 8x8x20mm) 
were mounted over the lateral side of the thighs, the base of the sacrum (S1), and the spinous processes of the 
third lumbar (L3), twelfth thoracic (T12), ninth thoracic (T9), sixth thoracic (T6), third thoracic (T3) and 
seventh cervical (C7) vertebrae using custom molded urethane clips and double-sided tape. These data were 
then low-pass filtered, with a cut-off frequency of 10Hz, using a 4th order, zero phase-lag Butterworth filter, 
and re-sampled at 1000Hz using a cubic spline interpolation. Joint angles for the hips were determined by 
multiplying the 4x4 rotation-translation matrix for the thigh segments by the inverse of the rotation-translation 
matrix for the adjacent segment, using custom software written in Matlab (each rotation matrix having been 
derived from the position and orientation data of the sensors in the transmitter-embedded reference frame).  
Gait cycles were separated between successive points of maximum right hip flexion. The data for each gait 
cycle was then re-sampled to 360 frames using a polyphase implementation (resample command in Matlab 
R2009b). Data from the 10 gait cycles, at each gait speed, were used for the phase analysis.  
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Figure 1. Mean phase plane plots for C7 and S1 at 0.75m/s gait speed
The phase analysis for each segment was conducted using an approach modified from Burgess-Limerick et al.
[5], based on the normalized angular velocity of the segment (absolute maximum scaled to an absolute value 
of one, leaving zero points unaltered) as a function of its normalized angular position (minimum and 
maximum angular positions scaled to -1 and 1). Each data point is represented as a vector on the resulting
phase-plane plot (Fig.1), with the phase offset between two segments at that point in the gait cycle determined 
from the angle between their respective vectors. Using the law of cosines, this gives values from 0o (perfectly 
in-phase) to 180o (perfectly out of phase). For each spine segment, the phase offset at both gait speeds was 
determined relative to the S1 segment.
3. RESULTS
Fig. 2 illustrates the mean spine segment angles across the entire gait cycle, at the 2 gait speeds.  Movements 
in the sagittal plane are biphasic at all spine levels, generally corresponding to the right and left step cycles.
Local maxima in flexion occur with each limb loading response, followed by local minima around mid-
stance. Frontal plane movements follow a similar bi-phasic pattern, with slightly greater segmental motion 
amplitudes at the faster speed.  Transverse plane movements show the greatest difference between the two 
gait speeds. At the slower speed, the segmental motion patterns are primarily monophasic. At the faster speed, 
however, the movement of S1, in particular, transitions to a more bi-phasic pattern, similar to what is seen in 
the other planes, albeit with a notable asymmetry.   
Fig.3 illustrates the mean phase offsets for each spine segment, relative to S1. At the slow gait speed, the 
spine segments show a general trend toward an incrementally increasing out-of-phase behavior relative to S1,
in the caudo-cranial direction. The most notable exception is L3 relative to S1, in the transverse plane. This is 
likely explained by the slight deviation from the sinusoidal pattern in the motion of S1 and L3 around 270o in 
the gait cycle (Fig.1 and Fig. 2). At the faster gait speed, the peak out-of-phase behavior in the sagittal plane, 
relative to S1, occurs at T12, with the more cranial segments becoming progressively more in-phase. In the 
frontal plane, the phase offsets are similar to the slower speeds, with the most notable exception being T12, 
which demonstrates a much larger phase offset than at the slower speed. In the transverse plane, the phase 
offsets are decidedly more out-of-phase (o) compared to the slower gait speed, once again showing a 
general trend toward greater out-of-phase behavior in the caudo-cranial direction.  
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Figure 2.  Mean spine segment angles across the gait cycle (zeroed to mean values). Positive values represent 
flexion (sagittal plane), right side-bending (frontal plane) and left rotation (transverse plane).
Figure 3.  Mean phase offset for each spine segment relative to S1 
4. DISCUSSION
This descriptive case report was intended to illustrate the kinematic behavior of the spine, at multiple
segmental levels, at two gait speeds. The results presented above clearly demonstrate measureable inter-
segmental motions (Fig.2) and distinctive phase-offsets (Fig.3) during gait, at multiple spine levels.  
In general, the findings in this report, with respect to movement amplitudes and phase offsets, are in 
agreement with previous studies providing a less detailed description of spine motion during gait [2,3,6,7]. 
For example, different phase-offsets are clearly demonstrated at the slower vs. faster gait speeds (Fig.3).   
These findings also demonstrate the potential clinical utility of this type of detailed kinematic analysis of the 
spine for the identification of pathological movement patterns.  In particular, the movement patterns in the 
transverse plane demonstrated by this subject showed two behaviors of note.  First, at the slow gait speed, the 
caudo-cranial progression of mean phase-offsets was not present at L3 relative to S1 (Fig.3), likely due to a
brief deviation in the movement of S1 and L3, from their otherwise sinusoidal trajectories, around 270o in the 
gait cycle (Fig.1 and Fig. 2). Examination of individual gait cycle kinematics found this deviation to be 
present in 9 of the 10 gait cycles. Further examination is required to determine if this deviation may be 
representative of a segmental instability or other pathology. Second, at the faster gait speed, movement in the 
transverse plane appeared to transition toward a more multi-phasic pattern across the gait cycle, as described 
in previous studies [3]. This pattern, however, was decidedly asymmetrical. Once again, further investigation 
is required to determine the precise clinical relevance of this transverse plane asymmetry.  
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1. INTRODUCTION 
While assessing human movement using stereophotogrammetry and skin markers, the inaccuracies 
engendered by the movement of these markers relative to the underlying bone (soft tissue artifacts: STAs) 
represent an unsolved problem. Indeed, bone pose and notably joint kinematics estimation are jeopardized by 
these inaccuracies. In recent years, methods have been proposed with the aim of compensating for STA [10].
Two groups of methods are typically used: single body optimization and constrained multi-body optimization 
(MO). MO uses a model of a chain of body segments with specific joint constraints and minimizes the 
distances between measured and model-determined marker positions [11]. Moreover, the modeling of STAs is 
also a current topic [2, 6] and some models have been embedded in single body optimizations [1].
This study aims at incorporating a STA model, at a cluster level, in the MO. The objective is to investigate the 
practicability and potentiality of such approach, focusing on the value of the objective function residual, on 
the amplitude of rotation, translation, homothety and stretch of the cluster of markers, and on the pattern of 
joint kinematics.
2. MATERIAL AND METHODS
Multi-body optimization methods with soft tissue artifact model
Parameter set
Generalized parameters iQ [7] expressed in the inertial coordinate system (ICS) have been used, for each 
body segment ,i consisting in the position vectors of proximal and distal endpoints, iP and iD respectively, 
and two unit orientation vectors iu and iw (Fig.1):
P .   i iD
T
i i i
ª º ¬ ¼Q u r r w (1)
Affine STA model
The transformation of the clusters of skin markers from their model-determined shape to a deformed shape 
(with the positions of the markers in both shapes expressed in the ICS, see Fig.1) is defined for each body 
segment i by the vector iA :
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The coefficients 0 00, , 
yx za a a represent the translation  it of the origin of the ICS (considered as fixed with 
respect to the cluster of markers) [8]:
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T
yx z
i
i
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The other nine components represent, as a whole, rotation, homothety and stretch [8]:
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T (4)
After a polar decomposition of iT the direction cosine matrix, the three coefficients of homothety and the 
three coefficients of stretch are defined about the XYZ axes of the ICS.
Joint model
Ankle, knee and hip joints are modeled by spherical joints [11].
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Objective function
STA parameters iA are optimized in the same time as the segment position parameters iQ .
For the thj marker of segment i jiM , we define a set of driving (or motor) constraints (Fig.1):
 jij
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ij i i i iM
§ ·  ¨ ¸© ¹
ĭ U 7 1 4 W . (5)
m
ijĭ is the difference between the measured marker position j
iM
r and the corresponding model-determined 
marker position 
j
iM
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j
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and it (noted 
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The optimization problem is: 
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with mĭ the vector of driving constraints with all markers of all segments, kĭ and rĭ the kinematic and 
rigid-body constraints respectively [9] and aĭ the STA model constraints.
Minimization is solved using a Newton-Raphson algorithm [3] LQ0DWODERQWKHIROORZLQJHTXDWLRQ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with mK the Jacobian matrix of mĭ ; kK , rK and aK the Jacobian matrices of kĭ ,
rĭ and  
aĭ
respectively, and 
kȜ , rȜ , aȜ the corresponding Lagrange multipliers. 
STA model constraints
Three conditions were tested: 1. affine transformation of the cluster of markers with no constraint on the 
parameters of the matrix iT ; 2. rigid transformation of the cluster of markers where homothety and stretch are 
the identity transformation (their coefficients are 1 and 0 respectively), constraining iT to be orthogonal (i.e. 
T
i i  T T E with E the identity matrix); 3.  no transformation of the cluster of markers ( i  T E and  i  t 0 ).
Fig.1: Parameterization of segment i and positions of the marker jiM in the ICS.
3DAHM2012
265
Data acquisition and processing
Five healthy male subjects (age: 29±5 years; height: 1.74±0.09 m; mass: 76.5±13.5 kg) participated in the 
study. The trajectories of 32 skin-based markers on the right lower limb (eight markers by segment) were 
recorded at 100 samples per second during a level walking cycle. 
The rotation angle (in degree) of the STA transformation is extracted by projection of the direction cosine 
matrix onto the helical axis, and we focused on the norm of the displacement of the centroid of the cluster, 
deduced from it . Concerning the homothety and stretch, the average value over the respective coefficients 
(i.e. about the XYZ axes of the ICS) was computed.
3. RESULTS
For all the subjects, the optimization residual on f was smaller when introducing an affine transformation of 
the cluster of markers compared to an optimization with no transformation.
STA model on the thigh
Rotation (maximal value over the gait cycle and throughout subjects: 2 degrees with affine transformation and 
1.5 degrees with rigid transformation of the cluster of markers) and translation (maximal value over the gait 
cycle and throughout subjects: 19 mm with affine transformation and 11 mm with rigid transformation of the 
cluster of markers) parameters resulted to be larger with the affine than with the rigid STA model (Fig.2). 
Homothety and stretch coefficients were very close to 1 and 0 respectively (Fig.3). 
Knee joint kinematics
On the whole, the amplitudes and curve patterns of the knee joint kinematics were similar with the different 
STA models tested (Fig.4). The choice of the STA model at the cluster level (affine, rigid or no 
transformation) does not influence significantly the optimized joint kinematics.
Fig.2 :  Maximal angle of rotation (in degree) about helical axis (on the left) and maximal value of the norm 
of translation (in mm) (on the right) for the right thigh performed over the duration of gait cycle on five 
subjects with two different STA models, affine (plain) and rigid (striped) transformation.
Fig.3 : Maximum, over the duration of gait cycle, of the mean, over the three axes, of homothety (on the left) 
and stretch (on the right) coefficients, for the right thigh performed on five subjects with two different STA 
models, affine (plain) and rigid (striped) transformation.
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Fig.4: Kinematics of the right knee for a representative subject. Angles (in degree) of Extension/Flexion, 
Adduction/Abduction and Internal/External Rotation, from the left to the right respectively, are represented 
with affine (red), rigid (blue) and without (black) STA model.
4. DISCUSSION
In this feasibility study, a new approach for the simultaneous optimization of segment pose and parameters of 
a STA model was presented by introducing an affine transformation of the cluster of markers in the objective 
function. The choice of a linear model at a cluster level is comforted by the study of Andersen et al. (2012) 
[2]. Camomilla et al. (2011) [5], showed a linearity of the relationship between position of a given marker 
relative to the underlying bone and the closest joint kinematics. The fact that the choice of STA model (affine, 
rigid or no transformation) has no influence on the optimized joint kinematics, but has an influence on the 
objective function residual, shows that this method may eventually provide a non-invasive assessment of the 
deformation of the marker cluster due to STAs. Other approaches have already been proposed for the non-
invasive assessment of the soft tissue deformation at the marker level [6]. The present results confirm studies 
which state that the most important components of skin marker artifact movement are essentially rigid-body 
translation and rotation of the cluster. The deformation (homothety and stretch) of the cluster is definitely 
small [2, 4]. However, we can see that a slight variation of the homothety and stretch coefficient influences 
the rotation and translation values. 
To conclude, this new approach may allow estimating the parameters of a defined STA model, but showed 
some limitations. Actually, this method may provide information about the transformation of marker clusters,
but not about the displacement of individual markers relative to the underlying bones. Furthermore, 
experimental validation data (e.g. with bone pins) would be essential to confirm the results. Next steps would 
consist in further validating the method and developing the MO method through the use of better joint models 
[9] and other STA models [5].
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1. INTRODUCTION 
Maintenance of upright posture is a complex task requiring the center of gravity to reside over a small base of 
support. Sophisticated neuro-muscular mechanisms are necessary to sustain this position. The postural control 
system deteriorates with age and disease, balance becomes increasingly tenuous resulting in an enhanced 
susceptibility to falls. Consequently, iWLVLPSRUWDQWWREHDEOHWRDVVHVVWKHVXEMHFW¶VDELOLW\WRPDLQWDLQEDODQFH
and to be able to predict the risk of falls. In literature there are many clinical balance tests used to predict falls. 
An example is provided by the Functional Reach (FR) Test, defined as the maximal distance one can reach 
IRUZDUGEH\RQGDUP¶VOHQJWKZKLOHPDLQWDLQLQJDIL[HGEDVHRIVXSSRUt in the standing position[1]. The simple 
clinical measure, extracted from the test, correlates with the risk of recurrent falls in elderly subjects. 
Nevertheless FR is affected by characteristic flaws of functional evaluation scales, particularly by the ceiling-
floor effect, that is a poor sensibility in the middle part of the measurement range. Moreover, as shown in [2],
FR cannot be considered as a measure of dynamic balance because it is not able to differentiate healthy elders 
from individuals with balance impairments. More information can be obtained from this motor task if it can be 
described looking at the kinematic behavior and at the motor strategies employed. Currently, the kinematic 
assessment is usually provided in laboratory environment with marker-based stereophotogrammetric systems. 
Ambulatory systems would require different specifications such as: low-costs, easiness of use and non-intrusive 
techniques. The Motion-Capture system here described,  allows to calculate the biomechanical FR index and
the relative flex-extension angle between the torso and the thigh of the subject using only one commercial 
webcam. The technique does not require any physical contact, it results totally non-invasive, and easy to use. It 
is suited for a 2D analysis of the FR or similar 2D tasks, giving in real-time the expected results,  and allowing 
the contemporary recording of the video signal. Validation tests have been carried out in an indoor and not 
structured environment.
2. MATERIALS AND METHODS
A commercial webcam, model Logitech Quick-Cam Pro 9000 (resolution 640x480 pixels, frame-rate 30fps), 
is located at 1.5 m height from the floor, 3m away from the subject performing the Functional Reach Test. 
7KH=KDQJ¶VFDOLEUDWLRQWHFKQLTXH>@LVLPSOHPHQWHGWRFRPSXWHLQWULnsic and extrinsic camera parameters, 
from multiple views of a flat planar pattern of control points. Lens distortion parameters are calculated 
according to Brown [4]. By a preliminary acquisition, the software acquires the background frames and 
computes, from color intensity values of the image pixels, the background statistical model. So every 
background pixel is represented by a unimodal Gaussian probability distribution function, described by the 
PHDQDQGYDULDQFHRIWKHSL[HO¶VFRORULQWHQVLW\:KHQWKe FR test acquisition starts, every new pixel of the 
YLGHRVHTXHQFH LVFRPSDUHGZLWK WKHEDFNJURXQGVWDWLVWLFDOPRGHODQG LI WKHSL[HO¶VFRORU LQWHQVLW\DW WKDW
time instant does not belong to the correspondent background pixel distribution function, the pixel is then 
marked as a movement pixel (i.e. as a pixel that probably  belongs to the moving subject). Afterwards the 
software calculates the edge pixels to approximate the external boundary of the moving subject and stores 
only the longest contour retrieved, so that only pixels physically connected and belonging to the biggest 
object in the scene are considered. In this way the segmentation procedure becomes less sensitive to salt-and-
pepper and shadow noise. Once the external boundary of the subject is calculated, it is discretized into six 
body sub-parts using the anthropometric stick-figure model shown in Winter [5]. For each body sub-part, the 
software calculates the least squares ellipse that best-fits the corresponding points cloud. These best-fitted
ellipses are used for the motion tracking and to compute the flexion-extension angle between the body parts of 
interest. The relative angle between the torso and the thigh is defined as the angle between the major semiaxis 
of the ellipses that approximates the corresponding body parts. The clinical FR measure is estimated as the 
greatest displacement of the point corresponding to the furthest hand pixel. Through the calibration procedure 
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the pixel distance calculated for the FR can be converted in a metric distance. Angular values validation has 
been performed comparing the results obtained by the  Motion-Capture system developed and those obtained 
by an electrogoniometric system (STEP 32, DemItalia); the FR distance estimated has been compared with 
the direct measure (by a yardstick) of the anterior-SRVWHULRUGLVSODFHPHQWRIWKHVXEMHFW¶VKDQG
3. RESULTS
Fig.1 shows the results of the image processing algorithm implemented for the frame segmentation of the 
video sequence, once background acquisition has been performed. Fig.2 shows a comparison between the 
flexion-extension angle measured from the electrogoniometric system, and that estimated by the markerless 
system. An average error of 0.97 (±3.99) degrees was obtained. The highest error is located nearby the
minimum of the trajectory of the flex-extension angle and ranges between 0 and 4.5 degrees (in absolute 
value). Fig.3 shows the flat planar pattern used in the calibration procedure with the automatic identification 
of the internal corners of the chessboard used as control points. The FR has been measured with the 
markerless system and compared with the measure taken directly with a common yardstick. A further estimate 
of the FR distance has been computed by means of the anthropometric measures of the subject and by the 
angular values obtained by the markerless and by the electrogoniometric systems. With respect to the 
yardstick measure of the FR, the error of the markerless system resulted to be 0.75 (±1.70); the error in the FR 
distance estimated by the anthropometric measures of the subjects and by the angular values of body segments 
obtained by the markerless and by the electrogoniometric systems was 1.23 (±2.21) cm and is 2.79 (±5.19) 
cm, respectively.
Figure 1.  Results obtained by the Motion Capture System software:  a) Original frame, b) segmentation 
result, c) contours extraction, d) contours discretization e) ellipse approximation
Figure 2. Angle between torso and thigh assessed by the markerless system (blue line), and measured by the 
electrogoniometric system (red line).
a) b) c) d) e)
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Figure 3. Flat planar pattern used in the calibration procedure; internal corners are detected automatically and 
colour-marked to show the positive matches resolved by the software.
4. DISCUSSION
Aim of this work was the implementation of  a markerless algorithm to estimate the characteristic parameters 
of a motor task like FR that is significant in the context of functional evaluation of motor disorders and in 
particular of maintenance of balance. As working hypothesis we assumed: a) the use of a low cost 
instrumentation, b) unstructured environment, c) user friendliness of the whole tool in the sense that no specific 
technical skill is required for the end user. All these assumptions have been completely satisfied. The 
preliminary numerical results show satisfactory level  of accuracy in the estimate of both linear and angular 
displacement data. The system software runs in real-time so that the user can immediately verify the outcome 
of the test. Moreover the video sequences are not lost but stored for later visualization and use. The software 
has been meant to be applied also for the analysis of other simple, 2D,  yet significant motor tasks as those used 
in the functional evaluation scales of motor disorders.
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ISB Keynote lecture
!
Insights from simulating gait dynamics and 
disorders
Scott Delp
University of Stanford, USA
The outcomes of treatments performed to correct movement abnormalities are variable. This problem exists, in part, 
because the biomechanical causes of the abnormal movement patterns are unclear, and the effects of common 
treatments are not understood. I believe that the design of treatments will improve if computer simulations are 
developed that complement experimental movement analysis and help explain the causes of movement abnormalities 
and predict the functional consequences of interventions. This presentation will describe a range of computer 
simulations that provide insights into the dynamics of human walking and running and the mechanics of common 
movement abnormalities.
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Biologic tissues tend to arrange themselves in order to achieve the optimal mechanical resistance 
(functional adaptation). In a previous work, a joint kinematic model has been proposed exploiting this 
concept. The joint capability to withstand an applied load has been hypothesized to be proportional to a
measure of the joint congruence, which indicates how well mating surfaces fit together in a given joint 
configuration. The envelope of maximum congruence configurations defines a spatial trajectory along
which the functional adaptation is satisfied and it is thus called functionally adapted trajectory. In this 
paper, the sensitivity of the kinematic model to the parameters defining the congruence measure is 
analyzed, together with the algorithm stability with respect to initial guess variations.
Functional adaptation; joint congruence; joint kinematics; ankle
1. INTRODUCTION 
In the last thirty years the literature has documented the impressive capability of animal tissues to modulate 
their structures and mechanical properties in response to the loads that muscles exert on them. This 
mechanism, often called ³:ROII¶VORZ´IRUERQHZDVH[WHQGHGWRWLVVXHVand organs in general by Roux [1]
under the name of functional adaptation. Despite these concept dates back to the 19th century, it took up to 
1960s for it to became systematically studied. Today, many experimental evidence [2,3] support analytical 
models [4-8] able to predict the adaptation of different biological tissues. The most studied one is certainly the 
bone: the mechanisms governing its (re)modeling have been identified, together with the actors involved in it
[2,9] and many numerical models exist for the bone adaptation to loads [5,6,10]. Soft tissues are in general 
more complex: ligaments and tendons behavior is partially understood [11], but their mechanotransduction is 
still unclear [12,13] and few models are available for predicting their adaptation [4]. The most challenging 
tissue is anyway the cartilage. Many authors attempted to model it, obtaining good description for its in vitro 
response to load [14,8]. Still, the dynamics of in vivo behavior is not yet modeled and little is known about its 
mechanotransduction and on how (and if) it adapts to mechanical requirements [15,16,3]. In order to evaluate 
the cartilage adaptation, in [17] a measure of joint congruence was exploited that was hypothesized to be 
proportional to the joint capability to withstand an applied load. A kinematic model for human ankle was 
build on it. The outcomes of this model were validated against experimental data, obtaining a very good 
agreement. This was considered an indirect proof of the original assumptions. In this paper, the sensitivity of 
the kinematic model to the parameters defining the congruence is analyzed, together with the algorithm 
stability to initial guess variations.
2. JOINT CONGRUENCE
Joint congruence is a common concept in medical literature. It indicates how well mating surfaces fit together, 
essentially referring to a quality whose evaluation is left to the doctors experiences. From a medical point of 
view, joint congruence can help to describe the normal physiology of an articulation and may be a good 
indicator of its functionality: an increase of it corresponds to a better mating between the articular surfaces 
and it is reasonably associated with an improved capability of distributing and thus withstanding to an applied 
load. The definition of a measure for the joint congruence is the first step toward a quantitative evaluation of 
the articulation state. Many congruence measures have been presented, all essentially based on the evaluation 
of relative curvature of surfaces at or near the contact point (see for instance [18]). This approach does not 
take into account the relative position and orientation of the bones in the joint (joint configuration) and 
depends on the surface approximation employed. In [17], a different approach to measure joint congruence 
was proposed that: i) does not require curvatures computation nor contacts determination, ii) takes into 
account the joint configuration and iii) is independent from the articular surfaces representation, permitting 
the use of meshes. Without loss of generality, the measure has been presented for the tibio-talar joint. Let us 
call Stib, Stal, Vtib and Vtal the surfaces and the volumes of bone together with the articular cartilage for the 
distal epiphysis of the tibia and for the talus. The surface of a bone (for instance the tibia) is offsetted of a
quantity , defining a surface Sǻ and a corresponding volume Vǻ (Fig. 1.a). The volume trapped between Sǻ
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and Stib is called control volume Vc, i.e. Vc=Vǻ-Vtib. Joint congruence (CM) at a given configuration is 
defined as the volume of the intersection between Vc and Vtal. In order to obtain a continuous function, more 
suitable for numerical optimization, copenetration is allowed. Its volume VtibŀVtal, penalized by an 
experimental term k, is subtracted from the measure. Globally we have:
c tal tib talCM V V k (V V ) (1) 
Clearly, the better the mating between the two articular surfaces will be, the bigger will be the portion of the 
talus within the control volume. Defining by x the six dimensional vector of the coordinates representing the 
configuration of  the tibio-talar joint, it is possible to write the following function f for CM:
tib talCM f (S ,S , ,k, x) (2)
3. MATERIALS AND METHODS
Adapted and Passive Motion
In an adapted motion, ligaments should stay isometric. Indeed, they grow in length in order to avoid continuous 
tensioning and they shorten to compensate relaxation due to creep [11]. In vivo experimental evidences [16] 
show that articular cartilages thickness decreases of a 5% after few cycles and then it stabilizes, independently 
from the performed activity. Thus, in a normal adapted  motion cartilage may be considered uncompressible. 
The same ligament and cartilage deformation states [19]  may be found in passive motion [20]. Therefore it is 
possible to take the latter as representative of the former.
Data Acquisition
Tibio-talar relative passive motion was recorded in vitro as a sequence of neutral equilibrium configuration 
using a Stryker Navigation stereophotogrammetric system (precision: ±0.5 degrees, ±0.5 mm), and represented
by means of a sequence-independent joint coordinate system [21]. Using the same instrumentation and a 
pointer, the articular surfaces were digitalized as clouds of points. The whole procedure and experimental setup 
are described in [22]. Triangular mesh models for the bone surfaces were found in the VAKHUM database. 
These models were then manually adapted to fit the experimental data for the articular surfaces. 
Trajectory Generation
Functional adaptation requires the optimal use of tissues. Thus, assuming that a given joint is adapted implies 
it arranges its material in order to achieve the greatest mechanical resistance. The proposed congruence 
measure is hypothesized to be proportional to the joint capability to withstand an applied load. It follows that,
among many physiological trajectories, the adapted one will be the envelope of maximum congruence 
configurations. The tibio-talar joint may be considered as a single degree of freedom (DOF) joint [19], 
therefore its motion can be parameterized with one independent scalar  parameter. The remaining dependent 
coordinates can be obtained by congruence maximization. Numerically, congruence is evaluated by means of 
boolean operation as implemented in the GNU Triangulated Surface Library (GTS). The search for maximum 
congruence configurations is performed with Nelder-Mead Simplex algorithm as implemented in the GNU 
Scientific Library (GSL).
4. ALGORITHM SENSITIVITY AND STABILITY
The algorithm may be sensitive to the parameterization of motion, to the bone chosen for the control volume
definition, to the offset ǻ and to the penalty factor k. Each one of the six components of x was taken as
independent reference parameter of the talar motion within the control volume built on Vtib. In order to 
evaluate the sensitivity to the Vc definition, a further parameterization for the motion of the tibia within the 
control volume built on Vtal was considered. ǻ and k were investigated in the range 1-7 mm and 1-10
respectively, both with steps of 0.5. For every parameterization and for HYHU\YDOXHRIǻDYDOXHRIkconv was 
found above which the algorithm is almost insensitive to k and converges to a single trajectory, kconv growing 
ZLWKǻ. 7KHDOJRULWKPVHQVLWLYLW\WRǻYDULDWLRQZDVVWXGLHGIRUHYHQO\GLVWULEXWHGSDLURIǻDQGNYDOXHV
ZLWK N Nconv. Table 1 shows the mean standard deviation (MSD) of the dependent coordinates for every 
parameterization considered. The small MSD values indicate DVPDOOVHQVLWLYLW\WRǻYDULDWLRQZKHQNNconv.
The parameterizations based on the dorsi-plantar flexion angle (DPF) show similar MSD, suggesting the 
algorithm insensitivity to the bone used in Vc definition. The optimal working value for the offset was chosen 
noticing that the sensitivity to k further decreases when ǻ grows. Thus, the upper bound of the investigated 
UDQJHZDVWDNHQǻ  The optimal k was chosen as the value leading to a residual copenetration compatible 
with clinical data: assuming a mean cartilage thickness of 1.3 mm for each articular surface in the ankle joint ,
and admitting deformations of 5% [16], a 0.13 mm copenetration may be considered physiological. Values of 
ǻ  DQG N  UHVXOW LQ DQ DFFHSWDEOH PHDQ FRSHQHWUDWLRQ IRU DOO WKH SDUDPHWHUL]DWLRQV (table 2). Table 2 
shows the mean absolute error (MAE) between each coupled coordinates of the mean experimental trajectory 
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(a) (b)
Figure 1: a) representation of control volume (VcDQGFRQJUXHQFHPHDVXUH&0EFRPSXWHGǻ N 
flexion angle, talus motion) (-) vs mean experimental (- -) trajectory.
Table 1: MSD of the dependent coordinates for every parameterization considered 
DPF (degree) PS (degree) IE (degree) X (mm) Y (mm) Z (mm)
MSD - param. DPF / 0.30 0.66 0.15 0.07 0.14
MSD - param. DPFtib / 0.25 0.52 0.09 0.11 0.24
MSD - param. PS 1.41 / 0.53 0.45 0.50 0.11
MSD - param. IE 1.73 0.34 / 0.52 0.49 0.26
MSD - param. X 0.65 0.26 0.59 / 0.19 0.17
MSD - param. Y 0.67 0.59 1.08 0.29 / 0.47
MSD - param. Z 2.75 0.50 0.94 0.81 1.05 /
Table 2: For each parameterization is reported the MAE between mean experimental trajectory and the 
FRPSXWHGPRWLRQǻ DQGN WKHSUHGLFWDEOHIOH[LRQUDQJHDQGWKHPHDQresidual copenetration
PS (degree) IE (degree) X (mm) Y (mm) Z (mm) Flexion range dmean
MAE - param. DPF 2.08 1.04 1.83 1.11 1.87 [-41 ÷ 36] -0.16
MAE - param. DPFtib 1.50 1.38 1.98 0.78 1.30 [-41 ÷ 36] -0.16
MAE - param. PS 0.93 1.77 2.03 0.96 1.34 [-22 ÷ 2] -0.10
MAE - param. IE 2.33 0.74 1.53 1.18 1.78 [4 ÷ 15] -0.15
MAE - param. X 2.25 1.26 0.93 0.81 1.89 [-30 ÷ 36] -0.18
MAE - param. Y 1.89 0.69 0.92 0.69 1.43 [-39 ÷ 29] -0.15
MAE - param. Z 0.52 1.63 0.40 0.20 0.48 [-28 ÷ 19] -0.15
Table 3: MSD of the dependent coordinates for DPF parameterization over 1444 different IGs
DPF (degree) PS (degree) IE (degree) X (mm) Y (mm) Z (mm)
MSD - total / 0.048 0.099 0.015 0.006 0.017
and the motion computed with ǻDQGN optimal values. Different parameterizations result in similar MAE.
DPF parameterizations were chosen as optimal due to their small MSD. Algorithm stability was evaluated by 
testing its convergence for different initial guesses (IGs) on both the DPF parameterizations. Neighborhoods
of radius 5 of the extreme dorsiflexion, extreme plantarflexion and the neutral experimental configurations 
were taken. Within each of them, 243 evenly spaced IGs were considered, for a total of 1446 IGs. The 
algorithm converged within three steps on the same trajectory in all the case but two, which clearly result in a 
smaller minimum. Table 3 reports the MSD after the convergence and neglects these two cases. It is possible 
to conclude that the maximum found is very stable. Figure 1.b shows the computed trajectory, against the
mean experimental trajectory for the passive motion, when the DPF parameterization is used, Vc is defined 
based on tibiaǻ DQGN . The first plot shows the progression of the prono-supination (PS) and intra-
ǻ
Stib
Sǻ Vc
CM
Stal
TIBIA
TALUS
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extra (IE) rotation angles while the second shows the progression of the x, y and z displacements, all plotted 
versus DPF.
5. CONCLUSION
In this work, sensitivity and stability of a kinematic model of human joint have been assessed. The model 
shows small sensitivity to all the parameters defining the congruence measure and it is very stable with respect 
to a wide range of initial perturbations, namely to different IGs. The comparison between experimental and 
computed trajectories has shown a very good agreement between computed and experimental trajectories for 
the tibio-talar joint on a range of more than 70 degrees of DPF. It is worth to underline the predictive nature of 
the model: it does not rely on a measure of the trajectory it aims to match, but it simply need a description of 
bone and articular surfaces. This makes it possible to generate subject-specific models for the joint kinematics 
that could possibly result helpful in pre-surgical planning, in the study of the effect of articular surface damages 
on the overall joint behavior and in the prosthesis design.
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1. INTRODUCTION 
In virtually unloaded conditions, the human tibiofemoral (knee) and tibiotalar (ankle) joints behave as single 
degree-of-freedom (1DOF) systems [1]. In these conditions, fibers within the ligaments remain nearly isometric 
throughout the flexion arc and articular surfaces nearly rigid. Relevant theoretical models are showing that the 
ligaments and the articular surfaces act together as mechanisms to control the passive joint kinematics [2-4]. In 
the knee joint, isometric fibers were identified within the anterior cruciate, posterior cruciate and medial 
collateral ligaments, whereas rigid contacts were associated to the two condylar articular surfaces [2,3]. In the 
ankle, isometric fibers were identified within the calcaneal-fibular and tibio-calcaneal ligaments, rigid contacts 
were associated to the articular surfaces between the tibio-fibular mortise and the talus [4]. Kinematic 
measurements and corresponding model predictions also revealed that the instantaneous screw axes of both the 
knee and ankle motion all pass near to a single point, hereinafter called the pivot point (Figure 1). This 
observation proves that a nearly-spherical motion is experienced by these human joints.
            
Figure 1. Graphical representation of the instantaneous screw axes of motion at the knee (left) and ankle
(right); these axes pass near to a single point, i.e. the pivot point.
Based on this experimental evidence, a first group of mechanisms was proposed by these authors for the 
kinematic modeling of the knee and ankle joints [3,4]. These models feature two members (i.e. the rigid bones
including cartilages) in mutual contact at the articular surfaces and interconnected by rigid links (i.e. the 
OLJDPHQWV¶ isometric fibers). Different models were defined by increasing the quality of articular surface 
representation; in particular, the model that features a spherical approximation for each of the anatomical 
articulating surfaces (hereinafter called ESM2, for consistency with previous studies [3]) revealed to be very 
accurate. These mechanisms replicated well the natural kinematics of these joints by direct representations of 
the anatomical structures that guide the passive motion. However, these mechanisms are limited by high
computational costs and overall mechanical complexity; they show also numerical instability of the relevant 
mathematical models, that is source of singularity problems, of high sensitivity to geometrical parameter 
variations and of oscillations of the simulated motion. All these aspects can be a problem when simpler 
analyses are necessary as in musculo-skeletal modeling of the lower limb, or when simple and stable prostheses 
and orthoses have to be designed. Thus, still novel mechanisms are necessary to drastically simplify the 
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geometry of the models and to improve their numerical stability. Spherical Parallel Mechanisms (SPM) are 
being analyzed [5-7], based both on anatomy and kinematics of human joints: two isometric ligaments (the 
cruciates for the knee and the calcaneal-fibular and tibio-calcaneal ligaments for the ankle) are modeled as 
binary links of constant length, and the bones are also connected by a spherical pair centered at the pivot point, 
in order to approximate the nearly spherical motion observed for the knee and ankle joints (Figure 2). The 
model is still a 1DOF equivalent spatial mechanism.
Figure 2.  SPM models of the knee (left) and ankle (right) joints, with diagrammatic representation of the 
relevant ligaments, and the pivot point.
The present study is aimed at defining and testing original SPM models for the kinematics analysis of the 
human knee and ankle joints. For this purpose, anatomical and kinematics measurements were taken from in-
vitro experiments, from which the models were defined. Model predictions were compared with original 
measurements, and with those from the previous equivalent mechanism ESM2. Advantages and disadvantages 
of these new models are discussed.
2. MATERIALS AND METHODS
Experimental measurements
Geometrical data and reference motion for the definition of SPM and ESM2 mechanisms were obtained from 
experiments in fresh frozen amputated lower limbs, 4 knees and 5 ankles, free from anatomical defects. Passive 
flexion-extension cycles were performed and relevant bone motion was recorded by a standard stereo-
photogrammetric device. Anatomical landmarks, articular surfaces and ligament origins and insertions were 
also digitized. Anatomical reference frames were defined and the relative displacements and rotations of the 
joints were obtained [8]. Isometric fiber attachment points were determined in the ligament attachment areas. 
The articular surfaces required by ESM2 models were obtained by means of spherical approximation of the 
digitized point clouds. The pivot point required by SPM models was obtained by searching the point with the 
least mean squared distance from the instantaneous screw axes of passive motion.
Kinematics analysis
The closure equations of the SPM and ESM2 models were solved to obtain the simulated motion of the joints, 
in order to compare it with the experimental one. For each model, a bounded optimization procedure was 
performed to find the optimal geometric parameters which allow the different models to best-fit the 
corresponding experimental motion. The bounds on geometric parameters were chosen in order to keep the 
optimal parameters close to their first estimate based on anatomy. The mean squared and weighted error (err) 
between the calculated and experimental joint motion was used as an index to compare the accuracy of the 
models. In other words, the square root of err is the rms value of the per cent difference between the calculated 
and experimental motion parameters, with respect to the corresponding range.
tibiofibular segment
talocalcaneal segment
CaFiL
TiCaL
PP
+
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3. RESULTS
Mechanical complexity of the new spherical mechanism SPM is lower than the previous models. The number 
of links and kinematic pairs is indeed lower, and only 16 independent geometrical parameters are required to 
define SPM, against the 35 parameters required by ESM2. This aspect does affect the computational costs, in 
particular during the optimization procedure: each SPM geometry was approximately optimized in 10 minutes 
on a personal computer with a 2.8 GHz processor and 6 GB of RAM; the ESM2 model required from 2 to 11 
hours on the same platform. The lower computational time was a consequence also of the higher numerical 
stability of SPM: almost no singularity problems were found during the optimization of SPM, contrarily to 
ESM2 (Table 1); moreover, a preliminary analysis [9] proved that the sensitivity to geometrical parameter 
variations of SPM is lower than ESM2. The SPM model replicated passive motion with a comparable though 
lower precision with respect to ESM2 (Figure 3). In particular, for the knee mechanisms (Table 1), the values 
of accuracy index err for SPM are nearly twice those for ESM2. These results prove that the passive motion of 
the knee and ankle joints can be approximated well also by a 1DOF spherical motion.
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Figure 3.  Rotations (top two) and translations (bottom three) patterns from a typical knee (left) and ankle
(right) specimen: superimposition of the experimental (black point-dashed), and corresponding ESM2 (red 
dashed) and SPM (blue solid) motion. Similar results were obtained for the other knee and ankle specimens.
Table 1.  Accuracy index err and number of singularity problems for the ESM2 and SPM models over the 
four knee specimens. Similar results were obtained for the ankle mechanisms.
Parameters: Specimen 1 Specimen 2 Specimen 3 Specimen 4
err
ESM2 0.0033 0.0072 0.0039 0.0028
SPM 0.0087 0.0132 0.0058 0.0066
Number of singularity 
problems
ESM2 172 2430 12235 8557
SPM 0 0 854 0
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4. CONCLUSIONS
Any 1DOF spatial mechanism is an important means for more physiological mechanical models of both the 
knee and ankle joints. In addition to the very good performance of the previous mechanisms in replicating 
natural joint kinematics, also spherical mechanisms seem to represent joint motion with a similar good 
accuracy, despite their much simpler structure. With respect to the previous more complex mechanisms, the 
slightly less satisfactory results in terms of replication of natural motion were observed in fact to be 
counterbalanced by a reduction of computational costs, by an improvement of numerical stability of the 
mathematical models and by a reduction of the overall mechanical complexity of the mechanisms.
All these aspects are very important for lower limb kinematics modeling [10], dynamic analysis, design of 
prostheses and orthoses for these joints [11], and also for musculo-skeletal modeling of the lower limb [12-15].
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The effect of including accurate pelvis bony 
landmarks in a nonlinearly scaled 
musculoskeletal lower extremity model
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In this study, we computed the hip compressive forces for 12 Metal-on-Metal Hip Resurfacing 
Arthoplasty (MoMHRA) patients using a newly developed musculoskeletal modeling approach. This 
two-stage modeling approach first 1) builds a patient-specific stick-figure model based on a standing
reference trial and 2) nonlinearly morphs a cadaver-based musculoskeletal model to fit the stick-figure 
model and identified bony landmarks. For each patient, two models were built: one where the 
photometric markers were assumed to represent the bony landmarks on pelvis and the hip joint centers 
estimated using the regression equation of Davis et al. For the second model, a Computerized 
Tomography (CT) scan of the pelvis region was used to obtain accurate information of the bony 
landmarks and the hip joint centers. The results showed significantly different results between the two 
models in terms of average, standard deviation and peak compressive force at the hip for sit to stand 
whereas no differences were found during gait and stair descent. The computed hip compressive forces 
obtained from the model with the patient-specific bony landmarks tended to be lower.
Keywords-component; Musculoskeletal model; Nonlinear scaling
1. INTRODUCTION 
Patient-based musculoskeletal models are commonly constructed by scaling a cadaver-based model to the size 
of the patient using simple linear scaling laws [1]. As a result, variations in the joint axis orientations between 
patients are not captured by the model. Secondly, when a model is driven by motion capture data, the assumed 
positions of the markers on the model are based on the qualified guess made by the modeler. Thus, the results 
obtained from the same set of experimental and cadaver data will be different, depending on the modeler.
To address these issues, we recently developed a new modeling approach to ensure that the obtained results 
are independent of the modeler and also, among others, capture the differences in bony geometry, including 
joint axis, and muscle insertion sites specific to the patient. As this method relies on joint center and bony 
landmark information of the patient, we studied the difference between including detailed information as 
derived from a Computerized Tomography (CT) scan or using surface marker locations as indicators of the 
underlying bony landmarks.
In this study, we apply this new musculoskeletal modeling approach to compute the hip compressive force on 
the affected leg for 12 Metal-on-Metal Hip Resurfacing Arthoplasty (MoMHRA) patients. MoMHRA is an 
alternative treatment option for younger and more active patients with endstage osteoarthritis of the hip [2].
2. METHODS
Musculoskeletal models of 12 MoMHRA patients were constructed (6 females, 6 males, height 1.71±0.09 m, 
weight 75±12 kg). The study was approved by the local ethics committee and all patients gave informed 
consent. Ten patients had MoMHRA unilateral whereas two had a Total Hip Replacement (THR) on the 
contralateral limb.
A Plug-in-Gait marker protocol with additional photometric markers on the first and fifth metatarsal was used. 
The trajectories of the markers in a global laboratory-fixed reference frame was recorded by a 12 camera 
Vicon Nexus MX system (Vicon, Oxford, UK) and the ground reaction forces measured by three AMTI force 
plates (AMTI, MA, USA). Data were obtained for gait, sit to stand, and stair descent among others. A 
standing reference trial with additional markers on the medial side of the knee and ankle was also recorded. 
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Figure 1: Morphed musculoskeletal model based on the patient-specific information derived from a standing 
reference trial. 
Figure 2: Computed hip compressive force during gait (top), sit to stand (middle) and stair descent (bottom). 
The blue curve shows the results for the model scaled only based on the markers and the Davis et al. [3] HJC 
regression equation. The pink curve shows the results for the model with patient-specific bony landmarks on 
pelvis as well as HJCs. The shaded areas indicate one standard deviation over the subjects. Gait cycle: from 
heel strike to heel strike. Sit to stand cycle: from a sitting position to full extension of hips and knees. Stair
descent cycle: from foot strike to toe off.
After the motion capture session, the photometric markers on pelvis were replaced with Computerized 
Tomography (CT) visible markers and a CT scan of the pelvis was obtained to estimate the location of the 
Hip Joint Centers (HJCs) and the left and right ASIS and the left and right PSIS bony landmarks.
Two musculoskeletal models for each patient were built in the AnyBody Modeling System v. 5.0 (AnyBody 
Technology A/S, Denmark) based on the Twente Lower Extremity Model (TLEM) [4]. For the first model, a 
kinematic stick-figure model was built from a standing reference trial, and the regression equation of Davis et 
al. [3] was used to estimate HJCs. The photometric markers were used to represent the underlying bony 
Nonlinear 
morphing
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landmarks with some additional offset. The TLEM model was then morphed using Radial Basis Functions 
(RBF) to match the assumed bony landmarks and the mechanism of the stick-figure model. The second model 
was constructed with the same procedure, but the available CT data were used to estimate the location of the 
pelvis bony landmarks and HJCs. For the native and THR hips, a sphere was fitted to the femoral head and 
the HJC obtained as the center of the sphere. For MoMHRA hips, the HJC was estimated by selecting six 
points from the CT scan on the edge of the acetabular component and fitting a plane to the open face of the 
component. The average centre of three circles fitted through the six points was projected out from the 
acetabular component to a distance determined by each patients component size and component coverage 
angle. This point was taken as the HJC. Thus, the second model represents the patient with inaccuracies of 
marker placement on the pelvis and HJCs estimation eliminated. From both models, the muscle and joint 
reaction forces were computed through an inverse dynamic analysis with a quadratic muscle recruitment 
criterion. The model is illustrated in Fig. 1.
Paired two-WDLOHG6WXGHQW¶VW-tests were performed on the average, standard deviation and peak compressive 
hip forces to test for significant difference between the two models. Significant differences are reported for 
p<0.05.
3. RESULTS
In Fig. 2, the average and standard deviation over the subjects of the computed hip compressive force for the 
three activities and two models are shown. Root-Mean-Square (RMS) differences of 29±23 % BW, 30±23 % 
BW and 47±43 % BW between the two models were seen for gait, sit to stand, and stair descent, respectively. 
The sit to stand trial showed significantly different results between the two models in average (p=0.0006), 
standard deviation (p=0.007) and peak compressive forces (p=0.002). No significant differences were observed 
in the gait and stair descent trials in any of the three tested variables. However, the compressive forces obtained 
from the model using the patient-specific bony landmarks tended to be lower.
4. DISCUSSION
Musculoskeletal models are known to generally over-predict joint reaction forces. Compared to the in vivo 
measured forces of Bergmann et al. [5], both the gait and stair descent trials show larger compressive forces 
than measured in vivo. Our results for sit to stand with the patient-specific bony landmarks are within the 
ranges of forces measured in vivo. The computed compressive forces show similar trends in terms of the 
number of the peaks and their locations compared to the measured forces. 
Although the computed joint compressive forces are still slightly higher than those measured in vivo, our 
proposed musculoskeletal modeling methodology has several advantages over the traditional, linearly scaled 
models: 1) the model is constructed as an extension to the stick-figure model already used in most motion 
capture systems. Hence, the joint moments generated by the muscles are consistent with those traditionally 
reported in gait analysis reports. 2) It captures the differences in joint axis orientations between patients. 3) It
allows easy batch processing of multiple trials and subjects.
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1. INTRODUCTION 
In human motion analysis, mechanical variables such as joint forces, moments and energy are calculated using 
mathematical models with experimental measurements [1]. Body segment inertial parameters (BSIPs) and 
other anthropometric data are necessary for model customization in individual subjects. Several methods for 
estimating subject-specific BSIPs have been proposed, including cadaver-based prediction equations [2], 
medical imaging methods [3] and mathematical modeling methods [4]. However, these methods are subject to 
one or more limitations, such as population specificity, high cost and radiation dose.  
To address the limitations of the existing methods, a new method, referred to as the optimization-based method 
(OM), has been proposed for noninvasive, radiation-free estimation of subject-specific BSIPs [5].  The OM is 
capable of producing subject-specific BSIPs with better accuracy than other predictive methods.  The OM 
works with standard equipment in a motion laboratory, namely a motion capture system and two forceplates, 
and requires only input from the forceplates and skin markers placed in a specific position of the segments.  
Since palpation error remains one of the major sources of error in human motion analysis [6], the purpose of 
the current study was to investigate the effect of palpation errors on the performance of the OM using computer 
simulations. 
2. METHODS
A healthy young subject was recruited for the current study.  The subject wore 54 retroreflective markers 
placed by a well-trained physical therapist at positions used by Huang et al. [7], and at the mandibular condylar 
processes, sternal notch, C7, radial styloid processes, and the second and fifth metacarpal heads. The proximal 
and distal circumference lengths for each segment were measured with a measuring tape. The subject stood on 
a forceplate (AMTI, USA) in 10 different static postures, each for 5s, including abduction and flexion of the 
shoulder; flexion, extension and abduction of the hip; flexion of the knee; flexion and extension of the trunk; 
and their combinations.  These postures displaced the relevant body segments horizontally as far as possible 
from their anatomical positions, while being stabilized by a metal frame fixed to a second forceplate with two 
height-adjustable plates to support vertically the extremities.  The marker coordinates were measured using a 7-
camera motion capture system (VICON, Oxford, UK). 
A 3D, 16-rigid-segment model of the body was developed, wherein the head modeled as a spheroid, the neck, 
upper arms, forearms, thighs and shanks as frustums, and the trunk, pelvis, hands and feet as ellipsoids.  Marker 
and circumference length data were used to customize the model to individual subjects.  The method (OM) 
used the density of each segment and the COM coordinates of the trunk as the design variables. The objective 
function was to minimize the sum of the distances between the center of pressure (COP) and the vertical 
projection of center of mass (VCOM) for all static postures. After this optimization problem was solved, the 
BSIPs could be determined.   
To investigate the effect of palpation errors on the estimated BSIPs using OM, a computer simulation was 
performed.  The OM was first used to estimate the BSIPs for the subject from the experimental data.  The 
calculated BSIPs were then used to calculate the COP. Together, with the other parameters, these data were 
used as the gold standard. 
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Figure 1.  Error model for each marker coordinate.  O is the original coordinate of the marker, ȝ is the mean 
of the palpation error and ı is the standard deviation of the palpation error. The error randomly added lies 
between ȝ+2ı and ȝ-2ı.
An error model was created to generate a series of simulated trials in which marker positions were added with 
palpation errors.  The simulation included intra-rater palpation errors and inter-rater palpation errors. We 
created 20 simulated trials with intra-rater palpation errors and another 20 with inter-rater palpation errors.  
Based on the method for determining means and standard deviations of intra-rater and inter-rater palpation 
errors presented by Moriguchi et al. [8], the errors we added to each marker coordinates in a randomized nature 
so that the magnitude of the error would lie between the mean error plus two standard deviations and the mean 
minus two standard deviations (Fig. 1). 
For each set of simulated trials, the BSIPs, including the mass, COM and moments of inertia were estimated by 
the OM, for every segment and the COP of the body.  The errors in the calculated BSIPs were defined as the 
differences from the gold standard.   Apart from the BSIPs, the distances between the calculated and measured 
COP were also calculated and referred to as COP errors. 
3. RESULTS AND DISCUSSION
The intra-rater and inter-rater errors in the calculated COM positions were less than 0.1 mm for most segments 
(Table 1). The intra-rater errors in the body’s COM were about 2 mm, and the inter-rater errors were about 3 
mm (Table 1). The intra-rater errors in the calculated COP were about 0.1 mm, and about 0.3 mm for inter-rater 
errors (Table 1).  The intra-rater errors in segmental mass values were less than 5% for all segments, and less 
than 7% for inter-rater errors (Table 2). Both intra-rater and inter-rater errors in the calculated segmental 
moments of inertia were less than 1% (Table 3). 
While the intra-rater and inter-rater errors in the BSIPs of most body segments were very small, those for the 
pelvis were a bit bigger.  This may be owing to the greater intra-rater and inter-rater palpation errors of the 
ASISs.  Therefore, improving the palpation accuracy for the ASISs may be necessary to improve the reliability 
of the estimation of the BSIPs for the pelvis segment.  Alternatively, another definition of the pelisse using 
different markers may be considered.  Overall, the performance of the OM in estimating segmental BSIP’s 
appeared to be quite reliable given errors during palpation within and among examiners. 
4. CONCLUSION
From the current simulation study, the intra-rater and inter-rater palpation errors in the BSIPs estimated by the 
OM were found to be quite small.  The estimated BSIPs did not appear to be affected significantly by the 
palpation errors that may be present in the daily motion analysis sessions. The results suggest that the OM can 
be considered to be of excellent reliability and will be useful for subject-specific motion analysis.  
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Table 1.Intra-rater and inter-rater errors in the calculated segmental COM positions, body’s COM positions 
and COP error. 
!  Intra-rater Inter-rater !  Intra-rater Inter-rater 
Mean STD Mean STD Mean STD Mean STD
ġ ġ (mm) (mm) (mm) (mm) ġ  (mm) (mm) (mm) (mm)
Head 0.02 0.01 0.02 0.01 L thigh 0.08 0.03 0.12 0.07
Neck 0.04 0.02 0.07 0.03 L shank 0.0 0.0 0.0 0.0
Trunk 0.08 0.02 0.10 0.05 L foot 0.02 0.01 0.03 0.01
L upper arm 0.01 0.01 0.01 0.01 R thigh 0.08 0.03 0.14 0.06
L forearm 0.0 0.0 0.0 0.0 R shank 0.0 0.0 0.01 0.01
L hand 0.02 0.01 0.03 0.01 R foot 0.03 0.01 0.04 0.01
R upper arm 0.01 0.01 0.01 0.0 Pelvis 0.06 0.02 0.09 0.05
R forearm 0.0 0.0 0.0 0.0 Whole body 1.88 1.07 2.86 1.78
R hand 0.02 0.01 0.03 0.01 ġ COP error 0.07 0.16 0.30 0.24
R: The segment at right side. L: The segment at left side. 
Table 2. Intra-rater and inter-rater errors in the calculated segmental mass as percentages of the gold standard 
values. 
ġ ġ Intra-rater Inter-rater ġ ġ ġ Intra-rater Inter-rater 
Mean STD Mean STD Mean STD Mean STD 
ġ ġ (%) (%) (%) (%) ġ ġ ġ (%) (%) (%) (%) 
Head 1.04 3.13 0.77 3.58 R hand -0.45 2.60 -0.74 2.37 
Neck -0.15 0.48 -0.35 0.51 L thigh -1.16 0.85 -1.41 1.91 
Trunk 0.22 1.72 0.92 2.98 L shank 0.61 0.58 1.21 1.42 
L upper arm 0.19 1.20 -0.93 2.25 L foot 0.85 2.65 0.15 3.00 
L forearm -1.57 1.53 -1.10 1.92 R thigh -1.17 1.62 -1.83 3.37 
L hand 0.43 3.09 0.12 2.53 R shank 0.73 1.20 1.51 2.16 
R upper arm -0.33 1.34 0.04 1.43 R foot 0.30 2.00 0.52 3.08 
R forearm -0.75 1.11 -1.53 1.52 ġ Pelvis 1.10 4.61 0.12 6.50 
R: The segment at right side. L: The segment at left side. 
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Table 3. Intra-rater and inter-rater errors in the calculated segmental moments of inertia as percentages of the 
gold standard values. 
ġ ġ Intra-rater Inter-rater ġ  Intra-rater Inter-rater 
ġ ġ
Mean STD Mean STD
ġ
Mean STD Mean STD 
(%) (%) (%) (%) (%) (%) (%) (%) 
Head -0.01 0.03 -0.01 0.03 L hand 0.07 0.41 0.41 0.48 
Neck 0.0 0.0 0.0 0.0 R hand 0.07 0.39 0.27 0.45 
Trunk 0.19 0.76 0.22 1.33 L thigh 0.10 0.24 0.18 0.53 
Pelvis -0.84 4.13 0.05 5.84 R thigh 0.05 0.47 0.04 0.78 
L upper arm 0.09 0.28 0.31 0.42 L shank 0.01 0.24 0.03 0.54 
R upper arm 0.09 0.32 0.15 0.31 R shank 0.06 0.46 0.10 0.63 
L forearm 0.22 0.29 0.36 0.34 L foot -0.03 0.48 0.26 0.59 
R forearm 0.11 0.30 0.24 0.27 ġ R foot 0.11 0.42 -0.05 0.59 
R: The segment at right side. L: The segment at left side. 
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A multi-body optimisation with a knee joint 
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In order to obtain an accurate skeleton kinematics of the lower limb from skin-based markers, the soft 
tissue artifact has to be compensated. Multi-body optimisation method, based on predefined joint 
kinematic models, is used in that way. The aim of this study is to introduce four deformable ligaments
in a kinematic model of the knee. This implies to manage the ligament constraints with a weighted 
penalty-based method. This model was compared to the constraints of a parallel mechanism model with 
three isometric ligaments.
The results showed that the knee kinematics of both model is close to the reference, even if the knee 
external rotation seems overestimated for the deformable ligament model. Penalty-based method 
³ORRVHQ´ WKH FRQVWUDLQWV FRQVHTXHQWO\ LQWHU-subject variability appears with the deformable method 
conversely to the results with the isometric method.
To conclude, by introducing deformable ligaments in the kinematic constraint, this model is a new step 
in the way of more physiological kinematic models. Next steps would consist in further validating the 
method and completing the ligament geometry with the different anterior and posterior bundles.
Keywords : Soft tissue artefact, kinematic model, multibody optimisation, ligament
1. INTRODUCTION
Motion capture systems based on skin markers have a great accuracy in the position of markers. But those 
markers have a relative motion with the underlying bones due to the soft tissue. Those soft tissue artifacts
(STA) are one of the major issues in biomechanics [1]. They introduce large errors in joint kinematics
calculation. Several methods can be used to compensate those artifacts such as the multi-body optimization 
(MO) [2]. Duprey et al. [3] have developed a versatile MO method with generalised coordinate (GC) that 
allows to easily switch from one kinematic model to another. It allows the utilisation of one degree of 
freedom (DoF) parallel mechanisms developed by Feikes et al. [4]and Di Gregorio et al. [5].
One of the limitations of the parallel mechanism used to model the knee joint [4] is that only three isometric 
ligaments are considered. The principle of using non-isometric ligaments in a MO has been recently proposed 
in the literature [6] but its implementation and evaluation is still to be done.
The aim of this study is to introduce in the MO a more detailed model with four ligaments bundles at the 
knee. This implies to manage the ligament constraints with a weighted penalty-based method.
2. MATERIAL & METHOD
The method was tested during gait on five healthy male subjects (age: 28.8±4.8 years; height: 1.74±0.09 m; 
mass: 76.5±13.5 kg). The trajectories of 32 skin-based markers on the right lower limb (eight markers by 
segment) were recorded at 100 samples per second during a level walking cycle.
Knee kinematic model
The knee was modeled by two sphere-on-plane contacts from the model of Feikes et al. [4] adapted with an 
affine transformation to fit with the coordinates of four deformable ligaments taken from Shelburne [7]:
anterior bundle of anterior cruciate ligament (ACL), anterior bundle of posterior cruciate ligament (PCL),
anterior bundle of medial collateral ligament (MCL) and lateral collateral ligament (LCL).
Optimisation method
This present method consists in considering the knee ligament constraint with a penalty-based method. The 
four OLJDPHQW FRQVWUDLQW DUH VROYHG µDV ZHOO DV SRVVLEOH¶ DQG QRW H[DFWO\ IXOILOOHG, conversely to the three 
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ligament constraints with Lagrange multiplier method as in Duprey et al. [3]. Both optimisations (denoted 
deformable and isometric) will be compared. The new optimisation problem can be written as: 
1 1 1
2
min    =
0
T
m m m
k k k
k
r
f
subject to
§ · ª º § ·
¨ ¸ ¨ ¸« »
© ¹ ¬ ¼ © ¹
§ ·
 ¨ ¸
© ¹
Q
ĭ : ĭ
ĭ : ĭ
ĭ
ĭ
mĭ is the vector of µPRWRU¶FRQVWUDLQWs (i.e. the distance between the measured and model predicted marker 
position),
1kĭ the knee ligament constraints (i.e. the difference between the reference and calculated norm of 
the ligament),
2kĭ the other kinematic constraints (as in Duprey et al.), rĭ he rigid body constraint and 
1
m
k
ª º
« »
¬ ¼
W
W
a weight matrix.
The Lagrange formulation of the minimisation under constraints of f is equivalent to the following zero search 
problem solved by a Newton-Raphson algorithm [8]:
2 2
1 1 1
2
TT
k km m m
k k k r r
k
r
§ ·ª º § ·ª º ª º § ·¨ ¸ ¨ ¸¨ ¸ « »« » « »¨ ¸¬ ¼ ¬ ¼ © ¹ ¬ ¼ © ¹
§ · ¨ ¸  ¨ ¸ ¨ ¸© ¹ ¨ ¸
¨ ¸
¨ ¸© ¹
K W ĭ K Ȝ
K W ĭ K Ȝ
Q
F ĭ 
Ȝ
ĭ
The K matrices are the jacobian of the corresponding constraint: m (motor), k1 (knee ligament), k2
(kinematic constraint), r (rigid body). The Ȝ vectors are the Lagrange multipliers associated with the absolute 
constraint.
Initial guess
The initial guess is the non-optimized GC obtained directly from the skin-based markers [9].
Defining weight of ligament and markers
The weights of ligament Wk1 (table 1.) were chosen to be consistent with the maximal lengthening found in 
literature ( [6], [10], [11])in the knee range of motion during gait (0-60 degree of flexion). A ligament with a 
small lengthening will have a bigger weight than one with greater lengthening.
Table 1. Ligament weight
Ligament aACL aPCL aMCL LCL
Weight 1,000 10,000 10 1
3. RESULT
Knee joint kinematics
Extension-flexion (EF), adduction-abduction (AA) and anterior/posterior displacement pattern and amplitude 
computed with both optimisations (deformable and isometric) are very similar and in agreement with knee 
reference kinematics [12]. The main difference is for the internal/external rotation, shifted towards external 
with the deformable method. Lateral/medial and proximal/distal displacement are in reasonable boundaries.
The results obtained with the deformable method have an inter-subject variability contrary to those obtained 
with isometric method.
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Figure 1: Knee Kinematics: deformable ligament model VS isometric ligament model. (Curves represent the 
mean ± 1S.D of the parameters on the 5 subjects of the study)
Ligament lengthening
ACL, PCL and MCL are in a range of ±10% of length variation which is consistent with the literature. LCL 
lengthening seems overestimated as it shortens of 50% during knee flexion. This ligament lengthening varies 
linearly with the knee EF angles.
Figure 2: Ligament lengthening (in % of reference length) during Gait Cycle
4. DISCUSSION & CONCLUSION
In this study, we tested a new type of kinematic constraints in MO. A weighted penalty-based method have 
been use to introduce deformable knee ligaments in the kinematic model.
The model with four deformable ligaments keeps the coupling between the DoFs but without prescribing a 
strict 1-DoF model as with the parallel mechanism [4].
However, the internal/external rotation presents an offset. The ACL seems to be responsible for this effect. As
it direction in the frontal plane is medio-lateral, a shortening of this ligament could implies an external 
rotation of the knee. The geometry of the LCL insertion and a small weight assigned in the optimization 
seems to be responsible for it high shortening. The weight of ligaments is one of the major issues of the 
penalty-based method. A two-level optimisation [13] could be used to find these weights. Another solution 
would be to prescribe lengthening of ligament at each joint position [6].
This method ³loosen´ the constraints, consequently inter-subject variability appears with the deformable 
method conversely to the results with the isometric method. ,W¶VDSRVLWLYHeffect; the computed kinematics 
may not only reflect the model kinematics, but also the subject knee joint kinematics. Experimental validation 
data (e.g. with bone pins) would be essential to confirm the results.
To conclude, this method, by introducing deformable ligaments in the kinematic constraint, is a new step in 
the way of more physiological kinematic models. Next steps would consist in further validating the method
and completing the ligament geometry with the different anterior and posterior bundles.
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Musculo-tendon forces and joint reaction forces are typically predicted using a two-step method, 
computing first the musculo-tendon forces by a static optimization procedure and then deducing the 
joint reaction forces from the force equilibrium. However, this method does not allow studying the 
interactions between musculo-tendon forces and joint reaction forces in establishing this equilibrium 
and the joint reaction forces are usually overestimated. In this study, a one-step method is described 
allowing the introduction of a selection of joint reaction forces in the objective function of the static 
optimization procedure. This new method produced reliable joint reaction forces, lower than those 
obtained using the typical two-step method. Nevertheless, the results also demonstrated that the idea of 
introducing joint contact forces in the objective function is questionable since it remains difficult to 
define an objective function that provides in the same time physiological musculo-tendon forces and 
valid joint contact forces. 
Keywords: Musculo-tendon forces · Joint contact forces · Partial parameter reduction · Static optimization · 
Musculo-skeletal modeling 
1. INTRODUCTION  
Instrumented prostheses [5,17], by measuring joint contact forces during a movement, give nowadays a unique 
opportunity to validate the ability of musculo-skeletal models in predicting internal forces. To perform this 
validation, an efficient musculo-skeletal model and a method computing both musculo-tendon and joint 
reaction forces (i.e., joint contact and ligament forces) are needed. In the case of lower limb forces prediction 
during gait, different models and methods have been proposed, but failed in replicating the interaction between 
musculo-tendon and joint reaction forces (i.e., using the typical two-step method : computing first the musculo-
tendon forces and then deducing the joint reaction forces) [9], or in reproducing the musculo-skeletal anatomy 
in terms of joint modeling [2,13]. In this study, a one-step optimization method is described allowing the 
introduction of a selection of joint reaction forces in the objective function. This can be done using a recent 
versatile 3D lower limb musculo-skeletal model [15] giving a direct access to the musculo-tendon forces, joint 
contact forces and ligament forces. The model and the method are then tested using the experimental data of 
the “2
nd
 Grand Challenge Competition to Predict in Vivo Knee Loads” [11], combining synchronized 
kinematics, kinetics, EMG and knee contact force data during gait.  
2. MATERIAL AND METHODS 
Versatile 3D lower limb musculo-skeletal model 
A previously described [7,15] versatile 3D lower limb musculo-skeletal model, consisting of pelvis, thigh, 
shank and foot segments and 43 muscular lines of action, was used to perform this study. Hip was modeled 
using a spherical joint [1,16]. Knee and ankle were modeled using parallel mechanisms made respectively of 2 
sphere-on-plane contacts with 3 isometric ligaments [10] and a spherical joint with 2 isometric ligaments [4]. 
Then, in order to introduce the muscular geometry, a widely-used generic musculo-skeletal geometric model 
[3] was adapted to our model. 
Computation framework 
The originality of this model is to use generalized coordinates in a full dynamic equation of the lower limb with 
Lagrange multipliers, giving a direct access to the musculo-tendon forces and to detailed joint reaction forces 
[15]. First, each segment position is defined using generalized coordinates [6]. Second, the kinematic 
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constraints and the associated Jacobian matrix are defined for each joint [8]. Third, a constrained global 
optimization [8,15] is performed in order to obtain consistent segment positions, velocities and accelerations. 
Fourth, the full dynamic equation of the lower limb is written, introducing the musculo-tendon forces and the 
Lagrange multipliers [7,15]: 
  
T
GQ + K λ = E + Lf&&  (1) 
where G  is the generalized mass matrix, Q&&  the consistent generalized accelerations, K  the Jacobian matrix 
of both joint kinematic and rigid body constraints, λ  the Lagrange multipliers, E  the external forces, including 
both weight and ground reaction forces and moments, L  the generalized muscle moment arms and f  the 
musculo-tendon forces. Fifth, (1) gives a direct access to the musculo-tendon forces and the Lagrange 
multipliers that are the only unknowns of this system. A previous study [15] has shown that some of these 
Lagrange multipliers directly represent the corresponding joint reaction forces. 
Partial parameter reduction and one-step optimization  
The following linear system can be obtained from (1): 
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⎡ ⎤⎢ ⎥⎡ ⎤− − = −⎣ ⎦ ⎢ ⎥⎢ ⎥⎣ ⎦
f
L K K λ GQ E
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 (2) 
where 1λ  and 2λ  are respectively the Lagrange multipliers corresponding to the selection of joint reaction 
forces that should be introduced in the objective function and all the other ones, and 1K  and 2K  the Jacobian 
matrices of the constraints associated with these Lagrange multipliers. The second group of Lagrange 
multipliers can be cancelled from (2) by projecting the system on the kernel of 2K , using the projection matrix 
2K
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 (3) 
where 
2K
Z is a matrix composed of the eigenvectors of the square matrix 2 2
TK K  corresponding to the null 
eigenvalues. The unknowns [ ]1 Tf λ , corresponding respectively to the musculo-tendon and the selected joint 
reaction forces, are then introduced in a typical static optimization procedure in order to solve the muscular 
redundancy problem [7,15]. 
Experimental data and simulations  
In order to evaluate this method, simulations were performed based on the experimental data from the “Second 
Grand Challenge Competition to Predict in Vivo Knee Loads” [11]. We present here the results obtained using 
one gait trial recordings of a male subject (67kg, 172cm). These recordings combine synchronized kinematics, 
kinetics, EMG and knee contact force data.  
The following results are obtained for two different simulations. The first simulation (i.e., Simu1) corresponds 
to the minimization of the musculo-tendon forces only (i.e., using the typical two-step method) and the second 
one (i.e., Simu2) corresponds to the minimization of both the musculo-tendon forces and the knee contact 
force. 
Data analysis  
The predicted musculo-tendon forces of each simulation are qualitatively compared to the envelopes of the 
measured EMG signals (EMG signals amplitudes are fitted to the Simu1 predicted forces amplitudes). Then, 
the predicted knee contact force of each simulation is quantitatively compared to the measured contact force 
(i.e., Reference) by computing the root mean square error (i.e., RMSE) and the correlation coefficient (i.e., R). 
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3. RESULTS 
Musculo-tendon forces 
On the whole, the amplitudes and patterns of the musculo-tendon forces predicted by minimizing the musculo-
tendon forces only (i.e., Simu1) are mostly in accordance with the envelopes of the measured EMG signals 
(Fig. 1). Conversely, the amplitudes and patterns of the musculo-tendon forces predicted by minimizing both 
the musculo-tendon forces and the knee contact force (i.e., Simu2) are mostly dissimilar (Fig. 1). From a 
simulation to another one, the differences in terms of amplitudes and patterns show a higher or lower 
recruitment but also an important redistribution of the musculo-tendon forces. 
Joint reaction forces 
When comparing predicted to measured knee contact force (Fig. 2), the minimization of the musculo-tendon 
forces gives a similar pattern but a higher amplitude (Simu1 vs. Reference: R = 0.9370, RMSE = 1.0304 BW). 
Conversely, the minimization of both the musculo-tendon forces and the knee contact force (Fig. 2) gives both 
similar pattern and amplitude (Simu2 vs. Reference: R = 0.9579, RMSE = 0.3535 BW). 
 
 
Figure 1.  Predicted musculo-tendon forces (i.e., Simu1 – dashed black lines and Simu2 – plain black lines) 
and EMG signals (i.e., grey areas) during a gait cycle (%) (toe-off is indicated by a vertical dotted line).  
 
Figure 2.  Predicted knee contact force (i.e., Simu1 – dashed black lines and Simu2 – plain black lines) and 
measured knee contact force (black crosses) during a gait cycle (%) (toe-off is indicated by a vertical dotted 
line). 
3DAHM2012
294
4. DISCUSSION 
In this study, a new approach for the simultaneous prediction of musculo-tendon forces and joint reaction 
forces was presented by introducing a selection of joint reaction forces in the objective function through a 
partial parameter reduction and solving the muscular redundancy with a traditional static optimization 
procedure.  
The musculo-tendon forces predicted by minimizing the musculo-tendon forces only are qualitatively similar to 
the measured EMG. But when the knee contact force is introduced in the objective function, some 
unphysiological results arise, such as the partial extinction of the vastus and gastrocnemius during the stance 
phase. Such results were also reported on the gastrocnemius when testing different objective functions during a 
vertical jumping simulation [2]. Similarly, when comparing, for gait and stair climbing, the minimization of the 
musculo-tendon forces using different powers in the objective function [14], a unitary power provided 
unphysiological musculo-tendon forces compared to EMG signals, but hip contact force was in better 
agreements with in vivo measurements. All these results highlight an important limit of the current musculo-
skeletal models and methods since it remains difficult to define an objective function that provides in the same 
time physiological musculo-tendon forces and valid joint contact forces.  
To conclude, this new approach was able to give a reliable prediction of knee contact force during gait when 
compared to the measured one [11], but showed some limitations. A next step could be to complete the current 
musculo-skeletal model with other joint structures such as menisci or cartilages in order to introduce dissipation 
and thus reduce the joint contact forces. 
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